Supplementary Table S1. Results of the comparison of independent goniometer measurements between two individual observers in 10 randomly preset torsion angles in a canine femoral torsional deformity model (interobserver agreement).
	Number of torsion and measurement
	goniometer measurements of a randomly preset femoral neck torsion angle

	
	observer 1
	observer 2

	1
	18°
	19°

	2
	42°
	42°

	3
	26°
	30°

	4
	29°
	30°

	5
	2°
	2°

	6
	31°
	31°

	7
	74°
	75°

	8
	55°
	57°

	9
	83°
	84°

	10
	8°
	8°




