


Supplementary Table 1. DBS stimulation settings of all patients.
	Patients
	Activated contact
	Current intensity (mA)
	Pulse width (μs)

	
	R
	L
	R
	L
	R/L

	1
	3
	6
	1.0
	1.0
	60

	2
	2
	6
	1.5
	1.5
	60

	3
	4
	8
	1.5
	1.5
	60

	4
	3
	7
	1.0
	1.5
	60

	5
	2
	6
	1.5
	1.5
	60

	6
	4
	8
	1.7
	1.9
	60

	7
	4
	8
	1.0
	1.1
	60

	8
	4
	8
	2.5
	2.5
	60

	9
	2
	6
	1.5
	1.5
	60

	10
	2
	6
	1.4
	1.5
	60

	11
	3
	7
	1.5
	1.5
	60

	12
	2
	6
	1.3
	1.3
	60

	13
	4
	8
	0.6
	0.7
	60

	14
	3
	7
	1.5
	1.55
	60

	15
	2
	6
	1.4
	1.6
	60

	16
	3
	6
	1.7
	1.8
	60

	17
	2
	7
	2.1
	1.45
	60

	18
	4
	7
	1.5
	1.5
	60

	19
	3
	8
	1
	1.8
	60

	20
	3
	7
	2.25
	2.1
	60

	21
	2
	6
	2.15
	1.65
	60

	22
	3
	7
	2.4
	2.4
	60

	23
	2
	6
	2.7
	2.5
	60

	24
	2
	8
	2.25
	1.95
	60

	25
	3
	8
	2.25
	2.25
	60

	26
	3
	7
	2.5
	2.6
	60

	27
	2
	7
	2.2
	2.9
	60

	28
	3
	6
	1.95
	2.15
	60

	29
	4
	6
	2.15
	1.9
	60


R, right DBS lead; L, left DBS lead; Electrode contacts ranged from 1 (deep) to 4 (superficial) on the right side and from 5 (deep) to 8 (superficial) on the left side.
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