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Background: Given the rapid innovation of wearable technology, additional physical indicators can be detected, and blood pressure (BP) has become the focus of many emerging medical-device manufacturers. This study aimed to validate the accuracy of the newly developed HUAWEI WATCH in BP monitoring, according to the American National Standards Institute/Association for the Advancement of Medical Instrumentation/International Organization for Standardization (ANSI/AAMI/ISO 81060-2:2018) guidelines.

Materials and methods: The same arm sequential BP measurement was applied. One validation included four reference BP measurements taken simultaneously by two independent observers using a mercury sphygmomanometer, alternating with three test-watch measurements. Each test-watch measurement was compared against the average of the previous and subsequent reference BP readings. Two criteria were required for validation: (1) a mean BP difference of 5 mm Hg or less, with a standard deviation (SD) of 8 mm Hg or less for systolic blood pressure (SBP) and diastolic blood pressure (DBP) in the 255 pairs of measurements, and (2) an SD for the of 85 averaged BP differences within the threshold defined by the mean test-reference BP difference listed in the ANSI/AAMI/ISO 81060-2:2018 guidelines.

Results: The mean age of the 85 participants was 48 ± 18 years (range: 21–85), and 53 (62.4%) were male. The mean differences between the test and reference BPs were -0.25 ± 5.62 mm Hg and -1.33 ± 6.81 mm Hg for SBP and DBP, respectively (according to Criterion 1). The mean differences between the test BPs and reference BPs were -0.25 ± 5.00 mm Hg and -1.33 ± 6.31 mm Hg for SBP and DBP, respectively, according to Criterion 2.

Conclusion: Blood pressure measurement using the HUAWEI WATCH showed excellent consistency with reference BPs, and fulfilled both validation criteria of the guidelines, show its promise as a wearable device for BP self-monitoring.
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Introduction

Hypertension is one of the most important preventable causes of premature morbidity and mortality. It affects more than 1 billion persons globally, and accounts for 10 million deaths worldwide per annum (1). The accurate measurement of blood pressure (BP) is essential in the management of hypertension, which requires a standardized procedure and a validated device.

Out-of-office BP measurement is widely used and recommended by both European and American guidelines (2, 3), for the following reasons. Out-of-office BP measurements are usually lower than conventional office BP measurements, which may reduce or eliminate the “white-coat” effect. Out-of-office BP measurements provide BP data that are more reproducible, which may be helpful in detecting “masked hypertension.” Out-of-office self-monitoring BP may have a beneficial effect on medication adherence and BP control (4–6). Out-of-office BP is more closely related to hypertension-mediated organ damage (7), and it is a better predictor of cardiovascular morbidity and mortality than office measurements of BP (8). Out-of-office BP measurements are typically taken early in the morning and at bedtime, as daytime BP level is often overlooked. Although recent studies have found that daytime stress at the workplace may increase BP, the prevalence of hypertension has been found to be high at the workplace, while awareness and control of it is poor (9, 10). Therefore, a portable BP device that can monitor BP anywhere and anytime may help to improve the condition.

Wearable devices are widespread, and an increasing number of adults are using smartwatches or wrist-worn fitness bands. Many physical indicators, such as heart rate, heart rhythm, electrocardiogram, oxygen saturation, and sleep can be detected using wearable devices (11), but BP cannot be accurately measured using a wearable device. Watch-based BP measurement equipment can be a great convenience to the user. The newly developed HUAWEI WATCH (HUAWEI Technologies Co. Ltd., Shenzhen, China) is equipped with a BP measuring function, and to our knowledge, it is the first smartwatch equipped with a BP measurement function. Therefore, the present study aimed to validate the accuracy of the HUAWEI WATCH in BP monitoring according to the guidelines of the American National Standards Institute/Association for the Advancement of Medical Instrumentation/International Organization for Standardization (ANSI/AAMI/ISO 81060-2:2018) (12).



Materials and methods


Study subjects

This study was conducted and reported following the Strengthening the Reporting of Observational Studies in Epidemiology (STROBE) statement. This study was approved by the ethics committee of our institution, and all of the participants gave their informed consent to participate. The clinical trial registration number is ChiCTR2000040197. Participants were recruited as volunteers, and the inclusion criterion was age ≥18 years. The exclusion criteria were: (i) arrhythmia, inaudible phase V Korotkoff sounds to determine the DBP, (ii) inability to cooperate with blood pressure measurements, and (iii) a wrist circumference of <13.0 cm or >20.0 cm.



Features of the device

The newly developed HUAWEI WATCH is equipped with a BP measuring function (Figure 1). The BP measurement of the WATCH is based on oscillometry, which involves using a micro-pump and a detachable cuff. Two cuffs of different sizes are provided to accommodate different wrist circumferences.
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FIGURE 1
Illustration of the HUAWEI WATCH.


The measurement range of the HUAWEI WATCH is 60–230 mm Hg for systolic BP (SBP) and 40–160 mm Hg for diastolic BP (DBP). It analyzes the pulse wave detected during inflation using an algorithm for determining the SBP and DBP; the algorithm is proprietary and cannot be disclosed at this time.



Blood pressure validation

The same arm sequential BP measurement was applied in accordance with the ANSI/AAMI/ISO 81060-2:2018 guidelines. The measurements were taken in a quiet room, after a 5-min rest period. During the process, the participants remained quiet with their legs uncrossed in a sitting position. One validation included four reference BP measurements (R1-R4), alternating with three test-watch measurements (R1-T1-R2-T2-R3-T3-R4), as shown in Figure 2.
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FIGURE 2
The same arm sequential BP measurement process.


The reference BP measurements were taken simultaneously by two independent observers using a Y-tube and a calibrated mercury sphygmomanometer. Participants’ SBP was determined based on phase I Korotkoff sounds heard by the observer, and DBP was determined based on phase V disappearance of the Korotkoff sounds. A third observer served as a supervisor who checked the BP readings of the two observers. Any pair of SBP or DBP observations with a difference greater than 4 mm Hg was excluded, and another group of measurements was performed. Measurements of BP using the mercury sphygmomanometer were recorded as the average value of the BPs measured by the two observers. The reference BPs was recorded as the average value of the previous and subsequent BP readings by the mercury sphygmomanometer. If the previous and subsequent reference SBP readings differed by more than 12 mm Hg, or the DBP readings differed by more than 8 mm Hg, all data from the participants were excluded as cases of “Reference BP variations.” Participants’ BP was measured with their left wrist positioned at the level of the heart, and the time between each set of BP measurements was at least 60 s.



Statistical analysis

Normally distributed continuous variables are expressed as mean ± standard deviation (SD), and categorical variables are expressed as number and percentage. Data were analyzed in accordance with Criteria 1 and 2 of the ANSI/AAMI/ISO 81060-2:2018 guidelines. For Criterion 1, each test BP reading minus the reference BP reading by a mercury sphygmomanometer were calculated, for a total of three differences for each participant. The mean and SD of the difference was calculated to fulfill the Criterion 1 requirement for a mean BP difference of 5 mm Hg or less for 255 pairs of measurements, and an SD of 8 mm Hg or less for SBP and DBP. For Criterion 2, a difference was defined as the mean of the three test SBPs or DBPs, as measured by the HUAWEI WATCH minus the mean values of the three reference SBPs or DBPs. A total of 85 pairs of BP differences were calculated to fulfill Criterion 2; the SDs of the 85 pairs of BP differences were required to be within the threshold defined by the mean test-reference BP difference listed in the ANSI/AAMI/ISO 81060-2:2018 (see Table 1 for SBP and DBP). The data were analyzed using SPSS 26.0 (IBM Corp., Armonk, NY, USA) on software, version 3.8.8 (G. van Rossum). Data analyses were conducted in February 2022.


TABLE 1    Characteristics of the study participants.
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Results

In total, 107 participants were screened, 22 were excluded, and 85 sets of valid measurements were analyzed to comprise the final participant group. The participants’ mean age was 48 ± 18 years (range: 21–85 years), 53 (62.3%) were men, 32 (37.7%) were women, and the gender distribution fulfilled the guideline’s 30% criterion. Participants’ mean height was 169.9 ± 8.0 cm (range: 147.0–183.0 cm), their mean weight was 62.8 ± 13.7 kg (range: 36.0–96.0 kg), and their mean wrist circumference was 162.13 ± 15.64 mm (range: 130.00–197.00 mm). The characteristics of the 85 participants are summarized in Table 1. Distribution of the reference BPs fulfilled the criterion stated in the guidelines, with high (≥160 mm Hg), medium (≥140 mm Hg), and low (≤100 mm Hg) percentages of 8.3% (meeting the 5% criterion), 21.1% (20% criterion), and 23.5% (5% criterion), respectively, for the reference SBPs. The high (≥100 mm Hg), medium (≥85 mm Hg), and low (≤60 mm Hg) percentages were respectively, 9.4% (meeting the 5% criterion), 20.0% (20% criterion), and 9.4% (5% criterion), respectively, for reference DBPs, as shown in Table 1.

The mean differences between the test-watch and reference BPs were −0.25 ± 5.62 mm Hg for SBP and −1.33 ± 6.81 mm Hg for DBP, in accordance with Criterion 1. The results are presented in Table 2. The Bland–Altman analysis showed a bias of −0.25 with limits of agreement ranging from −11.27 to 10.54 mm Hg for SBP (Figure 3A) and a bias of −1.33 with limits of agreement from −14.56 to 12.02 for DBP (Figure 3B). The mean differences between the test-watch and reference BPs were −0.25 ± 5.00 mm Hg for SBP and −1.33 ± 6.31 mm Hg for DBP in accordance with Criterion 2 (Table 2). These results fulfilled the ANSI/AAMI/ISO 81060−2:2018 validation criteria of ≤5 ± ≤8.0 mm Hg for Criterion 1, and SDs of <6.95 mm Hg for SBP and <6.82 mm Hg for the DBP for Criterion 2.


TABLE 2    Validation results in accordance with Criterion 1 and Criterion 2 of the guidelines.
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FIGURE 3
Bland-Altman plots of the differences between the test blood pressures (BPs) by HUAWEI WATCH and the reference BPs by mercury sphygmomanometer for the systolic blood pressure (SBP) (A) and diastolic blood pressure (DBP) (B).




Discussion

In the present study, we validated the performance of the HUAWEI WATCH’s monitoring of BP in accordance with the ANSI/AAMI/ISO 81060-2:2018 guidelines. The results showed that the HUAWEI WATCH fulfilled Criteria 1 and 2 of the guidelines, indicating that it could be a reliable and convenient device in the daily self-monitoring of BP.

Usually, BP measurements (or self-monitored BP measurements) are taken in the home, typically in the morning and at bedtime, thereby overlooking daytime BP levels. Given the research findings that BP levels increase throughout the day, and that daily variability of BP is a predictor of future cardiovascular events (13), the awareness of daytime BP measurements has increased through research findings on daytime BP, especially at the workplace. A recent clinical trial found that the prevalence of hypertension was high among the working population in China, but the rates of awareness, treatment, and control of BP were unacceptably low, indicating there is substantial room for improvement in the diagnosis and treatment of hypertension among employees at the workplace (9). Another study found that workplace-based interventions, which improved hypertension control, appeared to be more effective than usual care (10). However, a previous study with similar findings demonstrated that BP measured in the workplace was more closely related to left ventricular mass index than was BP measured in a clinic (14). A sphygmomanometer is not a convenient measurement tool in the workplace; it is a heavy and cumbersome instrument. However, a portable and compact device, such as a watch-type of wearable BP monitor is ideal in workplace settings.

The Omron HEM-6410T-ZM and Omron HEM-6410T-ZL were the first wristwatch types of wearable BP monitors. The mean differences between the test and reference SBPs were −0.9 and −1.1 mm Hg for the two devices, respectively; the mean differences for the DBPs were 2.4 and 0.3 mm Hg, and both devices fulfilled the validation criteria of the ANSI/AAMI/ISO81060-2:2018 guidelines (15). The mean differences between the test and reference BPs were −0.25 and −1.33 mm Hg for the SBP and DBP, respectively, for the HUAWEI WATCH, which was smaller than the Omron watch-type wearable BP monitor. In addition, the range of the wrist-circumferences accommodated by the Omron watch-type wearable BP monitors were very narrow (16–21.5 cm). In our study, the wrist circumference of many of the participants was below 16 cm; thus, the HUAWEI WATCH, which has a wrist circumference of 13–20 cm, was suitable for more participants. The HUAWEI WATCH enables consumers to measure their BP frequently, throughout their activities of daily living, and most importantly, the HUAWEI WATCH is a smartwatch-based BP monitor, equipped with other functions, and therefore, more consistent with the needs of today’s society.


Limitations

One study limitation is that the HUAWEI WATCH was validated using participants’ left wrist at heart level; hence, further validation is needed in future studies.




Conclusion

In conclusion, BP measurements using the HUAWEI WATCH were consistent with the reference BPs and fulfilled both of the guidelines’ validation criteria, thereby showing its promise as a wearable device for BP self-monitoring.
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