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Salmonella spp. are a major cause of foodborne illness throughout the world. Traditional serotyping by antisera agglutination has been used as a standard identification method for many years but newer nucleic acid-based tests have become available that may provide advantages in workflow and test turnaround time. In this study, we evaluated the Luminex® xMAP® Salmonella Serotyping Assay (SSA), a multiplex nucleic acid test capable of identifying 85% of the most common Salmonella serotypes, in comparison to the traditional serum agglutination test (SAT) on 4 standard strains and 255 isolates from human (224), environmental, and food (31) samples. Of the total of 259 isolates, 256 could be typed by the SSA. Of these, 197 (77.0%) were fully typed and 59 (23.0%) were partially typed. By SAT, 246 of the 259 isolates (95%) were successfully typed. Sixty isolates had discrepant results between SAT and SSA and were resolved using whole genome sequencing (WGS). By SAT, 80.0% (48/60) of the isolates were consistent with WGS while by SSA 91.7% (55/60) were partially consistent with WGS. By serovar, all 30 serovars except one tested were fully or partially typable. The workflow comparison showed that SSA provided advantages over SAT with a hands-on time (HOT) of 3.5 min and total turnaround time (TAT) of 6 h, as compared to 1 h HOT and 2–6 days TAT for SAT. Overall, this study showed that molecular serotyping is promising as a rapid method for Salmonella serotyping with good accuracy for typing most common Salmonella serovars circulating in China.
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INTRODUCTION

Salmonella enterica is responsible for a variety of clinical manifestations in humans. The enteric fever inducing typhoidal Salmonella has been an important global public health problem. Salmonella Typhi alone causes 22 million outbreak-associated and sporadic cases of typhoid and ~200,000 deaths annually worldwide (Crump et al., 2004). Non-typhoidal Salmonella is the most common foodborne pathogen around the world and causes an estimated 93.8 million cases and over 155,000 deaths annually (Kariuki et al., 2015). Since most illnesses caused by S. enterica in healthy individuals are self-limiting and not reported, the actual number of cases of illness is undoubtedly much higher. In resource-limited settings, especially in sub-Saharan Africa and parts of the Indian and Asian sub-continents, morbidity and mortality is likely much higher than that estimated.

Salmonella spp. have been divided into over 2,500 serovars according to the White-Kauffmann-Le Minor scheme (Guibourdenche et al., 2010). Of these, 1,478 serovars belong to S. enterica. Traditional serotyping techniques have been used as a gold standard method for Salmonella serotyping for more than 70 years. Recently, there has been a rapid development of PCR-based, or DNA microarray-based, serotyping methods to differentiate Salmonella serovars (Shi et al., 2015). A multiplex PCR assay was developed to identify antigenic combinations in the target genomic DNA, including five O antigens (O:4; O:7; O:8; O:9; O:3,10), eight H1 antigens (i; r; l, v; e, h; z10; b; d; g complex) and seven H2 antigens (1, 2; 1, 5; 1, 6; 1, 7; l, w; e, n, x; e, n, z15) (Herrera-Leon et al., 2007). A double 5-plex PCR scheme was developed to identify 30 common clinical serovars of S. enterica, including S. Typhimurium and S. Typhi. Peterson et al. (2010) further developed an additional 5-plex PCR assay capable of identifying and differentiating 42 different serotypes. These molecular assays covered only a small number of Salmonella serovars, which limited its further application on diagnosis of Salmonella. A higher throughput and more sensitive platform should be applied to Salmonella serotyping.

The xMAP® Salmonella Serotyping Assay (SSA) uses Luminex® multiplexing technology has been developed and tested in the US setting based on detecting gene markers that encode for Salmonella specific O and H antigens, which are the same antigens that the White-Kauffmann-Le Minor scheme utilized. The SSA is designed to rapidly detect 85% of the top 100 Salmonella serotypes and provide partial serotype information for many more. In order to test xMAP® SSA for the settings in China, the performance of the SSA kit was evaluated for identification of Salmonella serotypes, and the results were compared in parallel with the traditional serum agglutination test (SAT) recommended by the World Health Organization (WHO) in this study. Discrepancies, where the results of SSA and SAT disagreed, were further tested and resolved by whole genome sequencing (WGS). The performance of the SSA kit was also evaluated for its test turnaround time (TAT), hands-on time (HOT), and cost in comparison to SAT.



MATERIALS AND METHODS


Salmonella Strains

A total of 255 Salmonella isolates that were recovered from 2007 to 2015 in Zhejiang Provincial Center for Disease Control and Prevention, and 4 standard strains, ATCC 9150 (Salmonella Paratyphi A), ATCC 14028 (Salmonella Typhimurium), CMCC 50041 (Salmonella Enteritidis), and CMCC 50083 (Salmonella Anatum) were included in this study. Of these, 224 were isolated from human feces and 31 from the environment or food (Table 1). All isolates were double blinded prior to testing by both SAT and SSA.


Table 1. Summary of Salmonella isolates used in this study.
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Serum Agglutination Test (SAT)

All of the isolates were serotyped by the slide agglutination assay according to the instructions provided by the manufacturer of the antisera we used (Statens Serum Institute, SSI, Denmark). Serovars were designated according to the antigenic composition listed in the White-Kauffmann-Le Minor scheme based on the reactivity to individual antiserum. The isolates were cultured overnight on blood agar medium (Oxoid, USA). Soft agar (Brucella Broth with 0.5% agar, BD, USA) was used for H phase inversion. Normal saline, pH 7.4 was used as a negative control. The total test turnaround time, hands-on time, and cost were determined.



xMAP Salmonella Srotyping Assay (SSA)

Genomic DNA was extracted using the Bio-Rad Instagene™ matrix (Bio-Rad, Hercules, CA, USA) according to the manufacturer's instructions. One or two colonies were selected from the same blood agar plates for the SAT test and the cells were suspended in 200 μl of the Instagene matrix. This suspension was incubated at 56°C for 10 min and transferred to 100°C for 10 min. The tubes were centrifuged at 11,000 × g for 2 min and the supernatant was collected. The extracted DNA in the supernatant was quantified using a Nanodrop™ 2000 spectrophotometer (Thermo Fisher, Waltham, MA USA), and diluted to 100 ng/μl in nuclease-free water.

For each sample, three separate PCR reactions were performed—O group, H group, and an Additional Targets (AT) assay. The three PCR mixtures each contained 12.5 μl of Qiagen HotStarTaq™ Master Mix (Qiagen, Hilden, Germany), 2.5 μl of either the O group, H group, or AT assay primer mixture, and 8 μl of purified water. Two microliters of the diluted DNA were added to each reaction mixture, respectively, and the reactions were amplified in a Vapo.Protect Mastercycler Pro S thermal cycler (Eppendorf, Hamburg, Germany) with the following conditions: 1 cycle at 95°C for 15 min; 30 cycles of 94°C for 30 s, 48°C for 90 s, and 72°C for 90 s; and a final extension of 72°C for 10 min, followed by a hold at 4°C.

The O, H, and AT bead mixtures were diluted 1:3.75 in Assay Buffer provided in the kit and 45 μl of each bead mixture was combined with 5 μl of each PCR product in the appropriate well of a 96-well plate. The reactions were denatured at 95°C for 5 min and hybridized at 52°C for 30 min. Finally, the hybridization reactions were transferred to a Luminex® 200 and placed in the heating block which had been preheated to 52°C. Fifty microliters of streptavidin-R-phycoerythrin diluted to 6 μg/ml in Assay Buffer were added to each well. The plate was incubated for 10 min at 52°C in the Luminex 200 instrument, and the results were analyzed.

The Median Fluorescence Intensity (MFI) raw data generated by the Luminex 200 and the signal-to-noise ratio of the sample MFI compared to a negative control MFI were used to determine positive and negative results. A reaction was scored positive for either MFI values ≥1,000 or signal-to-noise ratio >6.0. The Salmonella serotype was then determined from the conditionally scored data using the White-Kauffmann-Le Minor scheme.



Library, Sequencing, de novo Assembly, and Genome Analysis

Libraries were created by using TruePrep™ DNA Library Prep Kit V2 for Illumina®. WGS was carried out using the Illumina HiSeq X Ten PE150 with 150-base paired-end reads Quality of FASTQ-formatted sequencing reads was controlled with a minimum quality Phred score of 30 (as a rolling average over 4 bases with a minimum individual base quality of 15) using Trimmomatic-0.36 software (Bolger et al., 2014). In silico serotyping was performed using SISTR (Yoshida C. E. et al., 2016). SISTR classified the isolates into the corresponding serotype based on the serovar antigen combinations and core-genome multilocus sequence typing (cgMLST). The cgMLST type utilized by SISTR was obtained from EnteroBase. As SISTR requires contigs as the input file, the reads were assembled using shovill coupled with SPAdes v3.13.1 (Bankevich et al., 2012). Genome sequences obtained in this study have been submitted as raw reads under bioproject number PRJNA639393.



Interpretation of Concordance of Typing Results

WGS was used to resolve the discrepancies between SAT and SSA. When an isolate was typed into the same serotype by any two of the typing methods, SSA, SAT, and WGS, the result was defined as consistent. When an isolate was typed into multiple serotypes by any of the methods and at least one serotype was the same between the two methods, the result was defined as partially consistent. When an isolate was typed into different serotypes by any two methods, the result is defined as discordant.




RESULTS


Serum Agglutination Test

A total of 259 isolates were tested by SAT, of which 246 isolates (246/259, 95.0%) were typed successfully. The 246 isolates were typed into 42 serovars. Ten isolates (1,3,19: g,s,t) (10/259, 3.9%) could not be differentiated between Senftenberg and Dessau. The phase 2 H antigen of three isolates (4,5,12: b:-) (3/259, 1.1%) could not be detected by SAT.

This study included 13 serovars that have been reported to be the common serovars in human infections in China (Ke et al., 2014): Paratyphi A (N = 78, 30.1%); Typhimurium (N = 21, 8.1%); Enteritidis (N = 18, 6.9%); Typhi (N = 17, 6.6%); Thompson (N = 14, 5.4%); Derby (N = 13, 5.0%); Senftenberg or Dessau (N = 10, 3.9%); Agona (N = 9, 3.5%); London (N = 9, 3.5%); Meleagridis (N = 7, 2.7); Newport (N = 4, 1.5%); Saintpaul (N = 4, 1.5%); Rissen (N = 4, 1.5%); Infantis (N = 3, 1.2%); Stanley (N = 3, 1.2%); Weltevreden (N = 1, 0.4%); and Paratyphi B (N = 1, 0.4%).



xMAP Salmonella Serotyping Assay

Of the 259 isolates tested, 197 (197/259, 76.1%) were fully typed and given only one serovar by SSA analysis tools while 59 isolates (59/259, 22.81.2%) were typed into more than one serovar.

For the O group probes, 253 isolates (253/259, 97.7%) showed successful typing results while three isolates (3/259, 1.2%) were negative and another three (3/259, 1.2%) had mixed results on O groups. There were 78 Salmonella Paratyphi A isolates, all of which were positive for the Para A probe (a Paratyphi A O group probe) (Table 2).


Table 2. Consistent results of Salmonella serovars identified by SSA and SAT.
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There were 35 H antigen probes in SSA kit. Two isolates (2/259, 0.8%) were negative for all of the H antigen probes and thus H untypable. One isolate was also negative for H antigen probe but was positive for Para A probe and thus was identified as Paratyphi A. Seventeen isolates (17/259, 6.6%) were negative for H2 antigen probes while only one isolate (1/259, 0.4%) was negative for H1 antigen probes.

Additionally, the xMAP SSA have three specific targets which are sdf, Vi, and fljB for the identification of Enteritidis, Typhi Vi antigen, and the second phase of the flagellar antigen, respectively. Eighteen isolates were sdf positive, of which 17 were identified as Enteritidis and one was identified as Paratyphi A by both SAT and SSA. However, one isolate (Sh14030) was identified as Enteritidis by SAT but was negative for sdf and identified as either Hillingdon or Enteritidis by SSA. Ninety-four isolates were fljB positive while two isolates were Vi positive, of which one was typed as Typhi by both SAT and SSA.



Whole Genome Sequences

We sequenced all 60 isolates that were discordant between SAT and SSA to determine the serovar based on genome sequence using SISTR (Yoshida C. E. et al., 2016). The serovar identity of the 60 isolates was fully resolved (Table 3). By SAT, 48 of the 60 isolates (80.0%) were consistent with WGS. However, the exclusive serotype has been obtained by WGS in each of 55 isolates (91.7%), for which SSA called more than one serotypes, showing partial consistency with WGS (Table 4). Two isolates typed by WGS as monophasic Typhimurium and Thompson were typed to a different serovar from both SAT and SSA. The one typed as monophasic Typhimurium by WGS was typed as Farsta by SAT and untyable by SSA. The other isolate typed as Thompson by WGS was typed as Pakistan by SAT and 5 serovars including Pakistan by SSA.


Table 3. Discrepant results of Salmonella serovars identified by SSA and SAT.
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Table 4. Summary of the accuracy of SSA and SAT in comparison with WGS.

[image: Table 4]



Comparison of SSA and SAT in Assay Time and Cost

The TAT, HOT, and test cost were also compared between SSA and SAT (Table 5). HOT was estimated five times with 16 samples each. HOT of SSA for 16 samples processed in parallel was about 56 min, including 10 min for DNA extraction, 40 min for PCR reaction mixture preparation and 6 min for bead mixture preparation. The TAT and HOT of the SSA were 6 h and 3.5 min, respectively, which was significantly faster than those of the SAT (2–6 days and 1 h). HOT of SAT was calculated by average of the least and most time-consuming isolates, such as Paratyphi A and Montevideo or Potsdam which required multiple rounds of induction to express the H antigens. The reagents cost of SSA was 4.5 times higher than SAT [450 Chinese Yuan (CNY) vs. 100 CNY].


Table 5. Time and cost comparison between SAT and SSA per isolate.
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DISCUSSION

The xMAP Salmonella Serotyping Assay consists of three sub-assays, the O antigen assay, the H antigen assay and the AT assay, which can be run simultaneously to increase throughput. The O assay has seven targets to detect the six most common serogroups in the United States, plus serotype Paratyphi A (Fitzgerald et al., 2007). xMAP SSA was developed based on serovars encountered in the US to cover the vast majority of the isolations in human infections, therefore it cannot cover all Salmonella serovars. Based on the manufacturer's information sheet, 74 serovars can be fully typed while 26 can be partially typed by O or H antigens. Although SSA has been tested in a number of studies from other countries (Dunbar and Jacobson, 2007; Dunbar et al., 2015; Liang et al., 2016; Yoshida C. et al., 2016; Zheng et al., 2017), the discrepancies were not well resolved by other molecular methods in previous studies. In this study, we employed WGS and SISTR to resolve the discrepancies between SAT and SSA (Yoshida C. E. et al., 2016). The SSA also covered top 15 predominant serovars from human infections in China based on the data from south China from 2007 to 2012 (Ke et al., 2014). However, different regions may have different prevalence of serotypes and harbor different diversities of serotypes. In this study, we evaluated the performance of the xMAP SSA in comparison to the traditional SAT on 255 isolates from human and environmental or food samples from Zhejiang Province of southeast China. We selected all the serovars in our database to test the typeability of serovars in our collection by SSA, including Paratyphi A which was not tested in previous study in southern China (Liang et al., 2016) but was a common serovar in China (Lu et al., 2017; Qian et al., 2020). In this study, we had tested 30 serovars that are listed in the xMAP SSA information sheet as typable, of which 14 serovars were fully typed and 16 serovars were partially typed. Of the 12 serovars we tested that are not described in the xMAP SSA information sheet, five serovars were fully typed by SSA, six serovars were partially typed and one serovar was untypable.

Of the 259 isolates, 98.8% (256/259) could be typed by the SSA with 76.1% (197/259) fully typed and 22.8% (59/259) partially typed. The majority of the isolates (199/259) were concordantly typed by the two methods (Table 2). Out of the 60 isolates with discrepant typing results, 57 (95.0%) were partially consistent between SAT and SSA with the latter being unable to identify down to a single serovar. SSA called more than one serovars for 57 of the 60 isolates with no calls for the remaining 3 isolates.

Three unique targets in the AT sub-assay of SSA provided confirmation of serovars and also identified an unexpected presence/absence for the sdf probe in Enteritidis and Paratyphi A and presence of the Vi target in other serovars. The sdf probe was found positive for 17 Enteritidis. However, one Enteritidis isolates were negative for sdf. A previous study showed that four isolates serotyped as Enteritidis but lacking sdf were divergent by WGS (Deng et al., 2014). The divergent Enteritidis lineages are rarely encountered in the United States (Deng et al., 2014). A Paratyphi A isolate was found to be sdf positive. All except one isolate positive for Vi target were serotyped as Typhi with the exception being a Paratyphi A isolate. It has never been reported before that Paratyphi A carries Vi antigen. Further PCR typing using the test by Levy et al. (2008) confirmed the Vi positive Paratyphi A isolate was indeed Paratyphi A (data not shown). Therefore, Paratyphi A isolates can potentially be positive for sdf and Vi making neither target an exclusive gene marker for Enteritidis and Typhi, respectively.

The fljB gene target is intended as an aid in confirming monophasic isolates. Positive signal for fljB indicates a second phase of the H antigen exists although some H2 positive serotypes may yield fljB false negative results (Echeita et al., 2002). Mismatches in the primer region of the fljB gene sequences could result in negative signals (Echeita et al., 2002). In this study, the fljB false negative rate was 7.1% for Thompson (1/14), 97.4% for Paratyphi A (76/78), 33.3% for Typhimurium (7/21), and 87.5% for Lagos (7/8). These results suggest that fljB added no real value in SSA typing.

SSA has significant difficulty in differentiating monophasic Typhimurium 4,[5],12:i:-, a relatively new serovar spreading across the globe in the past two decades (Crayford et al., 2014). Monophasic Typhimurium isolates are mostly due to loss of H2 antigen with full or partial deletion of fljB (Switt et al., 2009). However, due to the negative fljB results for seven Typhimurium isolates, the fljB probe did not help in differentiating H2 positive and negative Typhimurium and cannot be relied upon for typing monophasic Typhimurium.

There are 46 O groups (Patrick and Francois-Xavier, 2007), of which 9 are included in the SSA assay. SSA showed limitations on the O groups D and E because the assay could not distinguish D1, D2 and D3, and E1 and E4 groups. As a result, 24 isolates were given two or more serovars instead of a definite serovar by SSA. Additionally, group C2 and C3 differing only by the presence or absence of factor O:6, were lumped together in a single group O:8 and cannot be differentiated by SSA, which led to 7 isolates being typed into more than one serovar. In the event that an isolate was typed into two or more serovars, WGS can be used for definitive identification. With more data accumulated over time, it is possible to call one serovar over the multiple possibility with a small error rate, especially when the alternative serovars are rare.

In this study, WGS was used to resolve the discrepancies between SAT and SSA for the 60 isolates with discrepant results. The major discrepancies appeared to be associated with identifying monophasic Typhimurium. 80.0% (48/60) of the SAT results were consistent with WGS while 91.7% (55/60) of the SSA results were partially consistent with WGS. SSA results were more consistent with WGS as both are based on genetic differences. xMAP or WGS as DNA-based serotyping, depends on the detecting genetic differences in somatic and flagellar determinants for predicting antigen and serovar (Yoshida C. E. et al., 2016). Traditional serotyping is based on the reactions of between antibodies and cell-surface antigens (Laing et al., 2011). Genoserotyping assay does not necessary relate with phenotypic assay for genes may not be expressed (Yoshida C. et al., 2016). Therefore, it is reasonable that WGS was more consistent with xMAP than serotyping. However, two discrepancies were not resolvable. One isolate typed as monophasic Typhimurium by WGS was typed as Farsta by SAT and untypable by SSA due to the H antigens untypable. Another isolate typed as Thompson by WGS was typed and as Pakistan by SAT, as Pakistan and other four serovars by SSA. Thompson and Pakistan are different for both O and H antigens. Since SAT and SSA are partially consistent, WGS result is likely an error due to contamination.

We also assessed the cost, time, and manipulation parameters of the SSA in comparison to SAT. In this study we compared the boiling method of DNA extraction to commercial extraction kits as SSA recommended. This simple method has reduced SSA cost without compromising outcomes. The xMAP SSA benefits from shorter HOT and TAT and ease of use, not much experience required. The results are acquired and analyzed by the machine. On the other hand, SAT has a very long TAT. To obtain a full serovar, the first phase of the H antigen must be determined first and then the isolate is conditioned to express the second phase of the H antigen by plating the bacteria onto a semi-solid agar mixed with antisera of the first phase; a process known as phase inversion (Pearce and Stocker, 1967). This method requires experiences on both manipulation and judgement for the agglutination which was quite subjective. An overnight incubation at minimum is required. The SSA workflow is rapid and high throughput in comparison with SAT and can be completed in 4 h for up to 96 samples. However, similar to all molecular assays, genotyping assay does not necessary correlate with phenotypic assay as genes may not be expressed.



CONCLUSION

In this study, we tested the application of SSA to type Salmonella isolates circulating in China, a setting different from where the SSA was developed and initially targeted. We showed that SSA was largely consistent with SAT and inconsistencies were partly attributed to SSA, because SSA called more than one serovar including the serovar by SAT. Our study suggested that SSA serotyping is promising as an alternative method for rapid, high-throughput first line serotyping the most common Salmonella serovars in public health laboratory setting in China with less HOT and a shorter TAT as compared to traditional SAT. However, it must be kept in mind that different regions may have different serovars circulating and some serovars cannot be typed by xMAP SSA which may need to be expanded to achieve higher success rate in different regions. We show that WGS using SISTR (Yoshida C. E. et al., 2016) has the power to resolve discordant results with both SSA and SAT.
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