

[image: Comparing glucose monitoring methods: efficiency insights in a simulated hospital setting]
Comparing glucose monitoring methods: efficiency insights in a simulated hospital setting





ORIGINAL RESEARCH

published: 03 June 2025

doi: 10.3389/fcdhc.2025.1517161

[image: image2]


Comparing glucose monitoring methods: efficiency insights in a simulated hospital setting


Allan Davasgaium 1,2*, Timothy Robbins 1, Bianca Leca 1,2, Andreea Epure 3, Sailesh Sankar 1,2 and Harpal Randeva 1,2


1 Warwickshire Institute for the Study of Diabetes, Endocrinology and Metabolism (WISDEM), University Hospitals Coventry and Warwickshire NHS Trust, Coventry, United Kingdom, 2 Warwick Medical School, University of Warwick, Coventry, United Kingdom, 3 Independent Researcher, Oxford, United Kingdom




Edited by: 

Xiantong Zou, Peking University People’s Hospital, China

Reviewed by: 

Yunzhe Qian, Harvard University, United States

Xinhang Wang, Stanford University, United States

Luqin Gan, Rice University, United States

*Correspondence: 

Allan Davasgaium
 allan.davasgaium@uhcw.nhs.uk


Received: 25 October 2024

Accepted: 21 April 2025

Published: 03 June 2025

Citation:
Davasgaium A, Robbins T, Leca B, Epure A, Sankar S and Randeva H (2025) Comparing glucose monitoring methods: efficiency insights in a simulated hospital setting. Front. Clin. Diabetes Healthc. 6:1517161. doi: 10.3389/fcdhc.2025.1517161



While the advantages of flash glucose monitoring, also known as dynamic interstitial glucose monitoring (DIGM), are established in outpatient diabetes care, evidence of its impact within hospital settings remains limited. This study compared the efficiency of use and healthcare staff perception of DIGM monitoring versus traditional finger-prick testing in a simulated hospital environment. Twenty-five healthcare professionals (52% nurses, 48% allied healthcare professionals [AHCPs]) participated in simulated clinical scenarios involving glucose monitoring tasks using a high-fidelity mannequin. Participants performed three tasks: (A) applying a flash sensor, (B) scanning the sensor to obtain a glucose reading, and (C) performing a finger-prick test. Task durations and staff perceptions were assessed, with statistical analyses conducted using Python (version 3). DIGM was significantly faster than finger-prick testing. Sensor application took 75.4 ± 22.4 seconds, flash scanning took 26.4 ± 11.5 seconds, and finger-prick testing required 132.8 ± 37 seconds (p < 0.05 for all comparisons). DIGM saved approximately 106 seconds per glucose check based on these timings. Furthermore, a scenario of 20 readings per hospitalized patient translates to an average of 34.2 minutes saved per patient. While staff with greater experience performed tasks slightly faster, the overall time-saving benefit of DIGM remained substantial across all levels of experience. In addition, survey responses revealed a strong staff preference for DIGM, highlighting perceived benefits in workflow efficiency, patient comfort, and infection control. In conclusion, DIGM was significantly more efficient than finger-prick testing and strongly preferred by clinical staff. These technologies offer time-saving benefits that could improve patient experience, streamline clinical workflows, and potentially enhance diabetes management outcomes.
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1 Introduction

Diabetes is highly prevalent in hospital settings, and dysglycemia in acutely ill patients is linked to worsened outcomes. Approximately one in four patients admitted to the hospital has diabetes (1–3). Inpatient hyperglycemia, whether from pre-existing diabetes or stress responses, is associated with increased risks of complications and mortality, longer hospital stays, and higher rates of intensive care unit admission (2–4). This data underscores the clinical importance of effective glucose monitoring and tight glycemic management in hospitalized patients with diabetes.

For over four decades, the standard of care for inpatient glucose monitoring has been point-of-care capillary blood glucose testing (finger-prick checks) (1). While widely adopted and generally reliable, this traditional approach has significant limitations. Finger-prick monitoring is invasive, painful for patients, and a time-consuming procedure for nursing staff. Increasing finger-prick measurements can improve glycemic control but intensifies workload, making it often impractical. Thus, there is a clear need for monitoring methods that are less labor-intensive yet more informative, supporting tight glycemic control without overburdening staff or patients.

DIGM has emerged as an innovative solution to these challenges in recent years. DIGM uses a sensor applied to the patient’s body to continuously measure interstitial glucose levels, allowing caregivers or patients to obtain readings on demand via a scanner, thereby reducing the need for frequent finger-pricks. Systems like the FreeStyle Libre are proving more effective than traditional finger-prick methods for managing diabetes in hospital settings. These devices help decrease time spent in hypo- or hyperglycemic states (5–8) and substantially reduce the frequency and severity of hypoglycemia in type 2 diabetes patients, with studies showing a decrease of up to 68% in severe cases (7, 9–11).

Furthermore, DIGM detected more nocturnal hypoglycemia episodes in general medicine wards than traditional finger-prick testing, demonstrating superior glucose surveillance without compromising safety (12). Additionally, DIGM offers better glycemic control for type 1 diabetes patients by maintaining consistent blood sugar levels, enhancing the quality of life, and reducing complications (6, 11, 13).

Furthermore, the non-invasive nature of these monitors significantly improves patient satisfaction and comfort, which is particularly valuable in clinical environments. Comprehensive reviews and meta-analyses (7, 8, 12) confirmed the safety and efficacy of these systems, supporting their use in healthcare settings to improve treatment outcomes and overall health in diabetic patients.

In 2022, Robbins et al. (14) documented the initial application of inpatient digital glucose monitoring equipment in a hospital operated by the National Health Service (NHS). Factors such as the duration of hospital stay, HbA1c levels, average glucose levels, and the time spent in different blood sugar states were correlated. Furthermore, DIGM allows more frequent and real-time monitoring of glucose levels, enabling prompt interventions to sustain glucose targets during hospitalization.

Moreover, DIGM has demonstrated acceptable accuracy in inpatient settings. In 2022, Longo et al. assessed DIGM performance among patients in general medicine and intensive care units, comparing readings with point-of-care and laboratory glucose values. The results showed a mean absolute relative difference ranging from 10.9% to 14%, supporting DIGM as an alternative for inpatient glucose monitoring. However, further research is needed to confirm its safety, guide appropriate use, and evaluate features such as trend arrows, alerts, and alarms (15–17).

The COVID-19 pandemic further accelerated this interest in DIGM by highlighting the need to minimize staff exposure. During the pandemic, some hospitals permitted inpatient use of DIGM to reduce healthcare worker contact with patients while maintaining glucose surveillance (15, 18).

Healthcare staff have also reported positive experiences with these systems, noting reduced workload and increased confidence in patient safety (1, 19, 20). Eliminating many routine finger-prick checks saves time, which can be redirected to other patient care tasks, and reduces exposure risk and cross-contamination (21, 22); using a sensor to read glucose noninvasively means fewer open finger-stick wounds and less direct contact with blood, an important safety consideration for both patients and healthcare workers.

Given this growing body of evidence supporting DIGM, further studies are needed to assess its clinical accuracy and impact on patient outcomes and its practical use, operational efficiency, and acceptability among hospital staff, particularly in inpatient settings characterized by high workflow demands. The study aims to address this gap by evaluating the procedural efficiency and staff perceptions of DIGM compared to conventional finger-prick methods within a simulated hospital environment.




2 Materials and methods



2.1 Study design

A high-fidelity simulation was conducted in a clinical skills laboratory using a mannequin, alongside a mixed-methods survey. Ethical approval was obtained from the Trust’s Ethics Committee (GafREC reference: GF0450). Participants completed simulated hospital scenarios involving three glucose monitoring tasks: (A) applying a flash glucose sensor, (B) scanning with the FreeStyle Libre device, and (C) performing a finger-prick glucose test.




2.2 Study population

Participants were recruited from nursing and allied healthcare staff employed within the Diabetes and Endocrinology services at the local Trust. Before participation, written informed consent and approval from line managers were obtained. Eligible participants were familiar with standard ward equipment for finger-prick glucose testing and agreed to receive training in using DIGM.

Participants were informed that the study aimed to evaluate time efficiencies between flash and finger-prick glucose monitoring. They were notified that simulations would be recorded for time analysis and that all video recordings would be anonymized and deleted following data analysis and dissemination.

The study was conducted over four days in the simulation laboratory, with each session lasting approximately one hour per participant.

Of the 42 healthcare staff approached, 25 consented and met the inclusion criteria. Reasons for non-participation included scheduling conflicts (n=10), non-attendance (n=2), and unwillingness to undertake necessary training (n=5). The enrolment process is illustrated in Figure 1.




Figure 1 | Flow diagram illustrating participant recruitment and inclusion in the simulation-based study.






2.3 Questionnaires

The survey was administered in paper format immediately after the simulation session, allowing participants to reflect on their experience while it was still recent. The clinical research team developed the instrument internally and reviewed it for clarity and face validity. It consisted of 14 items, comprising 13 Likert-scale questions (a 5-point scale ranging from Strongly Disagree to Strongly Agree) and one open-ended question. The full survey is provided in Supplementary Data 1.

All 25 participants completed the Likert-scale items, with a response rate of 100%, while 22 participants (88%) responded to the open-ended question. Two researchers manually entered completed paper surveys into a secure electronic database and cross-verified them to ensure accuracy.




2.4 Statistical analysis

Video recordings of the simulation sessions were reviewed, and relevant timings were extracted. These included the time required to set up each device, obtain consent for glucose monitoring, perform the glucose measurement, and complete the procedure, including documentation and appropriate disposal of clinical waste.

Microsoft Excel was utilized for initial data collection and management. All statistical analyses were performed using Python (version 3), employing key libraries such as Pandas (data manipulation), SciPy (statistical testing), Matplotlib and Seaborn (data visualization), and Statsmodels (power analysis).

Depending on the data type and distribution, appropriate statistical tests were applied: parametric tests (paired and independent sample t-tests) or non-parametric tests (Wilcoxon signed-rank and Chi-squared tests). Relationships between continuous variables were assessed using Pearson correlation.

The assumption of normality was evaluated using the Shapiro–Wilk test, supported by visual inspection through histograms and Q–Q plots. Log transformations were applied where necessary to satisfy test assumptions.

To compare total completion times between DIGM and finger-prick testing, the distribution of paired differences was assessed using the Shapiro–Wilk test, which indicated a significant deviation from normality (W = 0.871, p = 0.0045). A log transformation resolved this (Shapiro–Wilk p = 0.5189), and a paired t-test was performed on the transformed data. In parallel, a Wilcoxon signed-rank test was applied to the original data, returning a significant result (W = 0.0, p < 0.0001). The consistency across both methods supports the robustness of the observed effect.

A post hoc power analysis confirmed that the study was sufficiently powered to detect differences between monitoring methods, with a calculated statistical power of 1.000, indicating high statistical sensitivity despite the modest sample size (n = 25).

A p-value < 0.05 was considered statistically significant.




2.5 Outcome measurements

The primary outcome measures for this study focused on procedural timing variables and healthcare staff perceptions, obtained through video-recorded simulation tasks and a structured mixed-methods survey.

Timing data were extracted from recordings of participants performing three predefined tasks within a simulated hospital environment: (A) application of the DIGM sensor, (B) retrieval of a glucose reading from a pre-applied DIGM sensor using the FreeStyle Libre device, and (C) capillary blood glucose measurement via traditional finger-prick testing. For each task, specific time intervals (measured in seconds) were recorded, including consent time (duration to obtain consent from the simulated patient), set-up time (preparation of necessary equipment), glucose reading time (execution of the measurement), and total procedural time. The total time encompassed all steps from initiation to completion, including documentation and disposal.

Healthcare staff perceptions were assessed via a structured survey, which included Likert-scale items and one open-ended question. The survey evaluated several dimensions of user experience with DIGM relative to finger-prick methods. Key outcomes included perceived efficiency (time-saving and impact on workflow), infection risk (cross-contamination concerns), and usability (ease of setup, procedural complexity, and overall satisfaction). Additional items explored staff preference and willingness to adopt DIGM in clinical settings. Qualitative responses were analyzed to identify perceived barriers and facilitators to DIGM implementation, such as training needs, device accessibility, patient comfort, and perceived cost-effectiveness.





3 Results

Of the 25 participants, 80% were female (n = 20), and 20% were male (n = 5). About half were nurses (52%), while 48% were AHCPs. Departmental distribution was balanced, with 44% working in inpatient settings and 56% in outpatient services. Participants had a mean of 13.16 ± 8.56 years of professional experience (1–29 years). Experience with traditional finger-prick glucose monitoring was substantially higher than with DIGM, with a mean of 10.24 ± 8.85 years compared to 0.74 ± 1.16 years, respectively. Regarding age distribution, nearly half of the participants were in the 31–40 age range. A summary of the demographic characteristics is presented in Figure 2.




Figure 2 | Demographic characteristics of study participants, including professional roles, age distribution, and experience with glucose monitoring.



A comparison of participant demographics by professional role (nurses vs. AHCPs) is presented in Figure 3. Most participants in both groups were between 31 and 40 years old. Gender distribution was comparable, with predominating female participants across both cohorts. Departmental affiliation was evenly split between inpatient and outpatient services. Notable differences emerged in professional experience. Nurses reported a longer duration of clinical practice, with a median of over 15 years, compared to a median of approximately 7 years among AHCPs. Additionally, nurses demonstrated greater familiarity with finger-prick glucose monitoring, and both groups had limited prior exposure to DIGM. These findings suggest that while traditional monitoring methods are well established among nursing staff, familiarity with digital glucose monitoring remains limited.




Figure 3 | Comparison of participant characteristics (nurses vs. AHCPs), including years of experience and familiarity with glucose monitoring methods.





3.1 Survey results

All 25 participants completed the Likert-scale items, and 22 provided responses to the open-ended questions. Figure 4 presents the aggregated responses to the Likert items assessing healthcare staff perceptions of DIGM compared to traditional finger-prick methods.




Figure 4 | Aggregated responses to Likert-scale survey items assessing healthcare staff perceptions of DIGM versus traditional finger-prick testing.



A large majority (96%) agreed or strongly agreed that the COVID-19 pandemic increased their awareness of infection risks during procedures such as blood glucose monitoring, suggesting increased awareness around cross-contamination. Furthermore, 76% of respondents reported finding finger-prick monitoring inconvenient, while 84% perceived it as time-consuming and disruptive to their other clinical responsibilities. These responses reflect the need for more efficient glucose monitoring solutions in routine care.

Concerns regarding infection control were notable. While 68% believed that cross-contamination was likely during finger-prick testing, 48% were neutral or disagreed that existing prevention measures were adequate. In contrast, 96% of participants expressed confidence that DIGM would reduce the risk of cross-contamination, reflecting the technology’s observed safety benefits.

Perceptions of procedural efficiency were similarly positive. 96% agreed that DIGM would save time and be more efficient than finger-prick testing. All respondents (100%) preferred using DIGM over finger-prick methods for patients, and 96% reported adopting it more frequently if available in clinical practice.

User satisfaction with DIGM was high, with 96% indicating they were either satisfied or very satisfied with its overall use. Perceptions regarding ease of use compared to finger-prick testing were more variable: 40% strongly disagreed, 48% disagreed, and 12% were neutral when asked whether finger-prick testing was easier to use than DIGM.

Qualitative responses supported the quantitative findings. Participants highlighted DIGM’s convenience, non-invasiveness, and time-saving potential. Several respondents emphasized the importance of appropriate training to support implementation. Additional themes included perceived improvements in patient comfort, reduced staff burden, and overall cost-effectiveness. Infection control advantages were also frequently cited, reinforcing the technology’s relevance in clinical settings.

These findings indicate strong staff preference, satisfaction, and willingness to adopt DIGM in routine inpatient care, particularly when time efficiency, safety, and workflow integration are essential.




3.2 Procedure timings

A detailed comparison of procedure durations between DIGM and traditional finger-prick methods is presented in Table 1. Raw mean times (in seconds), standard deviations, and log-transformed values are reported for each paired task. Overall, the findings indicate a significant time-saving potential of DIGM across multiple procedural steps.


Table 1 | Raw and log-transformed procedure times for DIGM (Tasks A and B) and finger-prick testing (Task C).





3.2.1 Comparison of sensor application and finger-prick glucose measurement

Sensor application (Task A) was significantly faster than finger-prick glucose monitoring (Task C) across all measured components. Consent time was marginally longer for DIGM (10.52 ± 4.59 s) than for finger-prick testing (8.36 ± 4.47 s; p = 0.008). However, setup time for DIGM was substantially shorter (51.52 ± 17.33 s) than that required for finger-prick preparation (78.32 ± 27.85 s; p < 0.001). Similarly, the time to obtain a glucose value was significantly lower for DIGM (13.36 ± 4.34 s) compared to finger-prick testing (35.40 ± 21.37 s; p < 0.001).

The total completion time (consent, setup, measurement, documentation, and waste disposal) was 75.4 ± 22.4 s for DIGM and 132.8 ± 37.0 s for finger-prick monitoring (p < 0.001), highlighting a significant advantage for the digital method (Table 1).




3.2.2 Comparison of glucose reading using FreeStyle Libre and finger-prick testing

Obtaining a glucose reading using the FreeStyle Libre device (Task B) was significantly faster than finger-prick testing (Task C). Consent time for Task B was 7.8 ± 4.34 s, compared to 8.36 ± 4.47 s for Task C; however, this difference was not statistically significant (p = 0.352). Setup time was substantially shorter for Task B (7.28 ± 3.97 s) versus Task C (78.32 ± 27.85 s; p < 0.001), and measurement time was also reduced (5.08 ± 3.28 s vs. 35.40 ± 21.37 s; p < 0.001).

The total task duration averaged 26.4 ± 11.5 s for flash glucose reading (Task B), compared to 132.8 ± 37.0 s for finger-prick testing (Task C; p < 0.001), highlighting the procedural efficiency of DIGM (Table 1).




3.2.3 Procedure timings by professional role

Timing differences between nurses and AHCPs are summarized in Table 2. Nurses required significantly more time than AHCPs for sensor application (85.0 ± 24.4 s vs. 65.0 ± 14.6 s; p < 0.05) and obtaining a glucose reading using the FreeStyle Libre device (31.5 ± 13.6 s vs. 20.8 ± 4.8 s; p < 0.05). However, no statistically significant difference was observed between the two groups in completing finger-prick glucose testing (129.5 ± 31.2 s for nurses vs. 136.5 ± 43.6 s for AHCPs, p = 0.69).


Table 2 | Comparison of total procedure times between nurses and AHCPs (raw and log-transformed).






3.2.4 Projected operational time savings and simulation modeling

To evaluate the potential operational impact of DIGM in inpatient care, a modeled clinical scenario was developed in which each patient underwent 20 glucose measurements throughout a hospital stay (four measurements per day over an average stay of five days). Based on observed timings, a DIGM cycle, consisting of one sensor application and 20 glucose readings, required approximately 10 minutes of staff time per patient, compared to 44 minutes using the finger-prick method. This represents an estimated time saving of 34 minutes per patient (Figure 5).




Figure 5 | Projected total time required for 20 glucose measurements per patient using either DIGM or finger-prick testing, highlighting time savings with DIGM.



Extrapolating these findings to a national level, where approximately 1 million patients with diabetes are hospitalized annually in the United Kingdom, the cumulative time savings are substantial. Replacing finger-prick testing with DIGM could save approximately 570,000 hours of staff time, equivalent to more than 65 years of continuous clinical time. These findings suggest that adopting DIGM could significantly alleviate staff workload and improve resource allocation in hospital settings.

To validate the robustness of these findings, a Monte Carlo simulation was performed using 10,000 simulated patient scenarios. Each scenario included one sensor application and 20 glucose readings, with task durations randomly sampled from the observed empirical distributions. The simulation returned an average time saving of 33 minutes (0.55 hours) per patient, with a 95% confidence interval ranging from 0.54 to 0.56 hours (Figure 6), reinforcing the generalizability of the observed effect.




Figure 6 | Monte Carlo simulation results demonstrating average staff time saved per patient when using DIGM compared to finger-prick testing.






3.2.5 Relationship between clinical experience and task efficiency

Pearson correlation analyses were conducted to explore relationships between professional experience and task performance times. A moderate negative correlation was observed between DIGM experience and flash scan times (r = –0.32), as well as between finger-prick experience and finger-prick testing times (r = –0.25) (Figure 7), suggesting that increased familiarity may contribute to improved efficiency. Nevertheless, the consistent time-saving benefit of DIGM across all levels of clinical experience highlights its ease of integration into practice.




Figure 7 | Correlation between professional experience and task efficiency for DIGM and finger-prick glucose monitoring methods.








4 Discussion

The simulation-based comparison of DIGM versus traditional finger-prick testing demonstrated significant improvements in workflow efficiency and gathered positive responses from clinical staff.

Participants performed glucose measurements faster using the flash device than finger-prick testing, indicating important time savings per measurement. This suggests that DIGM could streamline hospital workflows, enabling nurses and AHCPs to dedicate more time to other critical patient care tasks. Similar efficiency gains through the adoption of glucose-monitoring technology have been documented in other healthcare settings, particularly regarding workload reduction and improved patient safety (23). For example, a hospital study involving continuous glucose monitoring among 34 inpatients reported savings equivalent to approximately 43 nursing workdays and a substantial reduction in personal protective equipment usage due to fewer fingerstick measurements (18). These efficiency gains underline the operational benefits of integrating DIGM, especially under conditions of resource constraint or heightened clinical demand.

Interestingly, analysis revealed differences in task performance between nurses and AHCPs, highlighting quicker times among AHCPs. These performance differences suggest that tailored training and targeted support may be necessary to optimize the efficiency gains associated with DIGM.

Furthermore, advanced modeling techniques and correlation analyses reinforced DIGM’s efficiency. A Monte Carlo simulation demonstrated consistent average time savings of approximately 33 minutes per patient. Correlation analyses showed improved efficiency with increased familiarity; however, substantial time savings were observed across all experience levels, supporting DIGM’s use in varied clinical settings. These findings are relevant in the context of increasing service demands and workforce pressures within the NHS. Adopting digital health technologies aligns with national priorities outlined in the Topol Review (24), emphasizing innovation’s role in improving productivity and supporting the healthcare workforce. The NHS Change Hub has recently highlighted the continued focus on digital transformation and service improvement (25). By reducing procedural burden and requiring minimal training, DIGM offers a solution to optimize clinical workflow, release staff capacity, and contribute to delivering patient-centered care.

Participant feedback measured through Likert-scale responses indicated a favorable reception towards DIGM. Most nurses and AHCPs described the device as convenient and beneficial for workflow improvement compared to conventional finger-prick methods. This aligns with prior research where DIGM systems have been perceived by clinical staff as user-friendly, accurate, and preferable to traditional testing (23). Staff appreciated the reduced patient discomfort and improved ease-of-use associated with DIGM, which may also enhance patient cooperation. Participants did not encounter significant difficulties operating the device following brief training, implying a manageable learning curve, consistent with findings from prior studies (20, 23).

Infection control emerged as an important consideration. DIGM significantly reduces direct exposure to blood, mitigating risks associated with bloodborne pathogen transmission, compared to finger-prick testing, which involves handling lancets and blood samples. This benefit is consistent with recommendations for inpatient DIGM use to decrease exposure to healthcare staff during infectious outbreaks (26). Participants recognized this advantage, noting the safer, cleaner experience of scanning sensors rather than performing multiple invasive finger-pricks. However, the potential for cross-contamination via shared scanning devices requires effective disinfection protocols or the allocation of dedicated devices per patient, as recommended by infection control guidelines for glucose monitoring equipment (21).

Several limitations of this study should be acknowledged. The relatively modest sample size and single-center recruitment may have introduced selection bias, and staff who volunteered might have been more receptive to new technologies than a general clinical population. Similarly, there is a risk of response bias in the feedback; knowing the study’s purpose, staff may have been inclined (consciously or subconsciously) to provide favorable evaluations of the DIGM. Another consideration is that the order of tasks was not randomized. All participants performed the glucose measurements in a fixed sequence, introducing the potential for order effects. It is possible that familiarity with the simulation scenario or fatigue could have affected performance on the second method, finger-prick testing. Additionally, while controlled and safe, the simulation environment may not fully replicate clinical workflows’ complexities, multitasking demands, and real-time pressures. As such, observed time savings and user experience could differ in clinical practice.

Lastly, our focus on procedural efficiency and user perception meant we did not assess clinical outcomes or sensor accuracy. The flash monitoring system used is a form of intermittently scanned continuous glucose monitoring, which generally provides reliable readings. However, previous studies have reported occasional sensor inaccuracies or data management challenges (27). These considerations underscore that introducing any new monitoring technology requires attention to training, validation, and integration into clinical protocols.

Despite these limitations, this study offers valuable preliminary evidence regarding the potential operational benefits of DIGM in hospital environments. Consistency with existing literature supports the validity and generalizability of these findings. Future research should involve larger, diverse participant samples and real-world clinical settings to confirm the magnitude of observed time efficiencies, evaluate patient outcomes, and identify practical challenges over longer periods.




5 Conclusion

In conclusion, the simulation demonstrated that DIGM can substantially improve workflow efficiency and reduce staff burden, and it is positively perceived by clinical staff. DIGM could enhance productivity and safety by reducing invasive procedures and staff exposure. Positive staff attitudes suggest that clinical implementation of DIGM would be well-supported, facilitating integration. These findings support the implementation of DIGM in inpatient care to improve glycemic management, streamline workflow, and reduce occupational risks.

Effective implementation will require attention to infection control measures, staff training, and resource considerations. Further clinical studies are needed to confirm these benefits, assess glycemic and patient-centered outcomes, and develop guidelines for routine hospital use. If validated in practice, replacing or supplementing finger-prick testing with DIGM could significantly increase efficiency, safety, and quality of inpatient diabetes care.
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