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Introduction

Predictive low-glucose suspend (PLGS) and hybrid closed-loop (HCL) systems may improve glucose control and quality of life in type 1 diabetic individuals. This is a cross-sectional, single-center study to compare the effect on metabolic control and glucose variability of PLGS and HCL systems as compared to standard sensor-augmented pump (SAP) therapy.



Methods

We retrospectively analyzed 136 adults (men/women 69/67, mean age 47.3 ± 13.9 years) with T1D on insulin pump therapy, divided accordingly to type of insulin pump system (group 1: SAP, 24 subjects; group 2: PLGS, 49 subjects; group 3: HCL, 63 subjects). The groups were matched for age, gender, years of disease, years of CSII use, and CGM wear time.



Results

The analysis of CGM metrics, in the three groups, showed a statistically significant different percentage of time within the target range, defined as 70–180 mg/dl, with a higher percentage in group 3 and significantly less time spent in the hypoglycemic range in groups 2 and 3. The three groups were statistically different also for the glucose management indicator and coefficient of variation percentage, which were progressively lower moving from group 1 to group 3. In the HCL group, 52.4% of subjects reached a percentage of time passed in the euglycemic range above 70%, as compared to 32.7% in those with PLGS and 20.2% in those with SAP. A positive correlation between the higher percentage of TIR and the use of auto-mode was evident in the HCL group. Finally, the three groups did not show any statistical differences regarding the quality-of-life questionnaire, but there was a significant negative correlation between CV and perceived CSII-use convenience (r = -0.207, p = 0.043).



Conclusion

HCL systems were more effective in improving glucose control and in reducing the risk of hypoglycemia in patients with type 1 diabetes, thereby mitigating risk for acute and chronic complications and positively affecting diabetes technologies’ acceptance.
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Introduction

Insulin therapy in type 1 diabetes (T1D) is a burden in diabetes management. Patients have to face multiple challenges due to the complexities of insulin therapy and the variability in glucose levels from multiple factors, like meals, exercise, illness, and antecedent hypoglycemia. The last three decades showed the emergence of innovative diabetes technologies aimed at improving outcomes and easing the burden of diabetes management (1). Advantages in glucose monitoring and in insulin delivery allow better glycemic control, lower glycemic variability, and fewer hypoglycemic events (2). The development of sensor-augmented pump (SAP) therapy, which is the combination of continuous subcutaneous insulin infusion (CSII) and continuous glucose monitoring (CGM), has permitted reductions in DKA and severe hypoglycemia (3, 4). More recently, control algorithms were incorporated in SAP. These features allow the discontinuation of insulin delivery when hypoglycemia is predicted by the algorithm (PLGS—predictive low-glucose insulin suspend). Pumps using the algorithm were introduced in Europe and Australia in 2015 with the MiniMed 640G pump (Medtronic Diabetes), followed by a Tandem t:slim X2 insulin pump with Basal-IQ PLGS Technology. In RCTs, it has been demonstrated that the utilization of PLGS system technology reduces exposure to hypoglycemia (5, 6). In early 2017, the first hybrid close-loop (HCL) system (MiniMed 670G pump, Medtronic) was introduced in the USA, which utilizes a PID (proportional–integral–derivative) algorithm with insulin feedback (7). In auto-mode, this system can provide automated glucose-responsive insulin delivery and improve the maintenance of glucose levels within a healthy range (8). Otherwise, the Control-IQ technology in the t:slim X2 pump uses a model predictive control (MPC) algorithm that predicts future glucose levels based on CGM data and automatically adjusts insulin doses, aiming at keeping blood glucose levels in the target range (9, 10). Finally, the MiniMed 780G (Medtronic) is a new advanced HCL (AHCL) system that incorporates automated correction bolus doses, using the PID algorithm and fuzzy logic control (11). The aim of this study was to evaluate the effectiveness of different categories of insulin pump in maintaining improved metabolic control in T1D subjects. Moreover, we analyzed how new diabetes technology affects quality of life (QOL) and the perceived benefits by the users, in real-life settings.



Methods

This study was a retrospective and cross-over trial, conducted at Unit of Diabetology and Endocrinology in Fatebenefratelli-Sacco Hospital, Milan, between December 2020 and June 2021. The main inclusion criteria were adult patients with type 1 diabetes aged over 18 years, who used SAP therapy for at least 6 months. Patients were divided into three groups (Table 1): group 1 (“SAP group”): CSII and CGM without features; group 2 (“PLGS group”): pumps with features that suspend insulin delivery before low and/or suspend, at low; and group 3 (“HCL group”): HCL and advanced HCL (AHCL) system. Key exclusion criteria were decompensated diabetes, defined as HbA1c >11% or one or more episodes of ketoacidosis requiring admission to hospital in the past 6 months, pregnancy, non-continuous use of CGM, defined as sensor wear time <60%, non-continuous use of the pump, concomitant disease that affects metabolic control or interpretation of HbA1c levels, and use of antidiabetic drugs other than insulin. Moreover, we excluded patients who did not regularly use carbohydrate counting and an insulin bolus calculator. Written informed consent was obtained from each participant, and the study was approved by the Local Ethics Committee. All participants regularly used carbohydrate counting and were individually trained regarding the features of CSII. All patients had at least a visit every 4 months. We collected data available at the last clinic visit, within the study period, including medical history, blood samples, and 14-day AGP (ambulatory glucose profile). We collected data regarding medical history, micro-macrovascular complications, and last blood analysis. Hemoglobin A1c level was measured with a Diabetes Control and Complications Trial standardized analyzer. Data regarding AGP, in particular percentage time spent in hypoglycemic (<54 mg/l and 54–69 mg/dl), euglycemic (70–180 mg/dl), and hyperglycemic (181–250 mg/dl, >250 mg/dl) ranges; CGM-measured mean glucose concentration; estimated HbA1c (eHbA1c); standard deviation (SD) and coefficient of variation (CV) of CGM-measured glucose concentrations; and percentage of sensor use and insulin requirement were collected. To assess quality of life (QOL) regarding treatment with different types of CSII, each patient completed a questionnaire for people with T1D (12), which is divided into three major areas: “Convenience” (CSII-QOL-C), “Social restrictions” (CSII-QOL-SR), and “Psychological problem” (CSII-QOL-PB). The data are expressed as mean ± SD for continuous variables, or n (%) for dichotomic variables. Differences between groups were analyzed using ANOVA or the unpaired t-test. A post-hoc analysis, with Bonferroni test, was applied for every ANOVA test. AGP profiles were obtained from the report of CareLink System (Medtronic), Diasend, Clarity (Dexcom), and DMS Eversense (Senseonics). All p values were two-sided. p < 0.05 was considered significant. Analyses were conducted with IBM SPSS Statistic, version 24.0 (SPSS Inc., Chicago, IL).


Table 1 | Different types of insulin pumps used in our study.





Results

The study population consisted of 136 T1D patients, men/women 69/67, the mean age was 47.3 ± 13.9 years, and the duration of diabetes was 25.6 ± 12.6 years. All subjects were divided into three groups, accordingly to characteristics of the insulin pump system used (Table 1). Demographic, biochemical, and anthropometric characteristics of groups as well as percentage of microvascular and macrovascular complications were similar among groups. Groups were matched for age, sex, BMI, duration of diabetes, years of CSII use, and frequency in the use of the glucose sensor (Table 2). All subjects had undergone SAP therapy for at least 6 months; the percentage of patients that switched from MDI to CSII in the last 12 months was 20.8% (5/24) in group 1, 28.6% (14/49) in group 2, and 38.1% (24/63) in group 3. Plasmatic HbA1c value was not statistically different among groups, even if it was lower in HCL-treated subjects. Also, the daily bolus insulin dose was slightly higher in group 1 (Table 2). The analysis of APG among the three groups (Table 3) showed a statistically significant reduction in mean glucose concentration and eHbA1c; consensually, also CV and SD progressively decreased from group 1 to group 3. The analysis of time spent in different glycemic ranges is well described in Figure 1. The three groups showed a progressive increase in the percentage of TIR, moving from group 1 to group 3 (Figure 1). TBR2, which indicates glycemia values <54 mg/dl, significantly reduced from group 1 to group 2 and from group 1 to group 3, without any statically significant difference between group 2 and group 3 (Figure 1). Conversely, only group 3 showed a significant reduction in glycemic values above 250 mg/dl (TAR2), compared to group 1 and group 2 (Figure 1). A total of 30/63 subjects (52.4%) in group 3 achieved >70% of time spent in the target range, compared to 16/49 (32.7%) in group 2 and 5/24 (20.2%) in group 1 (p = 0.003, Figure 2). Among patients in group 3, there was a positive correlation between time spent in auto-mode and higher percentage of TIR (r = 0.356, p = 0.009). There was no difference in the total CSII-QOL score between participants among the three groups of treatment (Table 3). However, we found significant and negative correlations between CV and CSII-QOL-C domain score (r = -0.207, p = 0.043).


Table 2 | Patients characteristics.




Table 3 | Overall CGM variables and Quality of Life questionnaire score.






Figure 1 | Percentage of time passed in different glycaemia ranges among the three groups of CSII. TAR 1, time above range (181–250 mg/dl); TAR 2, time above (>250 mg/dl), TBR 1, time below range (69–54 mg/dl); TBR 2, time below range (<54 mg/dl); TIR, time in range (70–180 md/dl). ** p values <0.01, HCL group versus PLGS group ## p values <0.01, PLGS group versus SAP group.






Figure 2 | Cumulative frequency of patients reaching target time in range values (>70%) among the three groups of CSII.





Discussion

The purpose of this cross-sectional, retrospective study was to evaluate benefits of different CSII systems, in terms of clinical outcome and quality of life, in real-life settings. A cohort of T1D patients on insulin pump treatment was divided into three groups, according to the type of CSII system used. All groups were comparable regarding sensor wear time, and all participants regularly used the automatic bolus insulin calculator feature, allowing a real comparison between the different categories. To our knowledge, there are no published QOL findings, with current available systems in real-life settings, and the examined population is quite large. The main limitations of this study are the retrospective nature, the lack of control group in MDI treatment, and the fact that participants had different timings of CSII initiation, however comparable between the three groups. Clinically significant differences were found in the subgroup of patients using hybrid close-loop and advanced hybrid close-loop systems. Participants of the HCL group showed a percentage of time spent in the euglycemic range of 11.5% higher than the SAP group, and 8.3% higher than the PLGS group, with 52.4% of subjects achieving the target range proposed by the international consensus on time in range (>70%) (13). These results agree with previous studies that showed similar differences of time in the euglycemic range, demonstrating an increase in TIR values between 5% and 10% with the HCL system (8, 14). The utility of the algorithm was again confirmed by a strong positive correlation, in the HCL group, between TIR values and time spent in auto-mode (r = 0.356 and p = 0.009). Reaching a higher percentage of time in the euglycemic range resulted in a consensual significant reduction of time spent both in hyperglycemia and hypoglycemia ranges. Exposure to the hyperglycemia range (>250 mg/dl) in the HCL group, was reduced by 6.2%, compared to the SAP group, and 3.1%, compared to the PLGS group, while the reduction was not significant between SAP and PLGS groups, confirming the effectiveness of basal insulin modulation in preventing values above the target range. The prevention of severe hypoglycemia (<54 mg/dl) was not different between HCL and PLGS groups, as expected, but both groups showed a significant reduction compared to the SAP group, -0.9% between SAP and PLGS and -1.17% between SAP and HCL systems. These data are similar to those obtained in the PROLOG and SMILE studies (15, 16) that reported a reduction of glycemia values <54 mg/dl between -0.1% and 3.3% with suspend before low technology, while Garg and colleagues reported a reduction of 0.5% of severe hypoglycemia passing from PLGS to HCL systems (8). The improvement in time spent in the euglycemic range and reduction of glycemia excursions resulted in lower values of glucose variability, expressed as coefficient of variation of CGM-measured glucose values, reduced by 14.9% in the HCL group compared to the SAP group. Thus, together with improvement in estimated HbA1c and mean glucose values, it permitted the HCL group to reach all targets of treatment proposed in the consensus of Advanced Technologies & Treatments for Diabetes (13). Regarding quality-of-life questionnaires, previous studies concluded that technological advancement, used to support people with T1D to manage their diabetes, is also associated with psychosocial benefits (17–20). Previous studies suggest a qualitative difference between using MDI and CSII which centers on experiencing metabolic improvements, feelings of ease, personal control, and confidence in habituating to more complex technology. The REPOSE trial, comparing CSII and MDI, focused on improvements in diabetes self‐management due to structured education and ongoing support, also indicating potentially stressful elements in introducing a new and complex technology into everyday life (21). Despite positive evidence regarding the impact of SAP use on QOL, compared to MDI (22, 23), little is known about how recent innovative pumps may influence QOL. Bergenstal et al. examined the impact of the LGS (low-glucose suspend) feature, compared to traditional SAP. LGS did contribute to a decrease in nocturnal hypoglycemia, but without any significant difference in QOL outcomes (24). Published data about QOL findings with HCL and AHCL pumps are still too limited and did not allow any solid conclusion. In our study, no significant differences were found in QOL among different types of insulin pumps; however, this was quite expected, as all subjects used CSII technology and there was a lack of control group in MDI treatment. Starting new pump therapy does take extra effort from both the diabetes team and the patient (21). Based on this, the negative correlation between perceived convenience in CSII use and higher CV values (r = -0.207, p = 0.043) underlines the relation between a better metabolic control and satisfaction for technology (20). In conclusion, our study demonstrates that HCL and AHCL systems provide better glycemic control, compared to standard sensor-augmented pumps but also to suspend before low technology, allowing a higher percentage of time in the euglycemic range, lower glucose variability, and lower hypoglycemic risk. These aspects, in particular the reduction of glucose variability, point to a promising trend in improving quality of life and higher acceptance of CSII systems, together with a reduction of acute and chronic complications related to diabetes disease.
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CGM, continuous glucose monitoring; CV, coefficient of variation; SD, standard deviation; TAR, time above range; TBR, time below range (%); TIR, time-in-range.
Data are expressed as mean + SD.
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