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Objective

This study aims to provide reference data for sperm morphology in a healthy, fertile male population providing a foundation for future studies on male infertility assessment and sperm selection in assisted reproductive technologies.





Methods

The study included 21 healthy male participants, all of whom had partners who conceived within the past 12 months. Sperm samples were collected according to WHO guidelines and stained using the Papanicolaou method. Sperm morphology parameters, including head length, width, area, perimeter, ellipticity, and acrosome area, were measured using the Suiplus SSA-II Computer-Assisted Sperm Analysis (CASA) system. Statistical comparisons were made between CASA and traditional manual methods.





Results

The percentage of sperm with normal head morphology was 9.98%. Detailed sperm head measurements, including length, width, and area, were provided as reference values for the healthy male population. The CASA system demonstrated the ability to reduce subjective errors and showed no significant differences in sperm count and motility compared to traditional methods.





Conclusion

This study provides precise sperm morphology reference values that enhance male infertility diagnostics and treatment, particularly in sperm selection for assisted reproductive technologies like ICSI.





Keywords: sperm morphology, computer-assisted sperm analysis (CASA), Papanicolaou staining, male infertility, fertility mens




1 Introduction

According to a new report released today by the World Health Organization: Globally about 17.5 percent (about one in six) of the adult population suffers from infertility (1). Among the many etiologies of male infertility, abnormal sperm quality is considered one of the most common causes; the importance of male reproductive and sperm function is increasingly recognized (2).

Sperm morphology analysis provides an assessment index of sperm health status. It has become an indispensable tool in the assessment of fertility and the diagnosis of male infertility (3). The World Health Organization (WHO) has issued standardized guidelines on sperm morphology analysis and has identified the proportion of morphologically normal sperm as a key indicator for semen analysis. However, the current methods of sperm morphology analysis are based on manual, which is highly subjective, individualized, and inefficient (4, 5).

CASA(Computer-Assisted Sperm Analysis) can rapidly analyze many of sperm samples and significantly reduce the error caused by manual subjectivity (6). These devices are considered useful tools for the rapid analysis of many samples, reducing inter-operator variability and therefore providing a high degree of repeatability (7). However, sperm morphology analysis still faces several challenges in practical applications. Among them, the lack of measurement data of normal morphology spermatozoa is an important factor hindering the use of CASA for sperm morphology analysis (8). Realizing the precise quantification of sperm morphology characteristics can help provide a more comprehensive and detailed assessment of sperm quality and provide a scientific basis for clinical decision-making.

Providing reference values for sperm function and testing for different populations is an important topic and direction for clinical testing (8). Sperm morphology analysis results vary due to different preparation techniques, choice of staining methods, and differences in the evaluation systems. Therefore, laboratories should establish appropriate reference value ranges based on self-population and laboratory methods.

The current reference values for sperm head morphometry are based on standards published by the World Health Organization (WHO) in 2010(5th) and 2021(6th) (3, 9) The 5th and 6th editions of the WHO manual guidelines describe only three sperm head morphology parameters (L, W, and L/W ratio), limiting the description of spermatozoa in various clinical situations.

To address this situation, the present study used a healthy fertile population, according to WHO standards, using the Papanicolaou staining method recommended by the WHO manual, examined by experienced (more than 10 years of relevant experience) morphological examiners, and measuring the relevant parameters of the sperm using the Suiplus analysis system. This will provide a reference value for sperm morphology in a healthy fertile population, and establishing the normal sperm morphology reference range based on strict standards can improve the accuracy of sperm morphology diagnosis by CASA. This will improve the assessment of male fertility and optimize sperm selection.




2 Materials and methods



2.1 Study participants

This study was conducted with the approval of the Human Subject Ethics Committee of the China Family Planning Science Research Institute (NRIFP2023024). Informed consent was obtained from all subjects. We confirmed that all methods were carried out following relevant guidelines and regulations.

Following the WHO criteria, we evaluated fertility with the time to pregnancy less than 12 months. Therefore, we set the following inclusion and exclusion criteria. Inclusion Criteria: (i)healthy young men of fertile couples whose spouses were pregnant within 12 months; (ii)completion of a physical examination, blood, urine and semen tests and a questionnaire; (iii)examined between 01/2023 and 06/2024. Exclusion Criteria: (i) underlying genetic or other diseases (sexually transmitted diseases, reproductive tract infections, cardiovascular diseases, obesity) that severely affect male fertility; (ii)long-term exposure to radioactive rays or other toxic substances; (iii)taking medications (antibiotics, immunosuppressants, systemic corticosteroids, or chemotherapeutic drugs) in the last 3 months; (iv)semen infections, and urinary tract infections; (v) smoking cigarettes, using drugs, and abusing alcohol.




2.2 Computer-assisted sperm analysis and viability measurement

Human sperm samples were obtained by masturbation after 2-7d of abstinence. Samples were allowed to liquefy at room temperature, no longer than 1h. Basic semen analyses were performed according to WHO manual standards, and CASA(SSA-II PLUS, China) was analyzed with reference to the previous method (10).




2.3 Papanicolaou staining and sperm morphology analysis

Sperm fixation and staining were performed according to WHO manual standards (11). Samples were fixed by immersion in 95% ethanol (v/v) for at least 15 minutes. The smears were rehydrated stepwise in 80% ethanol (v/v) for 30 seconds, 50% ethanol (v/v) for 30 seconds, and purified water for 30 seconds. Nuclei were stained with Harris’s hematoxylins for 4 minutes, and excess dye was removed with water. To de-stain the cytoplasm, the smears were dipped in acidic ethanol 4–8 times, then rinsed in water to restore the blue color of the nuclei. Scott’s solution was used, followed by washing in cold tap water for 5 minutes. For cytoplasmic staining, smears were dehydrated in 50%, 80%, and 95% ethanol (v/v) sequentially, then stained with G-6 orange for 1 minute. After dehydration in 95% ethanol, the smears were stained with EA-50 green for 1 minute to stain the cytoplasm and nucleoli. Final dehydration was done in 95% ethanol (v/v) and 100% ethanol, followed by clearing in xylene for mounting.

Followed with WHO 6th, the spermatozoa morphology was by the three experienced technicians (Fang Zhou, Longlong Fu, Shi Qiu). At least 1000 spermatozoa per semen sample were counted manually by the operators, and the analysis was performed on two slides per sample to ensure consistency.




2.4 Sperm morphometric measurements by SSA-II plus systems

The experimental setup consisted of several key components. A computer system equipped with an Intel i5 11th generation processor (2.4 GHz), and NVIDIA 1660 graphics card. The imaging was conducted using an Olympus CX43 upright microscope (Olympus, Tokyo, Japan) with a 10x eyepiece and a 100x oil immersion objective lens, equipped with a 1x C-type interface. A CMOS-based microscope camera with a 1/1.2-inch sensor, 1920 × 1200 resolution, and a frame rate of over 70 fps was used for capturing images. The platform for slide scanning was the BM8000 automated microscope scanning platform, which supports up to eight standard slides with XYZ-axis automatic movement and focus adjustment capabilities.

The specimen is magnified with a 100x objective lens and digitized by the camera. The SSA-II Plus system processes and analyzes the image. The system calculates the focal plane by capturing a series of Z-axis images ≥ 40 fps, selecting the clearest to identify the optimal focal plane. In single-field sperm analysis, the system locates, counts, and segments sperm, calculating various parameters and classifying them as normal or abnormal. After determining the primary focal plane, the system adjusts the objective up and down over a short distance, capturing and analyzing morphological images for each field. Typically, 400 sperm or 100 fields are analyzed, with customization options. The overall morphology is assessed, and image measurements are validated using a microscope micrometer.




2.5 Data collection and statistical analyses

Demographic and anthropometric information (age, height, weight, and body mass index) was collected and assessed.

At least 1000 spermatozoa per semen sample were randomly captured. The length of the sperm head (HL, μm), is defined as the distance between the two furthest points along the long axis of the head, typically in an elliptical shape. The width of the sperm head (HW, μm) is determined by the perpendicular distance between the two furthest points on the short axis, which represents the shortest axis of the head. The area of the sperm head (HA, μm2) is calculated based on the contour of the head, while the perimeter (HP, μm) refers to the length of the boundary surrounding the head. The ellipticity is the ratio of the length to the width of the sperm head (L/W), which reflects its shape. The acrosome area (AcA, μm2), measured in square micrometers, refers to the area of the acrosome, the cap-like structure on the sperm head. The acrosome ratio (AcR,%) is the ratio of the acrosome area to the midpiece area, providing insight into the relative sizes of these two regions of the head. The neck length(NL, μm) is the length of the neck segment of the sperm, and the neck width(NW, μm) is the width at the widest part of the neck. The insertion angle (IA,°) is the angle between the symmetry axis of the neck and the long axis of the sperm head.

Descriptive statistics and statistical analysis were performed using SPSS for Windows, version 15.0 (SPSS Inc., Chicago, IL, USA).





3 Results



3.1 Study participants and semen parameters

A total of 21 fertile males (within less than 12 months of pregnancy waiting time) were included in this study. Semen samples from the study participants were collected for analysis within 1-3 months after successful delivery by their female partner. The mean age of the study participants was 30.29 ± 4.69 year, height 175.52 ± 6.89cm, weight 76.76 ± 8.35, while BMI 22.5 ± 2.5 and the abstinence days were 4.62 ± 1.39 days.

The routine parameters of semen analyzed are detailed in Table 1. The data were normally distributed, as assessed by the Shapiro-Wilk test, justifying the use of parametric tests like the t-test. A paired t-test was used to validate the two methods of analysis, and no significant differences were seen in the parameters.


Table 1 | The semen parameters of fertile male participants.






3.2 Sperm morphologic diagnostic results

Three experienced sperm morphology diagnosticians (FZ, LLF, and SQ) annotated the collected sperm images three times, harmonized the diagnosis, and classified the individual sperm morphology. A total of 29,994 spermatozoa were collected from the 21 study participants. Consistency tests were performed by three operators on so of the sperm classification. Where discrepancies existed, they were discussed by the three operators and the final results were given. The number of normal morphology sperm was 2995(9.98%). The specific data of sperm morphology analysis of the 21 study subjects are detailed in Table 2.


Table 2 | The specific data of sperm morphology analysis.






3.3 Characteristics of sperm head size and shape

The number of normal head morphology sperm were 3059(10.19%), normal midpiece sperm were 26546(88.50%), normal principal were 28447(94.84%), while the number of sperm with Excess residual cytoplasm (ERC) was 1179(3.93%). Detailed data are shown in Table 3. In accordance with the WHO manual recommendations, we counted head morphology normal spermatozoa related head morphology (L, W, L/W) and region area data separately. Neck morphology normal spermatozoa data, and tail main segment morphology spermatozoa were counted. And the descriptive analysis of the sperm characteristics of all the normal sperm (Table 4).


Table 3 | Sperm morphological classification and count of subjects.




Table 4 | Distributions of the morphometry in normal sperm.







4 Discussion

The accuracy and consistency of sperm morphology have been a pressing issue in reproductive male medicine. In recent years, with the rapid development of computerized imaging and artificial intelligence (AI) technologies, significant improvements have been brought to sperm morphology diagnosis (12, 13). Sperm morphology diagnosis still has some limitations in clinical application, such as the subjectivity of testing criteria, diagnostic inconsistencies between different laboratories, and unclear relationship between morphology and sperm function. Laboratory technicians need to undergo appropriate training, testing and control procedures before evaluating sperm morphology for patients, and the long learning curve and workload do not meet clinical needs (14, 15). These deficiencies affect the accuracy and clinical guidance value of morphological analysis. And, the lack of data from healthy fertile populations has limited the development of related technologies to some extent (8, 16).

In this study, we measured normal sperm morphology data of fertile populations based on the Papanicolaou staining technique and the SSA-II Plus diagnostic system.

The staining technique is a crucial step in sperm morphology analysis. By enhancing the contrast of sperm cells, Papanicolaou staining makes abnormal sperm with different morphologies more conspicuous, thus improving the accuracy and consistency of diagnosis (17). The method can effectively highlight the morphology of the sperm head and tail, with strong staining contrast, and can significantly enhance the visibility of the cell structure, so it is widely used in the diagnosis of male infertility (5). It is widely used in the diagnosis of male infertility. It has become a staining method recommended and promoted by the WHO manual. Therefore, Pap staining was selected in this study. The related data provided more favorable data for the future promotion of sperm staining for diagnosis.

CASA is capable of analyzing sperm count and motility, and has gradually become an important technical tool in sperm research and male infertility diagnosis in China by virtue of its accurate, rapid and comprehensive diagnostic capability (18, 19). Our study also shows that SSA as an advanced sperm analysis device, there is no statistically significant difference in the evaluation of sperm count and motility from the methods recommended in the WHO manual. The results of this study show that for total motility, the observed trend (p=0.0554) may become significant with a larger sample size, and we recommend further studies to confirm these findings. However, due to the complexity of sperm identification and classification, CASA still has a lot of room for in-depth research in the diagnosis of sperm morphology (20).

Currently, abnormalities in sperm morphology usually rely only on a subjective assessment of “smooth, regular, and largely oval shape.” (5, 9) The ability of researchers to more accurately measure sperm morphology data, particularly the multiple dimensions of sperm head length, width and ellipticity, allows for a more objective and accurate assessment (7). Measuring the degree of fit of the sperm head to the standard ellipse allowed for a more precise morphometric analysis, avoiding the vague descriptions of the past and improving the diagnostic value of sperm morphology. Several studies (17, 21, 22), have reported sperm head size parameters (length, width and roundness). These studies have established reference values for sperm head size, but they vary across populations. The present study further enhanced the reliability of the sperm samples used and reduced potential bias by ensuring that all participants had conceived naturally within the past year. This study also included data related to the sperm tail to further refine the sperm morphometric data.

This study provides the first reference data on sperm morphology in a healthy male population by combining the Papanicolaou staining method and the SSA-II Plus computer-assisted sperm analysis (CASA) system. This study ensured the fertility of the study population by selecting men who successfully conceived within 12 months as a sample, thus increasing the clinical relevance of the data. And by measuring multidimensional morphological parameters such as length, width, area, circumference, ellipticity, and acrosome area of sperm head. These new parameters provide a more comprehensive perspective for the quantitative analysis of sperm morphology. Establishing these reference values makes sperm morphology analysis more precise, objective and efficient, and further enriches the evaluation criteria of sperm quality. These new data not only provide a more scientific basis for future male infertility assessment but also offer potential clinical value for sperm selection, especially in the application of assisted reproductive technologies such as single sperm injection (ICSI).

However, although this study provides important data and methods for the field of sperm morphology, there are still some limitations. First, the sample size of this study was relatively limited, with all participants coming from research centers in mainland China. Second, this study did not explore the applicability of different sperm morphology classification criteria in different populations. Therefore, future studies should consider expanding the sample size to cover more regions and different age groups of men and to include related populations such as clinically adverse pregnancies. In-depth studies should be conducted to investigate the relationship between sperm morphology measurements and clinical pregnancy outcomes (e.g., pregnancy rates, live birth rates, etc.), particularly through longitudinal studies to track the predictive power of sperm morphology on fertility outcomes. This will ensure that the results are representative of the wider population and provide more accurate data to support the assessment of male fertility on a global scale.

Sperm morphometric data provide a more objective and precise tool for sperm morphology diagnosis, in male infertility assessment and assisted reproductive technology, especially the sperm selection in ICSI. In this study, we measured normal sperm morphology data of fertile populations based on the Papanicolaou staining technique and the SSA-II Plus diagnostic system. These new standards and parameters help to better assess sperm function and fertilization potential, and provide an important basis for the development of individualized treatment plans.
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