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Objectives: To study whether and to what extent the therapeutic impedance and current change under long-term deep brain stimulation (DBS) with constant stimulation settings, which could inform the role of constant current stimulation.

Methods: Therapy impedance and current measurements were retrospectively collected from patients with Parkinson’s disease (PD) undergoing DBS of the subthalamic nucleus (STN) or essential tremor (ET) undergoing ventral intermediate nucleus (VIM). Baseline and follow-up measurements were obtained for intervals of at least 6 months without changes in stimulation settings. The single longest interval of constant stimulation for each electrode was included. Temporal trends in impedance and current were analyzed as absolute and relative differences and as the rate of change.

Results: Impedance and current data from 79 electrodes (60 in STN, 19 in VIM) in 44 patients (32 with PD, 12 with ET) met inclusion criteria. The duration between baseline and follow-up measurements with constant stimulation settings was 17 months (median, with an interquartile range of 12–26 months) in the mixed group. Therapy impedance decreased by 27 ± 12 Ω/year (mean ± 2 standard errors; p < 0.0001), and therapy current increased at a rate of 0.142 ± 0.063 mA/year (p < 0.0001). Similar results were observed in the STN and VIM subgroups.

Conclusions: Impedance decreases gradually over time, even when stimulation settings are kept constant. The rate of decrease is smaller than previously reported, suggesting that changes in stimulation settings contribute to impedance drift. Stimulation-independent impedance drift is gradual but relevant to constant-current programming.
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INTRODUCTION

Deep brain stimulation (DBS) has proven to be of significant therapeutic benefits for patients with Parkinson’s disease (PD), essential tremor (ET), and dystonia (Vidailhet et al., 2005; Weaver et al., 2009; Follett et al., 2010; Williams et al., 2010; Deuschl et al., 2011). DBS has traditionally relied on constant-voltage therapy, in which the stimulation voltage is set and current delivery varies according to electrical impedance. However, constant current therapy has become increasingly used to provide more stable energy delivery (Okun et al., 2012). One of the major reasons for this is the downward drift in impedance over time (Satzer et al., 2014; Hartmann et al., 2015; Wong et al., 2018). The cause of this drift is unknown; gradual accumulation of cerebrospinal fluid around the electrode has been proposed as a potential mechanism (Satzer et al., 2014). Many factors are known to affect impedance; these include stimulation voltage, contact activity, target nucleus, and contact location concerning target nucleus (Cheung et al., 2013; Satzer et al., 2014, 2015; Wong et al., 2018). Electrode position is fixed after implantation, but stimulation settings are frequently adjusted due to disease progression and evolving patient needs. Impedance has been reported to immediately decrease after contact activation and higher stimulation voltages have been associated with lower impedance values (Satzer et al., 2014). While prior studies have employed multivariate analysis of impedance changes over time, stimulation settings have not been held constant in any of these studies. Since stimulation is associated with lower impedance, it is conceivable that a long-term increase in programmed energy delivery (compensating for disease progression) could entirely account for the observed downward impedance drift over time.

This study aimed to assess if impedance declines over time when stimulation settings are kept unchanged. Impedance has been associated with clinical response to DBS (Satzer et al., 2015). Changes in impedance over time may affect long-term benefits and motivate constant-current stimulation. Additionally, the presence or absence of stimulation-independent impedance drift can expand the understanding of the brain-electrode interface.



MATERIALS AND METHODS


Study Design and Participants

This retrospective study was approved by the Institutional Review Board at the University of Chicago Medicine. All patients included in this study underwent DBS electrode placement (Medtronic, MN, USA) in the bilateral or unilateral subthalamic nucleus (STN) for PD or ventral intermediate nucleus of the thalamus (VIM) for ET. Patients with an interval of at least 6 months without changes in stimulation settings (voltage, pulse width, frequency, and active contact) between 2016 and 2019 were identified. Only patients undergoing constant-voltage monopolar stimulation were included. Data from the first 6 months following electrode implantation were excluded due to known early post-operative impedance fluctuation (Lempka et al., 2009). Stimulation settings, including therapy impedance (i.e., impedance measured from active contacts at the therapeutic stimulation settings) and current, were recorded from the initial and follow-up visits. Only one interval with stable stimulation settings was included per electrode; in the case of multiple such intervals, the longest interval was selected. In patients with bilateral DBS electrodes, each electrode was treated independently.



Outcome Measures and Predictors

Therapy impedance (Ohms, Ω) and current (milliampere, mA) were measured at the baseline visit (i.e., visit at the start of > 6-month interval) and follow-up visit (i.e., visit at end of >6-month interval). Time since baseline visit, DBS target (STN or VIM), and electrode laterality (left or right) were recorded. Patient demographics and fixed stimulation parameters were recorded as well.



Statistical Analysis

Data for several variables diverged from a normal distribution, and nonparametric statistical analysis was used unless otherwise specified. Subgroup composition by sex was compared between STN and VIM subgroups with the chi-squared test. Other demographic data and stimulation parameters were compared between STN and VIM subgroups with the Mann–Whitney-U test.

Relative change in impedance and current was calculated as value at follow-up minus value at baseline, divided by baseline value. Absolute and relative changes were compared to a hypothetical mean of zero with the Wilcoxon rank-sum test.

The rate of change of impedance and current over time was assessed with a mixed linear regression model. Impedance or current was used as the dependent variable; time, target, and laterality were analyzed as fixed effects; and a random effect for electrode was introduced to account for variation between electrodes.

An alpha level of 0.05 was used for all significance testing. Statistical analysis was performed with SAS University Edition (SAS Institute Inc., Cary, NC, USA).




RESULTS


Patient Characteristics

Forty-four patients (32 with PD, 12 with ET) and 79 DBS electrodes (60 in STN, 19 in VIM) met the study criteria. Demographic information and stimulation parameters are reported in Table 1. The median length of the longest interval with constant stimulation parameters was 17 months (interquartile range of 12–26 months). There was no difference between the STN and VIM subgroups in the sex distribution, age at disease onset, age at DBS placement, length of study interval, voltage, or pulse width. The frequency was lower for STN electrodes (median 130 Hz, interquartile range 60–130 Hz) than VIM electrodes (median 130 Hz, interquartile range 130–180 Hz; p = 0.004), since 17 of 60 STN electrodes were programmed at 60 Hz whereas no VIM electrodes were programmed at low frequency, and several VIM electrodes were programmed as high as 180 Hz.

TABLE 1. Patient demographics and stimulation settings.
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Changes in Impedance and Current

Significant absolute and relative reduction in the impedance was found in the entire cohort (p < 0.0001) and in the STN (p < 0.0001) and VIM (p < 0.01) subgroups (Table 2; Figure 1). Significant increase in the absolute value and percentage change of current were also found in the entire cohort (p < 0.001) and in the STN (p < 0.001) and VIM (p = 0.02) subgroups (Table 2; Figure 1).
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FIGURE 1. Changes in impedance and current over the study period. Box-and-whisker plots of (A) impedance and (B) current at baseline (white) and follow-up (gray) measurements show a significant decrease in impedance, and a commensurate increase in current, for the entire cohort as well as the subthalamic nucleus (STN) and ventral intermediate nucleus (VIM) subgroups. Likewise, box-and-whisker plots of percent change in panel (C) impedance and (D) current show a significant decrease in impedance and increase in current for the entire cohort and the STN and VIM subgroups.



TABLE 2. Changes in impedance and current over the study period.
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Changes in Impedance and Current Over Time

The linear mixed model analysis demonstrated a significant relationship between time, therapy impedance, and therapy current. Impedance decreased at a rate of 27 ± 12 Ω/year (mean ± 2 standard errors; p < 0.0001). Current increased at a rate of 0.142 ± 0.063 mA/year (p < 0.0001). The relationship of time, current, and impedance is illustrated in Figure 2. There was no significant effect of electrode laterality on impedance (p = 0.96) or current (p = 0.56). Current was 0.998 ± 0.847 mA lower for electrodes targeting STN compared to electrodes targeting VIM (p = 0.02). Target was not significantly related to impedance.
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FIGURE 2. Rate of change of impedance and current. (A) Therapy impedance decreased at a rate of 27 ± 12 Ω/year (mean ± 2 standard errors; p < 0.0001). (B) Likewise, therapy current at a rate of 0.142 ± 0.063 mA/year (p < 0.0001). Values from STN and VIM electrodes are indicated by closed and open circles, respectively. Note that absolute values of impedance and current were used for statistical analysis.






DISCUSSION


Impedance Drift With Constant Voltage

This is the first published study to examine DBS impedance over time when stimulation settings are kept constant. The longest interval without a change in stimulation settings was analyzed for each of 79 electrodes (60 in STN and 19 in VIM) in 44 patients (32 with PD and 12 with ET). Data collected within 6 months of electrode implantation were excluded due to early fluctuation in impedance (Lempka et al., 2009). Despite constant stimulation parameters, impedance still decreased by 27 ± 12 Ω/year, with a commensurate increase in the current of 0.142 ± 0.063 mA/year.

The rate of temporal impedance drift has previously been reported as −80 ± 8 Ω/year (Satzer et al., 2014). The lower rate in impedance decline observed in this study may indicate that changes in stimulation settings are partially responsible for impedance drift. Therapy voltage has been found to inversely correlate with electrode impedance, and contact activation has been associated with a more rapid decline in impedance (Satzer et al., 2014). This is consistent with data from animal studies showing a rapid decrease in impedance after acute stimulation, possibly due to oxidation at the brain-electrode interface (Lempka et al., 2009). Pulse stimulation has been used to restore lost signal-to-noise ratio in animal models (Johnson et al., 2005).



Relationships With DBS Targets

While the target nucleus was not significantly related to impedance, the current was 0.998 ± 0.847 mA lower for electrodes targeting STN compared to that targeting VIM. Stimulation frequency was lower among STN electrodes, but it is not immediately obvious how lower frequency would result in the lower current. Prior research has found higher impedance for STN electrodes, and while the relationship between current and time has not been assessed in prior studies, Ohm’s law predicts that higher impedance would result in the lower current (Satzer et al., 2014). Anecdotally, ET-DBS patients tend to have higher voltage requirements, and higher voltage would correspond to higher current for VIM electrodes. While no significant relationship between target nucleus and voltage was observed in this study, the VIM subgroup was small, and the absence of a relationship between target, impedance, and voltage may simply reflect sample size.



Study Limitations

One potential confounder is the reason for the absence of stimulation setting changes during the study period. Programming changes are often made when therapy is suboptimal, losing effectiveness, or associated with stimulation-induced side effects. The patients in this cohort did not experience significant clinical worsening during the study period, and therefore the findings of this analysis may not be generalizable to all patients undergoing DBS therapy.

Another caveat in comparing these findings to prior studies is the consideration of electrode vs. therapy impedance. Electrode impedance is measured for each contact at a standardized test voltage and is easily compared between subjects, whereas therapy impedance is measured between active contacts at the therapy voltage and has direct clinical relevance. Both types of impedance have been found to decrease over time (Satzer et al., 2014; Wong et al., 2018). The present study attempted to compromise between both types of impedance by recording therapy impedance exclusively from patients undergoing monopolar stimulation in periods without changes in stimulation setting.

This study was retrospective. The sample size was small, due to the strict inclusion criteria including an extended interval without a change in stimulation settings, although this trade-off was made to control for stimulation parameters, which varied in previous studies. Secondary analysis of data from larger prospective trials mandating fixed stimulation parameters could overcome these limitations.



Implications for DBS Therapy

In clinical practice, programmed voltage is expected to increase over time to compensate for disease progression. This study suggests that increases in stimulation magnitude may account for some variation in impedance over time but do not fully explain impedance drift. Stimulation-independent impedance drift (and the corresponding increase in current) appears to be a very gradual and mild phenomenon but still serves as a motivator for constant-current programming. The clinical significance of this change requires further study.
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Values are expressed as median (interquartile range). V, volts; mA, milliampere; Q, Ohms.
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