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Introduction: Therapeutic strategies for patients with severe acquired motor disability are relatively limited and show variable efficacy. Innovative technologies such as brain-computer interfaces (BCIs) have been developed recently that might benefit certain types of patients.

Methods: Here, we tested a previously described auditory BCI, the Encephalophone, which may offer new options to improve quality of life and function. Eleven subjects with acquired moderate to severe motor disability, who had lost their ability to express themselves musically, were enrolled and 10 completed a clinical pilot study of the hands-free Encephalophone brain-computer interface (BCI). Subjects were briefly instructed on the use of the Encephalophone BCI, which uses EEG measured motor imagery to allow users to generate musical notes in real time without requiring movement. Subjects then underwent a pitch-matching task, a measure of accuracy, to attempt to match a given target pitch 3 times within 10 s. They were allowed free play, where they could improvise music over a backing track. After 2–3 songs - approximately 10 min - of freely improvised playing, subjects repeated the pitch-matching task. There were 3 sessions of testing and free play per subject, within 2 weeks, with at least 1 day separating sessions.

Results: All subjects, on average, improved their pitch-matching accuracy by 15.6 percentage points and increased their number of hits by 58.7% over the 3 sessions, with all subjects scoring accuracy percentages significantly above random probability (19.05%). A subjective self-reporting survey of ratings of such factors as a feeling of expressing oneself, enjoyment, discomfort, and feeling of control showed a generally favorable response.

Discussion: We suggest that this training approach using an auditory BCI may provide an innovative solution to challenges in recovery from motor disability.

Clinical trial registration: https://research.providence.org/clinical-research, Swedish Health Services #: STUDY2017000301.
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Introduction

Brain-Computer Interface (BCI) research has been ongoing for more than 50 years now. The vast majority of BCI research has focused on visual feedback, rather than auditory feedback. Auditory, and specifically musical auditory feedback offers several tangible and potential advantages: (1) auditory feedback can be used in patients with visual impairment who might not be able to operate a visual feedback-based BCI (Choi et al., 2023), (2) auditory feedback may facilitate a stronger learning effect (McCreadie et al., 2013; Nijboer et al., 2008), and (3) auditory (and particularly musical) feedback may be more motivating for more sustained attention (Nijboer et al., 2010). Part of the relative lack of auditory feedback BCIs comes from an assumption that visual feedback is more robust than auditory feedback. Nonetheless, results of a limited number of studies comparing auditory vs. visual feedback demonstrate initially more accuracy with visual feedback, but with improved learning effect from auditory feedback and comparable rates of accuracy after several sessions (McCreadie et al., 2013; Nijboer et al., 2008). Approaches using auditory feedback have been insufficiently explored. Auditory feedback can be presented in a wide variety of manners, such as pure sine-wave tones, ‘natural’ sounds such as animal noises, pink noise (in which the power spectral density is inversely proportional to the frequency of the signal), or musical instruments. Auditory feedback P300 BCIs have compared ‘artificial’ sounds (e.g., beeps) to ‘natural’ sounds and found better BCI performance with ‘natural’ sounds (Choi et al., 2023). In the study of McCreadie and others, pink noise, anechoic cello, or anechoic percussion instruments were used for auditory feedback; participants preferred the instrument sounds to the pink noise (McCreadie et al., 2013).

Motivational factors have a significant effect on BCI performance (Nijboer et al., 2010), and music has a positive effect on task attention for simple tasks (Kiss and Karina, 2021). We therefore hypothesized that auditory feedback in BCI - specifically musical auditory feedback - may be more motivational and therefore more effective feedback for BCI performance of individuals than visual or non-musical auditory feedback.

We have previously shown that a motor imagery BCI using musical auditory feedback (the Encephalophone) could be operated by non-motor impaired healthy novices with accuracy significantly better than random (Deuel et al., 2017). Here, we sought to determine whether hospital patients with moderate to severe motor impairment in a clinical setting could also operate the Encephalophone with accuracy significantly better than random, and whether there was a learning effect with improvement of accuracy after 3 sessions. We additionally recorded subjective self-reporting of ratings of such factors as a feeling of expressing oneself, enjoyment, discomfort, and feeling of control.



Methods

In this trial, 11 subjects with acquired moderate to severe motor disability in at least one upper extremity were enrolled, and 10 subjects completed, 3 sessions of testing and training on the Encephalophone auditory-feedback based BCI.

Patients were enrolled under informed consent after Institutional Review Board (IRB) review (ethics approval was by Swedish Health Services IRB number: STUDY2017000301) and approval under the following criteria: (a) acquired moderate to severe motor impairment (3/5 strength or worse on neurological exam), including but not limited to an upper limb, (b) sufficient cognition to be able to understand instructions on use of the Encephalophone, and (c) prior musical expression and performance ability which was impaired or eliminated due to acquired motor impairment. Prior musical expression and performance ability could have been professional or amateur, instrumental (e.g., piano, guitar, etc.) or vocal.

The design and function of the Encephalophone BCI has been previously described (Deuel et al., 2017; Figure 1), and EEG signal collection processing methods were identical in this study. A Mitsar 201 EEG (Mitsar Co., Ltd., St. Petersburg, Russia; distributed by Nova Tech, Inc. Mesa AZ USA) and 19-channel ElectroCap electrode cap (Electro-Cap International Inc., Eaton, OH USA) were used to collect EEG signal utilizing the International 10–20 system of electrode placement (American Electroencephalographic Society, 1994) from the 10 subjects.
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FIGURE 1
 Experimental setup. Electroencephalogram (EEG) signal from subject wearing electrode cap is sent from Mitsar 201 EEG amplifier to Computer #1 where 8–12 Hz posterior dominant rhythm (PDR) or Mu power is converted to a value from 1 to 8. This value from 1 to 8 is sent via OSC to Computer #2 where it is converted to a musical piano tone in the key of C (seven tones of C major scale and octave, from C4 to C5). Subjects generating tones attempt to match them with a presented target tone [from Deuel et al. (2017)].


Subjects were positioned in a relaxed, reclining position with a headrest to minimize muscle artifacts, and were positioned facing away from computer screens and other equipment to eliminate any potential for visual feedback. EEG signal at a sampling rate of 500 Hz was initially processed in a HP Pavilion PC (Hewlett-Packard, Palo Alto, CA) with Mitsar EEG Acquisition software, where filters were applied (100 Hz low-pass, 0.5 Hz high-pass, and 60 Hz notch filters). Raw EEG signal was visually verified by a physician clinical neurophysiologist for good signal quality and lack of artifacts. EEG data was then streamed in real time to Matlab (The MathWorks, Inc., Natick, MA) via the Mitsar Matlab API.

Matlab scripts for real-time signal processing were created to apply a fourth order Butterworth filter in the 8–12 Hz frequency band to generate an estimate of signal power for the sensorimotor cortex mu rhythm from bipolar electrodes F3-C3 (international 10–20 system) for right hand motor imagery. The delay in the system from EEG signal acquisition to Matlab processing was approximately 20 msec. The filter was applied to incoming segments of 500 msec of data. The bandpass filtered data was rectified and then averaged over the entire segment length to produce a single power estimate for every segment. Thus while not strictly in real-time, subjects were producing tones from the prior 500 msec of data with an approximate delay of 20 msec.

A calibration was created for each individual subject and each individual trial session of the Encephalophone. The 5 min long calibration period consisted of twenty 15 s long alternating cued states (“on” or “off”). For sensorimotor cortex mu rhythm, an auditory cue of “on” cued the awake, resting state, and “off” cued the motor imagery (but not actual movement) state: subjects were instructed to imagine right hand grasping and opening at a rate of approximately 1 Hz as per sensorimotor imagery BCI methods of Neuper et al. (2006). This calibration period established the range of values of 8–12 Hz signal power for an individual subject and individual trial session in the different cued states, then divided these values into eight equal sized ‘bins’, or ranges of values, based on the calibration period signal power histogram. After calibration, these 8 possible values generate the 8 scale degrees of the C major musical scale including the octave (C4 to C5).

After the calibration period is used to calibrate the instrument to each individual, the device enters the free-running period, during which a value from 1 to 8 is generated every 500 msec from the sensorimotor cortex 8–12 Hz frequency power of the user. Subjects were allowed brief (3 min) free-running practice with note generation before accuracy experiments.

This free-running stream of values from 1 to 8 in Matlab is sent at a rate of one value per 500 msec (120 bpm musical tempo for quarter notes) using OSC (Open Sound Control) along an Ethernet cable via a router to a second computer - an Apple MacBook Pro (Apple, Inc. USA) - where it is received by Max/MSP music generation software (Cycling ‘74, USA). The streaming values from 1 to 8 are used to generate the 8 scale degree notes in the C major musical scale with a synthesized piano tone: 8 notes from C4 (261.6 Hz) to C5 (523.3 Hz).

Each subject participated in 3 sessions with the Encephalophone, with at least 1 day between sessions, and no more than 2 weeks total to complete the 3 sessions. At the beginning of each session, the subject completed a 5 min note accuracy test using the Encephalophone. During this test, the subject was randomly presented with either a high or low C note (C5 or C4 on the piano). There are 8 possible notes the Encephalophone can produce and only the highest (note 8) and lowest (note 1) notes were presented during the test as target notes. The subject then attempted, using the Encephalophone, to emit the note that they hear (the target note) by thinking about different levels of movement. Every 0.5 s, the subject produced a note via the Encephalophone. The subject’s goal was to achieve the correct note or the adjacent note 3 times in a row within 9.5 s. If the subject succeeded, this was classified as a ‘hit’. For example, if a subject was presented with note 1, the subject needed to play either a 1 or a 2 three times in a row. When the subject succeeded or the 9.5 s elapsed, whichever happened first, a new target note (either the high or low note) was presented. This process repeated for 5 min. The primary dataset recorded for each test included the number of hits and the number of trials for each 5 min test. A subjects accuracy score was calculated as the percentage of ‘hits’ for each presented target note (hits divided by trials for each test). After this first 5-min test, the subjects had 20 min to use the Encephalophone freely and improvise over a backing track of music. Then they repeated the same 5-min test. With this study design, each of the 10 participants had 2 accuracy scores from each of the 3 sessions, totaling 6 accuracy scores for each participant. We refer to the tests taken at the beginning of each session as ‘pre-tests’ (Tests 1, 3 and 5) and those taken at the end as ‘post-tests’ (Tests 2, 4 and 6).

After calibration, the Encephalophone entered a ‘free play’ mode where a subject in the relaxed state would produce higher pitch notes, and the subject in motor imagery state would produce lower pitch notes in real time. There are 8 possible notes (a C major scale from C4 to C5) which could be generated by the subject.

When calibration was completed, each subject underwent an initial pitch matching test for accuracy in generating notes with the Encephalophone. As described above, in this 5 min long test, subjects are given one of two randomly chosen target notes (C4 or C5 note), then had 9.5 s to match the note (or its nearest neighbor) three times in a row. If they matched the note successfully (scored a hit) before 9.5 s, or were unsuccessful after 9.5 s (scored a miss), they were given another target note. Subjects tried to match as many target notes as possible within 5 min time.

After the first accuracy test (‘pre-test’), subjects played freely accompanied by pre-recorded backing tracks of music in various styles for 20 min. Subjects played music freely using the Encephalophone to attempt to improvise melodies over music in any pitches they desire. This was intended to be pleasurable and allow subjects to express themselves musically, but also intended to aid with learning to control the Encephalophone more effectively.

Subjects then underwent a second pitch matching test at the end of each session (‘post-test’), identical to the first.

At the end of the third session, subjects were asked to answer a questionnaire consisting of 5 questions on subjective reporting of their enjoyment, their feeling of being able to express themselves, as well as satisfaction, physical and emotional discomfort. These responses were rated from 1 (disagree strongly) to 5 (agree strongly).



Results

Eleven subjects with acquired moderate to severe motor disability were enrolled in the study (Table 1). They varied in age from 18 years old to 85 years old, and had various etiologies for their motor disability, such as ischemic stroke, amyotrophic lateral sclerosis, multiple sclerosis, and spinal cord injury. One subject did not complete the trials and dropped out due to medical complications (this subject acquired a pneumonia, unrelated to this study, requiring cancelation of trial sessions); thus 10 subjects completed this clinical trial pilot study of the Encephalophone audio-based BCI.



TABLE 1 Trial subject demographics.
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All 10 subjects improved accuracy percentage (defined as number of hits/number of trials per 5 min test) by the last session (Table 2).



TABLE 2 Individual accuracy percentages, with number of trials in parentheses.
[image: Table2]

Because of the structure of the test, the more quickly a participant gets a hit, the more trials they will get and their total number of hits may be higher. Therefore, ‘number of hits’ may capture aspects of performance not captured by accuracy percentage. For both outcome measures (accuracy percentage and number of hits) we used mixed effects regression models. In each model, we include a set of fixed effects for the session number and another set for whether the test was a pre- or post-test. We also include subject-level random intercepts and slopes to account for subject-level variability. Since the average number of hits over time is a count variable, it was modeled using a generalized linear mixed effects model (GLMM, Figure 2), in which the outcome is assumed to follow a Poisson distribution. The 10 subjects increased their number of hits on average by 58.7% over the 3 sessions.

[image: Figure 2]

FIGURE 2
 Note matching number hits for 3 sessions with a Poisson GLMM fit line.


The average accuracy percentage over time was modeled using a linear mixed model (LLM) in which the outcome is assumed to follow a normal distribution. Note that we do not use a Binomial distribution because the number of trials is not independent from accuracy (i.e., higher scores will have a higher number of trials). The 10 subjects increased their accuracy percentage (hits/trials per 5 min test), on average by 15.6 percentage points over the 3 sessions (Figure 3). This plot demonstrates that all subjects scored higher than the median score of a random note generator; only three tests from three different participants are slightly below the 95th percentile score of a random note generator (two subjects during Test 1 and one during Test 4).

[image: Figure 3]

FIGURE 3
 Comparing participant accuracy to accuracy of random note generator. Accuracy scores of each participant for each test, with the bold black line representing the median score of the random note generator and the dashed lines representing the 5th and 95th percentiles of the random note generator score.


A subjective self-reporting survey of ratings of such factors as enjoyment, feeling of expressing oneself, discomfort, and feeling of control showed a generally favorable response (Table 3). Subjects were asked at the end of the final session to rate subjective factors from 1 (completely disagree) to 5 (completely agree). Average ratings from 1 to 5 of the following factors were: enjoyment 4.5, expression 3.7, satisfaction 4.5, lack of physical discomfort 4.7, and lack of emotional discomfort 4.7; these show a generally favorable response. While responses were favorable, there was a favorable but slightly less positive level of agreement occurring with the statement of a feeling of expressing oneself (average of 3.70 out of 5). A general trend noted (subjective, not quantified) was subjects noticing a feeling of genuine control beginning at around 70% accuracy.



TABLE 3 Results of a survey of subject experience.
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Discussion

We demonstrate with this small pilot study that subjects with acquired motor disability in a hospital setting can operate the Encephalophone audio-based brain computer interface with accuracy significantly better than random. Subjects also were able to improve their control of the instrument - as measured by note-matching accuracy - through learning over 3 sessions. The 10 subjects on average improved accuracy percentage by 15.6 percentage points and increased number of hits by 58.7% over the 3 sessions, with all subjects scoring accuracy significantly above random probability (19.05%). Additionally, these subjects reported a favorable response in terms of feelings of enjoyment, lack of discomfort, and self-expression.

In our analysis, we have used simulations to estimate and provide uncertainty bounds for the level of accuracy which could be obtained on the Encephalophone by random chance, as well as verified that the study participants performed better than a random note generator would. One caveat of this comparison is that in the random note generator simulations we take independent draws from a uniform distribution. In reality, if an individual is connected to the Encephalophone and not trying to hit a specific target note, it is unlikely that the notes they emit would follow a completely independent uniform distribution. We also fit a mixed effects model for each of the two different measures of performance: number of hits and accuracy score. In both analyses, we found statistically significant evidence for improved performance over time. However, it appears that most of the increase in proficiency occurred in the last test. This result might suggest that there is an accumulated learning effect. Interestingly, previous studies (McCreadie et al., 2013; NIjboer et al., 2008) showed an initially better performance using visual feedback than auditory feedback, but an improvement and learning effect resulting in better performance with auditory feedback after several sessions.

It is significant that subjects with a wide range of etiologies for acquired motor disability (Table 1) all responded positively to the Encephalophone training, suggesting the potential versatility and broader utility of this novel tool, although the generalizability from a small pilot study is limited by the small sample size and heterogeneity of etiologies of disability. It would be interesting to broaden the range of disability or classification of neurologic injury to include aphasia and Chronic Traumatic Encephalopathy (CTE) in subjects who played sports where head contact was involved, or degenerative brain diseases such as Parkinson’s Disease, to identify limiting cases for efficacy of the approach. Studies of BCIs applied to patients with upper limb weakness from etiologies such as stroke have shown improvement in rehabilitation over traditional physical therapy alone (Khan et al., 2020; Wang et al., 2024), and a trial of the Encephalophone limited to subjects with upper-limb weakness from ischemic stroke may point to a specific and common etiology of acquired motor disability that may benefit. These more etiology-specific studies would allow us to refine the patient population for which BCI therapeutic approaches might have greatest value.

Future experiments with more sessions should demonstrate continued improvement in accuracy if the learning effect we observed is sustained. We hope to improve classification accuracy and reduce motor-imagery BCI ‘illiteracy’ (the approximate 15–20% of users who fail to achieve acceptable accuracy) through current development of algorithmic improvements of the Encephalophone using deep learning and brain-inspired neural networks (Wang et al., 2021; Arpaia et al., 2022; Hameed et al., 2025). Additionally with regards to visual feedback, the Encephalophone may be used as a basis for auditory-based BCIs for those with visual impairment, who might not be able to use a visual feedback-based BCI (Choi et al., 2023).

The Encephalophone has future promise for continued enablement of musical expression in those that have lost the ability to express themselves musically or otherwise (e.g., expressive language deficits). Most subjects express great satisfaction in being able to once again create music when they have lost this ability (as per questionnaire, Table 3), once they get a sense of genuine control. Nonetheless, this expressivity score of 3.7/5 on the questionnaire was slightly lower than other subjective scores (which are 4.5/5 to 4.7/5). Subjectively, we have observed that this sense of genuine control mostly begins at approximately 70% accuracy or higher, and this sense of control is likely very correlated with a sense of expressivity. The finding that these subjects can improve through learning over multiple sessions suggests that most subjects develop a sense of control of musical expression through the Encephalophone, given multiple sessions. However, three sessions may not be sufficient to get a comprehensive evaluation of a learning effect. Future longitudinal trials with more sessions may help determine if the learning effect is sustained and improvement continues (vs. a plateauing effect).

With this goal in mind, a portable version of the Encephalophone might be able to bring this expressive ability into the home of many more people (and for many more sessions) than is possible in the hospital in a clinical setting. Through the motivating power of music (Moens et al., 2014; Bergstrom et al., 2014; Maes et al., 2016), we hypothesize that more sustained learning sessions may be able to provide increasing accuracy and control to subjects over time than other modalities of feedback (e.g., visual feedback alone). With increasing accuracy, the Encephalophone may be able to add other control mechanisms (e.g., movement of a motorized prosthetic arm) to the musical feedback to enable subjects further: musical audio feedback is particularly motivating as feedback for movement (Van Dyck et al., 2015). Additionally, we hypothesize there may be significant cognitive benefits such as increased focus and executive function (Carelli et al., 2017; Angelakis et al., 2007), to provide therapeutic effect for those with cognitive impairments, Attention-Deficit/Hyperactivity Disorder (Lim et al., 2012) or Post-Traumatic Stress Disorder (van der Kolk et al., 2016) that the Encephalophone might provide. Individuals with speech and language might benefit in particular from increased expressive ability via the Encephalophone. These additional potential benefits should be further investigated in future studies with the Encephalophone.
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