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Medical technologies present a huge potential in improving global health playing a key role toward achieving Sustainable Development Goal 3 by 2030. A number of clinicians, innovators, business entities and biomedical engineers among others have developed a number of innovative medical devices and technologies to address the healthcare challenges especially in Africa. Globally, medical devices clinical trials present the most acceptable method for determining the risks and benefits of medical device innovations with the aim of ascertaining their effectiveness and safety as compared with established medical practice. However, there are very few medical device clinical trials reported in Africa compared to other regions like USA, UK and Europe. Most of the medical device clinical trials reported in Africa are addressing challenges around HIV/AIDS, maternal health and NCDs. In this mini review, we report about some of the published medical device clinical trials in Africa PubMed and Google Scholar and their associated challenges.
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Introduction

Africa has been reported to carry about 25% of the world's disease burden (1) and also shares a global health expenditure of <1% (2). This has left many of its citizens with limited access to essential health services and produces few medicines and medical devices consumed on the continent (2). Africa is also observing an increase in the prevalence of non-communicable diseases in the recent years despite the huge burden presented by the traditional infectious diseases such as HIV, tuberculosis (TB), and malaria that have long been the most bulging contributors to the disease burden (2, 3).

To tackle the global health burden in Africa, a number of clinicians, innovators, business entities and biomedical engineers among others have developed innovative medical devices and technologies to address the healthcare challenges. Some of these medical device innovations have been initiated by Africans and others have been through various international collaborations (4). These innovations are at various stages and need to be tested for their safety and efficiency through clinical trials before reaching the market. Globally, medical devices clinical trials present the most acceptable method for determining the risks and benefits of medical device innovations with the aim of establishing their efficacy and safety as compared with established medical practice (5). Effective healthcare delivery through research, innovation and development of medical devices would be constrained if clinical trials were not carried out.

According to the WHO, a medical device and a medical equipment are different. It distinguishes a medical device as an item used in the prevention, diagnosis or treatment of disease, or for detecting, measuring, restoring, correcting or modifying the structure or function of the body for some health benefit. However, a medical equipment excludes implantable, disposable or single-use medical devices (6). Other agencies like the Food and Drug Administration, Health Canada and the United Kingdom's Medicines and Healthcare products Regulatory Agency (MHRA) and many others have adopted similar definitions with slight modifications and this is the same with African regulatory agencies like the National Drug Authority (NDA) of Uganda and the South African Health Products Regulatory Authority (SAHPRA) among others. Furthermore, the Global Harmonization Task Force (GHTF) and its follow-up initiative, the International Medical Devices Regulators Forum (IMDRF), are encouraging the global convergence of regulations and definitions which contributes to a high level of safety protection worldwide and facilitate trade. The IMDRF is advocating for provisions on Unique Device Identification, conformity assessment procedures, technical documentation, general safety and performance requirements, classification rules, and clinical investigations around medical device and innovations (7, 8).



Classification of medical devices in Africa

Unlike the USA and EU where they have established classifications systems for medical devices, many African countries are facing difficulties in classifying devices arising from the multiplicity of devices, wide application and limited financial and human resource capacity (9). The GHTF Risk Classification of medical devices is based on four classes i.e. Class A, B, C, and D; with Class A representing lowest-risk devices and Class D the highest risk devices. The EU and GHTF Taxonomies are essentially equivalent, both grounded on four classes and these devices are assigned to a class according to their inherent probability to harm the patient, intended application and technology (7).

Many countries in Africa have obtained National Regulatory Authorities or Agencies (NRAs) to regulate medical devices alongside drugs and other food and animal products. There has also been an increase in the number of NRAs since the WHO survey in 2005 in various African countries which found that only 3 countries had an NRA in place, while 29 countries had minimal and 14 no regulations in place at that time (7, 10).

Currently countries like Egypt have the Egyptian Drug Authority (EDA) that classifies medical devices as Class I, IIa, IIb and III while Ethiopia has the Food Medicine and Healthcare Administration and Control Authority of Ethiopia (FMHACA) with a classification system of I, II, III and IV. With this classification system, Class I represents simple devices with history of safe use and have a low risk e.g., the tongue depressor, class IIa represents devices that have a relatively low risk to the human body e.g., the infusion pumps, class IIb represents devices that have a relatively high risk to the human body e.g., hip implants and lastly the class III represents medical devices that may endanger the Patient's life and possess the highest risk e.g., pacemakers.

Other countries like Uganda, Kenya, Tanzania and South Africa have the various NRAs which all classify medical devices as A, B, C and D (7) as shown in Table 1. Class A devices pose the lowest risk to the patient e.g., the wheelchairs and class D being the highest risk to patient and public e.g., the breast implants. The disparities across NRAs come in when some devices fall is different classes dues to the different classification systems e.g., in Uganda, the wheelchair is a class A medical device according to the NDA while in Egypt it's a class IIa medical device according to the EDA. Efforts should be in place to ensure that there is a uniform classification system for innovative medical device trials to be easily carried out across different countries in Africa with a harmonized regulatory framework.


TABLE 1 Medical devices classification systems in some African countries and the responsible National Regulatory Authorities.
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The various African governments have set up these NRAs to regulate medical devices and other medicinal products, however, they have some limitations like limited human resource especially biomedical engineers who understand medical devices better, few medical device innovators in Africa compared to other regions and varying governments priorities and agendas which do not see medical device regulation as a matter that needs their attention. Some government agencies have put controls on the use and sale of medical devices and ensure that medical devices under research and those on market within their countries' jurisdictions are compliant with national and international standards. For example, when a medical device is innovated and manufactured in Uganda, the innovator or researcher must apply for Institutional Review Board clearance from approved centers and national clearance from Uganda National Council for Science and Technology (UNCST) before starting any clinical testing or trials. Manufacturers must also apply to these bodies to approve use of the device and must provide satisfactory clinical results about their devices.

Various medical devices' innovators struggle to see their innovations come to application and need to work closely with different NRAs in the respective countries, although the regulatory pathway is unclear. Some medical devices if not all, need to go through clinical trials to ascertain their safety and effectiveness but few of these are reported from African countries. Innovators of medical devices also need to know the class of the medical device they are innovating to guide the best clinical trial to be carried out and also to easily navigate the approval processes.



Selected medical devices clinical trials in Africa

In Africa, a number of medical device innovations have undergone clinical trials to address a number of healthcare challenges in the region and globally. We reviewed clinical trials in Africa published mainly in PubMed and Google Scholar between 2000 and 2021. Some of these trials have been tabulated in Table 2 giving details of the year of publication of the trial, the country where the trial took place, the device name under trial, the classification of that device according to the GHTF, the stage at which the device was tested, the healthcare challenge being addressed and the type of device under trial. The devices listed in this mini review address challenges concerning non-communicable diseases, maternal and child health, infectious diseases, drug delivery and male circumcision among others as discussed below. We see a high number of trials published after 2010 compared to before that year.


TABLE 2 Listing of some of the medical devices' clinical trials that have taken place in Africa showing the year of publication, the country where the trial took place, the device name, the class of the device according to the GHTF, the stage of the device under trial, the medical challenge being addressed and the type of medical device.
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Further referring to Table 2, most of the devices (26 devices) were clinically tried when they are already on the market compared to a few that were still in prototyping stage and or in the premarket stage of the innovation design cycle. Also, majority were under class B (21 devices) classification basing on the GHTF classification system as compared to the 6 under class A, 2 under class C and 5 under class D. Probably the devices that were tested when they were already on market might have had their clinical trials outside Africa while still in the premarket stage. The high number of devices in class B could be related to the ease to use and innovate such devices and hence less cost in development and implementation compared to the class D devices with a highest risk to the patient.



Devices for maternal and child health

Sub-Saharan Africa (SSA) still has the highest maternal and child deaths in the world despite numerous efforts to reduce the high mortality and morbidity (44). Some medical devices have been reported about through clinical trials in addressing maternal and child health challenges in Africa for example the Non-Pneumatic AntiShock Garment (NASG) which is an innovation developed as a first aid tool to combat postpartum hemorrhage (PPH), one of Africa's leading causes of maternal death. This was trialed by Ojengbede et al. in 2011 in Nigeria (13); by Miller et al. in 2013 in Zimbabwe (11); by Magwali et al. in 2013 in Zimbabwe; and lastly by Downing Jannelle in 2015 in Zambia and Zimbabwe (34). All these studies were carried out to determine whether application of the NASG at the clinic level in comparison to the referral hospital level lowered maternal deaths as well as recovery time from shock resulting from severe Obstetric Hemorrhage and to ascertain the safety of the NASG when used at the clinic level. Ojengbede et al. in 2011 aimed at determining whether NASG showed potential for reducing PPH mortality in Nigerian referral facilities (13).

Furthermore, Vouseden and Giblin et al. in 2019 and 2021 reported results from the CRADLE Vital Signs Alert device (CRADLE VSA) as a semi-automated device designed for use in resource limited environments to detect underlying preeclampsia and hysterectomy in Harare Zimbabwe (18, 28). This device Measures a patient's heart rate and blood pressure and calculates the shock index (ratio of heartrate to the systolic blood pressure) before displaying a signal light alert depending on shock index thresholds. The CRADLE VSA device recognizes patients who need to be referred for hemorrhagic shock, which would be useful in low-income countries where decisions are could be made by inexperienced healthcare practitioners.

In 2018, Mdoe et al. reported about a clinical trial for a fetoscope or a hand held Doppler for intermittent fetal heart rate monitoring in rural Tanzania (20). The rate of abnormal fetal heart rate (FHR) detection and adverse perinatal outcomes were examined in this study among women monitored periodically by Doppler or fetoscope in a rural resource-limited setting. This study found no statistically significant difference between occasionally used Doppler and fetoscope in detecting abnormal FHR or unfavorable neonatal outcomes (20).



Devices for circumcision and HIV/AIDS

Some medical devices have been developed and clinically tested in various African countries to address HIV/AIDS epidemic mainly focusing on circumcision. Among these include the AccuCirc Device, ShangRing device, UniCirc device and the Prepex device for circumcision. In 2014, Plank et al. reported about a pilot study on the AccuCirc in Botswana to evaluate device safety and parental satisfaction (35). In 2015 in Zimbabwe, Mavhu reported a randomized non-inferiority trial conducted to determine the safety and acceptability of the same device with the Mogen clamp (35). The device is intended for early infant male circumcision as a possible HIV prevention strategy (14).

A ShangRing device for circumcision was tested in Kenya, Uganda and Tanzania in 2014 whose first proof of concept in China (2005), with other trials reported in Kenya in 2009 and 2019 and subsequent years in Uganda and Zambia (19, 25). He further reported that the ShangRing device eliminates need for suturing, it is safe and easy to use and train on. A proof of concept study, an investigation on delayed Shang Ring removal, two studies examining Shang Ring circumcision vs. conventional surgical techniques, and a large field study to assess the safety of Shang Ring circumcision under normal care provision have all been conducted on this device (25).

The Unicirc device was developed in South Africa and has also had a number of clinical trials to ascertain its safety and effectiveness e.g., in 2014 Millard et al. carried out a trial in South Africa, to make comparisons between open surgical circumcision with suturing, and the Unicirc disposable instrument including tissue adhesive (24). Also in 2016, Shenje et al. did a randomized field trial in South Africa to determine the time of healing after device use, pain levels, device safety and the cosmetic results of the penis after circumcision (27).

Lastly, the PrePex device is one of the most reported circumcision devices that have had trials in Africa e.g., in 2016 there was In Zimbabwe, a phase II randomized controlled trial compared the PrePex device to Forceps Guided Surgical Circumcision in terms of safety, procedure time, and cost (40). The results of this trial show that the PrePex method is quick, efficient, and effective, taking about a third of the time of a surgical operation. Also in 2018, Libina et al. conducted a study to determine the safety of PrePex and if analgesia given prior to removal lowers pain in participants (30).



Other medical devices trials

Other medical device clinical trials reported in Africa include an RCT in Ethiopia where absorbable sutures were compared to silk sutures for surgical intervention in trachomatous trichiasis (12); an RCT for a human powered nebulizer to evaluate the quality of induced sputum in a South African mobile HIV testing service (15); a comparative study in Dar es Salaam, Tanzania in 2006, to distinguish between mercury and automated blood pressure readings and their impact on hypertension estimates (16); the Tensoval duo control blood pressure device in South Africa whose trial was to determine its accuracy of blood pressure measurement among a South African adult population (17); a pilot study of an AutoSyP device which is a cheap, power-efficient syringe pump for use in resource constrained settings like Malawi (42) and in an RCT in Egypt, the Bakri balloon was compared to a condom-loaded Foley's catheter for the treatment of atonic postpartum hemorrhage caused by vaginal delivery (38).

Less device trials have been reported on challenges around rehabilitation and assistive technology and purely laboratory-based devices in Africa. Majority of the device trails are reported from South Africa compared to the countries like Uganda, Zimbabwe, Nigeria, Egypt and Tanzania among others. A further investigation into the disparity between these African countries in conducting clinical trials for medical devices needs to be carried out.



Challenges affected by medical devices clinical trials in Africa

Generally, Investigational medical devices are essential to the improvement of healthcare. While many devices have significantly enhanced clinical outcomes, most of them require scrutiny and analysis before use as some front great health risks. For a long time, new medical devices have been adopted with minimum scientific evidence to support their use owing to the limited regulatory authorities in African countries. This is because of lack of regulatory bodies with knowledge and experience to regulate the entry and testing of medical devices (45) despite the proper and well streamed regulatory procedures for pharmaceutical products (46).

Currently, most African governments have developed regulatory bodies, such as the Uganda National Drugs Authority in Uganda (47) and South African Health Products Authority (48) in South Africa, to ensure the protection and efficiency of new medical devices. Such bodies are required to act in a well-organized and appropriate style so as to save and benefit patients. Nevertheless, still most African countries do not have well streamed procedures by which new high-risk medical devices are translated from bench to bedside. Instead, most of them rely on imports and hardly do they get to look at investigation results and reports of the devices where the testing was carried out from. It is also true that there is quick approval granted to the low risk devices because they pose low risk to patient health.

In order to increase patient safety and avoid any legal liabilities during medical device usage, there is a need for thorough regulations and adequate pre-marketing data for high and medium risk medical devices. The pre-marketing evaluation and authorization of high and medium risk medical devices ought to be joined with continuous post-marketing surveillance to guarantee benefits and minimize harms of device use in (46, 49). There is need to continuously review medical device regulations for countries that have them and also for those that don't have them to adopt them so as to ensure the safety of consumers. These should be synchronization of the global regulations to accelerate the growth and development of the medical device industry and ensure the establishment of radical medical devices that profit patients minus causing difficulties. The purpose of global harmonization is to decrease regulatory disparities globally, eradicate extreme or country specific requirements, and construct a reliable and transparent universal regulatory organization system (50).

According to Rugera et al. report in 2014, all East African Community member States demonstrated to have one or more regulatory bodies for medical products with the exclusion of Rwanda that had activated a taskforce to manage the development and establishment of a Food and Drug Authority (51). Additionally, he reported that the capability to control both medical devices and diagnostic tests inside the EAC is inadequate and Formal Technology Assessment Programs are deficient in all Partner States. The experiences among the EAC member states is not different across the rest of Africa where regulation of medical devices is weak, it is an abandoned sector and there is reduced capability to do so (51).

Other challenges around medical devices clinical trials are not limited to inadequate funding, limited expertise around device clinical trials, few medical device innovators and high gap between academia, research and industry in most African countries. Few biomedical engineers and other personnel competent in medical devices and their regulation are available on the African continent. This poses a great challenge on how the NRAs can regulate such a medical devices' sector in addition to the few medical devices innovators available on the continent. The processes and systems for translating medical devices from idea to market are not clear and hence many potential innovators are left blinded on where to seek support whether financial or technical.



Conclusion

Not many African countries have put in place measures and regulations to streamline the medical devices clinical trials. These challenges of limited financial capacity, human resource, operational barricades, unclear ethical and regulatory pathways, competing demands and lack of a research atmosphere are still affecting the investigational medical devices clinical trial in Africa because this is a neglected area for now in many of these countries. Medical devices' clinical trials that target specific healthcare diseases and conditions affecting mainly people in Africa are logically best carried in these countries.

Despite all that, many African countries have improved their research output and medical innovators are being mentored and facilitated to address the various healthcare challenges affecting the continent. This is shown by the increasing trend of funding to Africa for various medical device innovations which later will reach clinical trials before hitting the market. Expertise and resources are being put together as many Institutional review boards are being facilitated to approve medical device clinical trials.

Lastly, researchers, academicians and policy makers in Africa should take a vested interest in carrying out Health Technology Assessment (HTA) to ascertain the properties (medical, social, ethical and economical), effects and impact of the various technologies on their healthcare systems. This will increase the visibility of medical devices research and attract more work on device trials and foster a better environment for innovators on the continent. A deeper investigation into medical device clinical trials especially those registered with clinicaltrials.gov and the pan African clinical trials register should also be carried out to provide a bigger understanding on the status of medical device's research in Africa.
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prism intraocular lens in patients with intraocular lens Disease
advanced macular disease: initial clinical
experience
Rapid, minimally invasive adult voluntary ~ Millard etal,, 2014 South Africa  Unicirc vs. Surgical B Market HIV Prevention (24)
male circumcision: a randomized trial of Circumcision
Unicirc, a novel disposable device.
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Institutionalizing postpartum intrauterine  Canning etal,, 2016 Sri Lanka, Intrauterine Device (IUD) D Market Postpartum Prevention (1)
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