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Experience With the Use of the MicroDTTect Device for the Diagnosis of Low-Grade Chronic Prosthetic Joint Infections in a Routine Setting
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Background: In prosthetic joint infections (PJIs), identification of the causative microorganisms is critical to successfully adapt and optimize treatment. However, microbiological diagnosis of PJIs remains a challenge notably because bacteria are embedded in biofilm adhered to the prosthetic material. Recently, dithiothreitol (DTT) treatment of prosthesis has been proposed as a new strategy to release bacteria from biofilm and to improve the yield of microbiological diagnosis. In this study, we evaluated the interest of a commercial device using DTT, the MicroDTTect system (Heraeus, Hanau, Germany), for the diagnosis of low-grade chronic PJIs, compared to the conventional culture of periprosthetic tissue (PPT) samples.

Methods: Twenty patients undergoing a surgery procedure for removal of prosthetic material because of a suspicion of low-grade PJI without pre-operative microbiological documentation were included (NCT04371068). Bacteriological results using the fluid obtained after prosthesis treatment with the MicroDTTect system were compared to results obtained with conventional culture of PPT samples.

Results: All the bacteria considered as responsible for PJIs recovered from culture of PPT samples were also detected using the MicroDTTect device. For one patient, an additional bacterial isolate (Staphylococcus haemolyticus) suspected to be involved in a polymicrobial PJI was identified using DTT treatment. Time to positivity of the cultures was also reduced using the MicroDTTect system, notably in case of Cutibacterium acnes infection. However, probable bacterial contaminants were found (MicroDTTect system, n = 5; PPT samples, n = 1).

Conclusion: This study showed that DTT treatment of the prosthetic component using the MicroDTTect device could improve the microbiological diagnosis of low-grade PJIs.
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INTRODUCTION

Prosthetic joint infections (PJIs) are one of the major causes of implant failure after joint arthroplasty with an average incidence of 1.1% for primary total hip replacement and 0.6% for primary total knee replacement (1). These infections are associated with high morbidity rates and health-care costs (2). The diagnosis of PJIs can be very challenging, notably in case of infection due to low-virulence organisms, as clinical features and microbiological diagnostic results may be conflicting (3). A definition of periprosthetic infection has been proposed by the MusculoSkeletal Infection Society (MSIS), including major and minor criteria (4). However, in some forms of low-grade PJI, several of these criteria may not be met despite the presence of a true infection, such as the identification of the microorganism involved after culture of periprosthetic tissue (PPT) samples, whereas it is pivotal for antimicrobial susceptibility tests and subsequently for treatment adaptation. Among others, biofilm formation, which corresponds to a complex microbial community adherent to various surfaces and protected by self-produced matrix, is a major limiting factor for culture of bacterial pathogens in the context of PJIs (5). Traditional sampling techniques may fail to detach viable biofilm-embedded bacteria from prosthetic surfaces and periprosthetic tissues, thus leading to false negative results in culture and to a possible diagnostic conclusion of aseptic failure, especially when clinical signs are confounding, as in low-grade infections or in case of recent antibiotic treatment.

To overcome these difficulties, different methods have been developed to improve the microbiological diagnosis yield in PJIs by disrupting the bacterial biofilm before culture. For instance, superiority of culture of sonication fluids obtained from explanted prosthesis over conventional culture of PPT samples has been reported in several studies (6–9). However, sonication is limited by the need of specific instrumentation, which is neither available nor affordable in all laboratories, the difficulties in managing large implants, and the risk of sample contamination, caused by improperly sealed sample containers and/or bacteria proliferation in sonication water. Recently, an alternative method for biofilm detachment using a chemical agent, namely DL-dithiothreitol (DTT), has been proposed (10). DTT is a sulfhydryl compound that reduces disulfide bonds and destroys intra- and inter-molecular bonds between cysteine residues in proteins. It can alter the extracellular matrix of biofilm and release bacteria from it, without affecting bacterial viability allowing further bacterial growth before identification and antibiotic susceptibility testing with traditional methods (11). Drago et al. notably showed that DTT treatment could be a reliable alternative to sonication for the microbiological diagnosis of PJIs because it is easier to use, as the procedure does not require any specific laboratory instruments and it was associated with a better sensitivity and the same specificity compared to sonication (12).

A commercial device containing a DTT solution has been developed, namely MicroDTTect (4i for infection, Monza, Italy), to simplify the process, reduce the multiple transfers and steps with technical manipulations, and thus to limit risks of contamination. To evaluate the added value of this approach, we focused our study to patients presenting with a suspicion of low-grade chronic PJI, clinical context in which the MicroDTTect system could be particularly of interest compared to conventional culture of PPT samples.



MATERIALS AND METHODS


Patient Recruitment

Between February 2018 and August 2019, a total of 20 patients undergoing a surgery procedure for prosthetic material removal in the surgery department of Croix Rousse hospital (Lyon University Hospital, CRIOAc Lyon, France) because of painful prosthesis, prosthesis loosening happening <10 years after the implantation, or suspicion of chronic PJI with negative joint puncture or with no joint puncture performed in the previous 3 months, were enrolled in this study. Exclusion criteria included mechanical explanation for the pain or loosening, and clinical evidence of infection (fistula, abscess, discharge, or local inflammation). The study group included 12 men and 8 women, undergoing surgery for total knee (n = 15) or hip (n = 5) prosthesis replacement (one- or two-stage).



Samples Collection

Prosthetic implants were aseptically collected in the operating room and immediately placed in the MicroDTTect collection system (Figure 1). In parallel, PPT samples (between 5 and 7 per patient) were also collected according to the usual protocols of the hospital and put into plastic sterile containers Ultra-Turrax® (Labelians, Nemours, France) containing metallic beads, immediately sealed and transported to the laboratory for standard microbiological analysis.
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FIGURE 1. Drawing showing the different components of the MicroDTTect device. The MicroDTT system is composed of: (a) closing system with minigrip, (b) clamp for the second closure, (c) unbreakable red valve, (d) dithiothreitol solution at 0.1% (w/v), (e) PVC two-compartment bag, (f) unbreakable blue valve, (g) syringe, (h) injection point with needle (optional, for direct inoculation into blood culture bottles), (i) blue clip, and (j) liquid collection test tube(s). Prosthetic implant was aseptically collected in the operating room and immediately placed in the MicroDTTect device (compartment e). After mechanical agitation, the DTT suspension was transferred into several sterile tubes (j). This figure is published with the permission of Heraeus.




Microbiological Procedures

The MicroDTTect procedure was performed according to the manufacturer's recommendations. The MicroDTTect device containing the prosthesis was placed on a mechanical shaker for 15 min to increase contact between DTT and prosthesis, in order to detach bacteria and biofilm from the material surface. The obtained DTT suspension was transferred into dedicated test tubes. Three BACT/ALERT® aerobic FA Plus, anaerobic FN Plus, pediatric PF plus blood culture bottles (bioMérieux) were inoculated with 5 mL of this suspension. The tubes were then centrifuged at 3,200 rpm for 10 min and then, all the supernatant except 1 mL was discarded. After resuspension of the pellet in the remaining DTT solution, 100 μL were plated onto: one sheep blood agar plate (bioMérieux, Marcy l'Etoile, France) incubated during 2 days in aerobic atmosphere, two chocolate blood agar plates (bioMérieux) incubated for 2 and 5 days under 5% CO2, and two Schaedler agar plates (bioMérieux) incubated for 5 and 14 days in anaerobic conditions. In addition, one Schaedler broth was also inoculated with 100 μL of the resuspended pellet. Bacterial growth was followed automatically by a BACT/ALERT® VIRTUO® system (bioMérieux) for the bottles and every day visually for the broth during 14 days. If positive, broth or bottles were subcultured onto one sheep blood agar, one chocolate agar, and one Schaedler agar plates incubated for 2 days in CO2 and anaerobic condition, respectively.

In parallel, PPT samples were homogenized using a specific grinder Ultra-Turrax® Tube Drive Ika® (Labelians) during 1 min followed by plating of 20 μL on the same solid agar media as described above and inoculation of 100 μL into a Schaedler liquid broth.

When cultures were positive, each morphology of colony was identified by matrix-assisted laser desorption ionization time-of-flight mass spectrometry using the VITEK® MS device (bioMérieux). Results obtained with both approaches (MicroDTTect device and PPT samples) were compared in terms of number and types of bacterial species, time to positivity, and semi-quantitative analysis of the bacterial inoculum in the samples (number of colonies on plates).



Ethics

For this observational study, which did not require the approval of an ethics committee, written information was given to all patients. The study was registered as a clinical trial (no. NCT04371068) and was approved by the National Data Protection Commission (no. 18–265), as required by national ethics rules.




RESULTS

Bacteriological growth was observed for 11 out of 20 (55%) prosthetic samples treated using the MicroDTTect system, while PPT samples were positive in culture for only 8 out of 20 patients (40%) (Table 1). Isolated bacteria were mostly Gram-positive cocci: coagulase-negative staphylococci (n=10 strains/8 patients using MicroDTTect; n = 4 strains/4 patients in PPT samples) and Enterococcus faecalis (1 strain in both DTT and PPT samples). Cutibacterium acnes isolates were also recovered for two patients with both techniques, and one additional isolate was found in one PPT sample.


Table 1. Comparison of microbiological results obtained by culture of the prosthetic material using the MicroDTTect device vs. classical culture of periprosthetic tissue samples.
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Agreement between the results obtained with MicroDTTect prosthesis processing vs. conventional culture of PPT samples was observed for 13 out of 20 patients (65%) (same bacteria identified, n = 5; negative culture, n = 8). For seven out of eight patients with culture-positive PPT sample(s), bacteria recovered from PPT samples were also detected using the MicroDTTect procedure. However, for two patients, if one species was recovered using both approaches (Staphylococcus epidermidis and C. acnes, respectively), an additional species was collected only using the MicroDTTect procedure: for patient n°10, numerous colonies of S. haemolyticus grew on all culture media using the MicroDTTect procedure and was considered as a likely pathogen involved in a polymicrobial infection, undetected with the conventional culture of PPT samples; for patient n°12, S. epidermidis was recovered on only one out of the nine inoculated media (five colonies). For patient n°16, a single colony of C. acnes was found for only one out of five PPT samples, while the MicroDTTect culture was negative and was considered as a contaminant by clinicians. For four patients (n°11, 13, 19, and 20), likely skin flora contaminants (coagulase-negative staphylococci, Micrococcus luteus) were isolated after a culture of MicroDTTect suspension on one out of the nine media, while the culture of PPT samples remained negative. For these, patient records were discussed during a multidisciplinary meeting, which concluded that there was no evidence of PJI based on bacteriological and histopathological analyses of PPT samples.

When considering only likely true culture positive samples, time to positivity using the MicroDTTect system was at least equivalent to PPT culture and, in most cases (six out of seven), decreased by 24 h and up to 9 and 11 days for patients with a true C. acnes infection (n°9 and 12, respectively). Of note, the bacterial inoculum recovered after the culture of the prosthetic material was also higher than the one obtained with conventional culture of PPT samples (Table 1).



DISCUSSION

Diagnosis of PJIs remains a major challenge for microbiology laboratories. Despite the continuous development of innovative microbiological techniques, none of them is considered as a definitive gold standard, and the diagnosis of bone and joint infections is based on a combination of clinical, biological, and/or microbiological arguments. Biofilm formation during chronic PJI is considered as one of the reason of the insufficient sensitivity of classical culture approach using PPT samples, especially when patients received antimicrobial chemotherapy before sampling (7). In order to improve the accuracy of microbiological diagnostic methods, specific approaches allowing detachment of bacteria from biofilm formed and stuck on prosthetic implants have been developed in the last decade including mechanical (low-frequency ultrasounds) and chemical treatment (DTT). In this study, we evaluated a commercial standardized system using DTT, the MicroDTTect device for the diagnosis of low-grade PJIs, in comparison with conventional culture of PPT samples. The data obtained showed that this device could be a valuable tool for the diagnosis of such infections and to improve the yield of microbiological diagnosis. All bacteria responsible of true PJI (same bacteria isolated at least in two different PPT samples from the same patient) were detected using culture of the prosthesis placed in the MicroDTTect device. Moreover, for one patient, the use of MicroDTTect allowed us to detect a likely polymicrobial infection due to S. epidermidis and S. haemolyticus, while only S. epidermidis was isolated with conventional culture of PPT samples. The results also showed that this device could be of interest to reduce significantly the time to positivity of culture and thus accelerate the microbiological diagnosis and optimize the management of patients, notably in case of infection by low-virulent bacteria, such as C. acnes.

A few other studies highlighted that treatment with DTT could be of interest for the diagnosis of PJIs (13–15). Calori et al. reported a higher sensitivity using the same MicroDTTect device for collection of both prosthesis and PPT samples compared to conventional cultures (15). However, the comparative method used consisted in the collection of flocked swabs during the surgery, specimens that are not recommended by the various international guidelines for the diagnosis of PJIs due to lack of sensitivity (16, 17). This could have introduced a major bias in the results. Sambri et al. compared DTT and sonication treatment of prosthetic material in a large cohort of patients undergoing prosthesis revision and showed that both technics were more sensitive than PPT sample cultures (13). Moreover, DTT treatment was superior to sonication among patients in whom infection was not suspected preoperatively, whereas the authors did not observe any difference between DTT and sonication in patients with suspicion of infection before surgery. Finally, in the study of De Vecchi et al., treatment of PPT samples with DTT allowed an increase in sensitivity (14). However, homogenization of samples not treated with DTT was simply performed in sterile saline, without grinding them using beads, which is well-known to improve the microbiological diagnosis of PJI (18).

Contrary to the studies previously mentioned, we chose to evaluate the interest of the MicroDTTect device in a specific subgroup of patients with PJI, namely low-grade PJI, and so excluding patients for whom classical approach for microbiological diagnosis, that is, culture of PPTs, is likely enough sensitive. So, we decided not to include patients if the diagnosis of PJI was certain or strongly suspected, for example, if they presented a fistula communicating with the prosthesis or if a microbiological evidence of infection was available before the surgery. Indeed, we believe that this kind of diagnostic technologies, which trigger additional costs to the classical technics used for PJI diagnosis, should be dedicated to patients for whom the diagnosis is the most difficult and for whom supplementary technics could improve the sensitivity of conventional PPT samples culture. This point of view is also supported by the data of Sambri et al. showing that DTT treatment of prosthetic material was especially relevant when PJI was not suspected preoperatively, that is to say for patients with low-grade infections, presenting no clinical and biological signs of infection. These restrictive criteria account for the limited number of patients included, which is a limitation of the present study. The strict selection of patients also probably explains the absence in our study of some bacterial species frequently involved in PJIs, such as Staphylococcus aureus and Gram-negative bacilli. We mainly recovered coagulase-negative staphylococci and C. acnes isolates, frequently involved in delayed chronic and low-grade PJIs (19).

The major advantages of the MicroDTTect system are that it is quick and easy to use. It is also a closed system providing a completely sterile transportation of the prosthesis and theoretically reducing the risk of sample contamination as minimal manipulations are required. However, cultures of the MicroDTTect samples of five patients in the present study showed growth of one or two skin commensal coagulase-negative staphylococci, but recovered on only one out of nine seeded media, while culture of PPT samples remained negative. These isolates were considered as likely contaminants. However, it is impossible to know if these contaminations have been “acquired” during manipulation of the prosthesis or during plating. Other studies reported good specificity rates, comparable to those of conventional culture, but some of the authors considered that samples were positive only if at least five colonies grew on agar plates after 24 h, whereas this threshold has not been validated by other studies (12, 13, 15). Finally, Romano et al. also suggested that the use of the MicroDTTect device may allow a substantial economic balance or advantage (20). Although the use of MicroDDTect induces an increase of the direct costs compared to culture of PPT samples, the authors showed that this technology was cost-effective notably thanks to the reduction of the time required for sample treatment and the improvement of diagnostic accuracy compared to tissue cultures combined or not with sonication. The present study was a non-interventional study (results not provided to the clinicians) and did not allow us to evaluate the medico-economic impact of this device. Nevertheless, the impact of such diagnostic tools on the cost of PJIs management deserves to be evaluated more deeply in further studies because the results may be highly variable from one country or hospital to another. These studies should focus on low-grade infections, infections for which the diagnosis may be difficult and for which the MicroDTTect device could represent a real gain in diagnostic sensitivity.

In conclusion, in this study, we showed that treatment of the prosthetic component with DTT using the MicroDTTect device improves the microbiological diagnosis of low-grade PJIs by allowing the identification of additional bacteria and reducing the time required to detect them. For optimal interpretation of results, only patients with several positive media should be considered as infected. The added economic value of this diagnostic device has now to be evaluated in real-life conditions.
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