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Background: Although the nasopharyngeal swab (NPS) is the reference sampling method for the detection of SARS-Cov-2, it is not always possible to collect NPS in some patients. Saliva represents an interesting sampling method because it is less invasive and more convenient in patients with nasal or pharyngeal lesions.

Objective: To compare the RT-qPCR test performances of saliva samples with nasal mid-turbinate swab (NMTS) and NPS samples in a cohort of ambulatory patients suspected of having COVID-19.

Study Design: For each of the 112 enrolled patients, NPS, NMTS, and saliva samples were collected and tested for SARS-Cov-2 detection using three different target genes (RdRP, N and E genes) by RT-qPCR.

Results: Among the positive samples (56/112), saliva samples showed a lower percentage of SARS-Cov-2 detection compared to NPS samples, (85.7 vs. 96.4%), while still a lower percentage was observed for NMTS samples (78.6%). In average, saliva samples showed higher Ct values for all tested target genes, compared to those from NPS and NMTS samples.

Conclusions: By using the AllplexTM 2019-nCoV Assay Kit, saliva samples showed lower sensitivity for SARS CoV-2 compared to NPS samples; however, the not detected cases had lower viral burden in NPS samples (CT values >33) representing an interesting alternative sampling method in patients in which it is not possible to take a NPS sample.
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INTRODUCTION

COVID-19 diagnosis is based on clinical, laboratory, and imaging features through computed tomography (CT) (1–3). Reference standard diagnostic tests for detection of SARS-Cov-2 in suspected infected patients includes reverse transcription polymerase chain reaction polymerase (RT-qPCR). To date, the Centers for Disease Control and Prevention (CDC) recommends nasopharyngeal swab (NPS) sampling for detecting viral ribonucleic acid of SARS-Cov-2 by RT-qPCR (2).

However, it is not possible to collect NPS in some patients, such as those with epistaxis or with an inflamed nasopharyngeal mucous membrane. Part of those patients must be regularly controlled with PCR to be able to go to work, and they suffer discomforts due to sampling. Also, this sampling method can constitute a risk in patients with thrombocytopenia and other coagulation disorders (1).

For these reasons, international technical organizations have approved alternative sampling methods, such as oropharyngeal swab (OPS) and nasal swabs (4, 5). Some studies reported similar accuracy between the nasal midturbinate swab (NMTS) and NPS sampling (4, 6). Additionally, nasal sampling presents several advantages, because it is less invasive, assumed to cause less discomfort, and can be moreover used to perform self-sampling.

In the same way, saliva samples also represent a promising sample because they are less invasive and more convenient for patients, compared to NPS (7–9). Saliva samples can be collected by patient themselves, minimizing then virus transmission to health care and reducing the use of personal protective equipment. Saliva contains a pool of microorganisms coming from the lower respiratory tract, nasopharynx, and infected salivary glands. In some coronaviruses infection, salivary glands were infected very early in the disease process (10). Based on these international studies, the Chilean Ministry of Health is evaluating to implement massively the collection of saliva for PCR diagnosis of COVID-19 in outpatient population. However, data to validate the use of saliva sampling for the detection of the SARS-Cov-2 is still lacking.

On the other hand, clinical diagnosis protocols based on PCR techniques must be previously validated and standardized for applying them on biological samples. Although commercial PCR kits are generally approved for use in patient diagnostics (the U.S. Food and Drug Administration or the “Conformitè Europëenne” marking), it is necessary to verify some parameters recommended by the manufacturer (11, 12). To date, all PCR detection kits for the COVID-19 diagnosis are validated only to collecting samples of NPS/OPS, sputum, and bronchioalveolar lavage. None of them is approved for saliva samples by either the manufacturer or the regulatory organisms.

Based on the previous facts, we compared the RT-qPCR test performance of the saliva sample with nasal and NPS samples in a cohort of ambulatory patients. For all RT-qPCR tests, we used the commercial AllplexTM 2019-nCoV Assay Kit (Seegene, Korea), which was previously validated for clinical diagnosis with NPS, oropharyngeal swabs (OPS), sputum, and bronchioalveolar lavage (BAL).



MATERIALS AND METHODS


Ethics Statement and Clinical Samples

One hundred and twelve patients, who attend to the Sample Collection Unit at Clínica Dávila (Santiago, Chile) for clinical diagnosis of COVID-19, were recruited. For each patient, three sample types were collected including NPS, NMTS, and saliva samples. NPS and NMTS samples were collected using a standard technique, as recommended by the manufacturer (AllplexTM 2019-nCoV Assay insert), and transported to the laboratory in a viral transport medium that was prepared according to the standard operating procedure of the CDC in the United States (13). Saliva samples were collected through an assisted self-sampling; it was asked to patients to collect saliva by tilting the head back for 10s and then spit it into a sterile vial. A total of 1–2 mL of saliva per patient was collected and processed.



RNA Extraction

Prior to RNA extraction, saliva samples were pre-treated by adding proteinase k and incubating at 56°C by 10 min based on the modified protocol of Chu et al. (14). Briefly, we eliminated the final heating at 98°C by 5 min step, to avoid possible effects on the viral load, as previously observed at high temperatures (15, 16). Otherwise, RNA extraction of all samples was performed using the STARmag kit (Seegene, Korea) following the manufacturer's instructions.



RT–qPCR Conditions

Target gene amplification of SARS-Cov-2 was performed using the AllplexTM 2019-nCoV Assay Kit (Seegene, Korea), according to the manufacturer‘s procedure. The qPCR preparation was carried out in the Starlet equipment (Hamilton, USA, distributed by Seegene) and the qPCR amplification in the CFX-96 thermocyclists (Biorad, USA). The AllplexTM 2019-nCoV Assay Kit detects three viral genes (N, RdRP, and E). It was considered as inconclusive or indeterminate when the internal control was not amplified. It is currently considered as positive if both the N gene and RdRP were amplified. If only the E gene was amplified, it is considered as presumably positive, thus requiring repetition by another extraction instrument (in this case, MagNAPure Compact System, Roche).



Statistics

ANOVA one-way multiple comparisons and t-student tests were performed for evaluating statistical difference between sampling methods using the GraphPrism 6.0 software.




RESULTS


Clinical Data

One hundred and twelve patients, who were presenting COVID-19 symptoms, or being close contact of a COVID-19 patient, were included in this study. Prior to obtaining the samples, the patients signed an informed consent approved by the Ethics Committee of Clínica Dávila.

The median age was 37 years old with a range of 16–78 years, consisting of 39 females (34.8%) and 73 males (65.2%). The main symptoms at the time of the PCR were: headache (46.8%), myalgia (32.4%), cough (27.0%), fever (18.0%), odynophagia (9.0%), abdominal pain (7.2%), ageusia (7.2%), nasal congestion (5.4%), anosmia (5.4%), thorax pain (3.6%), asthenia (2.7%), dyspnea (1.8%). The onset of symptoms was on average 3 days prior to the consultation.



Effect of the Sampling Method on the Sensitivity of the SARS-Cov-2 Detection

For all collected samples, the detection of SARS-Cov-2 was performed using three independent RT-qPCR methods, which target the amplification of three genes, including the envelope protein (E), the RNA-dependent RNA polymerase (RdRp), and the nucleocapsid protein (N) genes. In our study, the amplification of the RdRP and N genes were considered as a positive result, while the E gene amplification was a presumptive positive, according the manufacturer instructions. An exclusive amplification of the E gene was obtained in six samples (one NPS, two NMTS, and three saliva samples) from distinct patients, having Ct values close to 40. In these cases, we repeated the processing of these samples using another extraction method. For all these cases, the repeated analyses were negative, so we considered these samples as negative.

Of the total samples analyzed, 56/112 (50.0%) were SARS-Cov-2 positive for at least one of the three biological samples (RT-qPCR positive for the RdRP and N gene amplification). We did not observe the Ct mean difference between symptomatic and asymptomatic patients, although Ct values tend to be lower in symptomatic patients (data not shown). Among the SARS-Cov-2 positive samples (n = 56), 54/56 (96.4%) of NPS samples were positive, while 44/56 (78.6%) and 48/56 (85.7%) were positive in NMTS and saliva samples, respectively (Table 1). We found that 39/56 samples (64.2%) were positive for all the three sample types, 3/56 samples (5.4%) for both NPS and NMTS samples, and 5/56 samples (8.9%) for both NPS and saliva samples. On the other hand, 2/56 (3.6%) samples were positive in both NMTS and saliva samples.


Table 1. Prevalence of RT-qPCR positive samples for SARS-Cov-2 in the distinct sampling methods.
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Effect of the Sampling Method on the Performance of RT-qPCR for SARS-Cov-2 Detection

Next, we analyzed whether the sampling methods affect the performance of the SARS-Cov-2 detection. We compared the RT-qPCR performance between the distinct sample types for each of the three genes used for the detection of the SARS-Cov-2, including E, RdRp, and N genes. For these analyses, all samples were processed at the same time using the same RT-qPCR protocol (Figure 1). For the three target genes, the Ct values of nasal and saliva samples did not differ statistically from those of nasopharyngeal samples, although the Ct values of saliva samples tend to be higher for the three target genes. However, we found that the nasal and saliva samples showed difference in Ct values (Table 2). The Ct values of saliva samples were statistically higher than those of nasal samples (p = 0.0465 for E gene; p = 0.0087 for RdRP gene; and p = 0.0049 for N gene).


[image: Figure 1]
FIGURE 1. Comparison of the RT-qPCR performance between the distinct sampling methods. Boxplots of SARS-CoV-2 Cycle threshold (Ct) values (mean and interquartile range) obtained for (A) E target gene, (B) RdRP target gene, and (C) N target gene in nasopharyngeal swab (NPS), nasal mid-turbinate (NTMS) swab, and saliva (SALIVA) samples. Statistical differences were tested using the paired t-test. * p ≤ 0.05. ** p ≤ 0.01.



Table 2. Impact of sampling method on the RT-qPCR Ct values according to the target gene.
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Effect of the Sampling Method on the RT-qPCR Efficiency

For determining whether the sampling method influences the efficiency of RT-qPCR method used for SARS-Cov-2 detection, we compared the Ct values of samples obtained from nasal and saliva samples with those obtained from nasopharyngeal samples (Figure 2). We observed a positive correlation between the nasal samples and the nasopharyngeal samples for all three amplified-target gene-based PCR methods. However, Ct values obtained from the saliva samples did not correlate with those from nasopharyngeal samples for all three amplified-target gene-based PCR methods.


[image: Figure 2]
FIGURE 2. Comparison of the RT-qPCR efficiency between the distinct sampling methods. Correlation of SARS-CoV-2 Cycle threshold (Ct) values obtained for (A,B) E target gene, (C,D) RdRP target gene, (E,F) and N target gene between nasopharyngeal swab (NPS), nasal mid-turbinate swab (NTMS), and saliva (SALIVA) samples. NPS was considered as the sampling method reference.





DISCUSSION

In this study, we provide a comparison of three sampling methods, including NPS, NMTS, and saliva samples, for detecting SARS-Cov-2. Compared to NPS samples, saliva samples showed a lower percentage of SARS-Cov-2 detection while an even lower percentage was observed for NMTS samples (Table 1). Also, the RT-qPCR-based detection method from saliva samples showed higher Ct values for all studied genes (E, RdRP, and N) compared to those from NPS and NMTS samples and a lower correlation with the NPS samples (Figures 2B,D,F) that could indicate a lesser analytical sensitivity with this sampling method.

For SARS-Cov-2 PCR detection, we used the Real-time PCR assay AllplexTM 2019-nCoV Assay Kit, which previously showed a good clinical and analytical performance with PCR efficiency higher than 96% and has CE-IVD approbation (17). This point is important since the Real-time PCR Assay Kit that is clinically validated is generally not considered in studies. Because the manufacturer did not validate this kit for saliva samples, data of this study allowed clinically validating this kit for the COVID-19 diagnosis using this sample type.

Previous studies reported that the sensitivity of the SARS-Cov-2 detection by RT-qPCR in saliva samples was 69.2–100% compared with that of initial diagnosis in throat and NPSs from hospitalized patients (9, 18–24). However, our data are valuable since all sampling methods provided from the same patients and our study included positive and negative samples for SARS-Cov-2. Through this study design, we eliminated the difference of sensitivity that can surge between the different sampling methods due to differences in the clinical background of patients and in the sample collection, because all samples are collected in the same patient and at the same time. Our data revealed differences in the sensitivity of SARS-Cov-2 detection obtained for the three sampling methods. Saliva sampling allowed to detect all cases with Ct values <33 (Figure 3) suggesting that the saliva sample might be a promising alternative method for COVID-19 diagnosis. It has been reported that Ct values > 35 correlates with a lesser infectivity of SARS-Cov-2 in cell culture (25). In addition, only one RT-qPCR kit, the AllplexTM 2019-nCoV Assay Kit was used in our study for the SARS-Cov-2 detection in saliva samples. Although the AllplexTM 2019-nCoV Assay Kit provided valuable results, this fact did not exclude that other RT-qPCR kits could improve the sensibility of the detection in this kind of sample. In effect, it previously showed a wide variability in the sensitivity of RT-qPCR solutions for SARS-CoV-2 detection, principally due to a component difference of RT-qPCR kits (buffers, enzymes, and reagent contents in general) (26).
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FIGURE 3. Comparison of Ct values depending on the number of positive samples. Ct values of samples that are positive for the three sampling methods (three positive samples) and for at least two sampling methods (≤ 2 positive samples). NPS, nasopharyngeal swab; NTMS, nasal midturbinate swab; SALIVA, saliva.


Our data also suggest that neither a single NPS nor a single saliva specimen is not 100% sensitive for the detection of COVID-19. This is consistent with previous literature (10), emphasizing that a single negative test does not rule out disease in patients with a high pre-test probability of COVID-19. To elude this issue, it should be considered repeated sampling and/or collected various sample types in the same patient for improving the yield. For example, among patients with a high pre-test probability for COVID-19 and a negative NPS swab, repeating the NPS swab and also collecting a saliva sample could be considered. In addition, saliva sample has clinical advantages because the sampling method is non-invasive and can be collected by patients themselves. However, a self-sample collection of saliva required that patients receive previously clear instructions. Just asking patients to spit a teaspoon of saliva into a specimen container can lead to not providing a full teaspoon of saliva, which can then affect the sensitivity of the COVID-19 diagnostic. To avoid this problem, saliva samples of our study were collected according to an in-house-validated protocol from which nursing staff assessed the collection of saliva samples. Other studies testing saliva samples for COVID-19 diagnostics used self-collected saliva samples, which cannot ensure data accuracy. Without clear instruction and training, patients can contribute to the increased risks of sample contamination and decrease the quality of collected samples that can affect the pathogen detection (false negatives and positives) and then the diagnostic.

Also, the collection time of saliva samples appears to be an important factor for the detection of SARS-Cov-2. At the 1st week of illness, when viral concentrations have been reported to be highest, it was showed that the sensitivities of saliva samples, as well as those of NPS, were the highest and differed just by 6%. When the samples were collected during the 2nd week of illness or later, this difference of sensitivity between both sampling methods was increased by 20% (27). The saliva flow rate might be involved in this phenomenon, because it could differ according to the advance of the disease and then affect the viral load in the saliva. It is therefore important to consider the time of illness for the determination of sampling methods; NPS samples seem more sensitive than saliva for SARS-CoV-2 detection during the later illness.

It is important to highlight that the analysis of saliva samples also shows several disadvantages. In comparison with others such as nasopharyngeal and nasal samples, saliva samples present a higher risk of spillage. To avoid this problem, saliva collection devices are available. However, the use of this equipment increases the cost of the clinical test, risen by close to 30%. In general, sampling kits such as those for nasopharyngeal and nasal samples include swabs and transport medium, in contrast to sampling saliva. There are few specialized devices for saliva samples that include transport media to preserve viral RNA saliva samples, and they are more expensive compared to the NPS sampling kits. The cost of clinical diagnosis remains an important point, because not all health insurance programs can support it. For example, although the Chilean State subsidizes the provision of PCR test, through the “Fondo Nacional de Salud” (FONASA), it does not include the supplementary devices resulting from the saliva sample process. For this reason, it is sometimes necessary to prepare wide-mouth containers with viral transport media for saliva sampling. Unlike to others, because they are more viscous, saliva samples require a pre-treatment step, with proteinase K spending more time in processing.

In conclusion, NPS remains the optimal sample for COVID-19 diagnosis. Although saliva samples have a lower analytical sensitivity, they represent a promising alternative sampling method if the NPS cannot be considered. In addition, it should be interesting in the future to evaluate other RT-qPCR kits, because it could improve the detection of SARS-Cov-2 in saliva samples.



DATA AVAILABILITY STATEMENT

The original contributions generated for this study are included in the article/supplementary material, further inquiries can be directed to the corresponding author/s.



ETHICS STATEMENT

The studies involving human participants were reviewed and approved by Ethics Committee of Clínica Dávila. The patients/participants provided their written informed consent to participate in this study.



AUTHOR CONTRIBUTIONS

CT and MF contributed to conception and design, data analysis, and drafted the manuscript. CM, MI, PN, ML, GC, and AV contributed to collect and process the samples. IP contributed to data interpretation and critically revised the manuscript. All authors gave final approval and agree to be accountable for all aspects of the work.



FUNDING

This study was supported by Seegene (Korea) that provides kit donation and by Fondecyt grant 1191311.



ACKNOWLEDGMENTS

The authors are grateful to Alatheia Medical (Chile) and Seegene (Korea) for supporting part of this work and the Molecular Biology staff of the Laboratorio de Especialidad Clínica Dávila (Santiago, Chile).



REFERENCES

 1. Jin Y, Yang H, Ji W, Wu W, Chen S, Zhang W, et al. Virgology, epidemiology, pathogenesis, and control of COVID-19. Viruses. (2020) 12:372. doi: 10.3390/v12040372

 2. Pascarella G, Strumia A, Piliego C, Bruno F, Del Buono R, Costa F, et al. COVID-19 diagnosis and management: a comprehensive review. J Intern Med. (2020) 288:192–206. doi: 10.1111/joim.13091

 3. Udugama B, Kadhiresan P, Kozlowski H, Malekjahani A, Osborne M, Li V, et al. Diagnosing COVID-19: the disease and tools for detection. ACS Nano. (2020) 14:3822–35. doi: 10.1021/acsnano.0c02624

 4. Centers for Disease Control and prevention (CDC). Interim Guidelines for Clinical Specimens for COVID-19. Centers Dis Control Prev (2020). Available online at: https://www.cdc.gov/coronavirus/2019-ncov/lab/guidelines-clinical-specimens.html

 5. World Health Organization (WHO). Laboratory Testing for Coronavirus Disease 2019 (COVID-19) in Suspected Human Cases:Interim Guidance. World Heal Organ (2020). Available online at: https://apps.who.int/iris/handle/10665/331329

 6. Tu Y-P, Jennings R, Hart B, Cangelosi GA, Wood RC, Wehber K, et al. Swabs collected by patients or health care workers for SARS-CoV-2 testing. N Engl J Med. (2020) 383:494–6. doi: 10.1056/NEJMc2016321

 7. Han P, Ivanovski S. Saliva-Friend and Foe in the COVID-19 outbreak. Diagnostics (Basel, Switzerland). (2020) 10:290. doi: 10.3390/diagnostics10050290

 8. Sapkota D, Thapa SB, Hasséus B, Jensen JL. Saliva testing for COVID-19? Br Dent J. (2020) 228:658–9. doi: 10.1038/s41415-020-1594-7

 9. To KK-W, Tsang OT-Y, Leung W-S, Tam AR, Wu T-C, Lung DC, et al. Temporal profiles of viral load in posterior oropharyngeal saliva samples and serum antibody responses during infection by SARS-CoV-2: an observational cohort study. Lancet Infect Dis. (2020) 20:565–74. doi: 10.1016/S1473-3099(20)30196-1

 10. Sabino-Silva R, Jardim ACG, Siqueira WL. Coronavirus COVID-19 impacts to dentistry and potential salivary diagnosis. Clin Oral Investig. (2020) 24:1619–21. doi: 10.1007/s00784-020-03248-x

 11. Institute Clinical and Laboratory Standards. MM3-P2. Molecular Diagnostic Methods for Infectious Diseases Approved Guidelines. Annapolis Junction: Clin Lab Stand Inst. (2006) p. 26.

 12. Burd EM. Validation of laboratory-developed molecular assays for infectious diseases. Clin Microbiol Rev. (2010) 23:550–76. doi: 10.1128/CMR.00074-09

 13. Centers for Disease Control and Prevention (CDC). Standard Operating Procedure for Public Health Labs to Create Viral Transport Medium. Centers Dis Control Prev (2020) Available online at: https://www.cdc.gov/csels/dls/locs/2020/new_sop_for_creating_vtm.html

 14. Chu AW-H, Chan W-M, Ip JD, Yip CC-Y, Chan JF-W, Yuen K-Y, et al. Evaluation of simple nucleic acid extraction methods for the detection of SARS-CoV-2 in nasopharyngeal and saliva specimens during global shortage of extraction kits. J Clin Virol. (2020) 129:104519. doi: 10.1016/j.jcv.2020.104519

 15. Chen H, Wu R, Xing Y, Du Q, Xue Z, Xi Y, et al. Influence of different inactivation methods on severe acute respiratory syndrome coronavirus 2 RNA copy number. J Clin Microbiol. (2020) 58:e00958–20. doi: 10.1128/JCM.00958-20

 16. Pan Y, Long L, Zhang D, Yuan T, Cui S, Yang P, et al. Potential false-negative nucleic acid testing results for severe acute respiratory syndrome coronavirus 2 from thermal inactivation of samples with low viral loads. Clin Chem. (2020) 66:794–801. doi: 10.1093/clinchem/hvaa091

 17. van Kasteren PB, van der Veer B, van den Brink S, Wijsman L, de Jonge J, van den Brandt A, et al. Comparison of seven commercial RT-PCR diagnostic kits for COVID-19. J Clin Virol. (2020) 128:104412. doi: 10.1016/j.jcv.2020.104412

 18. Landry ML, Criscuolo J, Peaper DR. Challenges in use of saliva for detection of SARS CoV-2 RNA in symptomatic outpatients. J Clin Virol. (2020) 130:104567. doi: 10.1016/j.jcv.2020.104567

 19. Pasomsub E, Watcharananan SP, Boonyawat K, Janchompoo P, Wongtabtim G, Suksuwan W, et al. Saliva sample as a non-invasive specimen for the diagnosis of coronavirus disease 2019: a cross-sectional study. Clin Microbiol Infect. (2020) S1198-743X(20)30278-0. doi: 10.1016/j.cmi.2020.05.001

 20. Azzi L, Carcano G, Gianfagna F, Grossi P, Gasperina D, Genoni A, et al. Saliva is a reliable tool to detect SARS-CoV-2. J Infect. (2020) 81:e45–50. doi: 10.1016/j.jinf.2020.04.005

 21. To KK-W, Tsang OT-Y, Yip CC-Y, Chan K-H, Wu T-C, Chan JM-C, et al. Consistent detection of 2019 novel coronavirus in Saliva. Clin Infect Dis. (2020) 71:841–3. doi: 10.1093/cid/ciaa149

 22. McCormick-Baw C, Morgan K, Gaffney D, Cazares Y, Jaworski K, Byrd A, et al. Saliva as an alternate specimen source for detection of SARS-CoV-2 in symptomatic patients using cepheid xpert xpress SARS-CoV-2. J Clin Microbiol. (2020) 58:e01109–20. doi: 10.1128/JCM.01109-20

 23. Iwasaki S, Fujisawa S, Nakakubo S, Kamada K, Yamashita Y, Fukumoto T, et al. Comparison of SARS-CoV-2 detection in nasopharyngeal swab and saliva. J Infect. (2020) 81:e145–7. doi: 10.1016/j.jinf.2020.05.071

 24. Becker D, Sandoval E, Amin A, Hoff P De, Diets A, Leonetti N, et al. Saliva is less sensitive than nasopharyngeal swabs for COVID-19 detection in the community setting. medRxiv. (2020). doi: 10.1101/2020.05.11.20092338

 25. Singanayagam A, Patel M, Charlett A, Lopez Bernal J, Saliba V, Ellis J, et al. Duration of infectiousness and correlation with RT-PCR cycle threshold values in cases of COVID-19, England, January to May 2020. Eurosurveillance. (2020) 25:2001483. doi: 10.2807/1560-7917.ES.2020.25.32.2001483

 26. Alcoba-Florez J, Gil-Campesino H, Artola DG-M de, González-Montelongo R, Valenzuela-Fernández A, Ciuffreda L, et al. Sensitivity of different RT-qPCR solutions for SARS-CoV-2 detection. Int J Infect Dis. (2020) 99:190–2. doi: 10.1016/j.ijid.2020.07.058

 27. Jamal AJ, Mozafarihashjin M, Coomes E, Powis J, Li AX, Paterson A, et al. Sensitivity of nasopharyngeal swabs and saliva for the detection of severe acute respiratory syndrome coronavirus 2 (SARS-CoV-2). Clin Infect Dis. (2020) ciaa848. doi: 10.1101/2020.05.01.20081026

Conflict of Interest: The authors declare that the research was conducted in the absence of any commercial or financial relationships that could be construed as a potential conflict of interest.

Copyright © 2021 Tapia, Marcia, Ivone, Nadia, Lesly, Camila, Valentina, Paula and Fabien. This is an open-access article distributed under the terms of the Creative Commons Attribution License (CC BY). The use, distribution or reproduction in other forums is permitted, provided the original author(s) and the copyright owner(s) are credited and that the original publication in this journal is cited, in accordance with accepted academic practice. No use, distribution or reproduction is permitted which does not comply with these terms.



OPS/images/fmed-08-617399-g003.gif
3postive =2 positive
samples ‘samples






OPS/images/fmed-08-617399-g001.gif





OPS/images/fmed-08-617399-g002.gif
* Conelation E gene CT values ® Comelation E gene CT values
om0t
§] posrey
EE :
Gomesion R gee T vaues Gomesion AP g T vaues
o8y ‘.
3] o000r B/(',/‘
1 23
2
Coniaiont gene T vaes Gomviton’gene T values

et 5] o
Too e §] roszes
" H
3






OPS/xhtml/Nav.xhtml




Contents





		Cover



		Performance of Saliva Samples for COVID-19 Diagnosis by Using the AllplexTM 2019-nCoV Assay Kit



		Introduction



		Materials and Methods



		Ethics Statement and Clinical Samples



		RNA Extraction



		RT–qPCR Conditions



		Statistics







		Results



		Clinical Data



		Effect of the Sampling Method on the Sensitivity of the SARS-Cov-2 Detection



		Effect of the Sampling Method on the Performance of RT-qPCR for SARS-Cov-2 Detection



		Effect of the Sampling Method on the RT-qPCR Efficiency







		Discussion



		Data Availability Statement



		Ethics Statement



		Author Contributions



		Funding



		Acknowledgments



		References

















OPS/images/cover.jpg
’ frontiers
in Medicine

Performance of Saliva Samples for
COVID-19 Diagnosis by Using the
Allplex™ 2019-nCoV Assay Kit





OPS/images/fmed-08-617399-t001.jpg
NPS samples NMTS samples Saliva samples n (% of total
positive samples)

Total SARS-Cov-2 posttive samples 56 (100)
(Positive samples for at least one of the three biological

samples)

Positive - - 54/(96.4)
- Positive - 44 (78.6)
- - Positive 48(85.7)
Positive Positive Negative 3(5.4)
Positive Negative Positive 5(89)
Negative Positive Positive 2(36)
Positive Negative Negative 4(7.9)
Negative Positive Negative 101.8)
Negative Negative Positive 2(36)

The table represents the effective of positive samples according to the RT-PCR results
obtained for the distinct sempling methods. “NPS,” nasopharyngeal swab; “NMTS,
nasal mid-turbinate swab; “Positive,” SARS-Cov-2 RT-qPCR positive assay; “Negative,”
SARS-Cov-2 RT-gPCR negative assay; *~" SARS-Cov-2 RT-qPCR assay not considered.






OPS/images/fmed-08-617399-t002.jpg
Sampling
methods.

NPS

NMTS

Saliva

Ctmean
[95% CI]

24.47
22.16-26.78)
23.04
[20.48-25.61)
2658
24.66-28.50]

E gene

Ct shift
mean +=SEM
(Cty -Ctues)

—0.86 + 1.68

2.86+ 1.60

RARP gene
Ct mean Ct shift
[95% C1] mean £SEM

(Ctx -Ctps)
26,06 -
28.72-28:39)
24.81 —053+1.56

[22.32-27.29)

2866 334+ 187

26.8-3051)

" nasopharyngeal swab. “NMTS,” nasal mid-turbinate swab. "significant difference with NPS (o < 0.05).

Ctmean
[95% CI]

2754
25.39-29.69)
2458
22.26-26.89)
2027
27.45-31.09)

N gene

Ctshift
mean = SEM
(Ctx -Ctwes)

-238+1.72

242+1.18









OPS/images/crossmark.jpg
©

2

i

|





OPS/images/logo.jpg
, frontiers
in Medicine





