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Serodiagnosis of Anti-glomerular Basement Membrane Disease Using a Newly Developed Chemiluminescence Immunoassay
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Circulating autoantibodies directed against the kidney glomerular basement membrane (GBM) antigens are important markers in the diagnosis and monitoring of autoimmune glomerulonephritides, including the classic Goodpasture's syndrome. Rapid and reliable diagnostic tools for the detection of anti-GBM autoantibodies are crucial as anti-GBM disease can progress rapidly and, if too late or incorrectly diagnosed, can have serious, even fatal consequences. The performance of the newly developed standardized chemiluminescence immunoassay (ChLIA) was evaluated in comparison with the established Anti-GBM ELISA (IgG) (EUROIMMUN). For the assessment of its diagnostic performance, sera from 67 clinically characterized anti-GBM disease patients and 221 disease controls were analyzed. The clinical sensitivity of the Anti-GBM ChLIA (IgG) reached 100% at a specificity of 98.6%. The Anti-GBM ELISA (IgG) performance was less sensitive (89.6%) without any positive findings in the control group, indicating a specificity of 100%. Both methods were homogeneous (κ = 0.901). The Anti-GBM ChLIA (IgG) represents a promising alternative tool for accurate anti-GBM assessment in routine diagnostic settings with the advantage of rapid turnaround time and fully automated random-access processing.
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INTRODUCTION

In autoimmune glomerulonephritis, autoantibodies are directed against antigens expressed in the glomerular basement membrane (GBM) of the kidney glomeruli, causing an inflammation eventually leading to glomerulosclerosis and dialysis-dependent kidney failure (1–4). Progressive forms of such anti-GBM disease may cause life-threatening circumstances, especially in combination with lung injury (5). The primary target antigen is the non-collagenous (NC1) region of the alpha-3 chain of the network-structured type IV collagen in the basement membrane lamina densa (6, 7). In routine diagnostics, this antigen is thus utilized as substrate by various immunoassay formats, most notably indirect immunofluorescence tests and ELISA, for the detection of anti-GBM autoantibodies to support diagnosis of anti-GBM disease. A recent literature-based meta-analysis confirmed the potential high sensitivity and specificity in the diagnosis of anti-GBM disease (8).

Anti-GBM antibodies, predominantly of class IgG, are found in serum in 90% of patients with anti-GBM glomerulonephritides (3). Such antibodies also exist in healthy individuals, but the immune system prevents substantial formation and circulation most importantly by regulatory T cells (4, 9, 10). Clinical progression of the disease correlates with antibody concentration (11, 12) and its use in patient monitoring increases the demand for high-quality immunoassays with improved performance in terms of sensitivity, measuring range and standardized quantification. In this respect, caveats were reported for ELISA (13). Hence, rapid and reliable diagnostic tools are crucial. Besides diagnosis, there is also the need for more sufficient treatments (4).

Chemiluminescence immunoassays (ChLIA) combined with bead technology and random-access automation open new opportunities for fast, sensitive, and accurate autoantibody detection (14, 15). Here, we evaluated the diagnostic performance of a newly developed Anti-GBM ChLIA (IgG) for detection of anti-GBM autoantibodies.



METHODS


Patients and Samples

The study included 67 serum samples from anti-GBM disease patients collected from multiple institutions as summarized in Table 1. A total of 221 disease control sera were collected from patients with other relevant systemic autoimmune disorders, including granulomatosis with polyangiitis, microscopic polyangiitis, systemic lupus erythematosus, IgA nephropathy, rheumatoid arthritis, Sjögren's syndrome, ulcerative colitis, and Crohn's disease. These samples were obtained from a variety of clinical sites, as summarized in Table 1. Patients were diagnosed according to local applied guidelines in accordance with internationally accepted criteria. Anti-GBM disease diagnosis was based on confirmation by biopsy staining and/or on serological anti-GBM detection in conjunction disease manifestations according to Hellmark and Segelmark (1).


Table 1. Patient characteristics.
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Sera were stored at −20°C. Serological analyses were performed blinded to clinical data. Individual and ethical approval was not mandatory for this retrospective study as patient data and (leftover) samples were used anonymously.



Immunoassays for the Detection of Anti-GBM Autoantibodies

The Anti-GBM ChLIA (IgG) (EUROIMMUN Medizinische Labordiagnostika AG, Lübeck, Germany) is based on magnetic beads coated with recombinant GBM antigen, which is composed of the NC1 region type IV collagen. The assay was performed on a fully automated random-access analyzer (EUROIMMUN) as previously described (14). Measurement output is chemiluminescent units per milliliter (CU/ml) and results ≥10 CU/ml were considered as positive. The cut-off value was determined as the mean of healthy controls +5 standard deviations based on 200 samples from apparently healthy individuals.

The Anti-GBM ELISA (IgG) (EUROIMMUN) was performed according to the manufacturer's instruction. Antibody concentrations in relative units per milliliter (RU/ml) were obtained using a standard curve based on three calibrators provided in the kit. As recommended by the manufacturer's protocol, the cut-off for positivity was defined as ≥20 RU/ml.



Statistics

The data were evaluated statistically using GraphPad Prism 6, GraphPad Prism QuickCalcs (GraphPad Software Inc., La Jolla, CA, USA) and SigmaPlot 13.0 (SSI, San Jose, CA, USA). Sensitivity was calculated as the proportion of anti-GBM disease samples identified as positive by the respective assay. Specificity was calculated as the proportion of negative results among disease control samples. To examine the discriminatory ability of the assays, receiver-operating characteristics (ROC) curve analysis was carried out. Cohen's kappa test was performed to analyze the agreement between portions, with kappa (κ) values corresponding to almost perfect (0.81–1.00), substantial (0.61–0.80), moderate (0.41–0.60), fair (0.21–0.40), slight (0.01–0.20), and no (≤ 0) agreement. Spearman's rank correlation test was used to determine the degree of correlation between assays. P-values < 0.05 were considered significant.




RESULTS


Diagnostic Performance Characteristics of Anti-GBM ChLIA (IgG)

Clinical sensitivity and specificity were assessed in 67 anti-GBM disease patients and 221 disease controls, respectively. In these cohorts, the ChLIA had a sensitivity of 100% and specificity of 98.6% (Table 2). Three control samples were found positive and originated from patients diagnosed with granulomatosis with polyangiitis, microscopic polyangiitis, and IgA nephropathy, respectively.


Table 2. Comparison of the anti-GBM diagnostic assay performance: ELISA (EUROIMMUN) vs. ChLIA (EUROIMMUN).
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Assessment of analytical assay characteristics included precision testing. For positive samples, coefficients of variation (CV) were calculated as 1.2–3.3% (intra-lot) and 1.6–4.2% (inter-lot). Furthermore, no interference was observed for hemolyzed, lipaemic or icteric samples with up to 10 mg/ml hemoglobin, 20 mg/ml triglycerides and 0.4 mg/ml bilirubin, respectively. The Anti-GBM ChLIA demonstrated linearity within a measurement range of 3.8–517.3 CU/ml.



Comparison Between ChLIA and ELISA

In a comparison to the Anti-GBM ELISA (IgG) summarized in Table 2, the Anti-GBM ChLIA (IgG) showed a higher detection rate. While 67 out of 67 anti-GBM disease related samples were determined to be positive with Anti-GBM ChLIA (IgG), 60 out of 67 resulted positive in ELISA (sensitivity 89.6%). None of the control samples had a positive outcome with ELISA (specificity 100%). Thus, the qualitative results of the two assays had a positive agreement of 100% (95% CI: 94.0–100.0%) and a negative agreement of 95.6% (95% CI: 92.1–97.9%). ROC curve analysis revealed high areas under the curve for ChLIA (1.000) as well as ELISA (0.999) (Figure 1; Table 2).


[image: Figure 1]
FIGURE 1. Assay comparison using receiver operating characteristics (ROC) curve analysis for the discrimination between anti-GBM patients (n = 67) and disease controls (n = 221). The diagonal line indicates no discrimination (area under the curve: 0.5).


The almost perfect agreement was also reflected by a κ-value of 0.901 (95% CI: 0.841–0.961) and by a strong significant correlation between the assays' quantitative results (rs = 0.962, 95% CI: 0.932–0.979, P < 0.001; Figure 2).
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FIGURE 2. Correlation between anti-GBM levels in 288 serum samples measured by ChLIA vs. ELISA. Axes are displayed in logarithmic scale. Anti-GBM disease samples are depicted with blue data points, control samples in red. Correlation coefficient and P-value were calculated using the Spearman's rank correlation.





DISCUSSION

The obtained analytical validation data indicate a high-quality of the novel Anti-GBM ChLIA (IgG). An increased detection rate compared to the Anti-GBM ELISA (IgG) was found for the clinically relevant performance testing. In turn, the ELISA yielded a slightly (1.4%) higher specificity in the applied disease control group of clinically characterized patient samples. However, this could likewise be related to the lower detection rate compared to the ChLIA. Two out of three patient samples from the disease control group that resulted anti-GBM positive by ChLIA were diagnosed with anti-neutrophil cytoplasm antibodies (ANCA) associated vasculitis. Both were negative with ELISA as well as indirect immunofluorescence test. It is well-accepted that double positivity of ANCA and anti-GBM occurs in a subset of patients (16, 17). Anticipating the possibility of double positivity, the potential need of these patient for aggressive early treatment as well as careful follow-up due to the higher likelihood of relapses should be considered (17). The result of the ChLIA should not necessarily be considered as false positive, but solely based on the serological data, without proven clinical evidence, it cannot be ruled out either. The same applies to the anti-GBM ChLIA finding in a sample from an IgA nephropathy patient. Some rare reports on the concurrence of anti-GBM nephritis and IgA nephropathy are available (18). Due to the retrospective character of this study, no further investigations about clinical and serological manifestations in these patients are feasible. Future studies could provide further insights and moreover address the need for comparisons among different immunoassays (8). In addition, limitations of the present study could be addressed, for example with regard to sample selection. The diagnostic strategies of the clinical sites that contributed to the anti-GBM patient samples were heterogeneous, using biopsy staining and/or serological confirmation. Restriction to the latter, for example, would exclude discrepant cases where anti-GBM is only detectable via indirect immunofluorescence staining. Since it cannot be excluded that our sample collection was skewed toward seropositive anti-GBM disease patients, sensitivity might be overestimated. Future assessment of routine samples in a uniform and consecutive manner, including rare seronegative cases, would avoid any selection bias, thus increasing the value of performance evaluation. Furthermore, the inclusion of follow-up samples could address disease monitoring besides diagnosis.

Since the principal antigen in ChLIA and ELISA is the same, the higher detection rate in ChLIA could be due to the carrier on which this antigen is presented. Possibly, bead-coupled antigen used in ChLIA enables a higher accessibility to autoantibodies in the surrounding fluid phase compared to ELISA microtiter plates. Moreover, ChLIA has the advantage of higher dynamic measurement range. However, antigen preparations differ between ELISA and ChLIA, which could also contribute to the higher detection rate. Besides the mentioned difference, Cohen's kappa testing confirmed a high qualitative agreement between the two methods. Moreover, the numerical results correlate strongly.

The relevance of the improvement by ChLIA presented here for routine diagnostics is underlined by a previous report about negative ELISA results in anti-GBM disease patient. Epitope accessibility was also cited as a cause of the false-negative findings in a previous study (13). Recently, the same authors evaluated another commercial chemiluminescence assays (CIA on a BIO-FLASH instrument, INOVA, San Diego, USA) in comparison to the Anti-GBM ELISA (IgG) from EUROIMMUN and another inhouse ELISA (19). CIA and the two different ELISA were fully consistent with regard to qualitative results in a cohort of confirmed anti-GBM disease samples. However, correlation between CIA and the Anti-GBM ELISA (IgG) (EUROIMMUN) was lower (rs = 0.458) compared to the data presented here (rs = 0.962). Moreover, a lower positive agreement (70%) and a higher negative agreement (98.6%) between CIA and ELISA was reported for a cohort of suspected anti-GBM disease patients. Although a comparison with the data presented here is not possible, both reports are consistent with the advantages of chemiluminescence immunoassays.

Given the high sensitivity and specificity of the newly developed Anti-GBM ChLIA (IgG), it provides a valuable tool for supporting anti-GBM disease diagnosis. The fully automated random-access processing makes the Anti-GBM ChLIA (IgG) a very efficient, flexible, and reliable diagnostic immunoassay. Future studies with samples from patients under treatment are necessary to further analyze the assay performance and its relevance in monitoring anti-GBM levels in follow-ups.



DATA AVAILABILITY STATEMENT

The raw data supporting the conclusions of this article will be made available by the authors, without undue reservation.



AUTHOR CONTRIBUTIONS

LH, CD, and WS conceived and designed the study. LH and CD contributed to the generation and collection of data. AK, LH, CD, and WS contributed to analysis and interpretation of data and wrote the paper. All authors contributed to the article and approved the submitted version.



FUNDING

This study was funded by EUROIMMUN.



ACKNOWLEDGMENTS

The authors gratefully acknowledge Martina Lehmann for data acquisition and Juliane Reinschüssel and Karin Heinritz for excellent technical assistance.



REFERENCES

 1. Hellmark T, Segelmark M. Diagnosis and classification of goodpasture's disease (anti-GBM). J Autoimmun. (2014) 48–9:108–12. doi: 10.1016/j.jaut.2014.01.024

 2. Greco A, Rizzo MI, De Virgilio A, Gallo A, Fusconi M, Pagliuca G, et al. Goodpasture's syndrome: a clinical update. Autoimmun Rev. (2015) 14:246–53. doi: 10.1016/j.autrev.2014.11.006

 3. McAdoo SP, Pusey CD. Anti-glomerular basement membrane disease. Clin J Am Soc Nephrol. (2017) 12:1162–72. doi: 10.2215/CJN.01380217

 4. Segelmark M, Hellmark T. Anti-glomerular basement membrane disease: an update on subgroups, pathogenesis and therapies. Nephrol Dial Transplant. (2019) 34:1826–32. doi: 10.1093/ndt/gfy327

 5. Mastroianni-Kirsztajn G, Hornig N, Schlumberger W. Autoantibodies in renal diseases - clinical significance and recent developments in serological detection. Front Immunol. (2015) 6:221. doi: 10.3389/fimmu.2015.00221

 6. Turner N, Mason PJ, Brown R, Fox M, Povey S, Rees A, et al. Molecular cloning of the human goodpasture antigen demonstrates it to be the alpha 3 chain of type IV collagen. J Clin Invest. (1992) 89:592–601. doi: 10.1172/JCI115625

 7. Saus J, Wieslander J, Langeveld JP, Quinones S, Hudson BG. Identification of the goodpasture antigen as the alpha 3(IV) chain of collagen IV. J Biol Chem. (1988) 263:13374–80. doi: 10.1016/S0021-9258(18)37714-7

 8. Shiroshita A, Oda Y, Takenouchi S, Hagino N, Kataoka Y. Accuracy of anti-GBM antibodies in diagnosing anti-glomerular basement membrane disease: a systematic review and meta-analysis. Am J Nephrol. (2021) 52:531–8. doi: 10.1159/000518362

 9. Yang R, Cui Z, Hellmark T, Segelmark M, Zhao MH, Wang HY. Natural anti-GBM antibodies from normal human sera recognize alpha3(Iv)Nc1 restrictively and recognize the same epitopes as anti-GBM antibodies from patients with anti-GBM disease. Clin Immunol. (2007) 124:207–12. doi: 10.1016/j.clim.2007.05.001

 10. Ooi JD, Petersen J, Tan YH, Huynh M, Willett ZJ, Ramarathinam SH, et al. Dominant protection from HLA-linked autoimmunity by antigen-specific regulatory T cells. Nature. (2017) 545:243–7. doi: 10.1038/nature22329

 11. Yang R, Hellmark T, Zhao J, Cui Z, Segelmark M, Zhao MH, et al. Levels of epitope-specific autoantibodies correlate with renal damage in anti-GBM disease. Nephrol Dial Transplant. (2009) 24:1838–44. doi: 10.1093/ndt/gfn761

 12. Segelmark M, Hellmark T, Wieslander J. The prognostic significance in goodpasture's disease of specificity, titre and affinity of anti-glomerular-basement-membrane antibodies. Nephron Clin Pract. (2003) 94:c59–68. doi: 10.1159/000072022

 13. Jia XY, Qu Z, Cui Z, Yang R, Zhao J, Zhao MH. Circulating anti-glomerular basement membrane autoantibodies against A3(IV)Nc1 undetectable by commercially available enzyme-linked immunosorbent assays. Nephrology. (2012) 17:160–6. doi: 10.1111/j.1440-1797.2011.01511.x

 14. Dähnrich C, Saschenbrecker S, Gunnarsson I, Schlumberger W, Ronco P, Debiec H. Development of a standardized chemiluminescence immunoassay for the detection of autoantibodies against human M-type phospholipase A2 receptor in primary membranous nephropathy. Kidney Int Rep. (2020) 5:182–8. doi: 10.1016/j.ekir.2019.11.008

 15. Cinquanta L, Fontana DE, Bizzaro N. Chemiluminescent immunoassay technology: what does it change in autoantibody detection? Auto Immun Highlights. (2017) 8:9. doi: 10.1007/s13317-017-0097-2

 16. Short AK, Esnault VL, Lockwood CM. Anti-neutrophil cytoplasm antibodies and anti-glomerular basement membrane antibodies: two coexisting distinct autoreactivities detectable in patients with rapidly progressive glomerulonephritis. Am J Kidney Dis. (1995) 26:439–45. doi: 10.1016/0272-6386(95)90489-1

 17. McAdoo SP, Tanna A, Hrušková Z, Holm L, Weiner M, Arulkumaran N, et al. Patients double-seropositive for anca and anti-GBM antibodies have varied renal survival, frequency of relapse, and outcomes compared to single-seropositive patients. Kidney Int. (2017) 92:693–702. doi: 10.1016/j.kint.2017.03.014

 18. Suh KS, Choi SY, Bae GE, Choi DE, Yeo MK. Concurrent anti-glomerular basement membrane nephritis and Iga nephropathy. J Pathol Transl Med. (2019) 53:399–402. doi: 10.4132/jptm.2019.08.05

 19. Tan Y, Pang W, Jia X, Zhao MH. Comparison of the performance of a chemiluminescence assay and an elisa for detection of anti-GBM antibodies. Ren Fail. (2020) 42:48–53. doi: 10.1080/0886022X.2019.1702056

Conflict of Interest: AK, LH, and CD are employees of EUROIMMUN, a company that develops and manufactures immunoassays for the detection of disease-associated antibodies. WS is a board member of EUROIMMUN.

Publisher's Note: All claims expressed in this article are solely those of the authors and do not necessarily represent those of their affiliated organizations, or those of the publisher, the editors and the reviewers. Any product that may be evaluated in this article, or claim that may be made by its manufacturer, is not guaranteed or endorsed by the publisher.

Copyright © 2022 Kühnl, Hartwig, Dähnrich and Schlumberger. This is an open-access article distributed under the terms of the Creative Commons Attribution License (CC BY). The use, distribution or reproduction in other forums is permitted, provided the original author(s) and the copyright owner(s) are credited and that the original publication in this journal is cited, in accordance with accepted academic practice. No use, distribution or reproduction is permitted which does not comply with these terms.



OPS/images/fmed-09-915754-t001.jpg
Panel

Anti-GBM disease

Disease controls
Granulomatosis with
polyangitis

Microscopic polyangitis

Systemic lupus
enythematosus

Systemic lupus
erythematosus

IgA nephropathy
Rheumatoid arthritis
Sjsgren's syndrome
Ulcerative coliis

Crohn’s disease

Origin

IIl. Department of Medicine, University Medical
Center Hamburg-Eppendorf, Hamburg,
Germany*

Department of Rheumatology and Immunology,
Hannover Medical School, Hannover,
Germany*

Department of Pathology, Massachusetts
General Hospital, Boston, Massachusetts,
UsA®

Renal Division, Department of Medicine, Peking
University First Hospital, Beijing, China®

Center for Diagnostics, Department of Ciinical
Immunology and Transfusion Medicine, Region
of Gstergotland, Faculty of Medicine and
Health Sciences, Link3ping University,
Linkdping, Schweden®

Iil. Department of Mediicine, University Medical
Center Hamburg-Eppendorf, Hamburg,
Germany

Ill. Department of Medicine, University Medical
Center Hamburg-Eppendorf, Hamburg,
Germany

IIl. Department of Mediicine, University Medical
Center Hamburg-Eppendor, Hamburg,
Germany

Department of Rheumatology and Immunology,
Hannover Medical School, Hannover, Germany
Il Department of Mediicine, University Medical
Center Hamburg-Eppendorf, Hamburg,
Germany

Department of Rheumatology and Immunology,
Hannover Medical School, Hannover, Germany
Department of Rheumatology and Immunology,
Hannover Medical School, Hannover, Germany
Molecular Gastroenterology, University Hospital
Schleswig-Holstein, Liibeck, Germany
Molecular Gastroenterology, University Hospital
Schleswig-Holstein, Liibeck, Germany

Quantity

67

221

20

26

20

Male/female

6/3

on

6/10

15/10°

3/0

25/5

22/8

411

5/15

20/6

713

119

12/18

5/25

Mean age (range)

51(18-76)

58 (19-81)

49 (20-78)

77 (74-82)

61(28-80)

63 (41-80)

39 (22-69)

42 (19-78)

49 (19-80)

61(33-86)

53(16-77)

40 (17-73)

43(20-77)

#Diagnosis confirmed by biopsy.

bDiagnosis according to Hellmark and Segelmark (1): “detection of anti-GBM in tissues or circulation in conjunction with alveolar or glomerular disease”.

SGender of 13 patients was unknown.





OPS/images/fmed-09-915754-t002.jpg
Panel N

Anti-GBM IgG positive

ELISA ChLIA
Area under the curve 0999 1.000
(95% CI) (0.997-1.000) (1.000-1.000)
Anti-GBM disease 67 60 67
Sensitity (95% CI) 89.6% 100%
(79.7-95.7) (94.6-100.0)
Disease controls 221 0 3
Specificity (95% Cl) 100% 98.6%

(98.3-100.0) (96.1-99.7)






OPS/xhtml/Nav.xhtml




Contents





		Cover



		Serodiagnosis of Anti-glomerular Basement Membrane Disease Using a Newly Developed Chemiluminescence Immunoassay



		Introduction



		Methods



		Patients and Samples



		Immunoassays for the Detection of Anti-GBM Autoantibodies



		Statistics







		Results



		Diagnostic Performance Characteristics of Anti-GBM ChLIA (IgG)



		Comparison Between ChLIA and ELISA







		Discussion



		Data Availability Statement



		Author Contributions



		Funding



		Acknowledgments



		References

















OPS/images/cover.jpg
& frontiers | Frontiers in Medicine

Serodiagnosis of Anti-glomerular
Basement Membrane Disease Using
a Newly Developed
Chemiluminescence Immunoassay





OPS/images/fmed-09-915754-g001.gif





OPS/images/fmed-09-915754-g002.gif
e S










OPS/images/crossmark.jpg
©

2

i

|





OPS/images/logo.jpg
& frontiers | Frontiers in Medicine





