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Introduction: This review compares the efficacy of video laryngoscopy (VL) with direct laryngoscopy (DL) for successful tracheal intubation in critically ill or emergency-care patients.

Methods: We searched the MEDLINE, Embase, and Cochrane Library databases for randomized controlled trials (RCTs) that compared one or more video laryngoscopes to DL. Sensitivity analysis, subgroup analysis, and network meta-analysis were used to investigate factors potentially influencing the efficacy of VL. The primary outcome was the success rate of first-attempt intubation.

Results: This meta-analysis included 4244 patients from 22 RCTs. After sensitivity analysis, the pooled analysis revealed no significant difference in the success rate between VL and DL (VL vs. DL, 77.3% vs. 75.3%, respectively; OR, 1.36; 95% CI, 0.84–2.20; I2 = 80%; low-quality evidence). However, based on a moderate certainty of evidence, VL outperformed DL in the subgroup analyses of intubation associated with difficult airways, inexperienced practitioners, or in-hospital settings. In the network meta-analysis comparing VL blade types, nonchanneled angular VL provided the best outcomes. The nonchanneled Macintosh video laryngoscope ranked second, and DL ranked third. Channeled VL was associated with the worst treatment outcomes.

Discussion: This pooled analysis found, with a low certainty of evidence, that VL does not improve intubation success relative to DL. Channeled VL had low efficacy in terms of intubation success compared with nonchanneled VL and DL.

Systematic review registration: https://www.crd.york.ac.uk/prospero/display_record.php?RecordID=285702, identifier: CRD42021285702.
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1. Introduction

Endotracheal intubation (ETI) is important in life-threatening situations involving hypoxia or unconsciousness, including in the management of critically ill or emergency-care patients who require airway protection (1, 2). The Macintosh laryngoscope for direct laryngoscopy (DL) has been the preferred intubation approach for a half-century, and it is frequently used in both in-hospital and prehospital settings (3, 4). However, ETI success rates decrease in association with difficult airways or emergency circumstances (5–8), and intubation failure owing to the placement of the endotracheal tube into the esophagus, for example, can worsen the patient's hypoxia and result in brain death and, eventually, death (9). Therefore, attempts to increase ETI success rates and decrease complications include the use of appropriate sedatives and neuromuscular blockers, skilled and experienced personnel managing difficult airways, simulation-based training, and care bundles (10–12). Nonetheless, ETI failure may occur because of several influencing factors and unpredictable circumstances.

Video laryngoscopy (VL) can be used in clinical practice as an alternative to DL for ETI, wherein indirect assessment of the glottal structure is possible using a small camera mounted to the laryngoscope blade tip, as has been investigated in several studies of VL outcomes and comparisons of VL vs. DL ETI success rates. However, studies investigating various VL devices or different ETI settings, such as prehospital (13–16), emergency rooms (2, 17, 18), intensive care units (3, 10), or operating rooms (19, 20), have generated conflicting findings, especially comparative trials of VL vs. DL for critically ill and emergency-care patients that have contrasted with the findings associated with planned ETI in the operating room (10, 21–23). A previous meta-analysis of several cohort studies and three randomized trials determined considerably higher ETI success rates associated with VL (24), whereas a subsequent meta-analysis of only randomized trials found no significant difference in ETI success between VL and DL (1). The substantial heterogeneity revealed by the above-mentioned review needs attention, as multiple devices were analyzed using one-arm forced integration for the meta-analysis.

Lee et al. used a network meta-analysis (NMA) of various VL devices in patients scheduled to undergo ETI for surgery to identify the most effective devices; however, the comparison of too many devices made it difficult for clinicians to determine the optimal devices (25). Thus, a more comprehensive multi-arm analysis with clustering of similar VL devices may be required to overcome this issue.

Accordingly, in this review, VL devices were categorized according to the laryngoscope blade, and an NMA was conducted to compare VL with DL efficacy in ETI among critically ill or emergency-care patients. The meta-analysis investigated factors potentially influencing VL efficacy.



2. Methods


2.1. Protocol and registration

This review followed the PRISMA (Preferred Reporting Items for Systematic Reviews and Meta-Analyses) statement for reporting NMAs (26). The review protocol was registered with PROSPERO (CRD42021285702 available at: https://www.crd.york.ac.uk/prospero/display_record.php?RecordID=285702).



2.2. Eligibility criteria

Randomized controlled trials (RCTs) were eligible for inclusion if they compared one or more VL devices with DL or compared two or more VL devices without DL for the oral insertion of single-lumen endotracheal tubes in emergency-care or critically ill adult patients. The adequacy of ETI for emergency-care patients was evaluated in both the prehospital and in-hospital settings. In intensive care units, ETI was deemed to have been conducted on critically ill patients. Case reports, reviews, preprints, conference abstracts, observational studies, pediatric patients, cadaveric models, and manikin models were excluded, as were surgical patients requiring ETI for general anesthesia or those requiring urgent surgical airways, supraglottic airways, double-lumen tube installation, or nasal intubation.



2.3. Information sources and search strategy

An electronic search of the MEDLINE, Embase, and Cochrane Library databases yielded relevant literature without language restrictions, including articles published until October 31, 2022. Additional publications were identified by reviewing the reference lists of the identified papers and relevant previously published reviews. The full search strategy is provided in Supplementary Table S1.



2.4. Article selection and data collection

Title and abstract screening were carried out independently by two investigators (CA and JGK). The full texts of all potentially relevant citations were reviewed for eligibility. Articles were included in the review if they fulfilled the eligibility criteria and had data for at least one outcome of interest. Non-English papers deemed possibly relevant were evaluated for inclusion if the full text could be translated. Any disagreements were resolved through discussion. The same two investigators also independently extracted data.



2.5. Outcome measures

The primary outcome was first-attempt ETI success. Data on eligibility criteria, sample size, baseline characteristics of study participants, and devices evaluated were retrieved.



2.6. Assessment of risk of bias

The risk of bias within the included studies was assessed—using RoB 2 (Risk of Bias, version 2, Cochrane, London, UK) (27)—in terms of the following categories: “risk of bias arising from the randomization process,” “risk of bias due to deviations from the intended interventions,” “risk of bias due to missing outcome data,” “risk of bias in measurement of the outcome,” and “risk of bias in selection of the reported result,” with each subcategory rated as “yes,” “probably yes,” “no,” “probably no,” or “no information.” Based on the overall quality rating standards stated in RoB 2, the risk of bias was classified as “low,” “high,” or “some concerns.” Disagreements, if any, were resolved through discussion. Publication bias across individual articles was examined using funnel plots and Egger's regression test (28).



2.7. Reporting guidelines and certainty of evidence

The modified GRADE (Grades of Recommendation, Assessment, Development, and Evaluation) tool for meta-analyses was used to assess the quality of evidence (29). The following quality levels were assigned to the results: (1) high quality—further research is very unlikely to change the confidence in the estimated effect; (2) moderate quality—further research is likely to have an important impact on the confidence in the estimated effect and may change the estimate; (3) low quality—further research is very likely to have an important impact on the confidence in the estimated effect and is likely to change the estimate; and (4) very low quality, where any estimated effect is highly uncertain. We then used GRADE software (Evidence Prime, Hamilton, ON, Canada) to create a GRADE-evidence profile table to assess these outcomes as high, moderate, low, or very low quality.



2.8. Statistical analysis

Odds ratios (ORs) with 95% confidence intervals (CIs) were estimated for dichotomous outcomes, and statistically nonsignificant differences were indicated by ORs with 95% CIs that included 1. For subgroup analysis, continuous variables were converted to dummy variables using the 50% standard as follows: <50% vs. ≥50%. In cases of statistical heterogeneity (I2 ≥40%) or clinical heterogeneity, sensitivity analysis was performed to investigate potential sources of heterogeneity by sequentially eliminating individual articles using the Baujat plot (30). After excluding an outlier article from the sensitivity analysis, subgroup analyses for the primary outcome were performed based on the following potentially heterogeneous factors: (a) study design: single-center vs. multicenter; (b) study setting: prehospital vs. in-hospital (intensive care unit and emergency room); (c) country: non-Asian vs. Asian; (d) difficult airway proportion: <50% vs. ≥50%; (e) intubators' experience: inexperienced (nonphysician) vs. experienced (physician); (f) rapid sequence intubation: yes vs. no; and (g) the proportion of intubation during cardiopulmonary resuscitation (CPR): <50% vs. ≥50%. The experienced group for ETI was classified by the intubators' experience based on the standard criterion of physicians with sufficient ETI experience. The inexperienced group included students, paramedics, nurses, residents, and fellow trainees. Supplementary Table S2 contains more information on these factors; articles with missing data were excluded from the subgroup analysis. Meta-regression was conducted for two potentially heterogeneous factors: study recruitment start dates and sample sizes.

In the NMA of VL devices, DL with a Macintosh blade was designated as the control, and VL devices were classified into three categories according to their blades: nonchanneled Macintosh devices, nonchanneled angular devices, and channeled devices.

The reference management software Endnote 20 (Clarivate Analytics, Philadelphia, PA, USA) was used to organize all identified articles from the literature search. Meta-analyses, including the risk of bias assessment, sensitivity and subgroup analyses, and meta-regression, were performed for the comparison of VL and DL using R, version 4.2.1 (R Foundation for Statistical Computing, Vienna, Austria) and the following R packages: meta, metafor, and rmeta. A Bayesian NMA was performed using the gemtc R package (31). A random-effects model was used when impact size was pooled. The deviance information criteria and I2 heterogeneity were used to assess the inconsistency of the Bayesian NMA model (32). The best NMA model was obtained by minimizing deviance information criteria and I2 using Markov chain Monte Carlo simulation. The rank probability was used to rank each device's effectiveness and select the best device for an outcome. Rank probabilities range from 0 to 1; the closer an intervention's rank probability is to 1, the more likely it ranks first among available treatment options (33).




3. Results


3.1. Article selection and characteristics

In total, 4,639 articles were included after eliminating duplicates. After the titles and abstracts were reviewed, a total of 169 papers were included for full-text review, after the exclusion of documents that did not meet the objectives of this review (Supplementary Table S3). The qualitative synthesis included 22 relevant articles (Figure 1) (2, 3, 10, 13, 15–18, 23, 34–46).


[image: Figure 1]
FIGURE 1
 PRISMA flow chart depicting the disposition and selection of articles included in this systematic review and meta-analysis.


Table 1 shows the characteristics of the included articles comparing VL with DL, published from 2011 through 2021, with sample sizes ranging from 40 to 623 participants. Of the 22 studies included in this analysis, 4 were multicenter RCTs, while the others were single-center studies. Six studies were conducted in the prehospital setting, while the remaining 16 were carried out in the intensive care unit or emergency department, representing an in-hospital setting. ETI was performed by experienced operators in 11 of the studies, while ETI was mainly conducted by inexperienced operators in the remaining 11 studies. Sixteen studies used rapid sequence intubation with sedatives or narcotics and neuromuscular blockades during the intubation process. The following nine VL devices were evaluated in this review: Airtraq (Prodol, Vizcaya, Spain), Airwayscope (Nihon Kohden, Tokyo, Japan), C-MAC (Karl Storz, Tuttlingen, Germany), Glidescope (Verathon, Bothell, WA, USA), King Vision (Ambu, Copenhagen, Denmark), McGrath (Medtronic, Dublin, Ireland), Olympus Video Bronchoscope (Olympus, Tokyo, Japan), UEScope (UE Medical Corp., Zhejiang, China), and VivaSight (ETView Ltd., Misgav, Israel) (Supplementary Figure S1).


TABLE 1 Characteristics of the studies included in the review and meta-analysis.
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In the NMA comparing DL with VL, three VL device types, based on their blades, were included: nonchanneled Macintosh blades (C-MAC, McGrath, and UE scope), nonchanneled angular blades (Glidescope), and channeled blades (Airtraq, Airwayscope, and King Vision). The King Vision was only employed as a channeled device in the included studies. However, the VivaSight included in Grensemann's 2018 article was excluded from the NMA based on blade type because of its single-lumen tube with an integrated video camera that could not be categorized according to the criteria used in this review. The articles by Janz et al. (39) and Macke et al. (16) were excluded from the NMA because the VL devices could not be classified by the blade type (Supplementary Table S2).



3.2. Risk of bias within studies

Regarding the overall risk of bias in each included study, 11 studies had low risk of bias, seven studies were categorized as some concerns, and four studies had high risk. In the detailed assessment of all subcategories, the randomization processes of nine studies were rated as some concerns or high risk of bias because detailed descriptions of the randomization processes were omitted. Additionally, the deviations from intended interventions of three studies were classified as some concerns because it was unclear whether the exclusions of some members of the study populations occurred before or after randomization. Details of the quality assessments of the included studies are shown in Supplementary Figure S2.



3.3. Publication bias across studies

Supplementary Figure S3 presents a funnel plot indicating that the first-pass success comparison between VL and DL was balanced. Egger's regression test revealed no significant bias across studies (p = 0.28).



3.4. Synthesis of first-attempt success results

Data on first-attempt success rates were provided for all 22 included studies. A pooled analysis revealed no statistically significant difference in the first-attempt success rates between VL and DL (22 studies; OR, 1.16; 95% CI, 0.66–2.03; n = 4,244; p = 0.62), with significant heterogeneity among studies (p < 0.01; I2=85%; Supplementary Figure S4).



3.5. Sensitivity analysis

An outlier article by Trimmel et al. (34) caused the most heterogeneity and, in comparison with most of the other articles, the article by Trimmel et al. (34) yielded considerably dissimilar outcomes, with lower VL success rates and higher DL success rates. Pooled analysis revealed no significant difference in the first-attempt success rate between VL and DL after eliminating the outlier study from the sensitivity analysis (21 studies; success rate, VL vs. DL, 77.3% vs. 75.3%, respectively; OR, 1.36; 95% CI, 0.84–2.20; n = 3,918; p = 0.20; low-quality evidence), with significant study heterogeneity (p < 0.01; I2 = 80%; Supplementary Figure S4).



3.6. Subgroup analyses

After sensitivity analysis, 21 studies underwent subgroup analyses to compare first-attempt intubation success between VL and DL. Significant heterogeneity within studies was only apparent in terms of two factors: study design and difficult airway proportion. The heterogeneity-producing effect of study design was compared between single-center studies (18 studies; n = 2,957; OR, 1.54; 95% CI, 0.88–2.70; low-quality evidence) and multicenter studies (three studies; n = 961; success rate, VL vs. DL, 73.3% vs. 77.7%, respectively; OR, 0.79; 95% CI, 0.58–1.06; high-quality evidence; Figure 2A). This showed that the pooled outcome of multicenter RCTs was more consistent than that of single-center RCTs (I2 heterogeneity: single center vs. multicenter, 80% vs. 0%, p = 0.04). After excluding six articles that did not report the proportions of difficult airways, the subgroup analysis for difficult airways included 15 studies, with a significant heterogeneity effect in the comparison of difficult airway proportions between <50% and ≥50% (p < 0.01). Most studies included <50% difficult airways, and the pooled results showed that VL had the same success rate as DL (13 studies; n = 2,325; OR, 0.87; 95% CI, 0.45–1.70; I2 = 80%; low-quality evidence). In contrast, pooled results from studies including ≥50% difficult airways showed a higher success rate for VL than DL (two studies; n = 249; success rate, 93.6% vs. 77.4%; OR, 4.27; 95% CI, 1.86–9.84; I2 = 0%; moderate-quality evidence; Figure 2B).
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FIGURE 2
 Forest plot depicting the subgroup analysis for (A) study design and (B) difficult airway.


Other factors suspected of causing heterogeneity were intubators' experience (inexperienced vs. experienced, p = 0.48), rapid sequence intubation (yes vs. no, p = 0.32), and the proportion of intubation during CPR (<50% vs. ≥50%, p = 0.45). VL was associated with a higher success rate than DL, with moderate-quality evidence, when used by inexperienced nonphysicians (11 studies; n = 2,050; success rate, 75.8% vs. 70.4%; OR, 1.54; 95% CI, 1.04–2.26; I2 = 64%) or in-hospital settings (16 studies; n = 2,849; success rate, 80.1% vs. 72.1%; OR, 1.86; 95% CI, 1.32–2.64; I2 = 65%).

In the analysis using meta-regression, the recruitment start dates and sample sizes were not significant (21 studies; recruitment period, p = 0.11; sample size, p = 0.40; Supplementary Tables S4, S5).



3.7. NMA by blade type

The effect of VL blade type for the first-attempt intubation success was evaluated using Bayesian NMA (18 studies; n = 3,563) for three VL blade types: nonchanneled Macintosh VL vs. nonchanneled angular VL vs. channeled VL; DL as a reference treatment). The best Bayesian NMA model in this comparison was obtained to minimize inconsistency (deviance information criterion = 72.2; I2 = 6%).

The network graph for first-pass success revealed that three types of VLs and DL could be directly compared. There was only one indirect comparison between channeled VL and nonchanneled angular VL in the VL intercomparison (Figure 3A). Figure 3B shows that the nonchanneled Macintosh and angular blades of nonchanneled VL had an intubation success rate similar to that of DL (nonchanneled Macintosh VL, OR, 1.50; 95% CI, 0.51–4.12; nonchanneled angular VL, OR, 2.03; 95% CI, 0.80–5.37). However, channeled VL had a relatively lower intubation success rate than DL (OR, 0.28; 95% CI, 0.08–1.02). In a VL intercomparison, nonchanneled angular VL had a significantly higher intubation success rate than channeled VL (OR, 7.24; 95% CI, 1.56–35.0).


[image: Figure 3]
FIGURE 3
 Network map (A) and forest plot (B) of the network meta-analysis of first-attempt intubation success.


According to the rank probability test results in Table 2, the nonchanneled angular VL had the best outcome (0.669), the nonchanneled Macintosh VL was ranked second (0.472), and DL third (0.727). The fourth-ranked treatment (0.958) was channeled VL.


TABLE 2 Rank probability of laryngoscope blade efficacy.

[image: Table 2]




4. Discussion

This pooled analysis found, with a low certainty of evidence, that VL, compared with DL, does not improve ETI success in critically ill or emergency-care patients. This finding was supported by pooled results from multicenter RCTs with a high certainty of evidence via sensitivity and subgroup analyses. Using a subgroup approach, we found that VL outperformed DL in association with difficult airways, inexperienced practitioners, and in-hospital settings, with a moderate certainty of evidence. The patient's airway status, intubator experience with laryngoscopes, and intubator surroundings were all significantly associated with ETI success in the evaluation of VL efficacy. In the selection of VL for ETI, this study revealed that channeled VLs had a lower efficacy of ETI success compared with nonchanneled VLs and DL.

VL has advantages for use in the intubation of patients with difficult airways; however, in this review, only a few studies had a high proportion (>50%) of difficult airways, and most of the included studies included a relatively low number of difficult airways (Figure 2), which is the main reason for the equivalent results of VL and DL. Moreover, it might be challenging to include mainly patients who have difficult airways with a high risk of ETI failure in each RCT. Thus, the pooled result of this review may have differed if more studies with high proportions of difficult airways were included.

This review did not demonstrate that differences in ETI providers' levels of experience could affect the success of laryngoscopy (test for subgroup difference in Supplementary Figure S5; experienced vs. inexperienced group, p = 0.48). VL showed equal ETI performance in the experienced group (success rate: VL, 745/945 (78.8%); DL, 746/923 (80.8%); OR, 1.00; 95% CI, 0.33–3.09; I2 = 87%), but outperformed DL in the inexperienced intubator group, with a moderate certainty of evidence [success rate: VL, 775/1,022 (75.8%); DL, 724/1,028 (70.4%); OR, 1.54; 95% CI, 1.04–2.26; I2 = 64%]. The similarities in the ETI success rates of DL and VL in the total population and experienced group were possibly attributable to an imbalance in ETI experience between VL and DL providers. This implies a significant gap between DL providers' sufficient ETI experience and VL providers' insufficient experience. Most of the included studies revealed that ETI experience for VL providers was limited to manikin training rather than actual patients (Supplementary Table S2) (34, 42, 44). This disparity in ETI experience may cause the DL-associated ETI success rate to be higher than the VL-associated success rate. Some studies with high heterogeneity in the Baujat plot demonstrated this effect, wherein experienced intubators performed ETIs in the prehospital setting, resulting in an apparently higher rate of ETI success with DL than with VL (Supplementary Figure S4) (15, 34, 37). When interpreting the pooled results of this meta-analysis, consideration of the hidden disparity in ETI experience, rather than an exclusive focus on statistical results, is crucial.

Channeled VL had a lower success rate in an NMA relative to nonchanneled VLs and DL. The obvious structural difference between channeled VL and DL could be the primary reason for the lower success rate of channeled VLs. Nonchanneled VL has structural similarities to DL, as well as the use of a stylet in combination with the endotracheal tube. However, ETI using channeled VL can be unfamiliar because it is an alternative ETI procedure without stylet use. The channeled VL blade is slightly thicker than that used in DL to guide the advancement of the tracheal tube during ETI, and this likely increases the difficulty of ETI in patients with narrow or restricted oral cavities (37, 47). Given the intubators' considerable familiarity with DL, the unfamiliar structure and lack of VL experience could be the primary reasons for the channeled VL's lower ETI performance.

There was no statistical difference in ETI between VL and DL in the total population (OR 1.16, CI 0.66–2.03), and heterogeneity was high (I2 = 85%); thus, the certainty of evidence was low. Sensitivity analysis, subgroup analysis, and meta-regression were used to reduce heterogeneity and obtain more consistent results.

In the sensitivity analysis, omitting the 2016 article by Trimmel et al. (15) significantly reduced the heterogeneity of the pooled results (up to I2 = 80%, p < 0.01). The study by Trimmel et al. (15) contributed the most heterogeneity, according to the Baujat plot, indicating that this study was a significant outlier and demonstrating DL's higher success rate relative to that of VL (Supplementary Figure S4). Thus, the greater experience of practitioners in Trimmel's 2016 study (a mean of 7 years of anesthesiology experience) compared with other included studies, as well as the ground and air ambulance prehospital settings wherein ETI was performed, were the main reasons for its role as a significant outlier.

We anticipated that the intubator surroundings would affect VL efficacy. VL performed similarly to DL in the prehospital setting, but it outperformed DL in the in-hospital setting. Despite the fact that this subgroup categorization was not associated with statistical significance (p = 0.10), differences in intubator surroundings could affect ETI performance. Most prehospital studies reported the following unique reasons for ETI failure in VL: impaired sight due to ambient light, fogged camera lenses, and monitor problems. Furthermore, these studies revealed a high rate of arrest, ETI during CPR, oral contamination, and cervical immobilization in trauma patients (13, 34, 40). We predicted that these characteristics of prehospital surroundings would be more detrimental to VL than DL.

Sensitivity analysis, subgroup analysis, and meta-regression did not significantly help reduce heterogeneity, mostly owing to the high rate of single-center RCTs. Differences between recruited hospitals, such as the severity of patients' conditions, hospital size or capacity, and clinicians' skill or experience, may have influenced the results of the pooled analysis. The pooled analysis of multicenter RCTs showed consistent results with a high certainty of evidence (three studies; n = 961; OR, 0.79; 95% CI, 0.58–1.06; I2 = 0%; Figure 1, Supplementary Table S4). Thus, more multicenter RCTs are needed to obtain reliable results.

This meta-analysis yielded the same conclusion as a previous meta-analysis by Jiang et al.: VL was not related to a higher success rate compared with DL in the total population (1). Jiang et al. also reported that prehospital intubation is worsened by VL use even when it is performed by experienced operators. However, this pooled result differed from our analysis. By adding more recently completed studies, we demonstrated VL to be equally successful as DL in the prehospital ETI or experienced intubator group (1), possibly due to the definition of an experienced intubator.

Regarding ETI experience among intubation providers, Jiang et al. included inconsistent criteria for experienced operators (including certified anesthesiologists, emergency medical technicians with >3 years of clinical experience, personnel who performed >50 ETIs, or according to the judgment of the study investigators), and these were primarily related to DL and did not depend on experience with ETI using VL. In contrast to the study conducted by Jiang et al. (1), experienced intubators in the present analysis were designated as physicians with sufficient experience, whereas the inexperienced group included students, paramedics, nurses, residents, and fellow trainees. Although this definition did not completely standardize the difference in intubator experience between DL and VL providers in each of the included studies, it likely lessened the significant heterogeneity of analysis caused by ambiguous criteria defining experienced intubators.

Vargas et al. recently published a systematic review and meta-analysis demonstrating that VL increased the rate of successful ETI on the first attempt relative to the rate achieved with DL (RR 1.04, 95% CI, 1.01–1.08, I2= 79%) (48). Vargas et al. reported that VL outperformed DL in overall results, but their study included a different population than our review because they included surgical patients but excluded those who needed prehospital ETI or ETI during CPR. Therefore, the population differences between these studies may have affected the pooled results (49). During CPR, the camera view of a VL may frequently become obscured due to fogging, secretions, blood, or emesis present in the oropharynx. Consequently, the success rate of ETI using a VL during CPR may be considerably lower in comparison to that achieved using a DL (50). Moreover, in the prehospital setting, where airway management procedures may be conducted outdoors, the presence of sun glare can also impede the successful ETI (51). It is, therefore, plausible that these differences among the studies may have influenced the pooled results.

We believe that this study revealed a scarcity of articles demonstrating the true efficacy of VL because there was a significant gap in ETI experience between VL and DL. The lack of experience for VL is strongly related to the current status of VL, which is only used as a rescue device in difficult airways. This is seriously impeding the accumulation of VL intubating experience (52). This study's VL inexperience is synthesized as a lack of training, familiarity, confidence as a result of occasional use, and knowledge of ETI indication. Because the factors mentioned are significantly associated with insufficient years of ETI experience, years of ETI experience is regarded as the most important factor for ETI success. We also believe that the absence of support from a well-trained technician or nurse outside of the hospital is a major factor impeding overall ETI success. To address this issue, some recent articles suggest that a shift from DL to VL as a legal standard of care is necessary, which can help increase ETI success rates as well as VL's rapid accumulation of experience (50, 51). In this context, future trials by expert clinicians with sufficient real-world experience in both VL and DL, such as non-channeled angular VL showing the best performance in the rank probability test, can thus demonstrate the true efficacy of VL in difficult airways.

Several previous studies have reported that VL improves the first-pass success rates and reduces the risk of ETI failure in patients with difficult airways (50, 51). In the subgroup analysis of the present meta-analysis, which included only two studies, the pooled results of studies with ≥50% difficult airways demonstrated a higher success rate for VL than for DL. In the rank probability of laryngoscope blade efficacy, two VL (nonchanneled angular VL and nonchanneled Macintosh VL) was ranked first and second devices respectively, in contrast, DL was ranked third devices. VL has been shown to be advantageous in managing difficult airways by providing better visualization of the airway structures, which can result in more successful ETI and fewer complications. Although in the ETI trial, VL may have been designated as a backup device, the results of our analysis suggest that VL could be considered as one of the primary tools for ETI in patients with predicted difficulty airway.

There are several limitations to this review and meta-analysis. First, our study aimed to establish a strict standard for ETI experience to minimize heterogeneity; however, this standard did not entirely eliminate the heterogeneity results. The measures of ETI experience, such as manikin training, clinical department experience, and ETI times threshold, varied among the included studies for both DL and VL. Furthermore, in the context of VL experience, a shortage of training time with VL and the use of manikins during training may have contributed to the lower success rate observed with VL. To improve the outcomes and heterogeneity of future RCTs, it is necessary to resolve these potential confounding factors. Second, rather than a fixed model, we used a random-effects model to account for the diverse medical resources or environments; however, a random-effects model cannot completely resolve hidden heterogeneity issues, including information gaps and selection bias. Third, most of the studies included in this meta-analysis did not provide sufficient information regarding the patients' disease, therefore, the assessment of the severity of their condition was not evaluated in this meta-analysis. Although time to ETI was not the primary outcome in this meta-analysis, it may be a crucial factor in patients with poor oxygen reserves or high oxygen demands, such as those with sepsis. In these patient populations, who present with physiological challenges, selecting the laryngoscope device that offers the highest success rate and the shortest time to ETI should be chosen. Finally, the population included in this study exhibits a substantial degree of heterogeneity, characterized by variations in disease severity, difficult airway, ETI location (pre-hospital or in-hospital), ETI during CPR, the presence of additional support during ETI such as a nurse, and the type of laryngoscopes employed. This diversity is reflected in the calculated heterogeneity. the quality of evidence supporting the comparison of multiple devices is considered low. Given these limitations of this study, the findings of the meta-analysis should be interpreted with caution.



5. Conclusion

This pooled analysis showed, with a low certainty of evidence, that VL does not improve intubation success compared with DL; however, VL outperformed DL in the contexts of difficult airways, inexperienced ETI providers, and in-hospital settings, with a moderate certainty of evidence. Channeled VL had the least efficacy for intubation success compared with nonchanneled VLs and DL.
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