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Hepatitis B virus infection is not only a huge burden in the field of social health but also a major public health problem that affects the lives and health of the people. Simple, rapid, feasible detection of HBV is critical for its prevention and spread, especially in the developing countries with low-resource laboratories. To this end, we combined multienzyme isothermal rapid amplification (MIRA) and lateral flow dipstick (LFD) strip to detect HBV. A pair of primers targeting the conserved region of HBV genome was designed and used in MIRA-LFD assay. Our results found that the entire amplification of MIRA-LFD only takes 10 min at 37°C and the dilution of the amplification products was added in the LFD strip and observed by the naked eye after 10 min. The detection sensitivity of this method can reach 10 pg. The 45 clinical samples were detected by MIRA-LFD and real-time PCR. The accuracy rate of MIRA-LFD was 100%. Therefore, these characteristics of our newly developed MIRA-LFD assay make it particularly useful and suitable for detecting HBV in the resource-limited condition.
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1 INTRODUCTION
Hepatitis B virus (HBV) belongs to the hepatophilia deoxyribonucleic acid (DNA) viridae and can be divided into positive hepatophilia DNA virus and poultry hepatophilia DNA virus. In the former, HBV is one of the main pathogens of human liver disease. Currently, HBV includes nine genotypes (A∼I), as well as different subtypes of the respective genotypes, according to the phylogenetic analysis of whole genome sequence (Demosthenes et al., 2019). HBV can cause people to get hepatitis B. The main routes of its transmission include blood transmission, mother-to-child transmission, and medical-borne transmission (Li et al., 2021). The patients can appear with loss of appetite, nausea, upper abdominal discomfort, liver pain, fatigue, and other symptoms. After the HBV invades the human body, it gives rise to cellular immunity restriction, causing a series of continuous liver inflammatory reactions, resulting in the continuous aggravation of the immune injury of the body, which may eventually develop into cirrhosis and even into liver cancer (Nagaoki et al., 2021).
There are 70 million hepatitis B virus carriers in China, and every year, the number of new cases of hepatitis B is stable at about 1 million (Lu and Zhuang, 2009). The direct medical expenses for the treatment of hepatitis B and related liver diseases in China reach to 100 billion yuan every year. Furthermore, the blood transmission of HBV via contaminated blood products is of enormous threat in the case of emergency transfusions, especially in resource-limited regions, which are endemic for HBV. Therefore, hepatitis B is not only a burden in the field of social health economy but also a major public health problem that threatens the life and health of Chinese people. At present, the clinical application of anti-viral treatment can significantly improve the prognosis of patients. However, because the virus DNA in the nucleus cannot be completely removed, patients may have HBV reactivation phenomenon (Perrillo et al., 2015) and need to take medicine for life, and there is no effective radical cure. Therefore, an accurate, economical, and efficient pathogen diagnosis is the key to control the infection of HBV.
Presently, the detection method of HBV widely used in the clinic is fluorescence quantitative polymerase chain reaction (FQ-PCR), which has strict requirements to laboratory facilities and professionals. Thus, it is not suitable for popularization in a resource-limited area (Weber et al., 2019). Another method, enzyme-linked immunosorbent assay (ELISA) usually takes 1∼2 days to get the detection result, and the antibody preparation cycle is long (Ye et al., 2021).
In recent years, several isothermal technologies have been developed for rapid pathogen detection. Multienzyme isothermal rapid amplification (MIRA) technology, similar to recombinase polymerase amplification (RPA), is a novel rapid isothermal amplification technique of nucleic acid. This technology uses four core proteins, namely, recombinase-Rec A, DNA helicase-gp41, single-stranded binding (SSB) protein, and DNA polymerase-DNA pol I (Piepenburg et al., 2006). The helicase could cooperate with SSB to form the D-loop rapidly (Lu et al., 2021). The reaction can be completed within 5–30 min under the condition of 25°C–42°C, which can effectively avoid the disadvantages of the above isothermal amplification technology and is sensitive, specific, economic, and convenient. In addition, the lateral flow strip bands are easy to observe, and the results can be visually evaluated as positive or negative. This can also be done by the untrained personnel. Therefore, the interpretation of the lateral flow strip and the processing of the reaction itself require minimal equipment and no special trained operator (Liu et al., 2018; Miao et al., 2019). In addition, with the help of MIRA-LFD, the lateral flow strip can replace the other expensive equipment currently in use, to reduce the cost of each test. Thus, the detection of HBV by MIRA-LFD has the potential application in the developing countries with low-resource laboratories.
In order to solve the current problem of virus detection and promote the early detection and early treatment of hepatitis B in resource-limited rural area, our study combined MIRA and LFD technology to provide a rapid and easy to implement diagnosis method of HBV.
2 METHODS
2.1 Primer Design
The primers were designed following the guidelines of AMP-Future Biotech Co. Ltd. (Weifang, China), which target the conserved region of the HBV genome. According to the guidelines, the length of primer was approximately 25–35 bp, whereas the amplicon was approximately 150–300 bp. A total of 17 HBV genome sequences were downloaded from NCBI and sequence comparison was performed using DNAMAN 9.0 software. The conserved X and S gene sequences were selected for primers design using Premier 5.0 software. The specificity analysis of the primers was screened by BLAST search (http://www.ncbi.nlm.nih.gov/blast/Blast.cgi).
2.2 Hepatitis B Virus Deoxyribonucleic Acid Preparation
The plasmid DNA with HBV fragment was used as template for MIRA reaction. A 3,418 bp DNA fragment from HBV genotype B was cloned into pCDNA3.1(+) by TSINGKE Biotech Co. Ltd. (Nanjing, China). After plasmid extraction, the DNA concentration was measured by NanoDrop™ One UV spectrophotometer (ThermoFisher Scientific, Waltham, MA, USA), and the copy number was calculated according to Yi et al.’s (2021) study.
2.3 Multienzyme Isothermal Rapid Amplification Basic Reaction
The MIRA basic reactions were performed using the kit (# WLB8201KIT) from AMP-Future Biotech Co. Ltd. According to the instruction of the manufacturer, the reaction was performed in a 39°C water bath for 30 min. After purified and diluted at 1:10,000, a 10-μl product was detected in 2% agarose gel electrophoresis. After electrophoresis at 110 V for 50 min, the gel was visualized by automatic digital gel image analysis system (Tanon, Shanghai, China).
2.4 Multienzyme Isothermal Rapid Amplification-Lateral Flow Dipstick Reaction
For the MIRA-LFD reactions, the forward and reverse primers were labeled with FAM and Biotin at the 5′-end, respectively. The reactions were performed using the kit (# WLB8203KIT) from AMP-Future Biotech Co. Ltd. According to the instruction of the manufacturer, the reaction was performed in a 37°C water bath for 10 min, and the product was diluted with H2O at the ratio of 1:5,000. Then a 100-μl diluent was added in the lateral flow nucleic acid test note (# JY0201, Baoying Tonghui Biotechnology Co. Ltd., Beijing, China), and the color was observed after 10 min.
2.5 Sensitivity and Specificity Analysis
To determine the detection limit of the MIRA-LFD reaction, a serial dilution of the HBV plasmid DNA was amplified and measured in gel electrophoresis. Moreover, the HBV plasmid DNA diluted from 1–10 fg was amplified and detected in colloidal gold lateral flow dipstick detection. In addition, the template of human genome was used to identify the specificity of the MIRA-LFD reaction using colloidal gold lateral flow dipstick. Moreover, the HIV-1, HSV-1, JEV, HAV, and HCV nucleic acids were also selected to validate the cross-reactivity of the MIRA assay. In addition, a pair of qPCR primers was also added for the sensitivity comparison (Table 1) (Kania et al., 2014). The qPCR reaction was conducted using TaKaRa TB Green Premix Ex Taq II (Tli RNaseH Plus) (TaKaRa, Japan) in the Applied Biosystems 7500-Real Time PCR system (Thermo Fisher Scientific). Each reaction consisted of at 95°C for 30 s, followed by 40 cycles at 95°C for 5 s and 60°C for 34 s. All the amplification reactions were performed in triplicate.
TABLE 1 | The primers used in quantitative polymerase chain reaction (qPCR) reaction.
[image: Table 1]2.6 Hepatitis B Virus Detection From Clinical Samples
A total of 45 blood samples were collected from the local hospital. Among them, 26 samples were confirmed as HBV positive. The DNA of these samples was extracted by QIAamp Blood DNA Kit (Qiagen, Germany) according to the instruction of the manufacturer. Then the extracted DNA was amplified using MIRA-LED reaction and detected in colloidal gold lateral flow dipstick.
3. RESULTS
3.1 The Selection of Primer
The DNAMAN software was used to blast the sequence of HBV subtypes. However, no appropriate conserved sequence could be selected for primer design (Figure 1). We mainly selected the HBV subtypes B and C, which were epidemic in East Asia and China, for primer design, since our study was mainly planned to be applied in China.
[image: Figure 1]FIGURE 1 | The alignment of 17 hepatitis B virus (HBV) genome sequences using the DNAMAN software.
The primers used in MIRA reaction are shown in Table 2. The MIRA basic reaction was performed by the unlabeled primers at 39°C for 30 min to test the usability of the primers. The result showed that all the three target fragments can be successfully amplified (Figure 2). Among them, primer X3 exhibited the best efficiency.
TABLE 2 | The primers used in multienzyme isothermal rapid amplification (MIRA) reaction.
[image: Table 2][image: Figure 2]FIGURE 2 | The products of multienzyme isothermal rapid amplification (MIRA) reaction measured in 2% agarose gel electrophoresis. L, 50-bp DNA ladder; 1, negative control; 2, positive control (∼250 bp); 3, product of primer S3 (∼146 bp); 4, product of primer X1 (∼156 bp); 5, product of primer X3 (∼214 bp).
3.2 The Sensitivity and Specificity of Multienzyme Isothermal Rapid Amplification Basic Reaction
To determine the detection limit of the MIRA basic reaction, a serial dilution of HBV plasmid DNA was amplified using primer X3 in MIRA reaction and detected in 2% agarose gel (Figure 3). The results found that the templates from 25 ng to 25 pg could be detected successfully in agarose gel. However, the template of 12.5 pg could not be observed clearly.
[image: Figure 3]FIGURE 3 | The products of a serial dilution of HBV plasmid deoxyribonucleic acid (DNA) measured in 2% agarose gel electrophoresis. L, 50 bp DNA ladder; 1, positive control (∼250 bp); 2, product of 25-ng template; 3, product of 5-ng template; 4, product of 1-ng template; 5, product of 200-pg template; 6, product of 100-pg template; 7, product of 50-pg template; 8, product of 25-pg template; 9, product of 12.5-pg template.
Additionally, no positive results were observed in the templates from the other pathogens expect for HBV (Figure 4).
[image: Figure 4]FIGURE 4 | The cross-reactivity test of multiple pathogens measured in 2% agarose gel electrophoresis. L, 50-bp DNA Ladder; 1, positive control (∼250 bp); 2, product of HBV; 3, product of HIV-1; 4, product of HSV-1; 5, product of JEV; 6, product of HAV; 7, product of HCV.
3.3 Multienzyme Isothermal Rapid Amplification-Lateral Flow Dipstick Reaction
To identify the sensitivity of the MIRA-LFD reaction, the HBV plasmid DNA was diluted into 1 ng, 100 pg, 10 pg, 1 pg, 100 fg, and 10 fg. Then six dilutions were amplified and detected in colloidal gold LFD (Figure 5). The results showed that even the 100-fg plasmid DNA could be detected in LFD, while the template of water and human genomic DNA showed a negative result. In addition, the different dilutions of HBV genome template from 100 pg to 0.1 fg were detected by qPCR assay, and the detection limitation was found to be 100 fg (Figure 6). The results showed that MIRA-LFD have the similar sensitivity as qPCR.
[image: Figure 5]FIGURE 5 | The products of a serial dilution of HBV plasmid DNA measured in MIRA-LFD. 1, product of 1 ng template; 2, product of 100 pg template; 3, product of 10 pg template; 4, product of 1 pg template; 5, product of 100 fg template; 6, product of 10 fg template; 7, product of human genome template; 8, product of water template.
[image: Figure 6]FIGURE 6 | The products of a serial dilution of HBV plasmid DNA measured in qPCR. 1, product of 100-pg template; 2, product of 10-pg template; 3, product of 1-pg template; 4, product of 100-fg template; 5, product of 10-fg template; 6, product of 1-fg template; 7, product of 0.1-fg template; 8, product of water template.
3.4 The Detection of Clinical Samples
The MIRA-LFD and real-time PCR were used to test the HBV in 45 clinical samples. All the 26 positive samples and 19 negative samples were accurately detected (Table 3). The 100% accuracy rate in the results of clinical sample suggested that MIRA-LFD is suitable for HBV detection in clinical application.
TABLE 3 | The results of hepatitis B virus (HBV) detection in the clinical samples.
[image: Table 3]4 DISCUSSION
In this study, we designed specific primers in two highly conserved regions (region S and X) of the HBV genome and established an HBV DNA detection method via MIRA-LFD reaction. The entire amplification of MIRA-LFD only takes 10 min at 37°C, and then the dilution was added in the test trip and observed by the naked eye after 10 min. Compared with the existing method, this method is efficient and suitable to implement in the resource-limited area without the restriction of laboratory condition. In the MIRA-LFD reaction, the detection sensitivity can even reach 10 pg. Therefore, it is helpful to detect the potential HBV infection (Tu et al., 2017) and has the significant application in the prevention of the spread and infection of HBV.
With the rapid advancement of molecular biotechnology, several isothermal amplification techniques have been developed. Multiple cross displacement amplification (MCDA) (Wang et al., 2015), loop-mediated isothermal amplification (LAMP) (Nagamine et al., 2001; Wong et al., 2018), and cross-priming amplification (CPA) (Fang et al., 2009) can be carried out at about 60°C–65°C, and the amplification process usually ends within 60 min. In addition, the process of primer design is very complicated, and more than four primers need to be designed for amplification. Isothermal polymerase spiral reaction (PSR) is also performed at about 60°C for 60 min, and only one pair of primers need to be designed (Liu et al., 2015). Compared with the abovementioned methods, the RPA is mild and efficient. The reaction is performed at 37°C–42°C for 20–40 min and only needs to design one pair of primers (Piepenburg et al., 2006). However, it has been reported that RPA is not ideal for discriminating between mutations or identifying mutations based on the performance of a nested RPA-based assay (Ng et al., 2017).
The MIRA assay can be reacted continuously at 37°C–42°C with a reaction time of only 5–30 min. Additionally, it does not need the strict laboratory condition (Piepenburg et al., 2006). Therefore, it is appropriate in initial screening of infectious diseases. Lateral flow dipstick (LFD) technology is a high-sensitivity technique for the detection of trace antigens, which uses an amplified product containing a biotin to hybridize with the probe labeled 5-carboxyfluorescein (FAM) and bind to colloidal gold-labeled antibodies, to obtain intuitive detection results in a short time. Now, combined with other isothermal technologies, it has exhibited a great potential in rapid pathogen detection (Zeng et al., 2019) (Figure 7).
[image: Figure 7]FIGURE 7 | Scheme summarizing the entire process.
There are still several potential limitations in the present study. First, due to the numerous subtypes of hepatitis B virus, the primer sequence can only identify some of these subtypes, but not all of them. The HBV subtypes that do not match the primer-binding regions cannot be detected. To some extent, it limits the wide usage of this method. Second, DNA extraction process is still required. Although some reagent, such as chelex-100, has simplified the DNA extraction process, the DNA extraction process is still a limitation of the entire process. Our method did not combine the DNA extraction and rapid amplification into one step. Third, the present method contains only one MIRA reaction and one LFD strip, which is difficult to detect the HBV with mutations in the primer recognition sequence. It is possible to add additional reaction and test strip for detecting other mutations in the future optimization of MIRA-LFD.
5 CONCLUSION
In this study, the combination of MIRA and LFD is a simple and feasible method without the restriction of special instrument. The entire detection of MIRA-LFD only takes 10 min at 37°C, and then the dilution was added in the test trip and observed by the naked eye after 10 min. This fast and easy-to-read-out method has the potential application in the developing countries with low-resource laboratories.
DATA AVAILABILITY STATEMENT
The original contributions presented in the study are included in the article/Supplementary material. Further inquiries can be directed to the corresponding author.
ETHICS STATEMENT
The studies involving human participants were reviewed and approved by the Ethics Committee of China Medical University. The patients/participants provided their written informed consent to participate in this study.
AUTHOR CONTRIBUTIONS
M-LS and JY designed and drafted the work and wrote the manuscript. M-LS, H-YL, N-YC, and D-FL performed the experiments, analyzed the data, and interpreted the results. Z-YZ and BP performed sample preparation. JY conceived and interpreted experiments.
FUNDING
This study was supported by the Student Innovation and Entrepreneurship Training Program of China Medical University in 2021.
PUBLISHER’S NOTE
All claims expressed in this article are solely those of the authors and do not necessarily represent those of their affiliated organizations, or those of the publisher, the editors and the reviewers. Any product that may be evaluated in this article, or claim that may be made by its manufacturer, is not guaranteed or endorsed by the publisher.
REFERENCES
 Demosthenes, J. P., Sachithanandham, J., Fletcher, G. J., Zachariah, U. G., Varghese, G. M., John Daniel, H. D., et al. (2019). Characteristics of Treatment-Naïve HBV-Infected Individuals with HIV-1 Coinfection: A Cross-Sectional Study from South India. Indian J. Med. Microbiol. 37 (2), 219–224. doi:10.4103/ijmm.ijmm_19_16
 Fang, R., Li, X., Hu, L., You, Q., Li, J., Wu, J., et al. (2009). Cross-Priming Amplification for Rapid Detection of Mycobacterium tuberculosis in Sputum Specimens. J. Clin. Microbiol. 47 (3), 845–847. doi:10.1128/jcm.01528-08
 Kania, D., Ottomani, L., Meda, N., Peries, M., Dujols, P., Bolloré, K., et al. (2014). Performance of Two Real-Time PCR Assays for Hepatitis B Virus DNA Detection and Quantitation. J. Virol. Methods 201, 24–30. doi:10.1016/j.jviromet.2014.01.015
 Li, M., Zu, J., Shen, M., Zhuang, G., Chen, S., Wang, F., et al. (2021). Evaluating the Independent Influence of Sexual Transmission on HBV Infection in China: a Modeling Study. BMC Public Health 21 (1), 388. doi:10.1186/s12889-021-10408-5
 Liu, C.-C., Yu, J.-S., Wang, P.-J., Hsiao, Y.-C., Liu, C.-H., Chen, Y.-C., et al. (2018). Development of sandwich ELISA and Lateral Flow Strip Assays for Diagnosing Clinically Significant Snakebite in Taiwan. Plos Negl. Trop. Dis. 12 (12), e0007014. doi:10.1371/journal.pntd.0007014
 Liu, W., Dong, D., Yang, Z., Zou, D., Chen, Z., Yuan, J., et al. (2015). Polymerase Spiral Reaction (PSR): A Novel Isothermal Nucleic Acid Amplification Method. Sci. Rep. 5, 12723. doi:10.1038/srep12723
 Lu, F. M., and Zhuang, H. (2009). Management of Hepatitis B in China. Chin. Med. J. (Engl) 122 (1), 3–4. doi:10.3760/cma.j.issn.0366-6999.2009.01.001
 Lu, Y., Li, M.-C., Liu, H.-C., Lin, S.-Q., Zhao, X.-Q., Liu, Z.-G., et al. (2021). Detecting Mycobacterium tuberculosis Complex and Rifampicin Resistance via a New Rapid Multienzyme Isothermal point Mutation Assay. Anal. Biochem. 630, 114341. doi:10.1016/j.ab.2021.114341
 Miao, F., Zhang, J., Li, N., Chen, T., Wang, L., Zhang, F., et al. (2019). Rapid and Sensitive Recombinase Polymerase Amplification Combined with Lateral Flow Strip for Detecting African Swine Fever Virus. Front. Microbiol. 10, 1004. doi:10.3389/fmicb.2019.01004
 Nagamine, K., Watanabe, K., Ohtsuka, K., Hase, T., and Notomi, T. (2001). Loop-Mediated Isothermal Amplification Reaction Using a Nondenatured Template. Clin. Chem. 47 (9), 1742–1743. doi:10.1093/clinchem/47.9.1742
 Nagaoki, Y., Hyogo, H., Ando, Y., Kosaka, Y., Uchikawa, S., Nishida, Y., et al. (2021). Increasing Incidence of Non-HBV- and Non-HCV-Related Hepatocellular Carcinoma: Single-Institution 20-Year Study. BMC Gastroenterol. 21 (1), 306. doi:10.1186/s12876-021-01884-5
 Ng, B. Y. C., Wee, E. J. H., Woods, K., Anderson, W., Antaw, F., Tsang, H. Z. H., et al. (2017). Isothermal Point Mutation Detection: Toward a First-Pass Screening Strategy for Multidrug-Resistant Tuberculosis. Anal. Chem. 89 (17), 9017–9022. doi:10.1021/acs.analchem.7b01685
 Perrillo, R. P., Gish, R., and Falck-Ytter, Y. T. (2015). American Gastroenterological Association Institute Technical Review on Prevention and Treatment of Hepatitis B Virus Reactivation during Immunosuppressive Drug Therapy. Gastroenterology 148 (1), 221–244. doi:10.1053/j.gastro.2014.10.038
 Piepenburg, O., Williams, C. H., Stemple, D. L., and Armes, N. A. (2006). DNA Detection Using Recombination Proteins. Plos Biol. 4 (7), e204. doi:10.1371/journal.pbio.0040204
 Tu, T., Budzinska, M. A., Shackel, N. A., and Urban, S. (2017). HBV DNA Integration: Molecular Mechanisms and Clinical Implications. Viruses 9 (4). doi:10.3390/v9040075
 Wang, Y., Wang, Y., Ma, A.-J., Li, D.-X., Luo, L.-J., Liu, D.-X., et al. (2015). Rapid and Sensitive Isothermal Detection of Nucleic-Acid Sequence by Multiple Cross Displacement Amplification. Sci. Rep. 5, 11902. doi:10.1038/srep11902
 Weber, J., Sahoo, M. K., Taylor, N., Uy, E., Shi, R.-Z., and Pinsky, B. A. (2019). Comparison of Transcription-Mediated Amplification and Real-Time PCR Assays for Hepatitis B Virus DNA Quantitation in Serum. Jrnl App Lab. Med. 4 (3), 383–390. doi:10.1373/jalm.2019.029058
 Wong, Y.-P., Othman, S., Lau, Y.-L., Radu, S., and Chee, H.-Y. (2018). Loop-Mediated Isothermal Amplification (LAMP): A Versatile Technique for Detection of Micro-Organisms. J. Appl. Microbiol. 124 (3), 626–643. doi:10.1111/jam.13647
 Ye, X., Li, T., Li, R., Liu, H., Zhao, J., and Zeng, J. (2021). Molecular Characteristics of HBV Infection Among Blood Donors Tested HBsAg Reactive in a Single ELISA Test in Southern China. BMC Infect. Dis. 21 (1), 83. doi:10.1186/s12879-020-05747-4
 Yi, T. t., Zhang, H. y., Liang, H., Gong, G. z., and Cai, Y. (2021). Betaine‐Assisted Recombinase Polymerase Assay for Rapid Hepatitis B Virus Detection. Biotechnol. Appl. Biochem. 68 (3), 469–475. doi:10.1002/bab.1940
 Zeng, F., Wu, M., Ma, L., Han, Z., Shi, Y., Zhang, Y., et al. (2019). Rapid and Sensitive Real-Time Recombinase Polymerase Amplification for Detection of Marek's Disease Virus. Mol. Cell Probes 48, 101468. doi:10.1016/j.mcp.2019.101468
Conflict of Interest: The authors declare that the research was conducted in the absence of any commercial or financial relationships that could be construed as a potential conflict of interest.
Copyright © 2021 Sun, Lai, Chong, Liu, Zhang, Pang and Yao. This is an open-access article distributed under the terms of the Creative Commons Attribution License (CC BY). The use, distribution or reproduction in other forums is permitted, provided the original author(s) and the copyright owner(s) are credited and that the original publication in this journal is cited, in accordance with accepted academic practice. No use, distribution or reproduction is permitted which does not comply with these terms.
OPS/images/fmolb-08-763079-g005.gif





OPS/images/fmolb-08-763079-g006.gif
Amglication Plek

fdis





OPS/images/fmolb-08-763079-g003.gif





OPS/images/fmolb-08-763079-g004.gif





OPS/images/fmolb-08-763079-t002.jpg
Primer

S3-F
S3-R
X1-F
X1-R
X3-F
X3-R
X3-F (labeled)
X3-R (iabeled)

Sequence (from 5' to )

CAGGAACATCAACTACCAGCACGGGACC
TGCGAACCACTGAACAAATGGCACTA
CGGTCTCCCCGTCTGTGCCTTCTCATCTGC
AGGTCGGTCGTTGACATTGCTGAGAGTCCAAGAGT
TACCGTCCCCTTCTCCGTCTGCCGTTCCG
AGGTCGGTCGTTGACATTGCTGAGAGTCCAAGAGT
[5'-FAM]-TACCGTCCCCTTCTCCGTCTGCCGTTCCG
[6'-biotin]-AGGTCGGTCGTTGACATTGCTGAGAGTCCAAGAGT

Target

S gene
S gene
X gene
X gene
X gene
X gene
X gene
X gene

Product length (bp)

146
156
214

214
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HBV-TAQ1 GTGTCTGCGGCGTTTTATCA 98p
HBV-TAQ2 GACAAACGGGCAACATACCTT
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