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Non-Invasive Respiratory Impedance Enhances Cerebral Perfusion in Healthy Adults
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Optimization of cerebral blood flow (CBF) is the cornerstone of clinical management in a number of neurologic diseases, most notably ischemic stroke. Intrathoracic pressure influences cardiac output and has the potential to impact CBF. Here, we aim to quantify cerebral hemodynamic changes in response to increased respiratory impedance (RI) using a non-invasive respiratory device. We measured cerebral perfusion under varying levels of RI (6 cm H2O, 9 cm H2O, and 12 cm H2O) in 20 healthy volunteers. Simultaneous measurements of microvascular CBF and middle cerebral artery mean flow velocity (MFV), respectively, were performed with optical diffuse correlation spectroscopy and transcranial Doppler ultrasound. At a high level of RI, MFV increased by 6.4% compared to baseline (p = 0.004), but changes in cortical CBF were non-significant. In a multivariable linear regression model accounting for end-tidal CO2, RI was associated with increases in both MFV (coefficient: 0.49, p < 0.001) and cortical CBF (coefficient: 0.13, p < 0.001), although the magnitude of the effect was small. Manipulating intrathoracic pressure via non-invasive RI was well tolerated and produced a small but measurable increase in cerebral perfusion in healthy individuals. Future studies in acute ischemic stroke patients with impaired cerebral autoregulation are warranted in order to assess whether RI is feasible as a novel non-invasive therapy for stroke.
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INTRODUCTION

Optimization of cerebral blood flow (CBF) is a cornerstone of clinical management for a number of neurological diseases that result in impaired oxygen delivery to the brain, most notably ischemic stroke. A decrease in intrathoracic pressure has been shown to increase cerebral perfusion in animal models of cardiac arrest and hypotension, but human data are limited (1–4). These effects are likely driven by an increase in venous return to the heart (5, 6), which in turn promotes cardiac output (CO) (6, 7) and blood pressure (1, 7). While intrathoracic pressure can be manipulated during mechanical ventilation, a non-invasive approach can have a similar effect in spontaneously breathing patients. A respiratory device incorporating a one-way valve that provides resistance only during the inspiratory component of the respiratory cycle, referred to as respiratory impedance (RI), leads to augmentation of the inspiratory effort in order to generate enough negative intrathoracic pressure to overcome the impedance. This device has typically been used for respiratory muscle training, but the effect on cerebral perfusion in humans is not well studied. The limited data that exist have focused on patients with orthostatic hypotension, where RI has been shown to increase CBF velocity [measured by transcranial Doppler (TCD)] (1), and reduce subjective symptoms (1, 8).

Transcranial Doppler provides an important measure of cerebral hemodynamics, capturing blood flow velocity through proximal intracranial vessels. This non-invasive, continuous measure provides a valuable surrogate to global CBF. Diffuse correlation spectroscopy (DCS) is a relatively new optical technique that permits real-time, continuous, non-invasive bedside monitoring of tissue-level CBF using near-infrared light (9–12). DCS holds great promise for monitoring cerebral hemodynamics (13, 14) and has been validated against other measures of CBF such as ASL-MRI (15), Xenon CT (16), TCD (17), phase-encoded velocity mapping MRI (18), and fluorescent microspheres (19). This instrumentation has also been recently employed to quantify changes in CBF associated with position change after stroke (20). For this study, we use both DCS and TCD to measure changes in cerebral hemodynamics that occur during RI in healthy adults.

MATERIALS AND METHODS

Study Population

Twenty healthy adult volunteers were enrolled in this study at the Hospital of the University of Pennsylvania between August 2015 and October 2015. Subjects were eligible for the study if they were over 18 years of age but were excluded if any of the following were present: history of stroke or transient ischemic attack, known cerebrovascular disease, history of congestive heart failure, history of COPD, prior neurosurgical procedure, history of brain tumor, or active pregnancy. Subjects with well-controlled vascular risk factors, such as hypertension and hyperlipidemia, were permitted to participate in the study. The protocol was approved by the University of Pennsylvania Institutional Review Board (Protocol Number 822204). Written informed consent was signed by each participant prior to enrollment.

CBF Monitoring

Diffuse correlation spectroscopy provides a transcranial measurement of relative CBF. Briefly, the temporal fluctuations of near-infrared light scattered by moving red blood cells in tissue are detected. These fluctuations are quantified by the light intensity temporal autocorrelation function. Its decay rate is related to changes in CBF (21). Our instrument employed a long-coherence-length laser operating at 785 nm and four single-photon counting avalanche photodiode detectors for each hemisphere (i.e., a total of two lasers and eight detectors). Optical fibers were used to couple sources and detectors to the head via 2 cm × 5 cm rubber optical probes that were placed bilaterally at the temporal margin of the forehead, superior to the frontal sinuses; this configuration enabled measurement of tissues supplied by the anterior middle cerebral artery (MCA). The distance between the source and detector fibers was 2.5 cm, permitting average light penetration through the cortical surface (~1.25 cm). An elastic headband was placed over the optical probes to maintain secure contact during the course of the protocol (Figure 1). Data were collected from both hemispheres at a sampling frequency of 1 Hz. Mean CBF was calculated for each segment of the protocol after discarding 10 s preceding and 20 s following each RI transition. This protocol helped to negate spurious motion-induced signal fluctuations and enabled stabilization after each transition.
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FIGURE 1 | Protocol setup: (A) transcutaneous cortical cerebral blood flow monitoring by diffuse correlation spectroscopy (DCS) and middle cerebral artery trunk velocity monitoring by transcranial Doppler (TCD). (B) A subject prepared for the protocol with all cerebrovascular and cardiopulmonary equipment in place.



Blood Flow Velocity Monitoring

Mean flow velocity (MFV) within the MCA was assessed in all subjects using a Compumetics DWL TCD System (Compumetics Ltd., Singen, Germany). Probes were secured using a DiaMon® adjustable headframe (Figure 1). MCA trunks were insonated bilaterally via transtemporal windows at a depth of 40–65 mm. Emphasis was placed on obtaining reliable signal from one MCA, as there was no expectation of asymmetry in this population of healthy volunteers. MFV waveforms were sampled at a rate of 25 Hz, time-synchronized, and recorded on a computer with DCS-measured CBF. Average values were calculated for each segment of the protocol, i.e., after discarding 10 s preceding and 20 s following each RI transition. This protocol helped to negate spurious motion-induced signal fluctuations and enabled stabilization after each transition.

Cardiopulmonary Monitoring

A finger photophlethysmogaph (Finapres Medical Systems, Arnhem, Netherlands) was placed on the right wrist and third digit of the right hand and provided continuous measurement of mean arterial pressure (MAP), systolic blood pressure, heart rate (HR), and CO. A transcutaneous pulse-oximeter was placed on the second digit of the right hand for continuous measurement of oxygen saturation. The RI device was coupled with a sensor that provided continuous measurements of both end-tidal CO2 and respiratory rate (Figure 1). All cardiopulmonary waveforms were digitized, time-synchronized, and recorded on a computer with DCS-measured CBF at a sampling frequency of 25 Hz. Average values were calculated for each segment of the protocol after discarding 10 s preceding and 20 s following each RI transition, in order to negate spurious motion-induced signal fluctuations and enable stabilization after each transition.

RI Protocol

The Philips Inspiratory Muscle Trainer (IMT; Philips Respironics) was utilized to non-invasively augment RI. The device has a one-way, spring-loaded valve, which provides an adjustable resistance during inspiration only. No resistance is imposed during expiration. When the device is in place, inspiratory effort must increase in order to generate sufficient negative intrathoracic pressure to overcome the selected resistance. Three discrete levels of resistance were tested (6 cm H2O, 9 cm H2O, and 12 cm H2O). Every subject was exposed to all three levels of resistance in a prespecified random order.

Each subject was positioned in a hospital bed, with the head-of-bed at 45°. Baseline hemodynamic data were collected for 5 min, during which the subject was breathing through a respiratory mouthpiece providing no resistance. The IMT was then mounted to the back of the respiratory mouthpiece for a 3-min RI segment, during which the subject was instructed to breathe naturally through the IMT and maintain a relatively stable respiratory rate, in order to avoid fluctuations in end-tidal CO2, if possible. If fluctuation in respiratory rate or end-tidal CO2 occurred, the subject was reminded to breathe comfortably at a normal rate, but more intensive attempts to coach breathing were avoided. After 3 min of RI, the IMT was removed for 3 min. This 6-min cycle was repeated for each level of resistance. Subjects were blinded to the level of resistance. At the completion of the study protocol, subjects were asked if they experienced shortness of breath, chest pain, fatigue, and lightheadedness. A single Neurologist at the Hospital of the University of Pennsylvania was familiar with the protocol and present for the entirety of the protocol. The protocol was carried out in the CBF lab, within the Hospital of the University of Pennsylvania.

Statistical Analyses

All data processing was performed while blinded to the level of RI. Mean cerebral perfusion (using both CBF and MFV) values for each RI segment were compared to the preceding 3 min of normal breathing. Pairwise comparisons were completed using the Wilcoxon signed-rank tests. Kruskal–Wallis test and Cuzick’s non-parametric test of trend were used to compare perfusion measures across all RI segments. Additionally, mixed-effects linear regression was employed, using a maximum likelihood to model changes in DCS and TCD across levels of RI. Models incorporated a random slope, and the covariance was modeled as unstructured. This approach was used in a prior study of DCS–CBF and head-of-bed manipulation (20). DCS and TCD were dependent variables. Level of RI was the independent variable and was considered to be an interval variable. The subject variable was included in the model to assess possible individual variability. End-tidal CO2 was included in the model in order to account for possible device-related effects, which may influence perfusion, independent of the proposed mechanism. Specifically, subjects were encouraged to breathe at a normal rate, yet if the device caused them to hyperventilate, MFV and CBF would be expected to decrease. Blood pressure and CO were not included in the model because they are expected to be on the causal pathway, rather than confounders. In a secondary analysis, the mixed-effects regression was repeated without the inclusion of end-tidal CO2, and the level of RI was considered to be categorical rather than interval.

The sample size was derived from prior TCD data in human subjects (1), from which we estimated a 10% mean increase in MFV associated with RI (SD 10%). Setting power to 0.80 and significance to 0.05, 16 healthy controls would be sufficient to demonstrate the effect of the intervention. No previous literature exists to provide expectations of mean increase in DCS-derived CBF associated with RI. However, considering the relative similarity between perfusion changes measured with TCD and DCS (17, 20), we posit that the sample size calculations used for TCD measures will be applicable for CBF measured with DCS.

RESULTS

The study enrolled 20 consecutive healthy volunteers. The average age was 39 years (SD: 11 years). Fifty-five percent of volunteers were male, and 70% were Caucasian. Vascular risk factors were uncommon in the cohort: 10% had hypertension, 15% hyperlipidemia, 10% asthma, and no subjects had diabetes or coronary artery disease. No subjects were taking beta-blockers. Also, 5% were taking nodal acting calcium channel blockers, and 10% were taking inhaled bronchodilators. There were no adverse events associated with the IMT device. Specifically, no subjects reported shortness of breath, chest pain, fatigue, or lightheadedness. No subjects elected to terminate the protocol before completion, and there were no documented episodes of hypoxia, hypoventilation, or hyperventilation.

Figure 2 provides an example of the raw time series data acquired from the study of one subject, where there is augmentation of both cortical CBF and MCA flow velocity during each level of RI, most notable with the highest level of RI. Figure 3 depicts the relationship between blood flow and RI averaged across the cohort. There was a 6.4% increase in TCD-measured MFV at the maximum level of resistance (12 cm H2O) (p = 0.004), but no significant change from baseline was noted at the low and medium levels of RI. Pairwise testing similarly compared DCS-measured CBF at each level of RI (in comparison to baseline), and while no significant differences were identified, point estimates suggest a subtle dose–response relationship between CBF and RI. Table 1 depicts all hemodynamic data, including MAP, HR, CO, and end-tidal CO2 across the range of RI. Similar to the change in MFV, an increase in MAP was noted with the highest level of RI. Importantly, when averaged over the cohort, there were no significant changes in end-tidal CO2.
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FIGURE 2 | CBF and MFV time series: an example of hemodynamic changes throughout the protocol for one subject, (A) middle cerebral artery MFV and (B) cortical CBF. CBF, cerebral blood flow; TCD, transcranial Doppler; DCS, diffuse correlation spectroscopy; MFV, mean flow velocity.
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FIGURE 3 | The effect of respiratory impedance on cerebral perfusion: box-and-whisker plots represent medians, inter-quartile ranges, and the full range of the data. The two additionally plotted points represent outliers. *p < 0.005 by Wilcoxon signed-rank tests. CBF, cerebral blood flow; DCS, diffuse correlation spectroscopy; TCD, transcranial Doppler; MFV, mean flow velocity.



TABLE 1 | Hemodynamic changes with respiratory impedance (RI): % changes relative to baseline.
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When all levels of RI were compared by Kruskal–Wallis test, both TCD and DCS were significantly different across levels (p < 0.001 for both measures). A Cuzick’s non-parametric test of trend confirmed that this difference across levels of RI was ordered for both TCD and DCS (p < 0.001 for both measures). To better quantify the trend, mixed-effects linear regression was employed, incorporating end-tidal CO2 and individual variability in the model, this approach demonstrated that level of RI was associated with both TCD-measured MFV (coefficient: 0.49, p < 0.001) and DCS-measured microvascular CBF (coefficient: 0.13, p < 0.001). The larger coefficient for MFV suggests that RI had a greater effect on flow through the intracranial trunk vessels as compared to cortical tissue perfusion, although the magnitude of effect was small overall. Post-estimation predicted probabilities suggest that RI of 12 cm H2O, relative to no RI, was associated with a 5.8% increase in TCD MFV and a 1.2% increase in CBF. Values predicted by the linear model were very similar to measured values at 6 cm H2O, 9 cm H2O, and 12 cm H2O. Removal of end-tidal CO2 did not influence the model for TCD or DCS. In the mixed-effects models, a Wald test identified significant variability between individuals for both TCD (p < 0.001) and DCS (p < 0.001). In a secondary analysis, the level of RI was considered to be categorical rather than interval, but the model was not significantly affected.

DISCUSSION

Non-invasive RI proved to be well tolerated and holds promise as a bedside intervention to augment cerebral perfusion. In this study of healthy volunteers, RI resulted in a small but significant increase in MFV measured by TCD. Brain tissue flow measured by DCS did not show a significant change as compared to baseline, but there appears to be a linear relationship between the level of RI and the resultant increase in both MCA trunk and tissue-level flow, independent of end-tidal CO2, although the magnitude of change was small. Changes in end-tidal CO2 are proportional to changes in CBF through its potent effect of vasomotor control (22, 23). Because RI influences the respiratory cycle, care was taken to quantify respiratory rate and end-tidal CO2 to ensure that the measured hemodynamic effects were a result of RI rather than a surrogate effect. While the effect of RI on TCD has been previously studied, the current study is the first to utilize measures of tissue-level cortical CBF and compare the perfusion response across three levels of RI.

In the comparison of individual medians, a significant increase from baseline flow was only noted by TCD at the highest level of resistance. This may indicate a threshold of effect, but more likely it is due to limited power to detect small differences. Similarly, DCS was unable to identify a significant change in tissue flow. The point estimates indicate a dose–response relationship, although, again, the absolute differences were small, and the study was not powered to detect these differences. The mixed-effects regression model for both TCD and DCS has greater power because it incorporates repeated measures for each subject. This model demonstrated a statistically significant increase in both DCS and TCD as RI increased, although the absolute difference was low.

The discrepancy between TCD and DCS may reflect the fact that the two technologies are monitoring different components of the vascular system. For example, the increase in MAP at the highest level of RI mirrored changes in MCA velocity. Cerebrovascular autoregulation, which is largely imposed at the arteriolar level (24, 25), may dampen the effect at the tissue level, resulting in a non-significant increase in DCS-measured CBF. Patient populations with impaired autoregulation may demonstrate greater effects of RI. While there are little human data available for comparison, a study of patients with orthostatic hypotension demonstrated a 10% increase in MFV with 7 cm H2O resistance (1), while a study of normovolemic healthy volunteers found that RI reduced symptoms generated by orthostatic maneuvers but yielded no objective effect on MFV (8).

Mechanistically, RI decreases intrathoracic pressure, which in turn increases venous return to the heart and ventricular preload (5, 6). Depending on volume status and cardiac function, the Frank–Starling law indicates that an increase in preload results in an increase in cardiac stroke volume, as previously observed (6, 7), which in turn increases vital organ perfusion, including brain perfusion (2, 26). This physiologic mechanism is more impactful in the context of hypovolemia (27, 28), and the modest effect measured in the current study may be a consequence of the subjects’ volume status. Additionally, as noted above, cerebral autoregulation may dampen the augmentation of tissue perfusion with RI. So, although we observed a small magnitude of effect in healthy volunteers, other populations may experience greater increases in CBF. For example, ischemic stroke impairs cerebrovascular autoregulation, and many patients with acute stroke present to the hospital in a hypovolemic state, which is associated with worse outcome (29, 30). As such, RI may achieve more significant increases in cerebral perfusion in patients with acute ischemic stroke, which will be an important area of future study.

Based on the proposed mechanism of increased cardiac preload, it may be surprising that RI did not increase CO, as was previously reported (31). It is worth noting that the Finapres continuous hemodynamic monitor does not directly measure cardiac stroke volume. Rather, it calculates stroke volume and CO based on the contour of the blood pressure waveform, so technical limitations should temper the confidence in this measurement. Still, prior studies of RI that have measured an increase in CO have used a similar approach (31, 32). The discrepancy between these findings may relate to the underlying volume status of the study subjects, but it would also be reasonable to consider more direct measure of stroke volume and CO in future studies.

An additional mechanism by which RI may increase cerebral perfusion is through manipulation of intracranial pressure (ICP). In animal models, decreases in ITP have been shown to result in reduced ICP (33, 34). This may occur because of the increased venous return through the jugular veins or spinal venous system. The potential relationship between ITP and ICP has not been studied in spontaneously breathing humans, and because the effect of interest in the current study was cerebral perfusion, an emphasis was placed on perfusion monitoring rather than a mechanistic evaluation, but potential mechanism could be explored in future studies.

Adjusting for end-tidal CO2 in the regression analysis did not diminish the effect of RI. Still, end-tidal CO2 should be a key component of future studies, because if a subject were to hyperventilate during RI, the resultant hypocapnia could be expected to influence vasomotor tone and flow, confounding results (22, 23). Over a longer period of time, which would be required for any kind of clinical utility, there is a theoretical possibility of respiratory fatigue, though this was not observed under the current protocol. RI was well tolerated, without any reported shortness of breath, lightheadedness, fatigue, or chest pain. Continuous pulse-oximetry demonstrated maintenance of appropriate blood oxygen saturation throughout the protocol. Low levels of RI have been shown to nearly double the work of normal physiologic breathing, without signs of intolerance, but again less than 10 min of RI was tested (35). Prior studies have exposed subjects to periods of RI greater than 10 min, with good tolerability (8, 31), showcasing the potential of using this intervention over longer time scales than tested in this study.

There are several limitations of the current study. Most notably, the detected changes in perfusion were smaller than anticipated, so the sample size was not powered to identify significant changes in perfusion during lower levels of RI. RI was limited to 3 min, so conclusions cannot directly be drawn about the effects of prolonged use. The volume status of each volunteer also serves as a significant confounder, and because volume status was not objectively quantified in this cohort, adjustment was not possible. Response to RI may be confounded by volume status, cardiac function, or dysrhythmia, which was not objectively assessed in this cohort. In addition, DCS signals cannot be reliably recorded through hair. Thus, tissue perfusion data are restricted to the frontal lobe, leaving other territories and deeper structures unmeasured. While TCD is a commonly used surrogate of CBF, it more specifically measures blood flow velocity through the MCA trunk, so one must assume a constant arterial diameter in order to use TCD as a reliable surrogate. This is a general limitation of TCD, but in the current study, we avoided such assumptions by also using DCS, a direct CBF monitor. A fairly homogenous population limited generalizability to specific patient populations, but the intent of this study was to demonstrate tolerability and potential for effect. Because the acute stroke population stands to benefit from an intervention that augments CBF, that population will be the subject of future study. In the study of stroke patients, attention should be paid to volume status, duration of RI, cardiac function, dysrhythmia, and infarct location.

CONCLUSION

Manipulating intrathoracic pressure via non-invasive RI was well tolerated and resulted in a small but measurable increase in cerebral perfusion in healthy individuals. While flow changes were not identified at low levels of resistance, there was a linear relationship between the level of resistance and both MCA flow and tissue flow measures. Future study in ischemic stroke patients will assess whether RI has any utility as a novel non-invasive therapy for acute ischemic stroke treatment.

ETHICS STATEMENT

This study was carried out in accordance with the Belmont Report with written informed consent from all subjects. All subjects gave written informed consent in accordance with the Declaration of Helsinki. The protocol was approved by the University of Pennsylvania Institutional Review Board (Protocol Number 822204).

AUTHOR CONTRIBUTIONS

CF designed the study, collected the data, interpreted the data, and drafted the manuscript. AP collected the data, analyzed the data, and revised the manuscript. JD designed the study, interpreted the study, and revised the manuscript. AY developed the technology, collected the data, and revised the manuscript. MM and SM analyzed the data, interpreted the data, and revised the manuscript. SK designed the study, interpreted the data, and revised the manuscript.

FUNDING

This work was supported by the National Institutes of Health (grant numbers R01-NS060653, P41-EB015893, and P30-NS045839) and American Heart Association (grant number 14POST20460161).

REFERENCES

1. Cooke WH, Lurie KG, Rohrer MJ, Convertino VA. Human autonomic and cerebrovascular responses to inspiratory impedance. J Trauma (2006) 60(6):1275–83. doi:10.1097/01.ta.0000221348.82115.a2

2. Yannopoulos D, Metzger A, McKnite S, Nadkarni V, Aufderheide TP, Idris A, et al. Intrathoracic pressure regulation improves vital organ perfusion pressures in normovolemic and hypovolemic pigs. Resuscitation (2006) 70(3):445–53. doi:10.1016/j.resuscitation.2006.02.005

3. Rickards CA, Ryan KL, Cooke WH, Lurie KG, Convertino VA. Inspiratory resistance delays the reporting of symptoms with central hypovolemia: association with cerebral blood flow. Am J Physiol Regul Integr Comp Physiol (2007) 293(1):R243–50. doi:10.1152/ajpregu.00087.2007

4. Kiehna EN, Huffmyer JL, Thiele RH, Scalzo DC, Nemergut EC. Use of the intrathoracic pressure regulator to lower intracranial pressure in patients with altered intracranial elastance: a pilot study. J Neurosurg (2013) 119(3):756–9. doi:10.3171/2013.4.JNS122489

5. Lurie KG, Zielinski T, Voelckel W, McKnite S, Plaisance P. Augmentation of ventricular preload during treatment of cardiovascular collapse and cardiac arrest. Crit Care Med (2002) 30(4 Suppl):S162–5. doi:10.1097/00003246-200204001-00009

6. Lurie KG, Zielinski TM, McKnite SH, Idris AH, Yannopoulos D, Raedler CM, et al. Treatment of hypotension in pigs with an inspiratory impedance threshold device: a feasibility study. Crit Care Med (2004) 32(7):1555–62. doi:10.1097/01.CCM.0000131207.29081.A2

7. Convertino VA, Ryan KL, Rickards CA, Cooke WH, Idris AH, Metzger A, et al. Inspiratory resistance maintains arterial pressure during central hypovolemia: implications for treatment of patients with severe hemorrhage. Crit Care Med (2007) 35(4):1145–52. doi:10.1097/01.CCM.0000259464.83188.2C

8. Rickards CA, Cohen KD, Bergeron LL, Burton L, Khatri PJ, Lee CT, et al. Inspiratory resistance, cerebral blood flow velocity, and symptoms of acute hypotension. Aviat Space Environ Med (2008) 79(6):557–64. doi:10.3357/ASEM.2149.2008

9. Durduran T, Yu G, Burnett MG, Detre JA, Greenberg JH, Wang J, et al. Diffuse optical measurement of blood flow, blood oxygenation, and metabolism in a human brain during sensorimotor cortex activation. Opt Lett (2004) 29(15):1766–8. doi:10.1364/OL.29.001766

10. Mesquita RC, Durduran T, Yu G, Buckley EM, Kim MN, Zhou C, et al. Direct measurement of tissue blood flow and metabolism with diffuse optics. Philos Transact A Math Phys Eng Sci (2011) 369(1955):4390–406. doi:10.1098/rsta.2011.0232

11. Yu G, Durduran T, Zhou C, Cheng R, Yodh AG. Near-Infrared Diffuse Correlation Spectroscopy for Assessment of Tissue Blood Flow. Boca Raton: CRC Press (2011).

12. Durduran T, Yodh AG. Diffuse correlation spectroscopy for non-invasive, micro-vascular cerebral blood flow measurement. Neuroimage (2013) 85: 51–63. doi:10.1016/j.neuroimage.2013.06.017

13. Jaillon F, Li J, Dietsche G, Elbert T, Gisler T. Activity of the human visual cortex measured non-invasively by diffusing-wave spectroscopy. Opt Express (2007) 15(11):6643–50. doi:10.1364/OE.15.006643

14. Mesquita RC, Faseyitan OK, Turkeltaub PE, Buckley EM, Thomas A, Kim MN, et al. Blood flow and oxygenation changes due to low-frequency repetitive transcranial magnetic stimulation of the cerebral cortex. J Biomed Opt (2013) 18(6):067006. doi:10.1117/1.JBO.18.6.067006

15. Yu G, Floyd TF, Durduran T, Zhou C, Wang J, Detre JA, et al. Validation of diffuse correlation spectroscopy for muscle blood flow with concurrent arterial spin labeled perfusion MRI. Opt Express (2007) 15(3):1064–75. doi:10.1364/OE.15.001064

16. Kim MN, Durduran T, Frangos S, Edlow BL, Buckley EM, Moss HE, et al. Noninvasive measurement of cerebral blood flow and blood oxygenation using near-infrared and diffuse correlation spectroscopies in critically brain-injured adults. Neurocrit Care (2010) 12(2):173–80. doi:10.1007/s12028-009-9305-x

17. Zirak P, Delgado-Mederos R, Marti-Fabregas J, Durduran T. Effects of acetazolamide on the micro- and macro-vascular cerebral hemodynamics: a diffuse optical and transcranial Doppler ultrasound study. Biomed Opt Express (2010) 1(5):1443–59. doi:10.1364/BOE.1.001443

18. Buckley EM, Hance D, Pawlowski T, Lynch J, Wilson FB, Mesquita RC, et al. Validation of diffuse correlation spectroscopic measurement of cerebral blood flow using phase-encoded velocity mapping magnetic resonance imaging. J Biomed Opt (2012) 17(3):037007. doi:10.1117/1.JBO.17.3.037007

19. Zhou C, Eucker SA, Durduran T, Yu G, Ralston J, Friess SH, et al. Diffuse optical monitoring of hemodynamic changes in piglet brain with closed head injury. J Biomed Opt (2009) 14(3):034015. doi:10.1117/1.3146814

20. Favilla CG, Mesquita RC, Mullen M, Durduran T, Lu X, Kim MN, et al. Optical bedside monitoring of cerebral blood flow in acute ischemic stroke patients during head-of-bed manipulation. Stroke (2014) 45(5):1269–74. doi:10.1161/STROKEAHA.113.004116

21. Durduran T, Zhou C, Edlow BL, Yu G, Choe R, Kim MN, et al. Transcranial optical monitoring of cerebrovascular hemodynamics in acute stroke patients. Opt Express (2009) 17(5):3884–902. doi:10.1364/OE.17.003884

22. Huber P, Handa J. Effect of contrast material, hypercapnia, hyperventilation, hypertonic glucose and papaverine on the diameter of the cerebral arteries. Angiographic determination in man. Invest Radiol (1967) 2(1):17–32. doi:10.1097/00004424-196701000-00016

23. Markwalder TM, Grolimund P, Seiler RW, Roth F, Aaslid R. Dependency of blood flow velocity in the middle cerebral artery on end-tidal carbon dioxide partial pressure – a transcranial ultrasound Doppler study. J Cereb Blood Flow Metab (1984) 4(3):368–72. doi:10.1038/jcbfm.1984.54

24. Kontos HA, Wei EP, Navari RM, Levasseur JE, Rosenblum WI, Patterson JL Jr. Responses of cerebral arteries and arterioles to acute hypotension and hypertension. Am J Physiol (1978) 234(4):H371–83.

25. Wei EP, Kontos HA. Responses of cerebral arterioles to increased venous pressure. Am J Physiol (1982) 243(3):H442–7.

26. Yannopoulos D, McKnite SH, Metzger A, Lurie KG. Intrathoracic pressure regulation for intracranial pressure management in normovolemic and hypovolemic pigs. Crit Care Med (2006) 34(12 Suppl):S495–500. doi:10.1097/01.CCM.0000246082.10422.7E

27. Reuse C, Vincent JL, Pinsky MR. Measurements of right ventricular volumes during fluid challenge. Chest (1990) 98(6):1450–4. doi:10.1378/chest.98.6.1450

28. Wagner JG, Leatherman JW. Right ventricular end-diastolic volume as a predictor of the hemodynamic response to a fluid challenge. Chest (1998) 113(4):1048–54. doi:10.1378/chest.113.4.1048

29. Bhalla A, Sankaralingam S, Dundas R, Swaminathan R, Wolfe CD, Rudd AG. Influence of raised plasma osmolality on clinical outcome after acute stroke. Stroke (2000) 31(9):2043–8. doi:10.1161/01.STR.31.9.2043

30. Schrock JW, Glasenapp M, Drogell K. Elevated blood urea nitrogen/creatinine ratio is associated with poor outcome in patients with ischemic stroke. Clin Neurol Neurosurg (2012) 114(7):881–4. doi:10.1016/j.clineuro.2012.01.031

31. Convertino VA, Ratliff DA, Ryan KL, Doerr DF, Ludwig DA, Muniz GW, et al. Hemodynamics associated with breathing through an inspiratory impedance threshold device in human volunteers. Crit Care Med (2004) 32(9 Suppl):S381–6. doi:10.1097/01.CCM.0000134348.69165.15

32. Ryan KL, Cooke WH, Rickards CA, Lurie KG, Convertino VA. Breathing through an inspiratory threshold device improves stroke volume during central hypovolemia in humans. J Appl Physiol (2008) 104(5):1402–9. doi:10.1152/japplphysiol.00439.2007

33. Convertino VA, Cooke WH, Lurie KG. Inspiratory resistance as a potential treatment for orthostatic intolerance and hemorrhagic shock. Aviat Space Environ Med (2005) 76(4):319–25.

34. Convertino VA, Ryan KL, Rickards CA, Glorsky SL, Idris AH, Yannopoulos D, et al. Optimizing the respiratory pump: harnessing inspiratory resistance to treat systemic hypotension. Respir Care (2011) 56(6):846–57. doi:10.4187/respcare.01018

35. Idris AH, Convertino VA, Ratliff DA, Doerr DF, Lurie KG, Gabrielli A, et al. Imposed power of breathing associated with use of an impedance threshold device. Respir Care (2007) 52(2):177–83.

Conflict of Interest Statement: Two authors, AY and JD, hold USA Patent #8082015, “Optical measurement of tissue blood flow hemodynamics and oxygenation” granted for the present class of DCS applications. Part of the technology has been transferred to a spin-off company (Hemophotonics, S.L., Barcelona, Spain), but the authors do not have any financial relationship to the company, do not have shares, and do not receive royalties. All other authors declare that they have no conflict of interest.

Copyright © 2017 Favilla, Parthasarathy, Detre, Yodh, Mullen, Kasner, Gannon and Messé. This is an open-access article distributed under the terms of the Creative Commons Attribution License (CC BY). The use, distribution or reproduction in other forums is permitted, provided the original author(s) or licensor are credited and that the original publication in this journal is cited, in accordance with accepted academic practice. No use, distribution or reproduction is permitted which does not comply with these terms.

OPS/images/fneur-08-00045-g003.jpg
%

% Change in Blood Flow

6emH0 9emH0 12emH,0
[ ceF (DCS) [ MFV (TCD)





OPS/images/fneur-08-00045-t001.jpg
6cm H,0 p-Value 9.cmH0 p-Value 12 cm H:0 p-Value p for trend
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