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Background and Purpose: The utilization of flow diversion for ruptured intracerebral aneurysms (IAs) is still limited. We aimed to demonstrate our multicenter experience using the pipeline embolization device (PED) for ruptured IAs that were difficult to treat by clipping and coiling.

Methods: Thirty-eight patients with ruptured IAs who underwent PED treatment from 2015 to 2020 were retrospectively reviewed. Factors associated with procedure-related stroke (ischemic and hemorrhagic) and clinical and angiography outcomes were analyzed.

Results: There were 14 (36.8%) saccular IAs, 12 (31.6%) blister-like IAs, and 12 (31.6%) dissecting IAs. Perforator involvement was noted in 10 (26.3%) IAs. Early PED placement ( ≤ 15 days) and adjunctive coiling treatment were performed in 27 (71.1%) and 22 (57.9%) cases, respectively. The overall rate of stroke-related complications was 31.6% (12/38) (including rates of 10.5% for procedure-related hemorrhagic complications and 15.8% for procedure-related infarction). The mortality rate was 13.2% (5/38), and 84.2% of patients (32/38) had favorable outcomes. Thirty-two (84.2%) patients underwent follow-up angiographic evaluations; of these, 84.4% (27 patients) had complete occlusion and 15.6% had incomplete obliteration. Multivariate analysis revealed that early PED placement was not associated with a high risk of procedure-related stroke or an unfavorable outcome. Adjunctive coiling exhibited an association with procedure-related stroke (p = 0.073). Procedure-related hemorrhagic complications were significantly associated with an unfavorable outcome (p = 0.003). Immediate contrast stasis in the venous phase was associated with complete occlusion during follow-up (p = 0.050).

Conclusion: The PED is a feasible and effective treatment to prevent rebleeding and achieve aneurysm occlusion, but it is associated with a substantial risk of periprocedural hemorrhage and ischemic complications in acute ruptured IAs. Therefore, the PED should be used selectively for acutely ruptured IAs. Additionally, adjunctive coiling might increase procedure-related stroke; however, it may reduce aneurysm rebleeding in acutely ruptured IAs. Patients with immediate contrast stasis in the venous phase were more likely to achieve total occlusion. A prospective study with a larger sample size should be performed to verify our results.
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INTRODUCTION

Flow diverters such as the pipeline embolization device (PED) have been widely used to treat non-ruptured, complex, intracerebral aneurysms (IAs). These devices have been shown to be safe and efficient, and their indications have been gradually extended (1, 2). However, PEDs have not been widely used to treat ruptured IAs. Some ruptured IAs are challenging for conventional endovascular and neurosurgical treatment; therefore, previous studies have reported their limited experiences regarding the utilization of flow diversion for challenging ruptured IAs, including giant, dissecting, or blister aneurysms (3–5). Those previous studies indicated that flow diverter deployment was feasible but more challenging for ruptured IAs, and patients may experience more complications than patients with unruptured IAs (6). However, these previous studies often included few cases using different flow diverters and strategies, such as flow diversion with or without additional coiling or coiling first followed by staged flow diversion, and the results were heterogeneous. Therefore, use of flow diversion in ruptured IAs requires further study. Compared with other countries, the application of flow diverters in aneurysm treatment is still rare and has not been widely used in China. Large studies examining treatment of ruptured aneurysms with flow diverters in the Chinese population are still lacking. Regional and ethnic differences in mortality following subarachnoid hemorrhage (SAH) have been demonstrated (7, 8); therefore, the results of flow diversion for ruptured aneurysms in Chinese patients may be inconsistent with the results from other countries. The PED is the first and most widely used flow diverter in China. Herein, we present our initial multicenter experience using the PED for treatment of ruptured IAs that are challenging to treat by clipping and coiling and focus on the procedure-related hemorrhagic and ischemic complications and clinical and angiographic outcomes.



MATERIALS AND METHODS


Patients

The data supporting the findings of this study are available from the corresponding author upon reasonable request. From October 2015 to July 2020, 38 consecutive ruptured IAs, primarily treated with PEDs in eight Chinese centers, were included in this retrospective study. Aneurysms with arteriovenous malformation and those treated with coiling or stents before PED deployment (staged treatment) were excluded from this study. Medical records including the demographic data, medical comorbidities, initial neurological conditions, amount of SAH, morphological characteristics of the aneurysm, time to PED deployment, treatment modality (flow-diverting stents with or without adjunctive coiling), complications, and clinical and angiographic outcomes after treatment were obtained.

SAH was confirmed by computed tomography scans, and aneurysms were confirmed by digital subtraction angiography. The patient's initial neurological condition was evaluated using the Hunt and Hess (H&H) grading system and was classified as either mild (H&H grades 1–3) or serious (H&H grade 4 or 5). The SAH grade was classified according to the modified Fisher scale (mFS) as either a lesser hemorrhage (mFS 1 or 2) or a massive hemorrhage (mFS 3 or 4) (9). Aneurysms involving a perforating artery arising from the aneurysm neck, body, or dome were considered as having perforator involvement. Complications during hospitalization were divided into two subgroups: stroke-related (hemorrhage or infarction) and non-stroke-related complications. Procedural complications were considered as those that occurred intraoperatively or within 12 h after PED deployment, including stroke- and non-stroke-related complications. Clinical follow-up was performed via clinical examination or telephone interview, with a median follow-up time of 12 months (range, 3–65 months) in surviving patients. Clinical outcomes at the final follow-up were assigned according to the modified Rankin Scale (mRS), with a score of 0–2 considered as a favorable outcome and a score of 3–6 considered as an unfavorable outcome. Radiological follow-up by CT angiography, magnetic resonance angiography, or digital subtraction angiography was conducted at 3, 6, 12, and 24 months after the procedure. If patients had new clinical symptoms during follow-up, radiological follow-up was advanced. Aneurysm occlusion on the final follow-up angiogram was categorized as complete (100%) or incomplete (<100%).



Procedure Details

In this study, PED use was evaluated by a multidisciplinary team including neurosurgeons and neuroradiologists at each center. Early PED treatment was considered as PED deployment within 15 days after SAH. The PED was utilized as the primary treatment modality to secure ruptured IAs with or without adjunctive coiling during the interventional procedure. The diameter and length of the PED were chosen according to the size of the aneurysm and parent vessel. A loading dose of aspirin (300 mg) and clopidogrel (300 mg) was administered 2–8 h prior to the procedure. An intravenous bolus of heparin (5,000 IU) was administered, and the activated clotting time was controlled between 250 and 300 s during the procedure. Heparin was discontinued at the end of the procedure. All endovascular procedures were performed via a femoral artery approach under general anesthesia. A standard 6-F or 8-F guide catheter was inserted into the individual target vessel, internal carotid artery, or vertebral artery. The parent vessel was then accessed through an intermediate catheter (Navien 058, Medtronic, Irvine, CA, USA). The PED was deployed through a Marksman microcatheter and covered the neck of the aneurysm. For aneurysms treated with additional coiling, a microcatheter was first placed into the aneurysm sac before PED deployment. The PED device was then partially deployed to cover the aneurysm neck and temporarily jail the microcatheter. The remainder of the stent was deployed after loose- or dense-packed coiling. The degree of angiographic occlusion was recorded using the O'Kelly–Marotta grading scale immediately after the procedure and again upon follow-up imaging (10). The degree of aneurysm filling was graded as follows: A, complete (>95%); B, incomplete (5–95%); C, neck remnant (<5%); or D, no filling (0%). Contrast stasis was graded as follows: 1, no stasis (clearance within the arterial phase); 2, moderate stasis (clearance prior to the venous phase); and 3, significant stasis (contrast persisted in the aneurysm during the venous phase and beyond; Figure 1). The O'Kelly–Marotta score was dichotomized into grades A–B vs. C–D or 1–2 vs. 3. The effectiveness of the antiplatelet regimen was evaluated by a thromboelastogram performed after the procedure for elective cases. Patients usually continually received dual antiplatelet therapy with clopidogrel (75 mg daily) for 3–6 months and aspirin (100 mg daily) ≥6 months after PED deployment. An insufficient response to either drug was treated by dose escalation or substitution with ticagrelor (90 mg twice daily).
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FIGURE 1. (A) A ruptured blood blister aneurysm treated with a PED. (A1) A ruptured blood blister aneurysm of the internal carotid artery (ICA) (black arrow). (A2) The aneurysm was treated with loosing packed coiling and a PED (white arrow). (A3) The aneurysm continued to fill completely in the arterial phase. (A4) The contrast cleared within the arterial phase. (B) A larger ruptured aneurysm treated with a PED. (B1) A ruptured saccular aneurysm of the ICA (star). (B2) The aneurysm was treated with densely packed coiling and a PED (black arrow). (B3) The aneurysm continued to fill incompletely in the arterial phase. (B4) Contrast stasis persisted through the venous phases.




Statistical Analysis

SPSS 23.0 software (IBM Corp., Armonk, New York, USA) was used for the statistical analysis. Data are presented as the median (interquartile range) for continuous variables and frequency for categorical variables. During the statistical analysis, continuous variables such as age were transformed into categorical variables, and the cutoff point for continuous variables was their median. Fisher's exact test or the Pearson χ2 test was used to determine predictive factors. Factors with p < 0.1 in the univariate analysis were considered potential independent variables and subsequently included in the multivariate logistic regression analysis using a forward process. A p-value of < 0.05 was considered statistically significant, and p-values between 0.05 and 0.10 were considered to indicate a trend.




RESULTS


Patients and Aneurysm Characteristics

The patients included 16 men and 22 women with a median age of 51 years (range, 28–76 years). The H&H and Fisher grades are shown in Table 1. Thirty-seven patients (97.4%) had a mild neurological condition (H&H grade 1–3), and 6 patients (15.8%) had a lesser hemorrhage (mFS 1 or 2).


Table 1. Patient and aneurysm characteristics.
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The aneurysms included 14 (36.8%) saccular IAs, 12 (31.6%) blister-like IAs, and 12 (31.6%) dissecting IAs. Twenty-nine (76.3%) IAs were located in the anterior circulation, and 9 (23.7%) were in the posterior circulation. The median size was 4.45 mm (range, 1.41–26.9 mm). Perforator involvement was noted in 10 (26.3%) IAs, and 2 of the 38 patients (5.3%) had additional aneurysms.



Treatment

The Classical PED and PED Flex were used in an equal number of cases (50.0 vs. 50.0%). All cases except one (97.4%) involved placement of one PED. The median time from SAH onset to PED placement was 10.2 days (range, 2–45 days). Early PED placement ( ≤ 15 days) was performed in 27 (71.1%) cases. Adjunctive coiling was performed in 22 (57.9%) cases, while PED placement was performed as a stand-alone procedure in the remaining cases (42.1%). Complete neck coverage was successfully achieved in all cases. Two patients (5.3%) experienced inadequate expansion during PED deployment, requiring balloon angioplasty; one patient had inadequate expansion, which led to acute in-stent thrombosis and death. Immediate complete aneurysm obliteration was achieved in 13 cases (34.2%), and incomplete aneurysm obliteration was noted in 25 cases (65.8%) [including 2 neck remnants (5.3%) and 23 residual aneurysms (60.5%)]. Significant contrast stasis in the venous phase was noted in 22 cases (65.6%).



Complications

Stroke-related complications (hemorrhagic and ischemic) during hospitalization were observed in 12 patients (31.6%). Among them, procedure-related hemorrhagic complications were noted in 4 patients (10.5%), including 2 with saccular aneurysms and 1 with a blister aneurysm with rebleeding during the procedure. All of these patients died within 1 month. Intraparenchymal hemorrhage was discovered in one case during the procedure, which was caused by perforating vessel injury. Conservative treatment was performed, and the patient exhibited a favorable outcome at the last follow-up. Symptomatic procedural-related infarction was noted in six cases (15.8%) during hospitalization. The cause in one case of a basilar artery dissecting aneurysm was inadequate PED expansion followed by acute in-stent thrombosis. The aneurysm was not obliterated after PED deployment; therefore, intraoperative thrombolysis was not administered. Although external ventricular drain (EVD) placement was performed, this patient died from brainstem and occipital lobe infarction 10 days later. The reason for infarction in one case of a blister-like aneurysm and another case of dissection of the basilar artery may be perforator infarction caused by PED implantation. Procedural-induced or aggravated cerebral vasospasm may have caused infarction in three other cases. Symptomatic non-procedure-related (SAH-related) infarctions occurred in two cases (5.3%) during hospitalization. One occurred before PED implantation, and the other occurred 3 days after PED implantation, which was not associated with PED implantation and may have been caused by delayed cerebral vasospasm.

Non-stroke-related complications were observed in four (10.5%) patients during hospitalization. One patient (2.6%) experienced a direct carotid cavernous fistula, which was completely obliterated through a transvenous approach. Two patients (5.3%) had symptomatic hydrocephalus and underwent transient EVD placement after embolization. Another patient (2.6%) also had symptomatic hydrocephalus but underwent transient EVD placement and then ventriculoperitoneal shunt placement after embolization. However, this patient died 1 month later because of intracranial infection. Although two other patients underwent EVD placement after intraoperative rupture, no EVD-related hemorrhage occurred in this study.



Clinical and Angiographic Outcomes

The mortality rate was 13.2% (5/38) in our study; three patients died from intraoperative rupture, one patient died from intraprocedural in-stent thrombosis, and the other patient died from intracranial infection after ventriculoperitoneal shunt placement. New symptomatic cerebral infarction occurred in two cases (4.3%) during follow-up. One case involved a saccular aneurysm in the ophthalmic segment of the internal carotid artery 4 months after the procedure, possibly caused by mild in-stent stenosis, and the symptoms were completely relieved with conservative treatment. The other case involved a basilar artery dissecting aneurysm, and the patient exhibited symptoms of brainstem perforator infarction 15 days after PED placement. The patient also exhibited a favorable outcome at the last follow-up. Platelet function tests were performed on both patients, and the results indicated sufficient responses to clopidogrel and aspirin. Thirty-two patients (84.2%) had favorable outcomes (mRS score 0–2), and 6 patients (15.8%) had unfavorable outcomes at the last follow-up. The mRS scores were distributed as follows: 19 (50.0%) patients had an mRS score of 0, 10 (26.3%) had an mRS score of 1, 3 (7.9%) had an mRS score of 2, 1 (2.6%) had an mRS score of 3, and 5 (13.2%) had an mRS score of 6.

Angiographic follow-up data were available for 32 of 33 surviving patients (97.0%) at 3–30 months (median time, 6 months), including 29 who underwent digital subtraction angiography, 2 who underwent computed tomography angiography, and 1 who underwent magnetic resonance angiography. Twenty-seven aneurysms (84.4%) exhibited complete occlusion, and 5 (15.6%) exhibited incomplete obliteration, including 2 (6.3%2) neck remnants and 3 (9.4%) residual aneurysms. No rebleeding occurred after PED placement, and mild in-stent stenosis was only noted in one case with a saccular aneurysm in the ophthalmic segment of the internal carotid artery 4 months later, which did not warrant further intervention.



Factors Related to Clinical and Angiographic Outcomes and Procedure-Related Stroke

In this study, demographic factors, medical comorbidities, H&H grade, mFS grade, rebleeding before treatment, aneurysm shape (sac or non-sac), location (anterior or posterior circulation), size, perforator involvement, adjunctive coiling, and non-stroke-related complications were not associated with the clinical outcome (p > 0.05). Additionally, early PED placement ( ≤ 15 days) was not associated with a favorable outcome (Table 2). Hemorrhagic complications, but not infarction, were significantly associated with an unfavorable outcome in the univariate analysis (p = 0.009). The univariate analysis also indicated a trend of an association of symptomatic hydrocephalus requiring shunting with an unfavorable outcome (p = 0.059). The multivariate analysis revealed that hemorrhagic complications were an important predictor of an unfavorable outcome (p = 0.003) [odds ratio, 90.0; 95% confidence interval (CI), 4.413–1,835.392]. All four cases of hemorrhagic complications were procedure-related complications, and three patients (75%) died of intraoperative aneurysm rupture during follow-up.


Table 2. Factors associated with the clinical outcome.
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Factors related to overall procedure-related stroke (hemorrhagic and infarction) during hospitalization were also investigated in our study. As revealed in Table 3, aneurysm size, perforator involvement, and classical PED placement were not associated with procedure-related hemorrhage and infarction in this study. According to univariate analysis, early PED placement was significantly associated with procedure-related stroke (p = 0.037). All cases of procedure-related hemorrhage and infarction occurred in patients with early PED placement. Adjunctive coiling was also associated with procedure-related stroke in the univariate analysis (p = 0.025). The procedure-related stroke rate was higher in patients with adjunctive coiling than in patients without additional coiling [40.9% (9/22) vs. 6.3% (1/16)]. However, a trend toward an association of adjunctive coiling with procedure-related hemorrhage or infarction was noted only in the multivariate analysis (p = 0.073) (odds ratio, 8.0; 95% CI, 0.822–77.818). Adjunctive coiling was not associated with procedure-related hemorrhage or infarction in the univariate analysis (p > 0.05).


Table 3. Factors associated with overall procedure-related stroke during hospitalization.
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Factors related to complete occlusion were also examined in 32 patients with available follow-up angiography data. As revealed in Table 4, aneurysm size, additional coiling, and aneurysm contrast filling (<5%) were not associated with complete aneurysm occlusion during follow-up. Contrast stasis in the venous phase was significantly associated with complete occlusion in the multivariate analysis (p = 0.050) (odds ratio, 15.2; 95% CI, 1.004–232.346). A trend of an association of perforator involvement with incomplete occlusion was also noted in this study (p = 0.058) (odds ratio, 12.05; 95% CI, 0.915–158.695).


Table 4. Factors associated with angiographic occlusion in cases with final follow-up angiography data available.

[image: Table 4]




DISCUSSION

The overall ischemic and hemorrhagic complication rate (31.6%) and the mortality rate (13.2%) were high in this study. A previous study also found an overall complication rate of 30.6% for ruptured IAs, but a rate of 14.6% for unruptured IAs (6). A recent multicenter study indicated a much higher procedural complication rate (45%), with combined ischemic and hemorrhagic complication rates up to 36% for acutely ruptured IAs (11). In this study, the procedural hemorrhagic and ischemic complication rates were 10.5 and 15.8%, respectively. Procedure-related stroke, especially hemorrhagic stroke, was the only predictive factor of an unfavorable outcome in our study. Only one literature review examined PED treatment of ruptured IAs; it found a high symptomatic neurologic complication rate (16.5%) (thromboembolic complications, 6.5%; hemorrhagic complications, 10%) (12). Flow diverter deployment is often technically demanding and may be more challenging for ruptured IAs with spasmodic vessels. In addition to the high incidence of complications, deployment failure and incomplete deployment were also frequently noted (13). Approximately 5% of cases exhibited incomplete PED deployment and required balloon dilatation in this study. Postoperative stent migration, in-stent stenosis, and perforator infarct are also other issues worth considering (14), and some patients even presented ischemic events after a long follow-up period (>1 year) (15). Therefore, a flow diverter may not be the first choice for treatment of acute ruptured aneurysms. However, flow diverters could reduce the possibility of aneurysm rebleeding because of a satisfactory rate of aneurysm occlusion. Therefore, the use of flow diverters for treatment of ruptured aneurysms should be carefully evaluated by neurosurgeons and neuroradiologists. Flow diverters may be more beneficial for complex IAs such as blister, dissecting, and giant or wide-necked aneurysms, which are difficult to treat with conventional endovascular and surgical approaches. However, increasing clinical experience and advances in vascular access systems and PED deployment may further decrease complications and extend the indications of flow diverters. Recently, new flow diverters with surface modifications (such as PED Shield technology and P48 and P64 hydrophilic polymer-coated flow diverters) have been used to treat acute ruptured aneurysms (16, 17), which might decrease the risk of dual antiplatelet therapy-related hemorrhagic complications and aneurysm rebleeding.

Early treatment is important to avoid aneurysm rebleeding. However, a previous study found that the overall rate of hemorrhagic or ischemic complications was higher in cases treated within the acute phase (18). One meta-analysis also found that early PED deployment indicated a slightly greater risk of hemorrhagic complications and stroke/death (19). IAs were more likely to rupture during the acute period under dual antiplatelet therapy. Early PED placement also increases the potential risks of hemorrhagic complications during invasive procedures under dual antiplatelet therapy. Meanwhile, vasospasm during the acute period could also pose a significant challenge for device manipulation. PED placement could not only induce vasospastic vessel dissection but also aggravate vasospasm and induce thrombosis formation in the acute hypercoagulable phase after SAH. Delayed PED placement may likely decrease procedural stroke complications; however, this would increase the risk of a second SAH before treatment. Therefore, other authors have recommended a staged treatment strategy for complex ruptured IAs, which was shown to be safe and effective (3, 20). The aneurysm dome or rupture site is first coiled to avoid rupture, and then delayed PED placement is performed after recovery from the hemorrhagic event. In this study, early PED placement was not associated with a high rate of procedure-related stroke in the multivariate analysis; therefore, PED placement could be performed early to avoid aneurysm rebleeding. However, early PED deployment in some acute complex aneurysms may be difficult. The following factors should be considered for treatment of acute ruptured IAs with PED placement: the patient's neurological condition, vascular tortuosity, spasm severity, and aneurysm morphology. Early flow diversion is more suitable for blister, dissecting, or fusiform aneurysms or patients with mild neurological conditions (19), while initial coiling in the acute phase followed by staged flow diversion should be considered for complex and giant saccular ruptured aneurysms or patients with serious neurological conditions who require invasive procedures (19).

Previous studies found that additional coiling could result in a higher incidence of, and could predict, complete occlusion (21, 22). However, our study did not support this conclusion. One meta-analysis also found no difference in occlusion of acute ruptured IAs with or without additional coiling (23). Furthermore, aneurysms with or without additional coiling exhibited no difference in rebleeding risk (11). These differences in results may be caused by heterogeneity of aneurysms or the degree of coil packing (loose vs. dense packing). Adjunctive coiling may increase the difficulty of stent release and increase stroke-related complications (such as aneurysm rupture) and morbimortality (24). However, the use of adjunctive coiling may also be an indirect marker of aneurysm complexity. Adjunctive coiling could provide a scaffold for intrasaccular thrombosis. Furthermore, it could not only provide immediate dome protection to prevent aneurysm rebleeding but also interfere with blood flow and improve the complete occlusion rate during follow-up (22, 25). Therefore, we still advocate that, if possible, adjunctive coiling should be performed in acute ruptured aneurysms. Some authors suggest that loose rather than dense packing of the aneurysm dome is sufficient for ruptured IAs (18). However, loose packing might result in less contrast stasis and delayed aneurysm occlusion, which increases the risk of aneurysm rerupture. The rebleeding rate was ~2.1–11% after PED deployment in the literature, and most rebleeding occurred in larger aneurysms during the acute period following the initial bleed (11, 23). Postoperative dual antiplatelet therapy and other aggressive treatments, such as 3-H treatment, lumbar puncture, and continual cerebrospinal fluid drainage, could also increase the rebleeding risk. In our study, contrast stasis in the venous phase after PED deployment was significantly associated with complete obliteration during follow-up. Therefore, coil-assisted embolization with contrast stasis at least in the venous phase may help to avoid rebleeding and recurrence of ruptured aneurysms.

The complete occlusion rate for ruptured aneurysms in the literature was ~78–90% after flow diversion during follow-up (12, 18, 23, 26). Our study showed a similar complete occlusion rate (84.3%). Previous studies found that large and posterior circulation IAs and older age may be associated with incomplete occlusion of ruptured IAs (12, 18, 23). However, our study found that only immediate contrast stasis in the venous phase was associated with complete obliteration during follow-up. Furthermore, a trend of association of perforator involvement with incomplete occlusion was observed in this study. The predictive factors for incomplete occlusion, including unruptured aneurysms, have also been examined in several large studies, and the results were inconsistent. Adeeb et al. reported 465 aneurysms treated with the PED and found that age > 70 years, non-smoking status, and shorter follow-up time were associated with incomplete occlusion (27). Daou et al. found that age > 65 years, prior stent placement, aneurysms in the distal anterior circulation, and longer follow-up duration were associated with incomplete occlusion (28). Madaelil et al. found that adjunctive coiling and multiple device constructs were associated with higher complete occlusion rates (25). Matthew et al. found that larger aneurysms and perforator involvement predicted incomplete occlusion, while adjunctive coiling predicted complete occlusion (22). In our study, contrast stasis in the venous phase after PED deployment was significantly associated with complete obliteration during follow-up. In addition, adjunctive coiling could disturb intra-aneurysmal flow and cause contrast stagnation. Furthermore, multiple PED deployment would increase stent metal coverage, decrease intra-aneurysmal pressure, and reduce blood flow into the aneurysm, which might reduce the rerupture and residual rates (25, 29). However, results regarding multiple PED deployment are not consistent. Furthermore, the first released PED might affect or hinder the release of the second PED and increase procedure-related complications. Meanwhile, increased metal coverage might increase the risk of side vessel occlusion and ischemic complications (6, 23, 30). The PED is also expensive and is not covered by medical insurance in China; therefore, overlapping PED placement is not recommended and was not frequently performed in our study.

There is no standardized recommendation on the use of antiplatelet therapy before and after placing flow diverters for ruptured IAs. The antiplatelet agents, dosage, and duration vary across different institutions. A comprehensive consideration should include the hemorrhagic and thrombotic risks, presence of coexisting residual aneurysms, and individual bioavailability of antiplatelet drugs. Patients with SAH are usually in a hypercoagulable state and prone to thromboembolic complications during stent implantation. Conventional antiplatelet drugs, such as aspirin and clopidogrel, have slow onset and a long half-life. Furthermore, early application of dual antibodies may reduce the risk of thrombosis but also increase the risk of aneurysm rupture and cerebral hemorrhage. New antiplatelet drugs, such as cangrelor, which presents a fast and reliable onset of action and reversible platelet inhibition without evidence of resistance, may be a suitable alternative to oral antiplatelet drugs in the acute phase of SAH (31). The intracranial hemorrhagic complication rate was ~8% in patients who underwent stent-assisted coiling for acutely ruptured IAs (32); therefore, EVD placement before initiating antiplatelet medication is recommended to avoid hemorrhage (14). The overall incidence of ischemic complications was 5% (33), and the incidence of in-stent stenosis ranged from 3.5 to 10% for IAs with flow diversion (34, 35). Some patients still presented ischemic events after flow diverter implantation even after a long follow-up period (>1 year) (15). Although early withdrawal of platelet therapy might increase the aneurism occlusion rate, prolonged antiplatelet therapy may be helpful to avoid ischemic events. Meanwhile, although the utility of platelet function testing remains controversial in interventional treatment of cerebrovascular disease, routine platelet function testing may identify non-responders and allow alternate dual-antiplatelet therapy to be provided to decrease the aforementioned ischemic complications. With the advancement of technology, flow diverters with antithrombogenic properties have greater prospects for application to decrease ischemic events in the future.


Limitations

Although this was a multicenter study, PED placement as the primary treatment for acute ruptured IAs is not frequently performed in China, and this resulted in a small sample size. Meanwhile, this retrospective study has inherent selection bias, and the inclusion of heterogeneous aneurysms and those treated with or without additional coiling may affect the results. The follow-up period was short, and not all included patients had complete angiographic follow-up data. Therefore, some statistical error could be present, resulting in false-positive results or overestimation of the magnitude of an association. A prospective multicenter study with a larger sample size is needed to eliminate statistical variation. However, similar studies examining the treatment of ruptured aneurysms with flow diversion are still rare. Although the conclusion of our study was mainly based on our own experience, our multicenter retrospective study could still provide valuable information regarding the safety and efficacy of flow diverting stent placement in the treatment of acutely ruptured IAs.



Conclusion

The PED is a feasible and effective treatment to prevent rebleeding and achieve aneurysm occlusion, but it is still associated with a substantial risk of periprocedural hemorrhagic and ischemic complications in patients with acute ruptured IAs. Therefore, the PED should be used selectively for acutely ruptured IAs. Additionally, adjunctive coiling might increase procedure-related stroke; however, it may reduce rebleeding of acutely ruptured IAs. Patients with immediate contrast stasis in the venous phase were more likely to achieve total occlusion. A prospective study with a larger sample size should be performed to verify our results.
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