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Objective: This study aims to compare the safety and efficacy of stent-assisted coiling (SAC) with those of coiling alone (CA) for the treatment of ruptured tiny intracranial aneurysms.

Methods: We enrolled 245 patients with ruptured tiny intracranial aneurysms treated with coil embolization. Patients were grouped into SAC and CA groups. Baseline characteristics, periprocedural complications, clinical outcomes, and angiographic results were compared between the two groups. In addition, a subgroup analysis was conducted in the SAC group, and patients were regrouped into low-profile visualized intraluminal support (LVIS) and laser-cut groups to compare the perioperative procedure-related complications and clinical and angiographic follow-up outcomes.

Results: All baseline characteristics were equivalent between the two groups except for aneurysm size and dome-to-neck aspect ratio. The rates of overall procedure-related complications, intraprocedural rupture, postoperative early rebleeding, intraprocedural thrombosis, postprocedural thrombosis, and procedure-related mortality were comparable between the two groups (P = 0.105, 0.145, 0.308, 1.000, 1.000, 0.160, respectively). Nevertheless, the rate of hemorrhagic complication in the SAC group was significantly higher (P = 0.023). The angiographic follow-up outcomes showed that the SAC group had a higher complete occlusion rate and lower recurrence rate (88.2 vs. 67.1%, 5.4 vs. 15.2%, P = 0.001). The clinical outcomes at discharge and follow-up between the two groups demonstrated no significant differences (P = 0.192 and P = 0.085, respectively). For subgroup analysis, LVIS stents were associated with a significantly higher rate of complete occlusion (P = 0.014) and a lower rate of intraprocedural rupture (p = 0.021). Moreover, multivariate analysis showed that there were no predictors for the overall, hemorrhagic, and ischemic procedure-related complications, while Raymond class was an independent predictor of retreatment (OR = 3.508, 95% CI 1.168–11.603; P = 0.029).

Conclusion: Stent-assisted coiling may increase the incidence of hemorrhagic events with favorable angiographic results and comparable clinical outcomes compared with stand-alone coiling. Nevertheless, LVIS stent could improve the safety compared with lazer-cut stent. Simultaneously, considering the better long-term effect, LVIS stent-assisted coiling may be a preferable choice for ruptured tiny intracranial aneurysms.
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Introduction

Subarachnoid hemorrhage (SAH) caused by ruptured intracranial aneurysms is one of the most common cerebrovascular diseases (1). Among patients with ruptured aneurysms, 6.2–15.1% are tiny intracranial aneurysms (2, 3). Notably, the unique structural characteristics of tiny intracranial aneurysms, such as very small size, thin aneurysm wall, and relatively wide neck, make it difficult and challenging for both clipping and endovascular treatment (4).

With the advances in neuroimaging and endovascular devices, several recent studies corroborated comparable effectiveness and better prognosis when using endovascular treatment as compared to microsurgical clipping (5, 6) for ruptured tiny intracranial aneurysms. Simultaneously, previous studies indicated that the stent-assisted coiling (SAC) technique was associated with a higher complete occlusion rate and lower recurrence rate at follow-up compared with coiling alone (CA) in ruptured intracranial aneurysms (7, 8). However, studies on aneurysm occlusion, recurrence, and procedural complication rates of SAC treatment for ruptured tiny intracranial aneurysms were limited and heterogeneous (9, 10). The safety and efficacy of SAC in the treatment of ruptured tiny intracranial aneurysms need to be further investigated.

Since its debut as an endovascular aid, Neuroform stents (Stryker, Kalamazoo, MI, USA) were quickly followed by other stents, and each stent targets aneurysms of specific shapes and parent patterns (11). Given the diversity of stents available, tailored therapeutics may be employed based on the angioanatomic conditions and configurations to improve perioperative safety and long-term sustainability. The low-profile visualized intraluminal support (LVIS) device (MicroVention, Tustin, CA, USA) is a self-expandable braided stent with higher metal coverage and less porosity than laser-cut stents (Enterprise, Neuroform stents, Solitaire stent, etc.). Our previous efforts suggested that perioperative procedure-related complications and aneurysm occlusion rates in intracranial aneurysms proved more favorable when using LVIS stents (7, 12). However, whether similar complications, angiographic outcomes, and clinical outcomes were achieved in ruptured tiny intracranial aneurysms subjected to LVIS SAC is not well-known.

In the present study, we compared SAC with CA in a high-volume center to further evaluate the safety and efficacy of SAC for the treatment of acutely ruptured tiny intracranial aneurysms. Then, we focused on the safety and efficacy of different stents, making a direct comparison between LVIS and laser-cut stents to comment on the periprocedural complications and occlusive status at follow-up. We further analyzed the in?uential factors associated with the perioperative complications and recurrence rate of these patients.



Methods


Study design

In this retrospective study, we collected the clinical data of 245 consecutive patients who were hospitalized for ruptured tiny intracranial aneurysms and treated endovascularly between January 2014 and December 2018 in our center. Among them, 93 patients underwent SAC, and 152 patients underwent CA. The study protocol was approved by the Ethics Committee of the Shanghai Changhai Hospital. Written informed consent was waived given the retrospective nature of the analysis.

The inclusion criteria were as follows: (1) Aneurysm rupture diagnosed by CT or lumbar puncture and ruptured tiny intracranial aneurysms diagnosed via digital subtraction angiography (DSA); (2) aneurysm treated within 28 days after SAH; (3) maximum aneurysm diameter was ≤ 3 mm via performing 3D rotational angiography; and (4) aneurysm treated by SAC or CA (including balloon-assisted coiling). The exclusion criteria were as follows: (1) Fusiform, traumatic, dissecting, pseudo-, and blood blister-like aneurysms; (2) reruptured aneurysms with previous treatment; (3) parent artery occlusion, simple stent placement alone, and coiling with other embolization materials; (4) multiple aneurysms but failed to identify the ruptured one; (5) staged stent placement; and (6) incomplete clinical data.

We collected baseline data from the patients, including age, sex, medical history, aneurysm location, preoperative Hunt-Hess grade, aneurysm size, Modified Fisher Grading Scale, and Modified Rankin Scale (mRS) score. In addition, other clinical data were also obtained on aneurysm size, dome-to-neck aspect ratio, and location.



An endovascular procedure and medications

All included patients were treated by eight endovascular neurosurgeons with experience of more than 10 years. All procedures were performed under general anesthesia. After systemic heparinization, rotational DSA and 3D reconstruction were performed routinely. The size of the aneurysm and the diameter of the distal and proximal aneurysmal parent artery were measured to select the appropriate coil and stent. During the procedures, the activated clotting time was maintained at 2–3 times the baseline level. All stents (LVIS, MicroVention Terumo, USA; Enterprise, Cordis, USA; Solitaire, Covidien, USA; Neuroform, Boston Scientific, USA) and coils were deployed according to the standard procedure recommended by the manufacturer. After the decision to deploy a stent was made, a loading dose of aspirin (300 mg) and clopidogrel (300 mg) was given orally or rectally to patients who had stent-assisted coil embolization. A loading dose (5 μg/kg for 3 min) of glycoprotein IIb/IIIa inhibitor (tirofiban; Grand Pharma, China) was intravenously injected to prevent platelet aggregation before stent release and maintained at a rate of 0.075 μg/kg/min for 6 h. For patients who underwent SAC, dual-antiplatelet therapy (100 mg aspirin and 75 mg clopidogrel) was maintained for 6 weeks after the procedure, followed by aspirin (100 mg) alone for at least 12 months. The antiplatelet protocol was adjusted according to the angiographic results and the patient's results of thromboelastography during the follow-up period. In case of acute thrombosis in the stent during the procedure, tirofiban was injected intraarterially at a dose of 0.075 ug/kg/min through a microcatheter. If intraprocedural rupture occurred, heparin was neutralized by using protamine sulfate immediately, and dense embolization of the aneurysm was performed as much as possible through packing coils quickly.



Clinical and angiographic follow-up

Clinical follow-up was typically scheduled at the 3rd, 6th, and 12th months, and the results were evaluated using the modified Rankin Scale (mRS). Favorable clinical outcomes were defined as an mRS score of 0 to 2, and poor clinical outcomes were defined as an mRS score of 3 to 6. Angiographic follow-up was assessed by magnetic resonance angiography or DSA routinely in the 6th month after the procedure and yearly thereafter and was classified using the Raymond–Roy occlusion classification. The cases in the CA group who underwent salvage stent placement because of coil protrusion were counted as the SAC group at follow-up.



Statistical analysis

Statistical analysis was performed using R version 4.1.3 software. Independent samples t-test, Pearson's χ2 test, Fisher's exact test, or non-parametric test was used for statistical analysis as appropriate. Categorical variables were presented as frequency, and continuous variables were expressed as mean ± standard deviation (x ± s) for normally distributed variables and median (IQR) for non-normally distributed variables, respectively. Univariate and multivariate analyses were performed to identify the association between procedure-related complications and predictive risk factors. The univariate analysis cutoff for inclusion in the multivariate analysis was p < 0.20. A p-value of < 0.05 was considered statistically significant.




Results


Baseline characteristics

A total of 245 patients with ruptured tiny intracranial aneurysms were enrolled in this study. The SAC group and CA group were statistically comparable with respect to age, sex, disease history, location, neck size, parent artery configuration, WNFS, Hunt-Hess, modified Fisher grading, interval between aneurysm rupture and procedure and surgery (Table 1). The SAC group had a smaller aneurysm size [median (IQR) 2.3 (1.9–2.6) vs. 2.5 (2.2, 2.8)] and a bigger dome-to-neck aspect ratio [1.180 (1.0–1.4) vs. 1.4 (1.1–1.7)] (Table 1).


TABLE 1 Characteristics of patients at baseline.
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Immediate embolization results and clinical outcomes at discharge

All stents were successfully deployed in the SAC group, whereas the salvage stent technique was used in 1 case (1.0%, 1/93) in the CA group due to the coil protrusion. The immediate angiographic results showed that Raymond class I was achieved in 59 cases (63.4%, 59/93), Raymond class II–III in 9 cases (9.7%, 9/93), and Raymond class III in 25 cases (26.9%, 25/93) in the SAC group, compared with 85 cases (55.9%, 85/152), 41 cases (27.0%, 41/152), and 26 cases (17.1%, 26/152) in the CA group, respectively, which showed no statistically significant difference between the two groups (P = 0.078). A total of 89.25% (83/93) of patients in the SAC group and 82.2% (125/152) of patients in the CA group had favorable neurological outcomes at discharge, showing no statistically significant difference between the two groups (P = 0.193) (Table 2).


TABLE 2 Angiographic and clinical outcomes for patients treated with SAC and CA.

[image: Table 2]

In the SAC group, Raymond class I and Raymond class II-III were achieved in 45 (67.2%) and 22 (22.84%) patients treated with LVIS and were achieved in 14 (53.9%) and 12 (46.2%) patients treated with laser-cut stents, which showed no significant difference between the two groups (P = 0.33); 59 (88.1%) patients treated with LVIS had an mRS of 0 to 2 compared with 24 (92.3%) patients treated with laser-cut stents without statistical significant difference (P = 0.83) (Table 3).


TABLE 3 Angiographic and Clinical Outcomes for patients treated with LVIS and laser-cut stent.
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Periprocedural complications and mortality

Overall, perioperative procedure-related complications occurred in 11 patients (11.8%, 11 of 93) in the SAC group and in eight patients (5.3%, 8 of 152) in the CA group, which were comparable (p = 0.106). Specifically, the hemorrhagic complication rate of the SAC group was higher than those of the CA group (P = 0.023), while the ischemic complications were comparable (P > 0.99).

For hemorrhagic complications, intraprocedural rupture, aneurysm rebleeding, and surgical procedure-related hemorrhagic events occurred in five patients (3.0%, 4 of 133), three patients (1.5%, 2 of 133), and no patient (0.8%, 1 of 133) of the SAC group and two patients (1.0%, 3 of 289), one patient (1.4%, 4 of 289), and no patient of the CA group, respectively (P = 0.145, P = 0.308, and P > 0.99, respectively).

For ischemic complications, intraprocedural thrombosis and postprocedural thrombosis occurred in two patients (2.2%, 2/93) and one patient (1.1%, 1/93) of the SAC group, respectively, compared with four patients (2.6%, 4/152) and no patient of the CA group, respectively (P > 0.99 and P = 0.804, respectively).

Procedure-related mortality rates for patients who had the above complications were 5.4% (5/92) in the SAC group (four cases of aneurysm rebleeding and one case of postprocedural thrombosis) and 1.97% (3/152) in the CA group (two cases of intraoperative rupture and one case of postoperative rebleeding). No coil protrusion into the parent artery occurred (Table 4).


TABLE 4 Perioperative Complications for patients treated with SAC and CA.
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Among the patients who were treated with SAC, overall procedure-related complications were more common in patients with laser-cut stents than in those with LVIS without statistical significance (23.1%, 6/26 vs. 7.5%, 5/67, P = 0.067). The hemorrhagic complication rates in the LVIS group (4.4%, 5/67) were significantly lower compared with the laser-cut group (23.1%, 6/26) (P = 0.031), while the ischemic complication rates were similar. Regarding hemorrhagic complications, an intraprocedural rupture occurred in one patient in the LVIS group and four patients in the laser-cut group (P = 0.021). Postprocedural early rebleeding occurred in 2 patients (1.5%) in the LVIS group and one patient (3.8%) in the laser-cut group, but the difference was not statistically significant (P > 0.99). For ischemic complications, intraprocedural thrombosis and postprocedural thrombosis occurred in two patients (3.0%) and no patient in the LVIS group, compared with no patient and one patient (3.8%) in the laser-cut group (P > 0.99 and =0.280, respectively). Patients with LVIS carried a slightly lower procedure-related mortality (3.0 vs. 11.5%); however, this difference was not statistically significant (P = 0.131) (Table 5).


TABLE 5 Perioperative Complications for patients treated with LVIS and laser-cut stent.
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Clinical and angiographic follow-up

In total, eight patients in the SAC group and 10 patients in the CA group passed away before discharge. Therefore, a total of 227 patients survived the initial SAH at discharge. Among them, 159 patients (70.0%, 159 of 227) had been followed up angiographically, ranging from 6 to 2,260 days (mean, 423 days). Angiographic follow-up data demonstrated that complete occlusion, improvement, stability, recurrence, and retreatment were achieved in 66 cases (89.2%, 66 of 74), two cases (2.7%, 2 of 74), two cases (2.7%, 2 of 74), four cases (5.4%, 4 of 74), and one case (1.4%, 1 of 74), respectively, in the SAC group compared with 57 cases (67.1%, 57/85), one case (1.2%, 1/85), 14 cases (16.5%, 14/85), 13 cases (15.3%, 13/85), and nine cases (10.6%, 9/85), respectively, in the CA group. The SAC group showed a higher complete occlusion rate and a lower recurrence rate than the CA group (P < 0.001) (Table 2, Figures 1, 2).


[image: Figure 1]
FIGURE 1
 A ruptured tiny middle cerebral artery (MCA) intracranial aneurysm treated with stent-assisted coiling (SAC). (A) The patient was admitted with spontaneous subarachnoid hemorrhage. (B,C) Cerebral angiography and 3D reconstruction revealed a tiny MCA bifurcation aneurysm. (D,E) The aneurysm was treated with SAC embolization using an LVIS stent (3.5 × 15 mm). Immediate angiography showed that the aneurysm was completely occluded. (F) 13 months later, angiographic images showed complete occlusion of the aneurysm without in-stent artery stenosis.



[image: Figure 2]
FIGURE 2
 A ruptured tiny posterior communicating artery (PCOM) aneurysm treated with coiling alone (CA). (A) The patient was admitted with spontaneous subarachnoid hemorrhage. (B,C) Cerebral angiography and 3D reconstruction revealed a tiny PCOM aneurysm. (D) The aneurysm was treated with coiling embolization only. Immediate angiography showed that the aneurysm was completely occluded. (E,F) 6 months later, angiographic images showed postoperative recurrence of the aneurysm. (G,H) The aneurysm retreated with additional coiling embolization and an LVIS stent (4.5 × 15 mm). Immediate angiography showed that the aneurysm was completely occluded. (I) 12 months later, angiographic images showed complete occlusion of the aneurysm.


Among these surviving patients, 219 patients (96.5%, 219 of 227) had been followed up clinically for 180 to 2,304 days (mean, 1,305 days); of which, four patients (4.7%, 4 of 86) had poor neurological outcomes (mRS score of 3–6) in the SAC group, whereas 13 patients (10.0%, 13 of 130) had poor neurological outcomes in the CA group (P = 0.242). All parent arteries were patent without clinically significant in-stent stenosis, and no aneurysm rebleeding or thrombosis events occurred during the follow-up period (Table 2).

For the SAC group, at least one angiographic follow-up was performed in 54 patients (80.6%, 54/67) in the LVIS group and 21 patients (76.9%, 20/26) in the laser-cut group. Follow-up angiograms showed complete occlusion in 51 cases (94.44%,51/54), improvement in no (0%, 0/54) case, stability in 2 (3.7%, 2/54) cases, and recurrence in one case (1.85%, 1/54) in the LVIS group, compared with 15 cases (75.0%, 15/20), two cases (10.0%, 2/20), no case (0%, 0/20), 3 cases (15.0%, 3/20) in the laser-cut group, showing statistically significant difference between the two groups (P = 0.014) (Table 3).



Multivariate analysis for risk factors of procedure-related complications

Univariate analysis showed that the intracranial hematoma (P = 0.018), intraventricular hematoma (P = 0.157), sidewall (P = 0.18), and SAC group (P = 0.074) were associated with overall perioperative procedure-related complications; intracranial hematoma (P = 0.001), intraventricular hematoma (P = 0.028), external ventricular drainage (P = 0.11), and SAC group (P = 0.074) were associated with hemorrhagic procedure-related complications; smoking (P = 0.105), size (P = 0.102), SAC group (P = 0.054), Raymond class (P = 0.027), and the interval between aneurysm rupture and procedure (P = 0.172) were associated with retreatment; and no risk factor was associated with ischemic procedure-related complications. Moreover, multivariate analysis showed that there were no predictors for the overall, hemorrhagic, and ischemic procedure-related complications, while Raymond class was an independent predictor of retreatment (OR = 3.508, 95% CI 1.168–11.603; P = 0.029).




Discussion

In this single-center retrospective cohort study, perioperative complications and treatment outcomes of tiny ruptured intracranial aneurysms were compared between the SAC group and the CA group. Moreover, in the SAC group, a direct comparison between LVIS and laser-cut stents was conducted to assess the effect between these two stents on the periprocedural safety and occlusive status during follow-up. The procedure-related hemorrhagic complication rate was higher in the SAC group than that in the CA group, whereas the ischemic complication rate was comparable. Moreover, the SAC group showed a significantly higher complete occlusion rate and a significantly lower retreatment rate compared with the CA group at follow-up. The favorable clinical outcome rate was similar in both groups. Further analysis indicated that although the univariate analysis showed an increased incidence of procedure-related hemorrhagic events in the SAC group, the multivariate analysis showed that SAC was not an independent risk factor. Besides, the multivariate analysis also showed that SAC was not a predictor for overall perioperative procedure-related complications and ischemic procedure-related complications of acutely ruptured tiny intracranial aneurysms. Among the SAC group, we observed significantly lower overall procedure-related complications, hemorrhagic complications, and intraprocedural aneurysm rupture in the LVIS group than those in the laser-cut group. In addition, follow-up angiographic results suggested that LVIS SAC was associated with a higher occlusion rate compared with laser-cut SAC. Favorable clinical outcomes at discharge and during long-term follow-up were comparable between the two groups of different stents. Summarizing these results, SAC might increase the risk of intracranial hemorrhagic events; however, these were mostly minor incidents associated with low morbidity. In addition, the SAC strategy has better long-term angiographic outcomes when compared to the CA strategy. When considering only patients treated with SAC, our cohort showed that LVIS SAC performed more safely and effectively than the laser-cut SAC for the treatment of tiny ruptured intracranial aneurysms.

Consistent with previous reports (9, 13), the majority of tiny aneurysms in our series were wide-necked. To avoid coil protrusion into the parent vessel and subtotal occlusion of the aneurysm, several studies reported that the aneurysm with a wider neck is more likely to use the SAC technique (14, 15). In addition, the very small size of tiny aneurysms limits the operation space of the microcatheter tip and has higher requirements for the stability of delivery systems (16, 17). Therefore, for the aneurysm with a relatively smaller size, to reduce the risk of intraoperative rupture, our center prefers to use SAC. The comparison of background characteristics between SAC and CA groups in our cohort demonstrated the expected differences. The variability of treatment strategy reflects the skill and experience of the operator and highlights the lack of specific evidence on which structural characteristics of RIA are suitable for SAC.

Endovascular treatment-related hemorrhagic events and thromboembolism are the most common complications of morbidity and mortality caused by intravascular treatment of intracranial aneurysms. Ruptured intracranial aneurysms seem to be more susceptible to endovascular treatment-related hemorrhagic events than unruptured lesions (18). In addition, SAC, which requires antiplatelet medication in the setting of acutely ruptured aneurysms, increases the theoretical risk of hemorrhagic complications. A multicenter retrospective cohort confirmed this concern. The authors reported that the aneurysm rebleeding rate in the SAC group was significantly higher than that of the CA group (17.4 vs. 1.9%, P < 0.007) (19). A meta-analysis of eight retrospective cohort studies with 909 RIA patients who underwent CA and 499 RIA patients who underwent SAC suggested the incidence of hemorrhagic events increased in the SAC group (OR 1.6, 95% CI 1.1–2.4, P = 0.319), but the favorable clinical outcome rate was comparable between the two groups (OR 0.95, 95% CI 0.88–1.02, P = 0.338) (20). In the present study, the risk of hemorrhagic complications was significantly higher in the SAC group than in those under CA therapy. In the SAC group, hemorrhagic events occurred in eight patients. Among them, one patient died before discharging due to a poor clinical grade at presentation and comorbidity. Of the remaining seven patients, five had good outcomes (MRS 0–2) at discharge, and two had poor outcomes (mRS 3–6). MRS of all patients did not improve during the follow-up period. In the CA group, three patients experienced hemorrhagic complications and had poor outcomes at discharge. Among them, two patients died due to multiple organ failures during the follow-up period, and one patient had no change in clinical outcome. A total of 86 patients in the SAC group and 122 patients in the CA group received clinical follow-up. The favorable clinical outcome rate at follow-up was similar between the two groups (84/86 vs. 119/122, 97.67 vs. 97.54%, P = 1.000), which was consistent with previous studies (7). Another two studies suggested that antiplatelet medication during SAH increased the risk of ventriculostomy-related hemorrhagic complications, but without further impact on the course and outcome of SAH (21, 22). Nevertheless, in our study, probably due to the limited sample size, there were no surgery-related hemorrhagic complications in the two groups, and this issue needs to be further investigated. On the contrary, thromboembolic complications of SAC are also a matter of concern. Several early studies showed that perioperative thromboembolic risk increased in the SAC group (23, 24). However, the recent reports for endovascular treatment of tiny ruptured intracranial aneurysms showed a low thromboembolic complication rate in both SAC and CA groups without a significant difference between them (10, 13). In the present study, our results further confirm this observation.

The performance of each stent type depends on structures or manufacturing processes, showing different behaviors in delivery method, neck protection, and flow diversion. When it comes to the SAC group, various clinical and angiographic outcomes in braided and laser-cut SAC for intracranial aneurysms have been observed in several studies (12, 25, 26). Nevertheless, the performance of these two stent types in terms of perioperative procedure-related complications is still controversial. Ge et al. reported 96 intracranial aneurysms in the braided stent (LVIS) group and 159 aneurysms in the laser-cut stent (Enterprise) group and found that the rate of hemorrhagic complication and thromboembolic events was comparable between the two groups (25). In addition, similar results have been reported in other studies (27, 28). According to our present study, intraprocedural rupture rates of patients treated with SAC proved significantly lower when using LVIS stent (vs laser-cut stent) (P = 0.02), and thromboembolism rates were slightly lower without statistical significance (P = 1.000). Our previous study on ruptured aneurysms observed similar results regarding periprocedural safety for treated aneurysms involving LVIS and laser-cut stents (12). Compared with laser-cut stents, smaller coils are available to be combined with LVIS stents with smaller mesh to improve the safety of the procedure. This factor may account for the highly statistically significant increase in the rate of intraprocedural rupture for laser-cut stents. To prevent thromboembolism, the modified antiplatelet regimen described in previous studies was adopted in our center (12). In the present study, the thromboembolism rates were comparable between LVIS and laser-cut groups and lower than those reported previously (12, 29, 30).

Our results agree with previous studies showing an immediate complete occlusion rate of 40.6–69.0% and a follow-up complete occlusion rate of 60.0–91.7% after SAC of ruptured tiny aneurysms (13, 31–33). In addition, we observed that the immediate complete occlusion rate in the SAC groups was higher than that in the CA group (63.44% vs. 55.92), although the difference was not significant (P = 0.246); the follow-up complete occlusion rate was significantly higher (88.19 vs. 67.06%, P = 0.001); and the retreatment rate was significantly lower (1.35 vs. 10.59%, P = 0.004) when using SAC treatment. These results are possible due to a continuous thrombosis process toward a more complete occlusion in the SAC group.

The low-profile visualized intraluminal support improves flow diversion effect and promotes reendothelialization due to its higher metal coverage (23%) and smaller mesh (1 mm) compared with laser-cut stents, theoretically, which could promote delayed aneurysm thrombosis and obtain a favorable occlusion rate in long-term follow-up (34). Nevertheless, a recent systematic review showed that the follow-up complete occlusion and recurrence in the LVIS group were comparable with the laser-cut group (P = 0.454, 0.056, respectively) (26). Lim et al. (35) reported a cohort study and demonstrated similar outcomes in follow-up and recurrence rates between the LVIS group and the Enterprise group. Our cohort study showed that for ruptured tiny intracranial aneurysms, patients treated with LVIS yielded significantly higher follow-up complete occlusion and lower recurrence rates (P = 0.014), while the retreatment rate was lower without statistical significance (P = 0.27). The results were similar to those reported by previous studies (25, 28). Notably, although the recurrence rate was higher in the laser-cut group compared with the LVIS group in the present study (10.0%), it was still comparable with previous studies on aneurysms treated with laser-cut stents (25, 36, 37).

The present study has some limitations. First, this study from one single center is non-randomized and retrospective, with an inherent selection bias. Second, our findings need to be interpreted with caution due to the relatively small sample size of each stent group and the low incidence of retreatment.



Conclusion

Stent-assisted coiling may increase the incidence of hemorrhagic events with favorable angiographic results and similar clinical outcomes compared with stand-alone coiling. Nevertheless, LVIS stent appears to improve the safety compared with lazer-cut stent. Simultaneously, considering the better long-term effect, LVIS SAC may be a preferable choice for ruptured tiny intracranial aneurysms. Prospective studies with larger sample sizes are needed to further confirm the safety and efficacy of the SAC treatment.
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