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Background: The accuracy of the deep brain stimulation (DBS) electrode placement is influenced by a myriad of factors, among which pneumocephalus and loss of cerebrospinal fluid that occurs with dural opening during the surgery are considered most important. This study aimed to describe an effective method for decreasing pneumocephalus by comparing its clinical efficacy between the two different methods of opening the dura.

Materials and methods: We retrospectively compared two different methods of opening the dura in 108 patients who underwent bilateral DBS surgery in our center. The dural incision group comprised 125 hemispheres (58 bilateral and 9 unilateral) and the dural puncture group comprised 91 (41 bilateral and 9 unilateral). The volume of intracranial air, dural opening time, intraoperative microelectrode recordings (MERs), postoperative electrode displacement, clinical efficacy, and complications were examined. Spearman correlation analysis was employed to identify factors associated with the volume of intracranial air and postoperative electrode displacement.

Results: The volume of intracranial air was significantly lower (0.35 cm3 vs. 5.90 cm3) and dural opening time was significantly shorter (11s vs. 35s) in the dural puncture group. The volume of intracranial air positively correlated with dural opening time. During surgery, the sensorimotor area was longer (2.47 ± 1.36 mm vs. 1.92 ± 1.42 mm) and MERs were more stable (81.82% vs. 47.73%) in the dural puncture group. Length of the sensorimotor area correlated negatively with the volume of intracranial air. As intracranial air was absorbed after surgery, significant anterior, lateral, and ventral electrode displacement occurred; the differences between the two groups were significant (total electrode displacement, 1.0mm vs. 1.4mm). Electrode displacement correlated positively with the volume of intracranial air. Clinical efficacy was better in the dural puncture group than the dural incision group (52.37% ± 16.18% vs. 43.93% ± 24.50%), although the difference was not significant.

Conclusion: Our data support the hypothesis that opening the dura via puncture rather than incision when performing DBS surgery reduces pneumocephalus, shortens dural opening time, enables longer sensorimotor area and more stable MERs, minimizes postoperative electrode displacement, and may permit a better clinical efficacy.
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Introduction

Successful deep brain stimulation (DBS) surgery depends on accurate placement of implanted electrodes in the pre-planned target area which is determined on specific and dedicated software working with multimodal imaging. Since the surgical planning is based on static preoperative anatomical images, brain shift due to pneumocephalus and loss of cerebrospinal fluid (CSF) during surgery is a well-recognized source of stereotactic inaccuracy (Khan et al., 2008; Obuchi et al., 2008; Petersen et al., 2010). It is believed that brain shift begins to occur as soon as the skull and dura are opened and is at a maximum at the end of surgery. As intracranial air resolves over the days and weeks after surgery, the intraoperative brain shift resolves and the brain returns to its preoperative condition (van den Munckhof et al., 2010; Slotty et al., 2012; Beggio et al., 2020). Thus, the impact of pneumocephalus in DBS surgery should be considered in both periods—during the initial shift as well as the return to the preoperative state (Halpern et al., 2008; Khan et al., 2008; Obuchi et al., 2008; Matias et al., 2018; Piacentino et al., 2021). The brain shift has been extensively studied in previous research, and it is reported that the degree of brain shift correlates with the volume of intracranial air (Matias et al., 2018). However, the impact of pneumocephalus on electrode position has not been thoroughly examined.

Considering its impact on surgical efficacy and its complicated procedure, various techniques for preventing pneumocephalus during DBS procedures have been reported, such as intermittently irrigating the burr hole with saline solution, avoiding CSF suctioning, and sealing dural defects with fibrin glue or other sealant (Petersen et al., 2010; Takumi et al., 2013; Sasaki et al., 2018). Nonetheless, a sufficiently effective technique has not yet been identified.

In this study, we compare two different methods of opening the dura during DBS procedures with regard to the volume of intracranial air, dural opening time, intraoperative microelectrode recordings (MERs), postoperative electrode displacement, and some other aspects. Factors that predict the volume of intracranial air and postoperative electrode displacement are also explored.



Patients and methods


Patients

We retrospectively reviewed the clinical data of Parkinson’s disease (PD) patients who underwent bilateral subthalamic nucleus (STN)-DBS surgery in the Department of Neurosurgery at Beijing Tiantan Hospital from September 2020 to August 2021. A total of 180 patients were identified. Patients whose clinical data were incomplete and those lost to follow-up were excluded. Finally, 108 patients (66 males and 42 females, 216 hemispheres) were included for analysis. All patients provided written informed consent. All procedures performed in this study were in accordance with the ethical standards of the ethics committee of Beijing Tiantan Hospital and the Helsinki Declaration (as revised in 2013).



Surgical procedure

Bilateral STN-DBS electrode implantation was performed under local anesthesia by an experienced functional neurosurgical team using a Leksell microstereotactic system (Elekta Instrument AB, Stockholm, Sweden). In the operation room, the preoperative magnetic resonance imaging (MRI) and computed tomography (CT, thickness: 0.625 mm) data were imported and fused in the Leksell Surgiplan software (Elekta Instruments AB, Stockholm, Sweden). The target and trajectory were determined in the T2 (thickness: 2 mm) and T1(thickness: 1 mm) sequence, respectively. Briefly, all patients were placed in the semi-supine position with the head elevated 25 to 35 degrees. Burr holes were approximately 14 mm in size and placed according to the cortical entry point of the planned trajectory. The dura under the burr hole was opened using one of the two methods described below. MER was conducted with one microelectrode in each hemisphere by the NeuroOmega system (Alpha Omega Engineering, Israel). Electrophysiological signals were recorded to reveal entry into and exit from the STN to guide implantation of the DBS electrodes (3389 Medtronic, Minneapolis, MN). After a standard STN signal was identified, stimulation effectiveness and side effects were tested using a temporary stimulator to assess the optimal location for permanent electrode implantation. Microelectrode trajectories were planned to avoid penetrating the lateral ventricles and sulcus.

Patients and hemispheres were divided into two groups according to dural opening technique. The dural opening technique was randomly selected. In case of dural vascular hemorrhage, blurred puncture field or there were blood vessels beneath the puncture area during dural puncture, dural incision was adopted. The dural incision technique was used in 58 patients, the dural puncture technique in 41, and hybrid technique in 9 (dural incision on one side and dural puncture on the other). Among the 9 patients with hybrid technique, dural incision was adopted due to dural vascular hemorrhage in one patient, blood vessels beneath the puncture area in 3, and blurred puncture field in 5 during the procedure of dural puncture. In the dural incision group, the dura was incised in a cruciate manner. Then, after ensuring no blood vessels were present on the brain surface, the arachnoid was coagulated using a bipolar and incised with a scalpel (Figure 1A). In the dural puncture group, the dura was penetrated by the cannula with the help of monopolar coagulation (Figure 1B). For both types of opening, the burr hole was filled with fibrin glue to avoid CSF leakage.
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FIGURE 1
Two different methods of opening the dura. (A) Dural incision. (B) Dural puncture. (C) Pneumocephalus on computed tomography (CT) immediately performed after surgery in a dural incision group patient. (D) Pneumocephalus on CT immediately performed after surgery in a dural puncture group patient. (E) CT performed one month after surgery in a dural incision group patient showed no pneumocephalus. (F) CT performed one month after surgery in a dural puncture group patient showed no pneumocephalus.




Pneumocephalus measurement and dural opening time

The volume of intracranial air was tagged in a slice-by-slice manner on head CT (thickness: 0.625 mm) performed immediately after surgery (3 to 4 h) and one month later using Image J software version 1.31.1 Intracranial air collections over both hemispheres of the brain were independently delineated to calculate air volume as follows:
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where ΣS is the sum of all layers’ air area S (mm2).

The volume of intracranial air was independently calculated by two surgeons and averaged. We also studied the difference in volume of intracranial air between the first and the second hemisphere, with patients with hybrid technique excluded. The operation time used to open the dura was also calculated. Dural opening time was defined as the time from the start of dural incision or puncture to the end of cannula insertion.



Assessment of microelectrode recordings

During MER, the Haguide module of the NeuroOmega system was used to identify the entry into and exit from the STN as well as the sensorimotor area of STN (Zaidel et al., 2009, 2010). The following MER data were recorded: number of microelectrode tracks, STN length (distance between the STN entry and exit points), length of the sensorimotor area (distance from the sensorimotor area entry to the exit points), and the normalized root mean square (NRMS). We classify the NRMS into 3 categories according to the following criteria: type I is that the NRMS in most parts (>50%) of STN is lower than 2, type III is that the NRMS in most parts (>50%) of STN is higher than 3, others belong to type II, shown in Figures 2A–C.


[image: image]

FIGURE 2
Schematic diagram of subthalamic nucleus (STN) length, length of the sensorimotor area, classification of normalized root mean square (NRMS) and microelectrode recordings (MERs) stability. (A) Type I NRMS. (B) Type II NRMS. (C) Type III NRMS. (D) Unstable MERs. (E) Stable MERs. The red and blue bars in panels (A–C) indicate STN length, while the red bar in panels (A–C) indicates length of the sensorimotor area.


Aiming to identify the exit of the STN, the signal of the substantia nigra (SNr) was sought for in another 99 hemispheres (44 hemispheres in the dural incision group, 55 in the dural puncture group). Single-unit activity (SUA) was sorted using the open-source semiautomatic template-matching algorithm OSort (Hayase et al., 1998; Faraut et al., 2018). Clusters that represented putative single neurons were identified using criteria described in a previous study, as shown in Supplementary Figure 1 (Faraut et al., 2018). MERs stability was judged by an electrophysiologist according to spike sorting results. MERs stability was categorized as stable or unstable. Unstable MERs indicates that the discharge frequency of neurons gradually decreases to zero Hz over time; that is, the phenomenon of neuron loss occurs, and its duration is less than 10 min (Figure 2D). Stable MERs indicates that the neuronal discharge frequency may fluctuate but will not drop to zero Hz; that is, the neurons continue to discharge and do so for more than 10 min (Figure 2E). The number of single neurons identified per hemisphere and the stability of MERs was analyzed.



Assessment of electrode location

Postoperative electrode displacement was defined as the difference in stereotactic coordinates of the lowest electrode contact between the immediate and one-month postoperative imaging studies. Co-registration of postoperative CT and preoperative MRI, contact coordinates were performed and obtained using Leksell Surgiplan software. Distances in the X-, Y- and Z-axes were defined as the difference in the mediolateral, anteroposterior, and dorsoventral directions, respectively. Negative values along the X-, Y-, and Z-axes indicated shift to the medial, posterior and ventral direction, meanwhile, the positive values indicate shift to the lateral, anterior and dorsal direction. Calculations were independently performed by two surgeons and then averaged. Total electrode displacement was calculated as follows:
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Clinical assessment and complications

The Unified Parkinson’s Disease Rating Scale Part-III (UPDRS-III) was used to assess motor symptoms in the medication off state before surgery and one month after surgery during stimulation. The medication off state was defined as no levodopa medication administration for at least 12 h. The clinical improvement was computed as follows:
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Perioperative complications such as intraoperative intracranial hemorrhage, intraoperative dural vascular hemorrhage, postoperative intracranial hemorrhage, venous air embolism, pulmonary infection, hallucination, and dyskinesia were recorded. Stimulation-related adverse effects were also assessed.



Correlation analysis

Spearman correlation analysis was used to identify factors associated with the volume of intracranial air and postoperative electrode displacement. Factors examined included age of onset, age at DBS, course of disease before surgery, blood pressure, dural opening time, number of microelectrode tracks, STN length, length of the sensorimotor area, NRMS, and improvement of med-off UPDRS-III score after surgery.



Statistical analysis

Patient characteristics are expressed as means with standard deviation or medians with range. Normally distributed data were compared using the independent sample t-test or paired sample t-test; the Mann–Whitney U test and Wilcoxon signed-rank test were used to compare data with a skewed distribution. Categorical data were compared using the chi-squared test. One-way analysis of variance (ANOVA) was used for comparison of clinical data among three groups. Furthermore, LSD or Tamhane’s T2 was used for post-hoc test. P < 0.05 was considered significant. Statistical analyses were performed using IBM SPSS (version 20.0; SPSS Inc, Chicago, IL, USA).




Results


Patient characteristics

Patient characteristics are summarized in Table 1. The dural incision group comprised 67 patients (58 bilateral and 9 unilateral, 125 hemispheres) and the dural puncture group comprised 50 (41 bilateral and 9 unilateral, 91 hemispheres). The two groups were similar with respect to gender (P = 1.000), age of onset (P = 0.074), course of disease before surgery (P = 0.712), age at DBS (P = 0.053), and med-off UPDRS-III score before surgery (P = 0.865).


TABLE 1    Patient baseline characteristics by methods of opening the dura.
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As shown in Supplementary Tables 1, 2, the coordinates of the left and right STN in the dural incision group were (110.19 ± 12.63, 98.51 ± 3.47, 105.90 ± 6.72) and (87.45 ± 2.51, 98.87 ± 3.29, 106.19 ± 7.02), respectively. The corresponding coordinates in the dural puncture group were (111.73 ± 2.29, 98.63 ± 3.50, 105.59 ± 7.26) and (88.22 ± 4.53, 98.81 ± 3.58, 104.92 ± 6.77), respectively.



Pneumocephalus and dural opening time

The volume of intracranial air on CT performed immediately after surgery was significantly higher in the dural incision group (5.90 cm3 [range, 0–25] vs. 0.35 cm3 [range, 0–22.49], P < 0.001; Figures 1C,D, 3A). There was no significant difference between the unilateral and bilateral incision (P = 0.359) or puncture (P = 0.372) hemispheres in terms of the volume of intracranial air, observable in Supplementary Table 3. Pneumocephalus was not visible on CT performed one month after surgery in either group (Figures 1E,F). The volume of intracranial air did not significantly differ according to order of hemisphere in which the dura was opened [first vs. second hemisphere; dural incision, 6.46 cm3 (range, 0.54–24.13) vs. 5.23 cm3 (range, 0–25.68), P = 0.238; dural puncture, 0.27 cm3 (range, 0–7.63) vs. 0.35 cm3 (range, 0–22.49), P = 0.197; Figure 3B], with patients with hybrid technique excluded. Dural opening time was significantly longer in the dural incision group [35s (range, 15–300) vs. 11s (range, 8–23), P < 0.001; Figure 3C], and no significant difference between the unilateral and bilateral incision (P = 0.374) or puncture (P = 0.731) hemispheres regarding to dural opening time was noted, shown in Supplementary Table 3.
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FIGURE 3
Pneumocephalus, dural opening time and MERs outcomes. (A) The volume of intracranial air significantly differed between the dural incision and dural puncture groups. (B) The volume of intracranial air showed no significant difference between the first and the second hemisphere. (C) Dural opening time significantly differed between the dural incision and dural puncture groups. (D) Length of the sensorimotor area significantly differed between the dural incision and dural puncture groups. Hemi-, hemisphere; *P < 0.05; ns, no significance.




Microelectrode recording data

Microelectrode recording (MER) data were available in 118 dural incision group hemispheres and 80 dural puncture group hemispheres. The length of the sensorimotor area was significantly longer in the dural puncture group (2.47 ± 1.36 mm vs. 1.92 ± 1.42 mm, P = 0.008; Figure 3D). Number of microelectrode tracks (1.12 ± 0.44 vs. 1.08 ± 0.27, P = 0.499), STN length (5.42 ± 1.32 mm vs. 5.49 ± 1.08 mm, P = 0.419), and NRMS (2.02 ± 0.75 vs. 2.06 ± 0.70, P = 0.667) did not significantly differ between groups. There was also no significant difference between the unilateral and bilateral incision (or puncture) hemispheres in terms of number of microelectrode tracks, STN length, the length of the sensorimotor area, and NRMS, shown in Supplementary Table 3 (all P > 0.05).

Number of single neurons per hemisphere did not significantly differ between groups [1 (range, 0–3) vs. 1 (range, 0–2), P = 0.135]. The proportion of hemispheres with stable MERs was significantly higher in the dural puncture group (81.82% vs. 47.73%, P = 0.001).



Electrode displacement

Ninety-nine hemispheres in the dural incision group and 81 hemispheres in the dural puncture group underwent CT both immediately and one month after surgery. Significant anterior [0.8mm (range, –0.1 to 2.8), P < 0.001; 0.6mm (range, –0.3 to 2.0), P < 0.001], lateral [0.3mm (range, –2.9 to 1.7), P < 0.001; 0.1mm (range, –0.7 to 1.3), P < 0.001], and ventral [–0.6mm (range, –2 to 0.8), P < 0.001; –0.5mm (range, –2.1 to 1.2), P < 0.001] electrode displacement was seen on the one-month CT scan in both groups (Figure 4A). Detailed coordinates of the lowest electrode contact on the CT scans performed immediately and one month after surgery are provided in Supplementary Tables 4, 5.
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FIGURE 4
Electrode displacement and change in med-off Unified Parkinson Disease’s Rating Scale Part-III (UPDRS-III) score. (A) Electrode displacement in X, Y, and Z-axes in dural incision and dural puncture groups. (B) Total electrode displacement significantly differed between the dural incision and dural puncture groups. (C) Med-off UPDRS-III score before and after deep brain stimulation surgery in three groups. (D) Improvement of med-off UPDRS-III score did not significantly differ among three groups. *P < 0.05; ns, no significance.


Electrode displacement significantly differed between groups in the Y- (P = 0.047) and Z- (P = 0.008) axes, but not the X-axis (P = 0.147). Total electrode displacement was significantly smaller in the dural puncture group [1.0mm (range, 0.22–2.58) vs. 1.4mm (range, 0.37–3.22), P < 0.001; Figure 4B]. Besides, there was no significant difference between the unilateral and bilateral incision (or puncture) hemispheres in electrode displacement in the X-axis, Y-axis, Z-axis or the total electrode displacement (all P > 0.05), shown in Supplementary Table 3.



Change of med-off Unified Parkinson’s Disease Rating Scale Part-III score and complications

Since hybrid technique was used in 9 patients, we compared the improvement of med-off UPDRS-III score among the bilateral dural incision group, bilateral dural puncture group and hybrid group. All these three groups exhibited significant improvement of med-off UPDRS-III score after surgery. The bilateral dural incision group score improved from 50.26 ± 16.55 to 26.90 ± 12.56 (P < 0.001), the bilateral dural puncture group score from 50.73 ± 18.34 to 24.05 ± 10.76 (P < 0.001), and the hybrid group score from 53.44 ± 14.20 to 21.78 ± 8.44 (P = 0.001; Figure 4C). There was no significant difference among the three groups in terms of improvement of med-off UPDRS-III score (43.93% ± 24.50% vs. 52.37% ± 16.18% vs. 55.67% ± 21.65%, P = 0.090), although the improvement was higher in the bilateral dural puncture group than the bilateral dural incision group (P = 0.057; Figure 4D).

Perioperative complications in the dural incision group included dural vascular hemorrhage in 10 patients, hallucination in 3, pulmonary infection in one, and dyskinesia in one. Among the 10 patients with dural vascular hemorrhage in dural incision group, one patient underwent dural incision due to dural vascular hemorrhage during dural puncture. In the dural puncture group, hallucination occurred in two patients, and dyskinesia in one. Stimulation-induced dyskinesia occurred in 18 dural incision group patients and 10 dural puncture group patients. No other stimulation-related side effects were observed.



Correlation analysis

The volume of intracranial air was positively correlated with dural opening time (r = 0.606, P < 0.001; Figure 5A). Length of the sensorimotor area was negatively correlated with the volume of intracranial air (r = -0.180, P = 0.012; Figure 5B). Anterior (r = 0.227, P = 0.002), ventral (r = 0.232, P = 0.002), and total (r = 0.384, P < 0.001) (Figure 5C) electrode displacements were all positively correlated with the volume of intracranial air. No significant correlation was found between lateral electrode displacement and the volume of intracranial air (r = 0.115, P = 0.123). Other patient characteristics, including blood pressure, were not significantly correlated with the volume of intracranial air or electrode displacement (all P > 0.05). Improvement of med-off UPDRS-III score was not significantly correlated with the volume of intracranial air or electrode displacement (all P > 0.05).
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FIGURE 5
Correlation analysis results. (A) The volume of intracranial air correlated positively with dural opening time. (B) Length of the sensorimotor area correlated negatively with the volume of intracranial air. (C) Total electrode displacement correlated positively with the volume of intracranial air.





Discussion

In this retrospective study of patients who underwent bilateral STN-DBS for treatment of PD, the volume of intracranial air was significantly lower in patients whose dura was opened via puncture compared to those whose dura was opened via incision (5.90 cm3 vs. 0.35 cm3). Moreover, dural opening time was shorter (35 s vs. 11 s) in the dural puncture group. The length of the sensorimotor area was longer, the proportion of hemispheres with stable MERs was significantly higher and electrode displacement was significantly lower in the dural puncture group. Besides, dural puncture group showed better improvement of med-off UPDRS-III score than the dural incision group, although the difference was not significant. We also found that the volume of intracranial air correlated negatively with length of the sensorimotor area and positively correlated with dural opening time and electrode displacement. To the best of our knowledge, this is the first comprehensive comparison of clinical efficacy between dural puncture and dural incision, including not only pneumocephalus, but also dural opening time, intraoperative MERs, especially MERs stability, postoperative electrode displacement, and clinical efficacy.

During surgery, air is introduced into the intracranial cavity immediately after dural opening and is hypothesized to be at its maximum at the time of surgery (Slotty et al., 2012; Beggio et al., 2020). The cerebral cortex and deep nuclei have already shifted even before electrodes have been placed. Therefore, the position of the final electrode implantation relative to STN will change, with possible therapeutic implications. The brain shift is generally in a posterior direction and ranges from 0 to 10.1 mm (Miyagi et al., 2007; Halpern et al., 2008; Khan et al., 2008; Obuchi et al., 2008; Ko et al., 2018). The greatest degree of shift occurs in the frontal lobe, followed by the temporal and occipital lobes. Shift is also observed in deep structures such as the anterior and posterior commissures and basal ganglia. Although shift in the pallidum and subthalamic region ipsilateral to the burr hole averages 0.5 to 1 mm, 9% of patients exhibit >2 mm of shift in deep brain structures; some exhibit shift up to 4 mm (Sillay et al., 2013).

To enable accurate electrode implantation during DBS surgery, intraoperative MER can be used to adjust for brain shift (Halpern et al., 2008; Petersen et al., 2010). Previous studies have reported that brain shift is associated with number of microelectrode tracks made during surgery (Azmi et al., 2011; Sasaki et al., 2018); however, volume of intracranial air and number of microelectrode tracks have not been definitively linked. In the present study, we observed a significant difference in length of the sensorimotor area between the dural puncture and incision groups (2.47mm vs. 1.92mm) and found that the length of the sensorimotor area correlated negatively with the volume of intracranial air. Furthermore, MERs were more stable in the dural puncture group, which may be due to a more stable condition of CSF, and it was conducive to the accurate implantation of electrode. Overall, our findings confirmed that pneumocephalus affects electrode position during DBS surgery and that MER can guide accurate electrode implantation. Dural puncture can reduce pneumocephalus, and enable longer sensorimotor area and more stable MERs, which guide accurate electrode implantation.

In our study, the electrode shifted anteriorly, laterally, and ventrally during the intracranial air absorption period after surgery, and the shift was big enough to change electrode position relative to STN. Furthermore, electrode displacement correlated with the volume of intracranial air. These results are consistent with previous studies that reported DBS electrode position can change on delayed postoperative imaging and that this change is significantly correlated with the volume of intracranial air (van den Munckhof et al., 2010; Göransson et al., 2021). Direction of electrode displacement in our study was consistent with a previous study (Göransson et al., 2021). However, another study found that electrode displacement tended to be upward; the authors therefore advocated slightly deeper initial electrode placement (van den Munckhof et al., 2010). The reasons for the inconsistent results in different studies may be that on the one hand, different researchers adopt different methods to locate electrode contacts in postoperative CT, on the other hand, a variety of interference factors such as imaging distortion, error registration, and mechanical frame inaccuracy may have a certain impact on the research results in different studies. Thus, direction of electrode displacement warrants further investigation. It is also worth noting that in this study, the difference in electrode displacement between the two groups as well as the positive correlation between electrode displacement and the volume of intracranial air was only noted in the Y- and Z-axes, which may imply that the influence of pneumocephalus on electrode displacement is in the Y- and Z-axes. It still needs further confirmation. Regardless, our study and the studies of others indicate that postoperative electrode displacement occurs. We strongly advocate repeated postoperative imaging after DBS surgery to monitor electrode location, especially in patients who show considerable volume of intracranial air on immediate postoperative imaging (Kim et al., 2010). Furthermore, we advocate opening the dura via puncture rather than incision, as puncture is associated with a lower degree of electrode displacement.

The dural puncture group showed better improvement of med-off UPDRS-III score than the dural incision group (52.37% vs. 43.93%), although the difference was not significant. Improvement of med-off UPDRS-III score was not significantly correlated with electrode displacement or the volume of intracranial air. Also, in the dural puncture group, dural opening time was significantly shorter (11 min vs. 35 min) for its simple operation procedure and lower risk of dural vascular hemorrhage. Dural vascular hemorrhage can account for the significant longer dural opening time in several hemispheres, especially in the dural incision group. In the present study, the incidence of dural vascular hemorrhage in the dural incision group was higher than that in the dural puncture group. It may be due to the limited subdural field of vision during incision and the large scope of dural damage, while dural puncture causes less damage to the dura and monopolar coagulation has a certain hemostatic effect. Besides, unpredictable variations of the vessel position caused by larger brain shift in dural incision group may account for its higher risk of dural vascular hemorrhage, which may be confirmed by pre and postoperative contrast-enhanced MRI or CT in future study. It should be noted that in this study, one patient underwent dural incision due to dural vascular hemorrhage during dural puncture. We classified it as the dural incision group, but it was actually a complication of dural puncture. Despite all this, the incidence of dural vascular hemorrhage was still higher in the dural incision group. Dural puncture may cause less damage to the cerebral cortex for its minimal dural incision; however, it may also limit inspection of the brain parenchyma and brain surface, which may increase the risk of intracranial hemorrhage. This risk may be reduced by paying close attention to cortical vessels when planning the trajectory in MRI, especially in contrast-enhanced MRI. In case of dural vascular hemorrhage, blurred puncture field or there were blood vessels beneath the puncture area during dural puncture, it may be necessary to resort to dural incision. Dural incision may be more suitable for multichannel MER.

Several factors influence the volume of intracranial air introduced during DBS surgery: brain volume, patient position, duration of surgery, burr hole localization, size of opening in the CSF space, blood pressure, and method of burr hole closure (Slotty et al., 2012). Preoperative cerebral atrophy may be related to increased presence of pneumocephalus (Piacentino et al., 2021). Strict supine positioning during surgery is associated with minimal volume of intracranial air. Previous studies have demonstrated that CSF egress and air entry are immediate results of dural opening. CSF loss later during surgery can be effectively averted by burr hole closure (Piacentino et al., 2021). Consequently, shorter surgeries have not been associated with target precision or DBS clinical outcome. However, we found a significant positive correlation between dural opening time and the volume of intracranial air in the present study. These contradictory results may be due to the different definitions of operation time in different studies. Smaller burr hole diameter has not been associated with less air inflow or displacement of anatomical targets (Sharim et al., 2015). Lower systolic and mean arterial blood pressure have been associated with higher volume of intracranial air (Krauss et al., 2021). Moreover, significantly greater brain shift has been reported in patients with intraparenchymal trajectories (Kramer et al., 2012). Compared to patients undergoing awake DBS, lower volume of intracranial air has been reported in patients undergoing DBS under general anesthesia (Ko et al., 2018). Electrode texture can also influence electrode displacement: one previous study reported that electrode migration distance is lower with microtextured electrodes (Parittotokkaporn et al., 2012).

Given that the degree of brain shift correlates with the volume of intracranial air, a number of surgical practices can be expected to reduce or avoid brain shift. CSF loss and pneumocephalus can be reduced by minimizing the time from dural opening to final DBS electrode implantation, flooding the burr hole with saline irrigation after dural opening, avoiding CSF suction, and sealing the dural defect as soon as possible (Petersen et al., 2010; Takumi et al., 2013; Sasaki et al., 2018). Performing surgery with the patient in the same position as when imaging was acquired may also limit shift by minimizing postural movement of intracranial structures. Although the sitting or semi-sitting position can decrease CSF leakage, both are associated with increased risk of venous air embolism (Nazzaro et al., 2010; Petersen et al., 2010; Takumi et al., 2013). Patient positioning can be difficult with PD patients, as many have postural abnormalities that must be considered and dealt with. Although various techniques to deal with pneumocephalus have been reported, an effective one has not yet been identified.

In the present study, all patients underwent surgery using local anesthesia in a fixed semi-supine position with head elevation fixed between 25 and 35 degrees. Burr holes were approximately 14 mm in size and were placed 30 to 35 mm anterior to the bregma. Besides, none of the planned microelectrode trajectories penetrated the lateral ventricles. Although the baseline age of onset and age at DBS of the two groups were different, correlation analysis showed no significant correlation between them and the volume of intracranial air or postoperative electrode displacement. None of other patient characteristics, including blood pressure, was associated with the volume of intracranial air or postoperative electrode displacement in our study. Furthermore, among the 9 patients using hybrid technique, our results showed no significant difference between bilateral and unilateral incision (or puncture) hemispheres. Thus, the results of the comparison between the two groups in our study were credible. Recording of local field potentials, macrostimulation, and clinical testing through the implanted DBS electrode probably extend the operation time in procedures performed under local anesthesia. However, these activities were performed after the dural defect was sealed with fibrin glue. The fact that the volume of intracranial air was similar between the first and the second hemisphere confirmed the effectiveness of our method of dural closure.

Our study has several limitations. First, it was conducted retrospectively. Second, MRI was not performed after surgery, which limited the calculation of brain shift. To determine brain shift in real time during surgery, intraoperative ultrasound and/or MRI is considered promising.



Conclusion

Opening the dura via puncture rather than incision when performing DBS surgery reduces pneumocephalus, shortens dural opening time, enables longer sensorimotor area and more stable MERs, minimizes postoperative electrode displacement, and may permit a better clinical efficacy.



Data availability statement

The raw data supporting the conclusions of this article will be made available by the authors, without undue reservation.



Ethics statement

The studies involving human participants were reviewed and approved by the Ethics Committee of Beijing Tiantan Hospital. The patients/participants provided their written informed consent to participate in this study.



Author contributions

SF, LS, JZ, and QZ made the conception and design. SF, QZ, and FM contributed to data acquisition and statistical analysis. SF, LS, HF, GY, ZS, HL, and HZ contributed to analysis and interpretation of data. SF and QZ drafted and finalized the manuscript. LS, AY, and JZ critically revised the article. JZ contributed to study supervision. All authors reviewed the submitted version of the manuscript.



Funding

This work was supported by the National Natural Science Foundation of China (81971070, 81671104, 81830033, and 61761166004), the Beijing Municipal Administration of Hospitals’ Ascent Plan (DFL20150503), Young Scientist Program of Beijing Tiantan Hospital (YSP201903), and Natural Science Foundation of Capital Medical University (1220010210).



Acknowledgments

We thank the patients and families for their participation and Liwen Bianji (Edanz) (https://www.liwenbianji.cn) for editing the language of a draft of this manuscript.



Conflict of interest

The authors declare that the research was conducted in the absence of any commercial or financial relationships that could be construed as a potential conflict of interest.



Publisher’s note

All claims expressed in this article are solely those of the authors and do not necessarily represent those of their affiliated organizations, or those of the publisher, the editors and the reviewers. Any product that may be evaluated in this article, or claim that may be made by its manufacturer, is not guaranteed or endorsed by the publisher.



Supplementary material

The Supplementary Material for this article can be found online at: https://www.frontiersin.org/articles/10.3389/fnins.2022.988661/full#supplementary-material


Footnotes

1     http://rsbweb.nih.gov/ij


References

Azmi, H., Machado, A., Deogaonkar, M., and Rezai, A. (2011). Intracranial air correlates with preoperative cerebral atrophy and stereotactic error during bilateral STN DBS surgery for Parkinson’s disease. Stereotact. Funct. Neurosurg. 89, 246–252. doi: 10.1159/000327916

Beggio, G., Raneri, F., Rustemi, O., Scerrati, A., Zambon, G., and Piacentino, M. (2020). Techniques for pneumocephalus and brain shift reduction in DBS surgery: A review of the literature. Neurosurg. Rev. 43, 95–99. doi: 10.1007/s10143-019-01220-2

Faraut, M. C. M., Carlson, A. A., Sullivan, S., Tudusciuc, O., Ross, I., Reed, C. M., et al. (2018). Dataset of human medial temporal lobe single neuron activity during declarative memory encoding and recognition. Sci. Data 5:180010. doi: 10.1038/sdata.2018.10

Göransson, N., Johansson, J. D., Wårdell, K., and Zsigmond, P. (2021). Postoperative Lead Movement after Deep Brain Stimulation Surgery and the Change of Stimulation Volume. Stereotact. Funct. Neurosurg. 99, 221–229. doi: 10.1159/000511406

Halpern, C. H., Danish, S. F., Baltuch, G. H., and Jaggi, J. L. (2008). Brain shift during deep brain stimulation surgery for Parkinson’s disease. Stereotact. Funct. Neurosurg. 86, 37–43. doi: 10.1159/000108587

Hayase, N., Miyashita, N., Endo, K., and Narabayashi, H. (1998). Neuronal Activity in GP and Vim of Parkinsonian Patients and Clinical Changes of Tremor through Surgical Interventions. Stereotact. Funct. Neurosurg. 71, 20–28. doi: 10.1159/000029643

Khan, M. F., Mewes, K., Gross, R. E., and Skrinjar, O. (2008). Assessment of brain shift related to deep brain stimulation surgery. Stereotact. Funct. Neurosurg. 86, 44–53. doi: 10.1159/000108588

Kim, Y. H., Kim, H. J., Kim, C., Kim, D. G., Jeon, B. S., and Paek, S. H. (2010). Comparison of electrode location between immediate postoperative day and 6 months after bilateral subthalamic nucleus deep brain stimulation. Acta Neurochir. 152, 2037–2045. doi: 10.1007/s00701-010-0771-x

Ko, A. L., Magown, P., Ozpinar, A., Hamzaoglu, V., and Burchiel, K. J. (2018). Asleep Deep Brain Stimulation Reduces Incidence of Intracranial Air during Electrode Implantation. Stereotact. Funct. Neurosurg. 96, 83–90. doi: 10.1159/000488150

Kramer, D. R., Halpern, C. H., Danish, S. F., Jaggi, J. L., and Baltuch, G. H. (2012). The effect of intraventricular trajectory on brain shift in deep brain stimulation. Stereotact. Funct. Neurosurg. 90, 20–24. doi: 10.1159/000332056

Krauss, P., Van Niftrik, C. H. B., Muscas, G., Scheffler, P., Oertel, M. F., and Stieglitz, L. H. (2021). How to avoid pneumocephalus in deep brain stimulation surgery? Analysis of potential risk factors in a series of 100 consecutive patients. Acta Neurochir. 163, 177–184. doi: 10.1007/s00701-020-04588-z

Matias, C. M., Frizon, L. A., Asfahan, F., Uribe, J. D., and Machado, A. G. (2018). Brain Shift and Pneumocephalus Assessment During Frame-Based Deep Brain Stimulation Implantation With Intraoperative Magnetic Resonance Imaging. Oper Neurosurg. 14, 668–674. doi: 10.1093/ons/opx170

Miyagi, Y., Shima, F., and Sasaki, T. (2007). Brain shift: An error factor during implantation of deep brain stimulation electrodes. J. Neurosurg. 107, 989–997. doi: 10.3171/JNS-07/11/0989

Nazzaro, J. M., Lyons, K. E., Honea, R. A., Cook-Wiens, G., Harsha, A., Burns, J. M., et al. (2010). Head positioning and risk of pneumocephalus, air embolism, and hemorrhage during subthalamic deep brain stimulation surgery. Acta Neurochir. 152, 2047–2052. doi: 10.1007/s00701-010-0776-5

Obuchi, T., Katayama, Y., Kobayashi, K., Oshima, H., Fukaya, C., and Yamamoto, T. (2008). Direction and Predictive Factors for the Shift of Brain Structure During Deep Brain Stimulation Electrode Implantation for Advanced Parkinson’s Disease. Neuromodulation 11, 302–310. doi: 10.1111/j.1525-1403.2008.00180.x

Parittotokkaporn, T., Thomas, D. G., Schneider, A., Huq, E., Davies, B. L., Degenaar, P., et al. (2012). Microtextured surfaces for deep-brain stimulation electrodes: A biologically inspired design to reduce lead migration. World Neurosurg. 77, 569–576. doi: 10.1016/j.wneu.2011.06.040

Petersen, E. A., Holl, E. M., Martinez-Torres, I., Foltynie, T., Limousin, P., Hariz, M. I., et al. (2010). Minimizing brain shift in stereotactic functional neurosurgery. Neurosurgery 67, 213–221. doi: 10.1227/01.NEU.0000380991.23444.08

Piacentino, M., Beggio, G., Rustemi, O., Zambon, G., Pilleri, M., and Raneri, F. (2021). Pneumocephalus in subthalamic deep brain stimulation for Parkinson’s disease: A comparison of two different surgical techniques considering factors conditioning brain shift and target precision. Acta Neurochir. 163, 169–175. doi: 10.1007/s00701-020-04635-9

Sasaki, T., Agari, T., Kuwahara, K., Kin, I., Okazaki, M., Sasada, S., et al. (2018). Efficacy of Dural Sealant System for Preventing Brain Shift and Improving Accuracy in Deep Brain Stimulation Surgery. Neurol. Med. Chir. 58, 199–205. doi: 10.2176/nmc.oa.2017-0242

Sharim, J., Pezeshkian, P., DeSalles, A., and Pouratian, N. (2015). Effect of Cranial Window Diameter During Deep Brain Stimulation Surgery on Volume of Pneumocephalus. Neuromodulation 18, 574–578. doi: 10.1111/ner.12328

Sillay, K. A., Kumbier, L. M., Ross, C., Brady, M., Alexander, A., Gupta, A., et al. (2013). Perioperative brain shift and deep brain stimulating electrode deformation analysis: Implications for rigid and non-rigid devices. Ann. Biomed. Eng. 41, 293–304. doi: 10.1007/s10439-012-0650-0

Slotty, P. J., Kamp, M. A., Wille, C., Kinfe, T. M., Steiger, H. J., and Vesper, J. (2012). The impact of brain shift in deep brain stimulation surgery: Observation and obviation. Acta Neurochir. 154, 2063–2068. doi: 10.1007/s00701-012-1478-y

Takumi, I., Mishina, M., Hironaka, K., Oyama, K., Yamada, A., Adachi, K., et al. (2013). Simple solution for preventing cerebrospinal fluid loss and brain shift during multitrack deep brain stimulation surgery in the semisupine position: Polyethylene glycol hydrogel dural sealant capping: Rapid communication. Neurol. Med. Chir. 53, 1–6. doi: 10.2176/nmc.53.1

van den Munckhof, P., Contarino, M. F., Bour, L. J., Speelman, J. D., de Bie, R. M., and Schuurman, P. R. (2010). Postoperative curving and upward displacement of deep brain stimulation electrodes caused by brain shift. Neurosurgery 67, 49–53. doi: 10.1227/01.NEU.0000370597.44524.6D

Zaidel, A., Spivak, A., Grieb, B., Bergman, H., and Israel, Z. (2010). Subthalamic span of beta oscillations predicts deep brain stimulation efficacy for patients with Parkinson’s disease. Brain 133, 2007–2021. doi: 10.1093/brain/awq144

Zaidel, A., Spivak, A., Shpigelman, L., Bergman, H., and Israel, Z. (2009). Delimiting subterritories of the human subthalamic nucleus by means of microelectrode recordings and a Hidden Markov Model. Mov. Disord. 24, 1785–1793. doi: 10.1002/mds.22674



OPS/xhtml/Nav.xhtml




Contents





		Cover



		Comparison of dural puncture and dural incision in deep brain stimulation surgery: A simple but worthwhile technique modification



		Introduction



		Patients and methods



		Patients



		Surgical procedure



		Pneumocephalus measurement and dural opening time



		Assessment of microelectrode recordings



		Assessment of electrode location



		Clinical assessment and complications



		Correlation analysis



		Statistical analysis







		Results



		Patient characteristics



		Pneumocephalus and dural opening time



		Microelectrode recording data



		Electrode displacement



		Change of med-off Unified Parkinson’s Disease Rating Scale Part-III score and complications



		Correlation analysis







		Discussion



		Conclusion



		Data availability statement



		Ethics statement



		Author contributions



		Funding



		Acknowledgments



		Conflict of interest



		Publisher’s note



		Supplementary Material



		Footnotes



		References

















OPS/images/fnins-16-988661-t001.jpg
Variable

No. of patients

Male gender - No. (%)

Age of onset (year)

Course of disease before surgery (year)

Age at DBS (year)

Med-off UPDRS-III score

DBS, deep brain stimulation; Med, medication; UPDRS-III, Unified Parkinson’s Disease Rating Scale Part-III.
Values are presented as mean =+ standard deviation (SD).

Incision group

67
42 (62.69%)
54.97 +£9.35
8.27 +£4.03
63.25 +7.90

50.69 %+ 16.20

Puncture group

50
31(62.00%)
51.76 + 9.72
8.56 + 4.44
60.32 + 821
51224 17.57

P values for comparisons between groups are based on analysis of independent sample ¢-test and chi-squared test (gender).

P-value

1.00
0.0744
0.712
0.0531
0.865





OPS/images/cover.jpg
, frontiers ‘ Frontiers in Neuroscience

Comparison of dural puncture
and dural incision in deep
brain stimulation surgery:

A simple but worthwhile
technique modification











OPS/images/fnins-16-988661-g004.jpg
Med-off UPDRS-II score

° Incision

A Puncture

L

X

<

N

* X *
80- — —

B Pre-op

I B Post-op

60 =

Incision Puncture Hybrid

Total electrode displacement (mm)

Improvement of med-off UPDRS-II score (%) O

4= ¥
®
3- o
= ... A
A
2- .;E:;: 4
cosiere A
= oo .:3‘ A:A
aatia
:::.8. auld,
1 - : :.‘::.. i
g.oo..
oo..::s.o A A
= .:: ‘%‘
A
0 1 1
Incision Puncture

Incision Puncture Hybrid





OPS/images/fnins-16-988661-e001.jpg
Total electrode displacement (mm) = v/X2 + Y2422






OPS/images/fnins-16-988661-g003.jpg
>

Volume of intracranial air (cm3)

Dural opening time (s)

w
o
]

N
o
|

i
)
|

-
1

400=

300 =

200=

100 =

Incision

Puncture

e e

Incision

?
Puncture

Volume of intracranial air (cm3) w

Length of the sensorimotor area (mm) g

ns ns
30 - —— ————— . .
»  First hemi-
. " e Second hemi-
A g °
20 &
*®
AA ®
@
-
Apa ™
2a -
10 = ::‘ oo
.“ ‘r .
—:"K b}
L o ;.
Aldd,a 'i‘ »
AA A ‘
0=
Incision Puncture
ES
5 -
4 =

Incision Puncture





OPS/images/fnins-16-988661-e002.jpg
I Pre — scores — Post — scores
Clinical improvement = —— 0> — 2%~ ¥OI®
Pre — scores

*x100%





OPS/images/logo.jpg
'frontiers ‘ Frontiers in Neuroscience






OPS/images/fnins-16-988661-g005.jpg
>

Volume of intracranial air (cm3)

30

20=

r=0.606, <0.001

T T T
100 200 300 400

Dural opening time (s)

Length of the sensorimotor area (mm) (JJ

0=

r=-0.180, P=0.012

Volume of intracranial air (cm3)

Total electrode displacement (mm) ()

N

3=

r=0.384, P<0.001

Volume of intracranial air (cm3)







OPS/images/fnins-16-988661-g002.jpg
I

C Typem

_

f =

Type Il

Wear v n

o

1

2

3

<

1

oOwowowo

0O 0ORNRNOVOLWLETTOONNET—OO

LI ____j

ATypeI

§

=
=
L
re
=2
=

b

o
=

spike rate & amplitude during analyzed period

D

(zH) ayed Buny

spike rate & amplitude during analyzed period

o
Y] o
~ - o
I o o =!8
-~ m o
'-llufll =
ll"
£ [ ]
- - 4 O
\IC“L’ w0
e
e
i - 18
,‘, <
£ T -
< i &5
L ) 4 O
o ™
=
—
s - 18
S
— N
-~
o o
- I‘l = - 0
— )
lllnl'l‘
""
r— e —s — —
=
N
(A1) spnydwe axids
(zH) o@ye1 Buny
o
Y} o
ol 8
e
8
v
=
7, -]
N
.
=l
o
- - -
o
S
1Y
~
~
\
7/
-
” 8
~
\
~
- -~
~
~ 18
—— S
-
i .
o
©

(A1) epnydwe axids

time (sec)

time (sec)





OPS/images/fnins-16-988661-g001.jpg





OPS/images/fnins-16-988661-e000.jpg
> S x thickness

Volume (cm?) = 0 5





OPS/images/cross.jpg
@ Check for updates.





