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Previous studies on the cardiac data of healthy permanent residents living in high-altitude regions such as Tibet and the Andes have yielded inconsistent findings and significant disparities. These discrepancies can be mainly attributed to the invasive methods conventionally used for parameter evaluation. However, with the introduction of cutting-edge ultrasound technology, there is now an innovative approach to addressing and reconciling these variations. In this pilot study, we employed an ultrasound-based cardiac output monitoring (USCOM) device to evaluate cardiac output and related hemodynamic variables in a group of 20 healthy high-altitude Andean residents (comprising 10 men and 10 women) aged between 26 and 35 years old. The monocentric study was carried out in La Paz, Bolivia, located between at an altitude of 3,600–4,000 m. A total of 60 hemodynamic measurements were evaluated, accounting for three technical replicates per subject. Our results showed strong intrasubject reproducibility and revealed important differences related to both sex and hemodynamic parameters in highlanders compared to individuals residing at sea level. We conclude that USCOM represents a highly reliable technology for performing hemodynamic measurements in high-altitude residents. Our preliminary findings underscore the need for larger studies, encompassing larger sample sizes, specifically tailored to gender considerations, and extendable to broader highland populations. These findings have special significant implications for the management of hemodynamics in intensive care and postoperative settings, warranting further comprehensive research efforts.
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INTRODUCTION
Pulmonary artery catheterization is considered the conventional technique for measuring cardiac output by thermodilution in humans (Harvey et al., 2005; van Lelyveld-Haas et al., 2008). However, it is accompanied by substantial controversies, primarily stemming from the inherent risks involved. These risks encompass life-threatening complications, such as pulmonary infarction and ventricular free wall rupture (Ivanov et al., 2000; Rhodes et al., 2002), the imperative need for confirming an optimal catheter position, the requisite training for proficient catheter implantation, and the complexities associated with data interpretation (Dey and Sprivulis, 2005; van Lelyveld-Haas et al., 2008). These disadvantages make the application of the procedure in research highly challenging. Conversely, there is an urging demand for the non-invasive, reproducible, and repeatable estimation of cardiac output at the bedside, particularly in the care of hemodynamically unstable patients (Rivers et al., 2001; van Lelyveld-Haas et al., 2008). In response to this clinical need, the ultrasonic cardiac output monitor (USCOM) has emerged as a valuable alternative. Utilizing continuous wave Doppler ultrasound with frequencies ranging from 2.0 to 3.3 MHz, USCOM delivers real-time non-invasive transcutaneous cardiac output measurements. Developed in 2011 and introduced for clinical use in the Netherlands in 2015, this technology has rapidly gained international acclaim for its ease of use, even by personnel lacking prior ultrasound training (Dey and Sprivulis, 2005; Tan et al., 2005; van Lelyveld-Haas et al., 2008).
However, all studies validating the clinical applicability of USCOM have thus far been conducted exclusively in patients at sea level. No investigations have ventured into the utilization of USCOM technology among individuals residing permanently at high altitudes (2,500–3,600 masl) and very high altitudes (3,600–5,500 masl) (Viruez-Soto et al., 2022). Given that over 150 million individuals permanently inhabit areas above 2,500 m above sea level worldwide, the paucity of knowledge regarding the hemodynamics of this population is of paramount significance (Joseph et al., 2000; Zubieta-Calleja et al., 2011). Previous research on this topic is limited to old studies, revealing considerable variation in cardiac index (cardiac output normalized by body surface area, accounting for body size) in highlanders. This variability is likely due to the challenges associated with the catheterization technique, as outlined in previous reviews (Bell and Strohl, 2021). In light of these considerations, the primary objective of this pilot study is to validate the utility of USCOM technology in elucidating the hemodynamic profiles of healthy Andean permanent residents of La Paz, Bolivia (3,600–4,000 masl).
METHODS
Ethics declaration
The study was approved by the Bioethics Institutional Committee of the “Clínica Los Andes del Grupo Embriovid” in La Paz, Bolivia, and was carried out in accordance with the Helsinki Declaration. All participants signed and gave informed consent.
Study design
We conducted an observational, descriptive cross-sectional study at the “Clínica Los Andes del Grupo Embriovid” in the city of La Paz, Bolivia. The study was carried out during the November 2022—April 2023 period. The study sample was taken from a group of people that were easy to contact and reach.
Inclusion and exclusion criteria
Study subjects were included if they were: 1) healthy volunteers, 2) between 25 and 45 years old, 3) permanent high-altitude residents from La Paz (between 3,600 and 4,000 m above sea level), with no history of migration from the lowlands in the past year. Subjects with one or more of the following criteria were not considered: 1) people that refused to provide informed consent, and 2) people with a history of diagnosis or treatment of heart disease, lung disease, blood cancer, or chronic mountain sickness (CMS).
USCOM technology
The intricacies of this apparatus have been detailed in other references (Cattermole et al., 2017; Vinayagam et al., 2018) and the instrument’s user manual (http://site.uscom.com.au/dist/train/education/The_USCOM_and_Haemodynamics.pdf). In essence, ultrasonic cardiac output monitor-1A (USCOM-1A; Pty Ltd., Coffs Harbour, NSW, Australia) is a direct branch of echocardiography, employing continuous wave Doppler ultrasound for meticulous measurement of hemodynamic indices. In pursuit of precision, USCOM uses the suprasternal insonation window for the aortic valve or the left parasternal window for the pulmonary valve, thereby extracting the velocity-time integral (VTI) of ejection flow and heart rate (HR). A distinctive algorithm, depending on height (for subjects over 50 cm) or weight (less than 50 kg), is used to extrapolate the cross-sectional area (CSA) of the two valves. Stroke volume is materialized by the equation SV = CSA × VTI. Heart rate is distinguished from the systolic interjection interval, simultaneously taking into account systolic and diastolic blood flows. Manual entry of pressure values (systolic, SBP; diastolic, DBP) sets the stage for the calculation of mean arterial pressure (MAP) using MAP = DBP + ([SBP - DBP]/3). Finally, USCOM undertakes the calculation of the body surface area (BSA) using the traditional formula of Du Bois and Du Bois (1916). From this basis, the following parameters were recorded or calculated: BSA-indexed values for cardiac output (CO), cardiac index (CI), systemic vascular resistance (SVR), systemic vascular resistance index (SVRI), stroke volume (SV), stroke volume index (SVI), oxygen delivery (DO2), oxygen delivery index (DO2I), peak velocity (Vpk), and stroke volume variation (SVV).
Mean arterial pressure (MAP) and oxyhemoglobin saturation (SatpO2) in room air were monitored using pulse oximetry (Dräger Infinity M540 Monitor, Germany). The average hemoglobin value for high altitude (men:16.8 g/dL; women: 14.5 g/dL) (Viruez-Soto et al., 2020), and an average central venous pressure of 6 mmHg (for men and women) (Shah and Louis, 2023) were used in the USCOM software.
EVALUATION PROTOCOL
In the evaluation room, participants were given 5 min to rest in the supine position. Personal identification and contact data were then recorded, along with data corresponding to sex, age, and weight. All information was duly anonymized and encrypted. The hemodynamic profile was obtained using a 2.2 MHz transducer placed on the suprasternal window with aortic focus. A single operator, previously trained to use the USCOM-1A system, collected all data for this study. Three consecutive diagnostic-quality Doppler ejection profiles were performed for each measurement, and three measurements were performed for each subject. The values obtained were compared with the reference values established by the manufacturer for the USCOM-1A, according to age group.
Sample size calculation
The sample size required for the detection of statistically significant effects indicative of disparities between the reference means and the calculated means for cardiac output in male and female patients, was calculated by using the conventional formula:
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Where:
μ0 = reference mean μ1 = mean of age group (per sex) N = required sample size of study population (age group - per sex) σ = variance of age group (per sex) α = probability of type I error (usually 0.05) β = probability of type II error (usually 0.2) z = critical Z value for a given α or β
Considering the unavailability of means in the reference intervals provided by the USCOM manufacturer, we derived the reference means by identifying the central value within the reference interval and approximated the standard deviation to one-quarter of the range spanned by the reference interval. For these calculations we maintained a significance level (α) of 0.05 and a statistical power of 80%. The sample sizes required to detect a 10% drop for each USCOM parameter are detailed in Table 1.
TABLE 1 | Sample sizes required to detect a 10% drop in USCOM parameters.
[image: Table 1]Statistical analysis
All statistical tests were performed in IBM SPSS Statistics for Windows, Version 26.0. (Armonk, NY: IBM Corp. IBM Corp. Released 2019) unless stated otherwise.
USCOM parameters: CO, CI, SVR, SVRI, SV, SVI, DO2, DO2I, Vpk, and SVV were categorized according to sex. The effect of sex on the measured USCOM parameters was tested by a two-way repeated measures MANOVA where CO, CI, SVR, SV, DO2, Vpk, and SVV were the dependent variables. Sex was the independent variable, while the three measurements taken from each patient for each USCOM parameter were the repeated measures. Test-retest reliability was assessed by intraclass coefficient analysis using a two-factor mixed-effects model (type: single measurements, definition: absolute agreement).
The sex-specific reference intervals for high-altitude individuals were estimated as the 2.5 and 97.5 percentiles using the robust method according to the guidelines of the CLSI (C28-A3) from the average of the three repeated measures on each subject, using MedCalc® Statistical Software version 20.217 (MedCalc Software Ltd., Ostend, Belgium; https://www.medcalc.org; 2023). The sex-specific reference intervals for each USCOM parameter in high-altitude individuals were compared to those of sea-level individuals reported by the manufacturer (CO: 4.8–6.8; CI: 2.9–4.2; SVR: 848–1583; SVRI: 1454–2767; SV: 63–89; SVI: 35–50; DO2: 911–1299; DO2I: 546–783; Vpk: 1–1.4; SVV: 12–30; https://www.talentmed.com.tw/download/UscomManual_English.pdf) using Moses extreme reactions tests.
RESULTS
Readings with USCOM in high altitude residents show great reproducibility
In this study, a total of 60 measurements (three technical replicates per individual) of the hemodynamic profile were performed on 10 healthy female volunteers and 10 healthy male volunteers between 26 and 35 years old. All participants were habitual La Paz residents, located between 3,600 and 4,000 masl. None had a migratory history, at least during the previous year. Data on sex, height, weight, as well as baseline hemodynamic profile, are described in Table 2. A robust test re-test reliability in USCOM readings was evidenced (interclass correlation = 0.9, CI95%: 0.56–0.88).
TABLE 2 | Description of the studied sample. Values of Age, Height, Weight, BSA (Body surface area), MAP (Mean arterial pressure), SatpO2 (Oxygen saturation), HR (Heart rate), MD (mean distance), CO (cardiac output), CI (cardiac index), SVR (systemic vascular resistance), SVRI (systemic vascular resistance index), SV (stroke volume), SVI (stroke volume index), DO2 (arterial oxygen delivery), DO2I (arterial oxygen delivery index), Vpk (peak ejection velocity), and SVV (stroke volume variation) are shown as mean ± SD.
[image: Table 2]USCOM readings reveal sex-related differences in hemodynamic profile in high altitude residents
Sex-related differences in the cardiorespiratory physiology of highlanders are frequently observed. Thus, we explored potential sex-related differences in the hemodynamic parameters of highlanders measured by USCOM. Two-way MANOVA analyses performed unveiled lower values of CO (p = 0.001), SVR (p = 0.017), SV (p = 0.001), DO2 (p < 0.0001), DO2I (p = 0.002), and SVV (p = 0.017) in female than in their male counterparts. (p = 0.016—Table 2 and Figure 1).
[image: Figure 1]FIGURE 1 | USCOM parameters are sex dependent in high altitude residents. Whiskers represent minimum and maximum values. Horizontal bars within the boxes show the median. *: p < 0.05; **: p < 0.01; ***: p < 0.001. n = 10.
Establishing New Hemodynamic Reference Intervals for High Altitude Residents Based on USCOM Measurements
From the distribution of the values obtained from the corresponding hemodynamic variables grouped by sex, the reference intervals for healthy high-altitude individuals were calculated. For this, the 2.5 and 97.5 percentiles were used as recommended in the CLSI guidelines (C28-A3) and the statistical software MedCalc® was used (Table 3). Next, specific reference intervals were compared between high altitude men and women using Moses’ extreme reaction tests. In accordance with the previously calculated results indicating sexual dimorphism (Figure 2), the comparison by sex showed that the new reference intervals for high-altitude women are significantly different from those of high-altitude men in SVR, SVRI, SV, DO2, DO2I (Table 4). These results reveal that the hemodynamic parameters of permanent high-altitude residents are dependent on sex.
TABLE 3 | Reference intervals for high-altitude residents.
[image: Table 3][image: Figure 2]FIGURE 2 | USCOM reference intervals for healthy male adult (black lines) and female (red lines) high-altitude residents for CO (cardiac output), CI (cardiac index), SVR (systemic vascular resistance), SVRI (systemic vascular resistance index), SV (stroke volume), SVI (stroke volume index), DO2 (arterial oxygen delivery), DO2I (arterial oxygen delivery index), Vpk (peak ejection velocity), and SVV (stroke volume variation). ***: p < 0.001 male vs. female.
TABLE 4 | Moses extreme reactions test results for the comparison between HA women’s and men’s reference intervals.
[image: Table 4]The reference intervals for hemodynamic parameters in permanent high-altitude residents exhibit significant differences from those of individuals residing at sea level
Taking advantage of USCOM’s provision of reference intervals for hemodynamic parameters among residents at sea level (Nguyen et al., 2010), we employed Moses extreme reaction tests to juxtapose them with data collected from high-altitude residents. While no differences were found in men (Figure 3 Table 5), among women, we found that the CI reference intervals of high-altitude residents are significantly higher than the corresponding intervals of sea-level residents, while the reference intervals for SVR are significantly larger (Figure 4 Table 5). Once more, the measurements unveiled by USCOM technology underscore significant disparities in hemodynamic parameters between permanent sea-level residents and those at high altitudes.
[image: Figure 3]FIGURE 3 | USCOM reference intervals for healthy male adult high-altitude (3,600 m–red lines) and sea-level (black lines) residents for CO (cardiac output), CI (cardiac index), SVR (systemic vascular resistance), SVRI (systemic vascular resistance index), SV (stroke volume), SVI (stroke volume index), DO2 (arterial oxygen delivery), DO2I (arterial oxygen delivery index), Vpk (peak ejection velocity), and SVV (stroke volume variation). ***: p < 0.001 HA vs. SL.
TABLE 5 | Moses extreme reactions test results for the comparison between SL and HA reference intervals.
[image: Table 5][image: Figure 4]FIGURE 4 | USCOM age-specific reference intervals for healthy female adult high-altitude (3,600 m–red lines) and sea-level (black lines) residents for CO (cardiac output), CI (cardiac index), SVR (systemic vascular resistance), SVRI (systemic vascular resistance index), SV (stroke volume), SVI (stroke volume index), DO2 (arterial oxygen delivery), DO2I (arterial oxygen delivery index), Vpk (peak ejection velocity), and SVV (stroke volume variation). ***: p < 0.001 HA vs. SL.
DISCUSSION
In this study we performed a pilot investigation to validate the applicability of USCOM technology in elucidating the hemodynamic characteristics of healthy permanent residents living at high altitudes, (above 2,500 masl). The principal findings of our study indicate that data acquired through USCOM technology in this population: (i) show robust reproducibility, (ii) reveal sex-related hemodynamic profiles among high-altitude residents, and (iii) unveil substantial variations in hemodynamic parameters when compared to those of healthy sea-level residents.
Any validation process faces challenging considerations that lead to identifiable limitations. The limitations of our work, along with strategies to overcome them, are as follows; 1) Our research protocol requires the participation of healthy people to establish baseline measurements. For obvious reasons, convincing healthy people to undergo medical evaluations presents a significant obstacle. Our efforts to recruit individuals who met this study criterion spanned an arduous 8-month period, culminating in the enrollment of 28 subjects. Although this cohort may not be ideal for a large study, it is suitable for a pilot study, as demonstrated by the calculation of the required sample size (see material and methods section). 2) The USCOM equipment used in this investigation is the only device in existence in La Paz, Bolivia, and is presumably the exclusive apparatus operational solely at an altitude of 3,600 m. Consequently, the ambit of our study is inherently circumscribed within a single-center framework. 3) Transthoracic echocardiography stands as the preferred contemporary tool in clinical cardiology for the evaluation of hemodynamic parameters. Unfortunately, this technology is currently not available in Bolivian hospitals. In light of this limitation, USCOM technology emerges as a superior alternative, with several advantages over transthoracic echocardiography, including greater accuracy, validity, and precision. In particular, its inherent portability facilitates rapid and reliable measurements, making it accessible to physicians with appropriate training, avoiding the need for specialized cardiology expertise. Furthermore, as mentioned in the materials and methods section, all measurements were carried out by a single professional. This meticulous approach was adopted with the specific intent of mitigating potential measurement discrepancies that could arise from the involvement of multiple professionals in the data acquisition process. Furthermore, in support of the aforementioned, numerous previous studies corroborate the validity of the USCOM technique. In particular, the USCOM-1A device demonstrated accuracy compared to thermodilution in cardiac surgery patients within the intensive care unit (Tan et al., 2005). Similarly, good agreement was observed between the USCOM monitor and pulmonary artery catheter thermodilution in patients undergoing liver transplantation (Wong et al., 2008). Additionally, the USCOM monitor showed excellent interrater reliability and a short learning curve for stroke volume measurements in acute emergency admissions (Hodgson et al., 2016). Additionally, it has been shown that emergency physicians without ultrasound experience can be trained to use USCOM and reliably obtain cardiac output results noninvasively in conscious emergency department patients (Dey and Sprivulis, 2005). These collective findings reinforce the credibility and applicability of the USCOM device in various clinical settings.
Several earlier investigations have previously assessed hemodynamic parameters in Tibetan and Andean populations. These studies uniformly relied on pulmonary artery catheterization, acknowledged as the conventional technique for cardiac output measurement via thermodilution in humans. A comprehensive review of parameters facilitating adaptation to high-altitude hypoxia recently summarized the findings from these studies (Bell and Strohl, 2021). Notably, this synthesis revealed a broad range of resting cardiac index values (cardiac output normalized by body surface area, accounting for body size) among Tibetan and Andean highlanders. Their cardiac index values encompassed the medium to high end of the variation spectrum observed at lower altitudes. The substantial variability in these values can be attributed to the diverse altitude levels, experimental setups, and subjects employed in studies conducted between 1967 and 1995 (Bell and Strohl, 2021). Despite the valuable insights gained from these investigations, notable gaps remain in establishing basic reference values for these parameters. Furthermore, a widespread misconception persists in academia and medical research, which assumes that the physiological attributes of high-altitude populations can be directly extrapolated from characteristics delineated for sea-level inhabitants. Contrary to this notion, an unresolved gap remains in comprehensively quantifying the unique physiological parameters inherent to high-altitude environments. This accentuates the imperative necessity to reevaluate and redefine our understanding of the specific physiology of high-altitude inhabitants. Such a gap presents formidable challenges for clinicians in high-altitude locations, requiring accurate and contemporary data to inform critical decisions that can decisively affect patient survival.
The advent of the ultrasonic cardiac output monitor (USCOM) has emerged as a valuable solution to address this pressing clinical demand. The utilization of continuous wave Doppler ultrasound at elevated frequencies enables the non-invasive acquisition of real-time transcutaneous cardiac output measurements, extending its applicability to healthy individuals. In patients admitted in critical care, the USCOM monitor is accurate, rapid, safe, well-tolerated, non-invasive and cost-effective. The learning curve for skill acquisition is very gentle but it is necessary of “operator dependent” in the interpretation of results (Tan et al., 2005). Consequently, this study represents the pioneering application of USCOM technology to ascertain hemodynamic parameters in individuals who permanently reside at high altitudes. Our outcomes hold substantial clinical significance, as they reveal that USCOM measurements at these altitudes provide robust and highly reproducible readings. Furthermore, the data obtained have enabled us to elucidate significant sex-based disparities in hemodynamic performance, distinct from the influence of altitude of residence. These preliminary findings call for urgent development of a comprehensive study involving a larger and more diverse cohort. Such an effort would allow us to validate our initial observations and delve deeper into the physiological, cellular, and molecular alterations that underlie continuous exposure to a barometric pressure approximately one-third lower than that found at sea level.
In summary, our findings underscore the utility of ultrasonic monitoring technology for assessing hemodynamic parameters in healthy Andean individuals residing in high-altitude regions. Although these results are not extensible to permanent residents of other highlands, the high reproducibility of data obtained through the USCOM technique mitigates the substantial variability observed in previous hemodynamic studies. Additionally, our results reveal noteworthy disparities attributed to altitude and sex. These outcomes underscore the necessity for further research in high-altitude human populations to address knowledge gaps and enhance our comprehension of high-altitude physiology.
DATA AVAILABILITY STATEMENT
The raw data supporting the conclusion of this article will be made available by the authors, without undue reservation.
ETHICS STATEMENT
The studies involving humans were approved by Bioethics Institutional Committee of the “Clínica Los Andes del Grupo Embriovid” in La Paz, Bolivia. The studies were conducted in accordance with the local legislation and institutional requirements. The participants provided their written informed consent to participate in this study.
AUTHOR CONTRIBUTIONS
AV-S: Conceptualization, Validation, Writing–review and editing, Investigation, Methodology. DM-F: Conceptualization, Methodology, Writing–review and editing, Supervision. AM-L: Conceptualization, Supervision, Writing–review and editing. AB: Writing–review and editing. FA-R: Writing–review and editing, Data curation, Formal Analysis, Validation. LS: Data curation, Writing–review and editing. CA-R: Data curation, Writing–review and editing, Conceptualization, Formal Analysis, Software, Supervision, Validation. JS: Conceptualization, Validation, Writing–review and editing, Writing–original draft.
FUNDING
The author(s) declare financial support was received for the research, authorship, and/or publication of this article. This research received no specific grant funding from the public, commercial, or not-for-profit sectors. Christian Arias-Reyes received a doctoral scholarship from the Fonds de Recherche de Québec—Santé (FRQ-S). JS is funded by the Canadian Institutes of Health Research (CIHR).
PUBLISHER’S NOTE
All claims expressed in this article are solely those of the authors and do not necessarily represent those of their affiliated organizations, or those of the publisher, the editors and the reviewers. Any product that may be evaluated in this article, or claim that may be made by its manufacturer, is not guaranteed or endorsed by the publisher.
REFERENCES
 Bell C., Strohl K. P. (2021). Adaptations to high-altitude hypoxia. New York, NY, United States: Oxford Research Encyclopedia of Anthropology. doi:10.1093/acrefore/9780190854584.013.204
 Cattermole G. N., Leung P. Y., Ho G. Y., Lau P. W., Chan C. P. Chan S. S., et al. (2017). The normal ranges of cardiovascular parameters measured using the ultrasonic cardiac output monitor. Physiol. Rep. 5 (6), e13195. in: Pubmed; PMID 28320891. doi:10.14814/phy2.13195
 Dey I., Sprivulis P. (2005). Emergency physicians can reliably assess emergency department patient cardiac output using the USCOM continuous wave Doppler cardiac output monitor. Emerg. Med. Australas. 17 (3), 193–199. in: Pubmed; PMID 15953218. doi:10.1111/j.1742-6723.2005.00722.x
 Harvey S., Harrison D. A., Singer M., Ashcroft J., Jones C. M. Elbourne D., et al. (2005). Assessment of the clinical effectiveness of pulmonary artery catheters in management of patients in intensive care (PAC-Man): a randomised controlled trial. Lancet 366 (9484), 472–477. Cited in: Pubmed; PMID 16084255. doi:10.1016/S0140-6736(05)67061-4
 Hodgson L. E., Venn R., Forni L. G., Samuels T. L., Wakeling H. G. (2016). Measuring the cardiac output in acute emergency admissions: use of the non-invasive ultrasonic cardiac output monitor (USCOM) with determination of the learning curve and inter-rater reliability. J. Intensive Care Soc. 17 (2), 122–128. Epub 20151210. doi:10.1177/1751143715619186
 Ivanov R., Allen J., Calvin J. E. (2000). The incidence of major morbidity in critically ill patients managed with pulmonary artery catheters: a meta-analysis. Crit. Care Med. 28 (3), 615–619. Cited in: Pubmed; PMID 10752803. doi:10.1097/00003246-200003000-00002
 Joseph V., Soliz J., Pequignot J., Sempore B., Cottet-Emard J. M. Dalmaz Y., et al. (2000). Gender differentiation of the chemoreflex during growth at high altitude: functional and neurochemical studies. Am. J. Physiol. Regul. Integr. Comp. Physiol. 278 (4), R806–R816. Cited in: Pubmed; PMID 10749766. doi:10.1152/ajpregu.2000.278.4.R806
 Nguyen H. B., Banta D. P., Stewart G., Kim T., Bansal R. Anholm J., et al. (2010). Cardiac index measurements by transcutaneous Doppler ultrasound and transthoracic echocardiography in adult and pediatric emergency patients. J. Clin. Monit. Comput. 24 (3), 237–247. Cited in: Pubmed; PMID 20563629. doi:10.1007/s10877-010-9240-6
 Rhodes A., Cusack R. J., Newman P. J., Grounds R. M., Bennett E. D. (2002). A randomised, controlled trial of the pulmonary artery catheter in critically ill patients. Intensive Care Med. 28 (3), 256–264. doi:10.1007/s00134-002-1206-9
 Rivers E., Nguyen B., Havstad S., Ressler J., Muzzin A. Knoblich B., et al. (2001). Early goal-directed therapy in the treatment of severe sepsis and septic shock. N. Engl. J. Med. 345 (19), 1368–1377. in: Pubmed; PMID 11794169. doi:10.1056/NEJMoa010307
 Shah P., Louis M. A. (2023). “Physiology, central venous pressure,” in StatPearls . Treasure Island (FL): StatPearls Publishing. Available at: https://www.ncbi.nlm.nih.gov/books/NBK519493/. 
 Tan H. L., Pinder M., Parsons R., Roberts B., van Heerden P. V. (2005). Clinical evaluation of USCOM ultrasonic cardiac output monitor in cardiac surgical patients in intensive care unit. Br. J. Anaesth. 94 (3), 287–291. Epub 20050114. doi:10.1093/bja/aei054
 van Lelyveld-Haas L. E., van Zanten A. R., Borm G. F., Tjan D. H. (2008). Clinical validation of the non-invasive cardiac output monitor USCOM-1A in critically ill patients. Eur. J. Anaesthesiol. 25 (11), 917–924. Epub 20080724. doi:10.1017/S0265021508004882
 Vinayagam D., Thilaganathan B., Stirrup O., Mantovani E., Khalil A. (2018). Maternal hemodynamics in normal pregnancy: reference ranges and role of maternal characteristics. Ultrasound Obstet. Gynecol. 51 (5), 665–671. Epub 20180402. doi:10.1002/uog.17504
 Viruez-Soto A., Arias S., Casas-Mamani R., Rada-Barrera G., Merino-Luna A. Molano-Franco D., et al. (2022). Oxygen therapy limiting peripheral oxygen saturation to 89-93% is associated with a better survival prognosis for critically ill COVID-19 patients at high altitudes. Respir. Physiol. Neurobiol 299, 103868. doi:10.1016/j.resp.2022.103868
 Viruez-Soto J. A., Jiménez-Torres F., Sirpa-Choquehuanca V., Casas-Mamani R., Medina-Vera M. O. (2020). Gasometría arterial en residentes a gran altura, El Alto-Bolivia. http://wwwscieloorgbo/scielophp?script=sci_arttext&pid=S1652-67762020000100005&lng=pt. 
 Wong L. S., Yong B. H., Young K. K., Lau L. S., Cheng K. L. Man J. S., et al. (2008). Comparison of the USCOM ultrasound cardiac output monitor with pulmonary artery catheter thermodilution in patients undergoing liver transplantation. Liver Transpl. 14 (7), 1038–1043. in: Pubmed; PMID 18581504. doi:10.1002/lt.21483
 Zubieta-Calleja G., Zubieta-Castillo G., Zubieta-Calleja L., Ardaya-Zubieta G., Paulev P. E. (2011). Do over 200 million healthy altitude residents really suffer from chronic Acid-base disorders?Indian J. Clin. Biochem. 26 (1), 62–65. doi:10.1007/s12291-010-0088-9
Conflict of interest: The authors declare that the research was conducted in the absence of any commercial or financial relationships that could be construed as a potential conflict of interest.
Copyright © 2024 Viruez-Soto, Molano-Franco, Merino-Luna, Bairam, Aliaga-Raduán, Sanchez, Arias-Reyes and Soliz. This is an open-access article distributed under the terms of the Creative Commons Attribution License (CC BY). The use, distribution or reproduction in other forums is permitted, provided the original author(s) and the copyright owner(s) are credited and that the original publication in this journal is cited, in accordance with accepted academic practice. No use, distribution or reproduction is permitted which does not comply with these terms.
OPS/images/fphys-14-1297872-t001.jpg
Parameter Reference mean + Required
S.D.(provided by the sample size

manufacturer)
€O (L/min) 58+05 6
7 CI (L/min/m?) 355+ 0.325 6
VR (dinfs/em) 12155 + 18375 57
SVRI (@infsfem- 21105 + 32825 [ 19
5/m?)
v ) 76+ 65 [ 5
SVI (mLim?) 425375 6
DO2 (mL/min) 1105 + 97 6
DO21 (mL/ 6645 £ 5925 [ 6
‘min/m?’)
Vpk (m/s) 12401 5
SVV (%) | 20+45 40 |






OPS/images/fphys-14-1297872-t002.jpg
Female (n = 10) Male (n = 10)

Age (years) 317 + 211 317 279
Height (cm) 158 + 615 1733 + 427
Weight (Kg) 602 +938 781 + 816
BSA (m?) 162 £0.13 1.94 £ 0.12
MAP (mmHg) 7872 % 623 8524522
SatpO, (%) 9114 141 9133 + 093
HR (bpm) 64.5 + 841 69.78 + 8.65
MD (m/min) 1586 = 123 16.1 %049
CO (L/min) 404 £ 058 491 +037

254034 2534017

CI (L/min/m?)

stn (din/s/cm)
SVRI (din/s/cm*/m?)
SV (mL)

SVI (mL/m?)

DO, (mL/min)
DO,I (mL/min/m?)
Vpk (m/s)

SVV (%)

122133 + 203.94

1982.57 + 377.05

627 £ 369

394328

7284 % 1127

449.67 + 65.24

113 £ 007

2217 £ 563

12499 + 183.47

243697 + 462.84

70.73 £ 4.36

368 +3.05

1023.63 £ 77.42

528.37 + 35.66

117 £ 005

1713 £ 115





OPS/images/fphys-14-1297872-g003.gif
co

SVR

SV

00

Vpk

_ 5|
e
-

.
3 —
H
: |-

- g —
H





OPS/images/fphys-14-1297872-g004.gif
co

SVR

SV

002

Vpk

ok

SVRI

svi

DOyl

sw






OPS/images/fphys-14-1297872-t005.jpg
CO (L/min) G 576 G 682
CI (L/min/m?) G* =2, p < 0.0001 G*=3,p=0318
SVR (din/s/cm™) G* =2, p < 0.0001 G'=12,p=10
SVRI (din/s/cm*/m?) G*=3,p=0318 G*=11,p=0985
SV (mL) G* =11, p = 0985 = 0848
SVI (mL/m?) G* =10, p = 0955 G'=12,p=10
DO; (mL/min) G = 0682

DO,I (mL/min/m?) G*=4,p=0455 = 0455
Vpk (m/s) G* =11, p = 0985 G =12,p=10
SVV (%) G*=11,p = 0985 G*=11,p = 0985

CO (cardiac output), Cl(cardiac index), SVR (systemic vascular resistance), SVRI (systemic
vascular resistance index), SV (stroke volume), SVI (stroke volume index), DO; (arterial
oxygen delivery), DO (artrial oxygen delivery index), Vpk (peak ejection velocity), and






OPS/images/fphys-14-1297872-t003.jpg
Female (n = 10) Male (n = 10)

CO (L/min) 3.02-5.89 269-639
CI (L/min/m?) 2.08-2.96 1.75-3.4
SVR (din/s/cm®) 950.5-3600.78, 694.54-1540.54
SVRI (din/s/cm*/m?) 79235-1793.49 887.29-2906.05
SV (mL) 55.44-78.67 47.82-83.97
SVI (mL/m?) 29.7-52.85 3419-42.3
DO, (mL/min) 455.65-1303.23 399.05-1368.37
DO,I (mL/min/m?) 354.39-621.16 314.67-685.47
Vpk (m/s) 091-138 1-13
SVV (%) 1343 151-30.49

CO (cardiac output), Cl(cardiac index), SVR (systemic vascular resistance), SVRI (systemic
vascular resistance index), SV (stroke volume), SVI (stroke volume index), DO, (arterial
oxygen delivery), DO, (arterial oxygen delivery index), Vpk (peak efection velocity), and
SV Taticka voliae Suratibn) ais shinst: e e 48






OPS/images/fphys-14-1297872-t004.jpg
CO (L/min)

CI (L/min/m?)

SVR (din/s/em™®)
SVRI (din/s/cm*/m?)
SV (ml)

SVI (mL/m?)

DO, (mL/min)

DO,I (mL/min/m?)
Vpk (m/s)

SVV (%)

G*=16,p=848

=18,p=1
8, p < 0001
G*=9,p=001
G*=17,p = 0957
G* =11, p = 0.089
G*=15,p = 0.686
G*=16,p=0848

G*=15,p = 0.686

G =14,p=05

CO (cardiac output), Cl(cardiac index), SVR (systemic vascular resistance), SVRI (systemic
vascular resistance index), SV (stroke volume), SVI (stroke volume index), DO, (arterial
oxygen delivery), DO, (arterial oxygen delivery index), Vpk (peak ejection velocity), and

SVV (stroke volume variz

on) are shown as mean + SD.





OPS/xhtml/nav.xhtml
Contents

		Cover

		The ultrasound-based cardiac output monitoring is a useful tool to define baseline hemodynamic parameters in healthy permanent residents at high altitude: results of a monocentric pilot study		Introduction

		Methods		Ethics declaration

		Study design

		Inclusion and exclusion criteria

		USCOM technology





		Evaluation protocol		Sample size calculation

		Statistical analysis





		Results		Readings with USCOM in high altitude residents show great reproducibility

		USCOM readings reveal sex-related differences in hemodynamic profile in high altitude residents

		Establishing New Hemodynamic Reference Intervals for High Altitude Residents Based on USCOM Measurements

		The reference intervals for hemodynamic parameters in permanent high-altitude residents exhibit significant differences from those of individuals residing at sea level





		Discussion

		Data availability statement

		Ethics statement

		Author contributions

		Funding

		Publisher’s note

		References









OPS/images/cover.jpg
, frontiers | Frontiersin Physiology

The ultrasound-based cardiac
output monitoring is a useful
tool to define baseline
hemodynamic parameters in
healthy permanent residents at
high altitude: results of a
monocentric pilot study





OPS/images/fphys-14-1297872-g001.gif





OPS/images/fphys-14-1297872-g002.gif
co

SVR

Aad

POz

Vpk

o —omae e
— wale
[
g
B g
H
o 3
R —
k] P
H

o H





OPS/images/math_qu1.gif
_(m-pra-g)
w0 —n1)









OPS/images/crossmark.jpg
©

|





OPS/images/logo.jpg
,frontiers ‘ Frontiers in Physiology





