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Background: The World Health Organization declared the coronavirus disease 2019 (COVID-19) a global pandemic on 11 March 2020. Identifying the infected people and isolating them was the only measure that was available to control the viral spread, as there were no standardized treatment interventions available. Various public health measures, including vaccination, have been implemented to control the spread of the virus worldwide. India, being a densely populated country, required laboratories in different zones of the country with the capacity to test a large number of samples and report test results at the earliest. The Indian Council of Medical Research (ICMR) took the lead role in developing policies, generating advisories, formulating guidelines, and establishing and approving testing centers for COVID-19 testing. With advisories of ICMR, the National Institute of Cancer Prevention and Research (NICPR) established a high-throughput viral diagnostic laboratory (HTVDL) for RT-PCR-based diagnosis of SARS-CoV-2 in April 2020. HTVDL was established during the first lockdown to serve the nation in developing and adopting rapid testing procedures and to expand the testing capacity using “Real-Time PCR.” The HTVDL provided its testing support to the national capital territory of Delhi and western Uttar Pradesh, with a testing capacity of 6000 tests per day. The experience of establishing a high-throughput laboratory with all standard operating procedures against varied challenges in a developing country such as India is explained in the current manuscript which will be useful globally to enhance the knowledge on establishing an HTVDL in pandemic or non-pandemic times.
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1. Introduction

The coronavirus disease 2019 (COVID-19) was first identified in Wuhan city of China (1). In December 2019, the first outbreak of COVID-19 was reported in the Hubei Province of Wuhan with viral pneumonia in several patients which was later found to be associated epidemiologically with the Huanan seafood market in Wuhan (2). The first case of COVID-19 in India was reported on 27 January 2020 by a 20-year-old woman from Kerala who had a travel history to China (3, 4). Given the government's restrictions on air travel, it was observed that the main entry point of COVID-19 infection to India was by infected individuals who had traveled abroad (3, 4). On 24 March 2020, there were 564 confirmed cases of COVID-19 in India. A nationwide lockdown of 21 days was also declared to control the spread of COVID-19 cases (5). To identify the infected individuals within the general population and healthcare setup, along with lockdown rules, the adoption of extensive testing was required. On 3 April 2020, the ICMR National Institute of Cancer Prevention and Research, Noida entrusted the task of establishing a high-throughput viral diagnostic laboratory for testing samples of COVID-19 suspected patients using the RT-PCR test. A team of scientists along with technical, civil, electrical engineering, and administrative personnel worked together and established the HTVDL facility within 4 weeks.

The pathogen is considered in Risk Group 3 according to its transmission characteristics and genome analysis (6). The facility was planned to keep in mind the standard safety protocols required for the BSL 2 facility. A committee was constituted to plan the included civil electrical engineering works in an identified build-up area, laboratory workflow and biosafety, and requirements of consumables, equipment, and manpower. Self-installation of equipment such as biosafety cabinets, automated RNA extraction machines, real-time PCR, and other basic laboratory equipment was done by the scientist under the guidance of engineers of manufacturers using video calls when needed. Scientists and techno-managerial staff were hired to run the HTVDL facility 24 × 7. Standard operating procedures (SOPs) were developed, and the staff was trained accordingly. Quality assurance measures were implemented, and laboratory registration was done as per ICMR requirements. On 27 July 2020, the high-throughput viral diagnostic laboratory in Noida, along with other two laboratories in Kolkata and Mumbai, was inaugurated by the Honorable Prime Minister of India, who dedicated the laboratory to the service of the nation, with a capacity to perform 6000 RT-PCR tests per day to serve eight districts in Uttar Pradesh and few district hospitals in Delhi. Though the catchment area has ~90 million population, we could serve these regions with our capacity of 6,000 RT-PCR tests/day. This study describes the establishment of the laboratory that can be adopted for the diagnosis of contagious diseases such as COVID-19, as well as the experiences and challenges encountered during the establishment process. The terms HTVDL and HTL are used interchangeably throughout.



2. Context


2.1. Summary of challenges for the establishment of the high-throughput viral diagnostic laboratory for COVID-19 testing in ICMR-NICPR, Noida, UP

There were unprecedented challenges faced during the nationwide lockdown in setting up the laboratory that includes lack of manpower for civil and electrical work and renovation; disruption in the supply chain of materials required for construction due to the lockdown; recruitment of skilled staff for running the laboratory; and arranging for accommodation and the safety of the staff from infection. The Gautam Buddha Nagar District administration helped and facilitated the preparation of movement passes for laboratory construction workers and the restoration of the supply chain. Recruitment was done online through video conferencing. The accommodation and conveyance were facilitated by the Indian coast guard, and the dormitories were only for the working staff comprising three teams working 24 × 7. Biosafety measures were taken by developing standard operating procedures to ensure the safety of all staff and to prevent any cross-contamination in the laboratory processes.



2.2. Establishing the diagnostic real-time PCR laboratory: processes and challenges
 
2.2.1. Laboratory layout and workstream of high-throughput viral diagnostic laboratory

The HTVDL is a biosafety level 2 (BSL 2) laboratory with an installed capacity for 6,000 real-time PCR tests per day. With the available automated RNA extraction and real-time PCR facility, the maximum capability of the laboratory was decided to be 6,000 samples per day. The laboratory layout was planned to ensure that all the areas were cross-contamination free. The detailed layout of the facility is shown in Figure 1.
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FIGURE 1
 Detail laboratory layout of HTVDL-NICPR, Noida.


The facility has been divided into eight different sections (A–H) based on the potential for infection (Table 1).


TABLE 1 Potentially infected and non-infected or clean areas of HTVDL-NICPR, Noida.
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The areas from A to C had been assigned as potentially infected areas, requiring the use of personal protective equipment (PPE), while the areas from D to H had been assigned as clean zones. The entry and exit points for staff working in clean and PPE areas were made separate to prevent cross-contamination.

The staff working in clean zones had been assigned different entry and exit points and crossing over of staff between these two zones was strictly prohibited.

Other areas in the adjacent rooms of the main laboratory included a control room for electrical control, a record room for maintaining records, a store room for storing laboratory consumables, a utility room for staff, an autoclaving area for the decontamination of laboratory wastes, restrooms, and a shower for convenience of staff.





3. Details of key programmatic elements


3.1. Standard operating procedures (SOPs) for different areas of the facility

Standard operating procedures were prepared for different functional areas of the laboratory. Training of all personnel engaged in the laboratory premises was done to assure minimal chances of contamination and promote safety and high-quality results.

The staff working in potentially infected areas of the laboratory were required to wear PPE (Figure 2). Before entering the facility, all staff had to undergo hand hygiene protocols, as shown in Supplementary Figure 1.
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FIGURE 2
 Personal protective equipment.




3.2. Sample testing workflow

The workflow of sample testing was designed in such a way that it consumes the least possible time for testing while reporting results in a timely and efficient manner using an automated/semi-automated approach. A reduced sample capacity during the initial operation of the testing facility helped to resolve challenges and technical issues. The workflow is represented diagrammatically in Figure 3.
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FIGURE 3
 Workflow of sample processing from the sample receiving to reporting on the data portal. (A) Sample receiving. (B) Sample inactivation. (C) Sample sorting. (D) Sample aliquoting. (E) RNA extraction. (F) Real-time PCR Set UP. (G) Real-time PCR. (H) Data analysis/Data interpretation. (I–M) Steps to data upload on the portal.



3.2.1. Sample receiving (A)

Samples from different districts of western UP and Delhi hospitals were received for testing at the sample receiving area (Supplementary Figure 2). The real challenge was tracking the submitted samples because samples from all centers were received at the same time and were assigned unique specimen referral form (SRF) IDs. The HTVDL assigns a specific number code to each sample before processing it. Hence, to ease the identification, meticulous recording of samples received begins at the security gate of the campus, where the details of hospitals/districts, the number of samples, and the time of arrival were noted. These entries were always corroborated with testing reports sent for data entry at a unified, uniform countrywide software platform designed by the ICMR to upload all test results (ICMR portal: https://cvstatus.icmr.gov.in/) and access results (https://report.icmr.org.in). This makes it easy to visualize state-wise, countrywide infection rates at a single platform by healthcare administrators. Missing samples were coded as sample not received (SNR), and samples with leakage or wrong labeling were identified and separated for the record.



3.2.2. Sample inactivation (B)

A sample ID sheet was prepared by HTL, which depicts the 96-well plate format to be followed throughout the test procedures (Supplementary Figure 8). The sample ID sheets were cross-checked and signed by a designated scientist every time to ensure the integrity of the data.



3.2.3. Sorting (C)

After verifying the samples received, the sample containing VTM tubes was incubated in a hot air oven at 56°C for 30 min for heat inactivation. After heat inactivation, samples were sorted, as per the line-listing provided by the hospitals, and a NICPR-HTL's laboratory ID is provided to each sample on a day-to-day basis (Supplementary Figures 3–6). Each sample received was assigned a unique ID.



3.2.4. Sample aliquoting (D)

After successful heat inactivation at 56°C for 30 min in a hot air oven, 200 μl of the sample was aliquoted in deep well plates (Supplementary Figure 7). Out of 96 wells, 94 wells were aliquoted with samples and two wells were left for positive and negative control. The aliquoting process was carried out in the BSL 2 cabinet. A single sample per well was aliquoted and tested during the pandemic time. However, when the positivity rate decreases to <5% in a cohort/specific district, the pooling of samples was adopted as per ICMR guidelines, i.e., an equal volume of five (when the infective rate is <5%) or 10 samples (when the infective rate is <1%) were mixed up together, and 200 ul of the sample mix was taken for the testing process. The pooling method helped to decrease the turnaround time and cost per test, i.e., reducing the amount of the consumables and reagents used and also shortening the reporting time (Pooling guidelines: https://www.icmr.gov.in/pdf/covid/strategy/Advisory_on_feasibility_of_sample_pooling.pdf).

The same sample ID sheet along with samples was transferred from aliquoting area to RNA extraction area, and passed on to next template addition area with isolated RNAs. During the process, critical cross-checking is carried out before proceeding to the next section.



3.2.5. RNA extraction (E)

The total RNA was extracted with an automated RNA extraction system (MGISP960), which has the maximum capacity of testing 192 samples in a single run (Supplementary Figure 9). A single run of RNA extraction of 96 samples took 55 min. Decontamination took ~20 min for pre- and post-procedures. The working platforms of the automated RNA extraction system were cleaned thoroughly using the RNase AWAY and 70% ethanol after each RNA extraction run. The pre-cleaning was done before running the first batch of the day to ensure contamination-free RNA extraction of the samples (Supplementary Figure 10).

Challenges in this area were that the prepared reagents for RNA extraction need to be utilized within 30 min of preparation. Another challenge was that there were chances of volume variations in various wells, which needed to be monitored every time manually. Therefore, time management and monitoring of every batch of extraction were critical for a high-capacity laboratory such as ours.



3.2.6. PCR reaction set-up area (F)

In the real-time PCR setup area, extracted RNA (5–10 μl) was added to the freshly prepared reagent plate as per the kit protocol. The procedure was followed in separate exclusive BSL 2 cabinets designated for reagent preparation and RNA addition.

Proper handling of extracted RNA was important to maintain contamination-free manual template addition that reduces the number of unamplified samples.

The overview of the COVID-19 testing consortium is depicted in Figure 4. Proper cleaning of the biosafety cabinets was done before and after the template addition. In addition, chemical fumigation was done on a regular basis to minimize the chances of contamination.
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FIGURE 4
 Overview of the HTL, NICPR COVID-19 testing consortium. (A) Sample in VTM. (B) Sample aliquoted in 96 deep well plate. (C) Automated RNA extraction system. (D) Automated RNA extraction process. (E) Extracted RNA. (F) Real-time PCR. (G) Data interpretation.




3.2.7. Real-time PCR (G)

COVID-19 was confirmed in samples using the real-time fluorescent RT-PCR kit. The RT-PCR kits used for COVID-19 detection were the Taqman probe-based single-step real-time PCR kits. The RT-PCR kits were selected to amplify two or multiple viral gene targets such as ORF1ab and N gene with RNAse P as an internal control. The RT-PCR kits with fluorophore probes that were compatible with HTL RT-PCR machine filters, i.e., FAM, HEX, and ROX were used (Supplementary Figure 11). The probes were oligonucleotides with a reporter fluorophore attached at the 5' end and a quencher attached at the 3' end. Specific primers and probes were also developed as an internal reference, with fluorophores VIC/HEX attached at the 5' end as reporters.

The reaction was set up with 5–10 μl of RNA samples and the master mix to individual wells of the plate. RT-PCR steps typically contain reverse transcription at 50°C for 15–30 min, followed by a standard PCR procedure, which includes denaturation at 94°C for 5 min and 94°C for 15 s, followed by annealing and extension at 60°C. Once strands get separated, the probes get attached to the target. During extension, the Taq polymerase cleaves the reporter, relieving the free dye for detection.

This cleavage results in the generation of fluorescent signals by the reporter dye, and amplification represents signal intensity. Monitoring the fluorescence intensities in real-time allowed us the qualitative/semi-quantitative detection of desired nucleic acid in specimens.



3.2.8. Data interpretation (H)

Data interpretation of the Ct values was done after each real-time PCR run of samples received (Figure 5). The lower Ct value denotes higher copy numbers, and the higher Ct value denotes lesser copy numbers of viral copies in the sample (7). The specimen was considered positive if the standard curve of the target gene (ORF/RdRp/ Ngene) was S-shaped with a Ct value not higher than 38–40 as per manufacturer's instructions or else reported negative. However, the internal control value needs to be within the range along with the S-shaped curve to report as confirmed negative. The cutoff Ct value is to be considered positive (up to 35–38 Ct) or negative (>35–38) and was followed as per the advisory of the Indian Council of Medical Research.


[image: Figure 5]
FIGURE 5
 Workflow of real-time PCR and data interpretation.




3.2.9. Data upload on the portal (I to M)

The sample was retested if there was no value or presence of a higher Ct value than the Ct value specified for the internal control. The Ct values thus generated after each real-time PCR run were documented in the sample ID sheets with the laboratory ID numbers of the samples tested. The same data were entered on the hard copies of the line list and also in the soft copy, and the soft copies were emailed to the respective hospitals, and the same results were uploaded on the COVID-19 portal of the ICMR and Uttar Pradesh state. An example of portal entry on the incidence of positive cases in Amroha and Moradabad has been portrayed (till June 21) as the graphs in Supplementary Figure 12 and for Delhi in Supplementary Figure 13.





4. Discussion


4.1. Challenges and quality control measures of SARS-CoV-2 testing

Considering the various technologies available, the RT-PCR test has been the preferred technique as it confirms sensitivity, specificity, and accuracy and can be adopted in a high-throughput format with limited time requirements (8). Various RNA gene targets such as envelope (env), nucleocapsid (N), spike (S), RNA-dependent RNA polymerase (RdRp), and the first open reading frame (ORF1) genes were used in this assay (9). Most of the commercially available and in vitro diagnostics-approved kits have multiple targets along with one internal control in a single reaction which increases the accuracy of this assay. However, it was essential that laboratories should adopt good quality control (QC) practices to establish confidence in the reliability of the test. This part of the manuscript highlights the challenges faced and enlightens best practices for good quality control as follows.

The best practices for quality control that helped in achieving 100% specificity of the test were followed in all sections of the laboratory.


4.1.1. Sample collection, storage, and inactivation

Nasopharyngeal and oropharyngeal swab samples were instructed to be collected in viral transport medium (VTM) vials from the collection center and transported to the viral diagnostic laboratory. The VTM helped in maintaining the quality and stability of samples. Furthermore, good quality and lint-free swabs used at the time of collection prevent the blockage of the filter pipette tips by the lint if present, which would affect the quantity of required sample volume for RNA extraction and in turn affect the PCR results. A dry and cold environment was ideal to store and transport the VTM vials to maintain cell stability.

For safety precautionary measures, the samples were inactivated at the proper temperature (56°C) and incubation time (30 min). Very high temperatures or longer incubation may degrade the nuclear material.



4.1.2. Aliquoting

During the aliquoting process, the following things were monitored.

The sample unique ID is written on the sample ID sheet.

The arrangement of samples in sequential order.

Ensuring proper distribution of sedimented cells, the sample was pipetted or gently mixed by vertexing while aliquoting.



4.1.3. Isolation of RNA

An IVD-approved RNA extraction kit was used for the viral nucleic acid extraction, and the manufacturer's protocol needs to be followed for good-quality purified RNA. The samples were mixed properly before carrying out the RNA extraction procedure.


 Record sheet for MGISP960 automated RNA extraction system (ARES).
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 Record sheet for L&B preparation.
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The RNA extraction was performed using the magnetic bead-based method (automated extraction system). Reagent separation, lysis and binding (L&B), buffer preparation, and aliquoting in a 96-deep well plate format were simultaneously performed before starting the RNA extraction work. Reagent separation was done by a machine, which was kept in particular places, and the desired reagent volume was aliquoted as per script. The same could be done manually as well. Once the L&B buffer was prepared, it had to be used within 30 min, so the timing of preparation was also noted in the registers.

Moreover, registers for consumables used on a daily basis were made to track down the number of consumables used, which further helped to manage the inventory better. Maintenance of the consumable register also helped in generating data on store management, assessing consumable availability, and adopting various strategies as per the situation.



4.1.4. Selection of PCR kit and PCR mix preparation

The RT-PCR-based COVID-19 test is regarded as the gold standard in molecular diagnosis. Though the kit is procured, we need to take precautions while selecting the kit. The ORF1 ab gene is reported as the most specific confirmation target but a less sensitive target, which may lead to false-negative results in asymptomatic patients or patients with low viral load. In addition, the mutability of target genes also gives false-positive results. Therefore, it is wise to select two or multiple targets at the time of kit selection, i.e., ORF1ab along with N gene or E gene or S gene needed to be targeted along with internal control, housekeeping gene, e.g., beta-actin and RNase P. Internal control plays an important role in the PCR-based test that shows the quality of the extracted RNA. The Ct value of internal control within the prescribed range indicates the quality of sample collection, RNA extraction, or re-extraction.

In case of re-extraction, if similar kinds of results were observed, then repeated sampling was needed.

Diagnostic kits with ultra-high detection sensitivity can detect the lowest copy numbers of target genes. This can be assessed by the serial dilution method by taking known positive samples. The lower limit of detection can be assessed by diluting the positives with 10-fold serial dilution. The kit with the highest detection capacity should be considered for testing purposes. As per the theoretical calculation, a 3.25 Ct difference for 10-fold dilutions should be considered the best result with no PCR inhibitors in any of the premix PCR solutions (10). A serial dilution of samples was performed, and a representative result is shown in Supplementary Figure 14.

Primer-probe or reaction mixture concentration is one of the important factors to avoid false-positive or false-negative results. A 500-nM concentration of primer and a 250-nM probe per sample were considered to give better results. As per the manufacturer's protocol or standardized protocol, the master mix was prepared and dispensed equally in a PCR tube or plate.



4.1.5. Sample preparation and PCR setup

All the reagents were thawed completely and mixed properly before adding RNA. The exact volume of RNA template addition and mixing with mater mix was ensured. The tubes/plates were spun down without any bubbles. The presence of an air bubble in the mixture (Supplementary Figure 15), improper plate sealing (Supplementary Figure 16), or tube capping results in false or no amplification. Pipetting is another issue, and multichannel pipettes are generally used due to technical or handling issues.

The false-positive or false-negative results were due to poor specimen quality, incorrect sample collection, transportation, or laboratory processing procedures, and technological limitations. To counteract these, the operators were trained well in advance on the procedures and its limitation in performance to prevent any human errors.



4.1.6. Result analysis

Data analysis is one of the major factors in predicting the raw data results. Most of the new generation multiplexing real-time PCR machines calculate the background fluorescence and set the baseline automatically. However, one must know that the theoretical considerations for setting up the baseline were a baseline value of 10 standard deviations or 1/10 of the (mean)maximum fluorescence unit. However, this needs to be checked for individual targets; if some of the curves were non-sigmoid, then the manual setting of the baseline was performed as shown in Supplementary Figure 17. The samples with a low viral load might show a non-sigmoidal curve due to a high Ct value. However, in such cases, the logarithm plots were observed to check the sigmoid shape of the curve (Supplementary Figure 18).



4.1.7. Quality control assay

For optimal results, it is recommended to carry out quality control (QC) procedures every day. In this assay, quantitative tests for three controls need to be performed which include a negative control, a low-positive control, and a high-positive control. If the values of these controls were not in range, then reagent preparation and template addition were checked. After performing the same, if QC showed the result out of range, then PCR calibration was performed.


 Record sheet for consumables used.
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Similarly, one negative template control and one known positive control were provided with each batch of QC, along with the kit used to run the assay. If this value was not satisfactory, the batch was repeated.




4.2. Record keeping

The technical workflow of the high-throughput diagnostic laboratory was supported by our manual record-keeping system to track the samples received and tested through our facility. The hard copies filled with results were managed in files, date- and district-wise, and maintained in the record room, and soft copies with results were stored in a computer in the PCR data analysis areas. This is one of the laboratory management procedures for our checks. These records will not be accessible to healthcare workers.



4.3. Store management

In the nationwide lockdown scenario, inventory management was one of the biggest challenges faced by our facility. The stock and indent issued were maintained and tallied on a daily basis to manage the daily store availability of consumables.

The update on the consumables used in the testing has been maintained regularly to counter issues related to shortage. Stock registers had been used for recordkeeping of individual items used day-wise.



4.4. Bio-medical waste management

The high-throughput laboratory (HTL) at NOIDA, which has been set as a model at its best in following the best practices of biomedical waste (BMW) management, has been following the COVID-19 testing procedures since July 2020. All guidelines by the Ministry of Environment, India for BMW, have strictly been adhered to and followed for the collection and segregation of all types of waste. The HTL has kept separate color-coded bins in different areas of the laboratory to segregate the wastes according to their nature.

Double-layered biohazard bags are used for the collection of waste from the sample receiving area, BSL 2 facility, and PPE-doffing area to ensure proper containment and no leakage from sample vials. The various categories of BMW are to be segregated into different color-coded bins (Supplementary Figure 19).

Before autoclaving, bags were disinfected with 1% sodium hypochlorite dissolved in water and properly labeled as COVID-19 waste. Personal protective equipment (PPE), VTM vials, and plastic wares used in aliquoting were segregated in red bags and autoclaved according to standard operating procedures (Supplementary Figure 20). The autoclaved materials were transported to separate areas with protective enclosures for further disposal.

A common biomedical waste treatment and disposal facility (CBMWTF) was hired for the treatment and disposal of waste generated at the HTVDL. After all of the waste had been sanitized, HTL-trained staff handed over the waste to the common biomedical waste treatment and disposal facility (CBMWTF), which then loaded it onto vehicles to be taken for further processing (Supplementary Figure 21).

In HTVDL, an average of 70 kg/day of waste was disposed, with an appropriate log maintained for all biomedical wastes.




5. Recommendation

Direct connection of data and records from the laboratory information system with national or international public health surveillance systems proved to be crucial in monitoring the COVID-19 outbreak globally. The past SARS-CoV-2 outbreak and its unprecedented nature of spread have shown the world the significance of laboratory diagnosis of COVID-19 leading to better management not only for patients with a serious infection but also to limit the spread of the infection. To achieve better management of COVID-19, routine diagnostic testing needs to take place in a timely manner.

The challenges faced while establishing the high-throughput viral diagnostic laboratory were formidable. However, the experiences gained so far show that with perseverance and teamwork, those challenges can be overcome. The shared experiences will be of great knowledge source for establishing such a laboratory. We can control the global pandemic if institutes with molecular biology departments and resources come forward and replicate and amplify on the findings of this study. Furthermore, if there is constant support from government entities through funding to the testing facilities, it will enable uninterrupted services to tackle this global crisis and come up with better public health policies.



Data availability statement

The original contributions presented in the study are included in the article/Supplementary material, further inquiries can be directed to the corresponding authors.



Ethics statement

Written informed consent was obtained from the individual(s) for the publication of any potentially identifiable images or data included in this article.



Author contributions

RSK and SS designed, partly performed, and wrote the paper content. SRP, MHY, and AG wrote and performed the experiments in RNA, RTPCR, and reagent setup, and waste management respectively. PK, AK, NA, and UA contributed to a lab setting up process. All authors contributed to the article and approved the submitted version.



Funding

The work element generated during the pandemic was generously funded by the Indian Council of Medical Research.



Acknowledgments

The authors acknowledge the Indian Council of Medical Research for generously funding for the establishment of the high-throughput viral diagnostic laboratory at the National Institute of Cancer Prevention and Research in Noida. The authors express their thanks for the support.



Conflict of interest

The authors declare that the research was conducted in the absence of any commercial or financial relationships that could be construed as a potential conflict of interest.



Publisher's note

All claims expressed in this article are solely those of the authors and do not necessarily represent those of their affiliated organizations, or those of the publisher, the editors and the reviewers. Any product that may be evaluated in this article, or claim that may be made by its manufacturer, is not guaranteed or endorsed by the publisher.



Supplementary material

The Supplementary Material for this article can be found online at: https://www.frontiersin.org/articles/10.3389/fpubh.2023.1122715/full#supplementary-material



References

 1. Mizumoto K, Kagaya K, Chowell G. Early epidemiological assessment of the transmission potential and virulence of coronavirus disease 2019 (COVID-19) in Wuhan City, China, January–February 2020. BMC Med. (2020) 18:1–9. doi: 10.1186/s12916-020-01691-x

 2. Hui DS, Azhar EI, Madani TA, Ntoumi F, Kock R, Dar O, et al. The continuing 2019-nCoV epidemic threat of novel coronaviruses to global health—The latest 2019 novel coronavirus outbreak in Wuhan, China. Int J Infect Dis. (2020) 91:264–6. doi: 10.1016/j.ijid.2020.01.009

 3. Andrews MA, Areekal B, Rajesh KR, Krishnan J, Suryakala R, Krishnan B, et al. First confirmed case of COVID-19 infection in India: a case report. Indian J Med Res. (2020) 151:490. doi: 10.4103/ijmr.IJMR_2131_20

 4. Sharma D, Hussain S, Rani A, Jha P, Sati B. COVID-19: Role of epidemiologist in public health emergency, India. Int J Health Sci Res. (2020) 10:264–73. Available online at: https://www.ijhsr.org/IJHSR_Vol.10_Issue.9_Sep2020/36.pdf

 5. Bozkurt A, Jung I, Xiao J, Vladimirschi V, Schuwer R, Egorov G, et al. global outlook to the interruption of education due to COVID-19 pandemic: navigating in a time of uncertainty and crisis. Asian J Dist Edu. (2020) 15:1–26. doi: 10.5281/zenodo.3878572

 6. Kaufer AM, Theis T, Lau KA, Gray JL, Rawlinson WD. Laboratory biosafety measures involving SARS-CoV-2 and the classification as a Risk Group 3 biological agent. Pathology. (2020) 52:790–5. doi: 10.1016/j.pathol.2020.09.006

 7. Bubner B, Gase K, Baldwin IT. Two-fold differences are the detection limit for determining transgene copy numbers in plants by real-time PCR. BMC Biotechnol. (2004) 4:1–1. doi: 10.1186/1472-6750-4-14

 8. Gupta N, Augustine S, Narayan T, O'Riordan A, Das A, Kumar D, et al. Point-of-care PCR assays for COVID-19 detection. Biosensors. (2021) 11:141. doi: 10.3390/bios11050141

 9. Sethuraman N, Jeremiah SS, Ryo A. Interpreting diagnostic tests for SARS-CoV-2. JAMA. (2020) 323:2249–51. doi: 10.1001/jama.2020.8259

 10. Barkallah M, Gharbi Y, Hmani M, Mallek Z, Gautier M, Gdoura R, et al. Locked nucleic acid probe-based real-time PCR for the diagnosis of Listeria monocytogenes in ruminants. Mol Cell Probes. (2016) 30:138–45. doi: 10.1016/j.mcp.2016.02.010





OPS/images/fpubh-11-1122715-g005.gif
Primers and Probes targets

ORF 1ab saRs Cov2
NGene. Ganes
EGene M

RaRpGene | ROX

Internal
Control
VIC/HEX

Bota Actin
RNaseP





OPS/images/fpubh-11-1122715-t001.jpg
Potentially infected area

Non-infected/Clean area

Sample Reception area D Real-Time PCR Reaction Set Up Area (RNA sample & PCR reagent mixing)
Sample Processing Area E Reagent Preparation Area

B1. Sample Inactivation F Real-time PCR area

B2. Sample Aliquoting Area G Facility for data analysis and report preparation

RNA Extraction Area H Donning area (PPE wearing)






OPS/images/fpubh-11-1122715-g003.gif
i = e =

| | | e | g |

e o s

i - e = e






OPS/images/fpubh-11-1122715-g004.gif
samplainvTM Somple aliquotedin 9 deep
wellplate
©

Automatad NA
Exracton Systom
o

s (5 s

Exracted RNA
- Automatad RNA
Extracton Process
n / °
v Oata Interpretation






OPS/images/fpubh-11-1122715-t004.gif
Date Numberof  No.ofrobolictips  No.ofdeepwell  No.of PCR  No.ofplate Signature
Saropies tasted Used s e, Paisused | sovlrtoed






OPS/images/fpubh-11-1122715-t002.gif
Date  Name of
AR

Number of
sl
o

S
Rt aeen)

ANA handed over to
RRBCRE P

Post clean
L)

Signature






OPS/images/fpubh-11-1122715-t003.gif
Date

‘Number of reaction

LEB preparation time

58 used by (Time)

‘Prepared by

Signature.






OPS/xhtml/Nav.xhtml




Contents





		Cover



		Insights from establishing a high throughput viral diagnostic laboratory for SARS-CoV-2 RT-PCR testing facility: challenges and experiences



		1. Introduction



		2. Context



		2.1. Summary of challenges for the establishment of the high-throughput viral diagnostic laboratory for COVID-19 testing in ICMR-NICPR, Noida, UP



		2.2. Establishing the diagnostic real-time PCR laboratory: processes and challenges



		2.2.1. Laboratory layout and workstream of high-throughput viral diagnostic laboratory













		3. Details of key programmatic elements



		3.1. Standard operating procedures (SOPs) for different areas of the facility



		3.2. Sample testing workflow



		3.2.1. Sample receiving (A)



		3.2.2. Sample inactivation (B)



		3.2.3. Sorting (C)



		3.2.4. Sample aliquoting (D)



		3.2.5. RNA extraction (E)



		3.2.6. PCR reaction set-up area (F)



		3.2.7. Real-time PCR (G)



		3.2.8. Data interpretation (H)



		3.2.9. Data upload on the portal (I to M)













		4. Discussion



		4.1. Challenges and quality control measures of SARS-CoV-2 testing



		4.1.1. Sample collection, storage, and inactivation



		4.1.2. Aliquoting



		4.1.3. Isolation of RNA



		4.1.4. Selection of PCR kit and PCR mix preparation



		4.1.5. Sample preparation and PCR setup



		4.1.6. Result analysis



		4.1.7. Quality control assay









		4.2. Record keeping



		4.3. Store management



		4.4. Bio-medical waste management







		5. Recommendation



		Data availability statement



		Ethics statement



		Author contributions



		Funding



		Acknowledgments



		Conflict of interest



		Publisher's note



		Supplementary material



		References

















OPS/images/cover.jpg
@ frontiers | Frontiers in Public Health

Insights from establishing a high
throughput viral diagnostic
laboratory for SARS-CoV-2

RT-PCR testing facility: challenges

and experiences





OPS/images/fpubh-11-1122715-g001.gif
Real=Time PR oom 78| Rengent 11

b Shower
+Report | reporation

et s ey Aeal)

pas = [ Tolets Shower
b o Lo

PCRResctionSetUp Area 0]
(Template Addtion)






OPS/images/fpubh-11-1122715-g002.gif
PPE (Personal Protective Equipment)

iV~

1Gown 2.Gloves 3.Shoe Covers 4. Head cover

5.Surgical Mask. 6.N 95 Mask.

$. Face Shield









OPS/images/crossmark.jpg
(®) Check for updates





OPS/images/logo.jpg
& frontiers | Frontiers in Public Health





