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Inflammatory rheumatological disorders are often characterised by altered levels of matrix metalloproteinase levels in joint fluid and joint membranes. Therefore, monitoring of MMP activity in synovial fluid is essential to enable timely diagnosis, prognosis, and effective treatment. Here we report a novel fluorescence assay to measure protease activity in aspirated synovial fluid. Our fluorescent reporters contain cleavable linkers based on the peptide sequences of protease substrates, showing a ratiometric output upon cleavage. We have validated our reporters in patient-derived synovial fluid, and demonstrated their ability to characterise disease type.
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INTRODUCTION
Erosions as often seen in rheumatoid arthritis, psoriatic arthritis, and gout are amongst the leading cause of disability that result of joint destruction and progressive limitation of joint function. Such inflammatory joint conditions are associated with the gradual erosion of bone and cartilage, caused by the destruction of structural and functional proteins such as collagen and aggrecan (Saha and Kohles, 2012). If left unchecked, the action of proteases leads to bone damage and deformities in late stages of disease. Consequently, the close monitoring of disease activity is essential in order to combat the progression of erosive disease to more severe forms which may require more aggressive therapy (Heidari, 2011; Chu et al., 2012).
Several diagnostic and prognostic methods are routinely used in clinical practice to monitor erosive joint conditions, and each has specific advantages and drawbacks. These include imaging methods (e.g. X-ray and magnetic resonance imaging), and biochemical methods to assess the levels of inflammatory markers [e.g. the C-reactive protein (CRP), erythrocyte sedimentation rate (ESR)] (Crockson et al., 1977). While diagnostic imaging can provide specific structural information about the level of damage to bone and cartilage, these structural deformities often progress slowly over time and take a long time to develop (Alasaarela et al., 1998; Døhn et al., 2006). Short-term fluctuations in disease activity can be monitored by measuring inflammatory markers, which are typically of high sensitivity. However, many of these markers, such as CRP and ESR, are non-specific and lack identifiable disease detail, since they report only the presence of systemic inflammation observed in many diseases (Bray et al., 2016). Furthermore, anti-inflammatory medications can directly affect the results of biochemical tests such as CRP (Orr et al., 2018).
The identification of reliable disease biomarkers is a necessary step towards improving the accuracy of diagnosis, monitoring of disease, progression, and prognosis. Towards this end, proteinases have attracted much research interest, as they play a major role in the destruction of structural proteins that line synovial joints. These include collagen, the major organic structural component of bone and cartilage, and proteoglycans, which form a hydrated gel that protects cartilage from wear and tear. The matrix-metalloproteinases (MMPs) and adamalysins are also considered to be major mediators of cartilage destruction (Rengel et al., 2007). Due to their similarities in function and form, many MMPs have been investigated as potential biomarkers of disease: for example, levels of MMP-3, MMP-1 and MMP-13, are known to be elevated in arthritis (Burrage et al., 2006).
Overall proteolytic activity at the site of disease can be an effective method of measuring disease activity, since continued proteolysis underpins the gradual erosion and re-modelling of bone and cartilage. Protease levels have been traditionally measured by antibody-based techniques such as Western blot and enzyme-linked immunosorbent assay (ELISA), but these techniques require multiple steps and reagents, and must be specific to quantities of an individual protease, rather than to general protease activity. An alternative approach is to assess protease activity directly using artificial substrates, through which the products of an enzyme-catalysed reaction are detected optically (Bisswanger, 2014; Robinson, 2015). Given that the protease acts as a catalyst, the optical product can build up over time and subsequent amplification of the signal allows enzymes to be detected at extremely low levels, improving assay sensitivity. Amongst optical readouts, fluorescence has particularly high sensitivity.
We report here the design and application of three novel artificial substrate-based probes to assess protease activity in synovial fluid. We have shown that the results of this new assay positively correlates with disease activity measured by the current gold standard biochemical tests such as CRP and ESR. Linear discriminant analysis (LDA) has shown that our assay provides valuable diagnostic insight as an adjunctive disease marker.
METHODS
Synthesis
The 4-amino-1,8-naphthalimide and hemicyanine dyes were prepared by standard synthetic methods as described in Supplementary Material. Peptide linkers were synthesized by solid phase peptide synthesis on Wang resin (Supplementary Material). Experimental details are provided in the Supplementary Material.
Clinical studies
Ethics approval was granted by the Western Sydney Local Health District Human Research Ethics Committee. All patients who presented to Westmead or Royal Prince Alfred Hospitals between May 2017 and September 2018 with a joint effusion for which a synovial fluid joint aspiration was deemed necessary for diagnostic or therapeutic purposes were considered for inclusion in this study. Each synovial fluid joint aspiration was undertaken using an aseptic technique. Specimens were stored at −80°C within 15 min of collection. The synovial fluid specimens were thawed and pipetted into sterile 96-well black clear-bottomed plates with 0.2% w/v sodium azide as a preservative. They were stored at −20°C for no more than 14 days prior to analysis. Clinical and laboratory parameters were collected as described in Supplementary Material.
Spectroscopic studies
Excitation and emission spectra were collected on a PerkinElmer Enspire Multimode Plate Reader in flat-bottomed clear and black 96-well polypropylene or polystyrene plates, or a Varian Cary Eclipse fluorometer in 1 cm pathlength quartz cuvettes. Details of synovial fluid assays are provided in Supplementary Material.
Data was analysed using the SPSS statistics package, which was used to calculate Spearman’s rho correlation coefficient and to perform linear discriminant analysis (LDA) as described in Supplementary Material.
RESULTS AND DISCUSSION
Probe design, synthesis and fluorescence
To monitor protease activity, we designed a set of ratiometric substrate-based probes. Overall, the designed probes have three functional units: 1) two fluorophores that provide ratiometric fluorescence readout; 2) a cleavable peptide linker that is recognised by MMPs; and 3) a charged group that increases water solubility (Figure 1).
[image: Figure 1]FIGURE 1 | Structure and normalised fluorescence spectra of probes during digestion with proteases. Structures of the NpCyC (A), NpCyP1 (B), NpCyP2 (C), and NpCyP3 (D). Normalised fluorescence emission spectra of NpCyC during digestion with type IV collagenase (E). The reaction mixture contained probe (50 μM) and type IV collagenase (3.3 μg/ml) in Krebs-Ringer buffer (pH 7.4) and was monitored at 25°C taking 1 scan every 2 min using 405 nm excitation. Normalised fluorescence emission spectra of NpCyP1 (F), NpCyP2 (G), and NpCyP3 (H) in patient-derived synovial fluid presenting with inflammatory arthritis. Spectra represent changes to fluorescence in 10 min intervals over 2 h. Arrows indicate changes with increasing incubation time.
The use of two fluorophores at each end of the probe was designed to provide a ratiometric fluorescence output that minimises background effects that would normally affect overall intensity such as fluctuations in probe concentration, varying intensity of the excitation source and turbidity (New, 2016). In this case, we selected a green-emitting 4-amino-1,8-naphthalimide and an orange-emitting hemicyanine to ensure two distinct emission peaks with minimal spectral overlap (Supplementary Figure S1). Furthermore, this fluorophore pair has previously been shown to be a suitable donor-acceptor pair for Förster resonance energy transfer (FRET), a mechanism commonly employed for the preparation of ratiometric systems (Shen and Qian, 2019, 2020). Throughout this work, excitation wavelengths between 405 nm and 460 nm were used because this is the spectral region of the donor fluorophore excitation (Supplementary Figure S1).
The peptide linker was chosen to maximise the sensitivity of MMP detection. Eight optimal recognition sequences were selected from those previously reported to be recognised by MMP activity (Eckhard et al., 2016). From the eight optimal recognition sequences published by Eckhard et al. (2016), we identified the three most distinct sequences. We anticipated that these substrates, when used together, should be capable of detecting activity from MMPs within a wide range of MMP classes (Eckhard et al., 2016). Each peptide also included a C-terminal arginine residue so that the zwitterionic character would increase water-solubility. The synthesis of the probe involved initial preparation of fluorophores functionalised with a carboxylic acid for subsequent peptide coupling, followed by assembly of the probe on Wang resin via solid phase peptide synthesis (SPPS) (Supplementary Material).
This method was used to synthesise four probes with different enzyme recognition sequences (Figure 1): three bearing the MMP recognition peptides described above (NpCyP1, NpCyP2 and NpCyP3), and a model probe, NpCyC. Since MMPs could not be purchased commercially, NpCyC was designed containing the recognition sequence of commercially available type IV collagenase (PLGP). Upon addition of the collagenase IV to a solution of the probe, an emission change from orange to green was observed, which is consistent with cleavage of the peptide linker and disruption of FRET. In the unreacted form we expect FRET from the napthalimide donor to the hemicyanine acceptor. Upon reaction, the cleavage creates physical distance between the donor and the acceptor, so only naphthalimide emission is observed upon excitation of the naphthalimide.
Following promising studies of NpCyC with isolated enzyme, we investigated whether NpCyP1, NpCyP2 and NpCyP3 could detect protease activity in synovial fluid. Sinovial fluid aspirates were collected from the joints of patients presenting with a range of erosive conditions (Supplementary Table S1). As we observed for the collagenase IV and NpCyC system, addition of synovial fluid caused a change from orange to green fluorescence emission in the MMP probes, consistent with cleavage of the linker (Figure 1). In order to confirm that this colour change was caused by enzyme activity, control experiments were performed in which highly active synovial fluid specimens were chosen and a portion was denatured using heat and sodium dodecyl sulfate (SDS). In these denatured samples, no change in the fluorescence ratio was observed (Supplementary Figure S2). Overall, these experiments indicate that MMP probes, NpCyP1, NpCyP2 and NpCyP3, have sufficient sensitivity to detect protease activity at biologically relevant concentrations in synovial fluid, while the control experiments demonstrate that fully folded proteins are needed to catalyse this fluorescence response.
Patient data
Having demonstrated the sensitivity of our set of sensors, we applied it to synovial fluid that was collected from patients presenting with a range of rheumatic conditions. From the 58 patients included in this study, 66 synovial fluid samples were collected. The biochemical and haematological markers and the observations of synovial fluid microscopy and culture were also recorded (Supplementary Table S1).
The protease activity varied greatly amongst the different synovial fluid specimens, which is represented by the varied reaction profiles (Figure 2). Overall, these reaction profiles differed mainly in the initial rate of reaction over the first 15 min and the final fluorescence ratio [green (535 nm): orange (610 nm)] recorded after 120 min. Because NpCyP1, NpCyP2 and NpCyP3 could successfully discriminate between the synovial fluid specimens, we aimed to perform high throughput assays to obtain data for correlative studies that investigate the relationship between protease activity and clinical biomarkers of disease activity.
[image: Figure 2]FIGURE 2 | Fluorescence of MMP substrates (NpCyP1, NpCyP2, NpCyP3) over time in synovial fluid- Graphs represent the fluorescence ratio of NpCyP1 (blue), NpCyP2 (grey), and NpCyP3 (red) over time in synovial fluid. Four representative graphs show varied fluorescence response in four different synovial fluid samples. Patients presented with a tibial fracture (A), osteoarthritis (B), rheumatoid arthritis (C) and gout (D). Error bars show standard error of the mean from values obtained when the assay was repeated 3 times, and error bars are too small to be seen in panel (A). Table shows Spearman’s correlation coefficient (ρ), two-tailed significance (P) and sample size (N) (E). Variables with significant correlations (p < 0.05) are represented in bold. Asterisks mark significant correlations (* p < 0.05, **p < 0.01). The cells are colour coded such that the intensity of the blue colour correlates to weak (0.2–0.4), moderate (0.4–0.6), strong (0.6–0.8) or very strong (0.8–1) correlation.
Both the initial rate and the final ratio were used in subsequent correlative analysis. Overall, we found that the initial rate could more finely discriminate between the synovial fluid specimens, showing greater dynamic ranges for all three probes than the final fluorescence ratio (Supplementary Table S2). These differences in the dynamic range are likely because the initial rate can better discriminate between weakly and highly active specimens, whereas the final ratio at the end point of the reaction is similar (Figures 2C,D).
Overall, the result gained from the individual probes were highly correlated (Supplementary Table S3). NpCyP1 and NpCyP3 were the most closely related, consistent with their reported high reactivity towards MMP-3 (Eckhard et al., 2016), which is most commonly investigated as a biomarker of arthritis (So et al., 1999; Eckhard et al., 2016; Lerner et al., 2018).
In order to determine whether the probes could distinguish between mild and severe forms of erosive disease, we examined the correlations between our probe and the gold-standard biomarkers of disease activity. Predominantly strong correlations were observed between probe reactivity and local markers of inflammation, while predominantly moderate correlations were observed between probe reactivity and the local markers of inflammation (Figure 2D). NpCyP1 and NpCyP3 showed the stronger correlation to the inflammatory biomarkers compared to NpCyP2, consistent with their high reactivity to MMP-3, a well-researched biomarker of arthritis (So et al., 1999; Eckhard et al., 2016; Lerner et al., 2018).
Ultimately, the assay results were significantly correlated to key biomarkers of disease activity including the synovial leukocyte and polymorph count (ρ = 0.433–0.716), and CRP (ρ = 0.545, 0.449, 0.524 for NpCyP1, 2, and 3 respectively). Interestingly, there were only weak to moderate correlations between the biochemical markers of inflammation themselves (Supplementary Tables S4, S5), confirming our speculation that a reliance on inflammation markers alone for diagnosis may not always prove accurate, and justifying the need to explore alternative biomarkers. We employed linear discriminant analysis (LDA) on our clinical patient data to determine whether adding the data from our MMP probes could enhance the accuracy of diagnosis and prognosis.
LDA is a multivariate statistical method that can be used to find linear combinations to characterise or separate data classes: in this case, rheumatological condition diagnoses. A smaller subset of the original 66 specimens was used in LDA, as these cases contained complete clinical datasets. Of these 33 specimens, 13 had diagnoses of a crystal arthritis condition (including gout and pseudogout), 8 had a diagnosis of inflammatory arthritis (including rheumatoid arthritis, psoriatic arthritis, reactive arthritis and inflammatory arthritis of an unknown aetiology), 3 had a diagnosis of osteoarthritis and 9 specimens had a combination of diagnoses or an uncertain diagnosis. The first application of LDA aimed to discriminate between crystal arthritis, inflammatory arthritis and osteoarthritis cases (combination and uncertain diagnoses were not used in the discriminant analysis) using just clinical blood test data. This gave 79.2% accuracy, which dropped to 62.5% in the leave-one-out cross validation test (Supplementary Table S6).
In our next LDA test, clinical synovial fluid data (leukocytes, erythrocytes, polymorphs, mononuclear cells, uric acid and calcium pyrophosphate deposition (CPPD)) was used as input data, instead of blood test results such as CRP. This set of input data yielded a very similar diagnosis accuracy of 79.2% in the initial classification and 75.0% in the leave-one-one cross-validation test (Figure 3B, Supplementary Table S7). Encouragingly, when we added the rates and ratios obtained from our MMP probe assay to the synovial fluid clinical test dataset, the classification accuracy rose to 91.7% (70.8% cross-validated) (Supplementary Table S8). Furthermore, visualisation of LDA scores against the first three discriminant functions shows superior clustering compared to the tests performed using blood tests or clinical synovial fluid tests alone (Figure 3).
[image: Figure 3]FIGURE 3 | LDA score plots to discriminate between specimens with diagnoses of crystal arthritis (n = 13), inflammatory arthritis (n = 8) and osteoarthritis (n = 3) s using blood test clinical data only (A), synovial fluid clinical data only (B) and synovial fluid clinical data and MMP probe assay data (C).
In general, cross-validation accuracies that we achieved from LDA are consistent with those observed for sample sets of this size. LDA performance increases with sample size, so a larger clinical trial in the future would be expected to give initial and cross-validation accuracies closer to 100% (Mitchell et al., 2021). The 91.7% accuracy using a combination of synovial fluid clinical test and MMP probe assay results surpasses the original accuracy using CRP and other blood test results. Therefore, protein proxy measurements, such as our MMP probe assay, are useful tools to increase diagnosis accuracy in synovial fluid alone, precluding the need to collect a second body fluid such as blood.
CONCLUSION
We have established and demonstrated the design, synthesis, and application of novel ratiometric fluorescent probes to measure and investigate MMP activity in synovial fluid. There is potential for the reported assay to be applied as an adjunctive marker of disease activity, as it was able to distinguish between mild and severe cases of arthritis through its significant correlation to traditional biomarkers of disease activity (CRP, ESR, WCC, and synovial polymorphonuclear cells). Additionally, LDA was used to show that our assay could provide valuable diagnostic information, especially in cases where standard markers such as CRP are absent. The probes were designed with the goal of maximising sensitivity, which was achieved through reaction-based amplification of the fluorescence signal as one enzyme can convert many substrates over time. Furthermore, quantitative comparison between samples was made possible, as the florescence ratio provides internal standardisation to control for variables that can alter the fluorescence intensity at a single wavelength such as sample turbidity, probe concentration and instrumental variation. Hence ratiometricity and reaction-based signal amplification are desirable properties, and the application of such probes may enable the development of fast, high throughput and convenient assays that have the potential to be applied in a clinical diagnostic setting. Since MMP activity is a feature of other conditions such as cancer (Vihinen and Kähäri, 2002), glaucoma (Sahay et al., 2017), multiple sclerosis (Matrix metalloproteinase 9 as a marker of disease activity in multiple sclerosis, 2006), and alcoholic liver disease (Prystupa et al., 2015), it is possible to envisage the use of these or derivative probes for a wide range of other clinical applications.
As developments in functional proteomics advance, there is greater potential to discover a wider range of enzyme-based disease biomarkers, presenting opportunities for the subsequent rational design of diagnostic tools. While this paper presents an example where newly developed probes are applied to sense protease activity in the context of erosive joint disease, there is future potential to further this research and build ratiometric substrates for other enzyme biomarkers.
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